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Abstract 

Since being introduced in 1989 solid phase microextraction (SPME) techniques have 

continually evolved from within the analytical chemistry community due in large part to their 

clean, portable and easy to handle design. It is no surprise then that these devices lend themselves 

well to on-site sampling approaches making their use in conjunction with field portable 

instrumentation a growing trend. However, as with any emerging analytical methodology, it is 

important that these entirely on-site approaches are developed such that they deliver comparably 

reliable and sensitive results to accepted techniques. As such, presented herein, various novel 

morphologies and analytical methodologies based on the principles of solid phase microextraction 

were developed and validated as a means to improve the reliability and sensitivity of on-site 

environmental analysis.  

As an opening project, a portable in-vial standard analyte generator capable of delivering 

a highly reproducible gaseous headspace is proposed. The vial is comprised of a silicone diffusion 

pump fluid spiked with appropriate calibration or derivatization compounds, such as modified 

McReynolds probes (benzene, 2-pentanone, pyridine, 1-nitropropane, 1-pentanol, and n-octane) 

or pentafluorophenyl hydrazine (PFPH), respectively.  The spiked silicone oil is then mixed with 

polystyrene/divinylbenzene (PS/DVB) particles and enclosed in a 20 mL headspace vial. Using 

the McReynolds calibration mixture, headspace concentrations were found to be substantially 

decreased in comparison to prior hydrocarbon pump oil based vials hence, the amount of standard 

loaded onto SPME fibers was at most, half that of the previous vial design. Appropriately, 

depletion for all compounds after 208 successive extractions was shown to be less than 3.5%. 

Smaller proportions of standards being used at each extraction resulted in a vial that depleted 

slower while remaining statistically repeatable over a wider number of runs. Indeed, it was found 

that this depletion could be predicted using a theoretical, mass-balance model. At a 95 % level of 
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confidence, the ANOVA test demonstrated that prepared vials were statistically identical, with no 

significant intra- or inter-batch variations. Storage stability in varying conditions such as light 

exposure and temperature was also validated over 10 weeks for vials prepared with the reactive 

and unstable, pentafluorophenyl hydrazine in addition to the McReynolds probes. To demonstrate 

amenability for on-site environmental applications, a battery operated vial oven was constructed 

and employed in tandem with portable GC/MS instrumentation for the on-site PFPH derivatization 

and quantitation of formaldehyde from car exhaust. By using a combination of SPME fibers and 

needle trap devices (NTDôs) the concentration of this formaldehyde in aerosol particles could be 

determined and differentiated from the free gaseous concentration. Following these validatory 

experiments, varying standard headspace generating mixtures were continuously used to evaluate 

the portable GC/MS instrument while providing a means for on-site quality control.  

As the main accomplishment of this thesis a durable, high surface area, and easy to handle 

thin film microextraction (TFME) device is proposed. The membrane is comprised of poly-

divinylbenzene resin particles suspended in a high-density polydimethylsiloxane glue spread onto 

a carbon mesh support. This novel design was shown to exhibit a substantially lesser amount of 

siloxane bleed during thermal desorption while providing a statistically similar extraction 

efficiency towards a broad spectrum of compounds when compared to an unsupported 

DVB/PDMS membrane of similar size that had been prepared with former methods. At a 95 % 

level of confidence, the ANOVA test demonstrated that these membranes were also statistically 

similar, with no significant intra- or inter-batch variations.  In an initial validation, membranes cut 

to 4 cm long, 4.85 mm wide and coated 30-40 ɛm thick (per side), were shown to extract 21.2, 

19.8, 18.5, 18,4, 26.8, and 23.7 times the amount of 2,4-dichlorophenol 2,4,6-trichlorophenol, 
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phorate-D10, fonofos, chlorpyrifos, and parathion respectively, from a 10 ppb aqueous solution 

than a comparable 65 ɛm DVB/PDMS SPME fiber.  

Following these initial developments, these carbon mesh supported DVB/PDMS  

membranes were established as highly sensitive, accurate and green alternative to classical liquid-

liquid extraction (LLE) for the determination of 23 multi-class pesticides from surface water 

samples. This signal improvement was made evident by method limits of detections (MLODôs) in 

the low ng L -1 range for most of the pesticides studied while only requiring 30 mL of sample. 

Furthermore, these MLODôs were shown to be at least 10 times lower than those achieved using 

an EPA certified, LLE method performed at an accredited analytical laboratory participating in the 

study. Moreover, the method accuracy was validated through double-blind split analyses of 18 

surface water samples. Good agreement between the two methods was achieved with accuracy 

values between 70-130% for the majority of analytes tested.  This methodology was further 

explored on-site with the design and deployment of a portable TFME sampling case to be used in 

conjunction with the portable GC/MS instrumentation. Although the chosen pesticides were found 

to be more-or-less absent from the 4 riparian sampling locations, a wide variety of untargeted 

compounds could still be detected and identified using the portable TFME-GC-TMS method. As 

such, the on-site method repeatability was still deemed acceptable with %RSDôs for the untargeted 

compounds around 20% (n=5). Moreover, by use of a BTEX standard headspace generating vial, 

the portable GC/MS was shown to remain stable over the entire 1-month sampling period. 

Furthering the development of carbon mesh supported TFME, a highly sensitive HLB-

PDMS thin film microextraction device for the balanced determination of VOC compounds of 

varying polarity was prepared. In addition to exhibiting a 50+ fold increase in sensitivity when 

compared to a 65 µm DVB/PDMS SPME fiber, these membranes extracted approximately double 
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the amount of McReynolds probes versus a more comparable DVB/PDMS TF-SPME device of 

identical size. Inter-membrane extraction efficiencies for these compounds were determined to be 

reproducible at 95% confidence for all 4 of the coating chemistries tested including the 

DVB/PDMS membranes, and those prepared with 3 different HLB compositions. Further method 

reliability was established by confirming that, once extracted, the McReynolds standards were 

stable on the HLB/PDMS membranes stored in the thermal desorption tubes on the autosampler 

rack for at least 120 hours for 5 of the 6 standards and only 24 hours for pyridine at 95% 

confidence. Finally, a real-world proof of concept application determining chlorination by-

products from a private hot tub was performed, successfully identifying, 2-chloroethylamine 3-

chloro-1-propanamine, and dichloroacetonitrile with %RSDôs less than 10%. 

Finally, as a side project, the goal of pushing on-site sampler design to its fullest was 

explored by means of the construction of a self-sealing coated bolt sampler for the analysis of deep 

ocean environments via divers and ROV submersibles. These samplers employ HLB particles 

which have been coated onto recessed stainless steel bolts by use of polyacrylonitrile (PAN) glue. 

6 coated bolts are then inserted into a self-sealing, polytetrafluoroethylene (PFTE) bodied sampler 

designed to preserve extracted compounds for extended periods. To verify this stability, 3 samplers 

were deployed on-site at a waste-water treatment facility outflow pipe via kayak. Post-sampling, 

the samplers were stored using 3 storage conditions including A: immediate desorption, B: 3 days 

at 23 oC), C: 12 days at 23 oC and D: 12 days in a -80 oC freezer. All bolts tested were statistically 

indistinguishable when analyzed using principal component analysis (PCA). Furthermore, 10 

randomly selected, volatile, features were also demonstrated to give a statistically identical 

response at a 95% level of confidence using the ANOVA test.  Finally, in a cutting-edge 

application, these samplers were tailored for use on an ROV submersible and employed for the on-
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site sampling of hydrothermal vents at 2 locations along the Pacific Rim with 2 corresponding 

control extractions also performed from ambient waters away from these vents such that significant 

features could be differentiated. Separation and analysis of all samples were performed using an 

HPLC equipped orbit-trap mass spectrometer and 100ôs of statistically unique features could be 

determined from the vents by use of multivariate statistical analysis. 
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Chapter 1 Introduction 

Preamble 

This chapter has been partially published as two separate works including a book chapter and 

review article respectively: 

1: Jonathan Grandy, Saba Asl-Hariri, Janusz Pawliszyn; Chapter 7: Novel and Emerging Air 

Sampling Devices, Elsevier; Comprehensive Analytical Chemistry; (V. 70 Monitoring of air 

pollutants); 2015 pp 209-235. Materials for Sections 1.2.1, 1.2.2, 1.3, 1.3.1, and 1.3.2 are reprinted 

from this book chapter publication with the permission from Elsevier Publishing. These excerpts 

have remained unchanged in this thesis as per the terms of the reprint permissions. Copyright for 

this work remains the property of Elsevier publications and any further request for re-use of this 

information should be requested directly from them (ISBN: 978-0-444-63553-2) 

 

2: Nathaly Reyes-Garcés, Emanuela Gionfriddo, German Augusto Gómez-Ríos, Md. Nazmul 

Alam, Ezel Boyacē, Barbara Bojko, Varoon Singh, Jonathan Grandy and Janusz Pawliszyn; 

Advances in Solid Phase Microextraction and Perspective on Future Directions; Anal. Chem, 2018, 

90 (1), pp 302-360. Materials for Sections 1.1, 1.2, 1.4, 1.4.1, and part of 1.5 are reprinted from 

this review article publication with the permission of the American Chemical Society (ACS). 

Copyright for this work remains the property of ACS publications and any further request for re-

use of this information should be requested directly from them (DOI: 

10.1021/acs.analchem.7b04502) 

 

1.1 Challenges in the sampling and analysis of on-site environments  

Among the different steps involved in the analytical process, the sample collection and 
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preparation steps can certainly be said to be the most critical to the attainment of reliable results 

for environmental applications.1 Such a consideration stems from the relatively high likelihood 

that errors performed during said samplings can easily go unnoticed due to the highly variable 

nature of real-world environments, as well as the comparatively low levels of replication and 

quality control measures that can be reasonably employed in comparison to those found in a 

traditional laboratory setting.2ï4 Furthermore, as sampling precedes all other steps of the analytical 

process, any error made during this step will be propagated throughout the rest of the analysis, 

potentially resulting in false or weakened conclusions.5 As such, it is imperative that samplers 

designed for environmental applications remain sensitive enough to extract given compounds of 

interest while still being robust and easy enough to handle such that they are approachable by those 

working in the industry. 

1.2 Solid Phase Microextraction (SPME) techniques for on-site sample preparation  

Since the initial introduction of the SPME approach in 1989,6 SPME techniques have been 

very well explored within the environmental analytical chemistry field, with a query of the Web 

of Sciences database yielding over 1000 related publications since 1992 (as of September 2017). 

In fact, as an environmentally friendly sampling technology, it is unsurprising that much of the 

initial SPME research targeted environmental applications. In their two initial publications 

Pawliszyn, Belardi, and Arthur employed polyamide-coated fused silica fibers for the extraction 

and thermal desorption of chlorinated organic contaminants from water. These contaminants, 

consisting of various polychlorinated biphenyls (PCBs); chlorinated aliphatic hydrocarbons; and 

a benzene, toluene, ethylbenzene, and xylene (BTEX) mixture, represented the first compounds to 

ever be extracted by use of SPME as a sampling methodology in publication.6,7 These early GC-

SPME fibers, although not as repeatable or sensitive as their contemporary counterparts, posed an 
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inherent advantage over traditional solvent-based sample preparation methods, as they vastly 

increased analytical throughput while avoiding the use of the very same organic solvents they were 

intended to measure.  

More contemporary works have continued to explore these advantages, as exemplified by 

an inter-laboratory study conducted by Rodriguez-Lafuente et al.8 This study involved the direct 

comparison of analytical figures of merit obtained via SPME-GC in lieu of liquid-liquid extraction 

(LLE) (US-EPA 8270) for the determination of 25 different pesticides from surface water and 

groundwater samples.8 The findings of this study revealed that in addition to providing a much 

faster, fully automated analytical throughput, the DVB/PDMS SPME-GC methodology also 

provided noticeably lower limits of detection, allowing for the positive detection of 342 of the 350 

compounds tested versus the 287 detections attained via LLE. This sensitivity difference was most 

pronounced at the 0.8 Õg L-1 spike point, which is below that of the reporting detection limit of the 

LLE method performed by the partnered accredited laboratory. Furthermore, only one SPME-GC 

run, using 15.5 mL of sample, was required to determine all 25 pesticides from a given sample, 

while the US-EPA 8270 method required 3 runs per sample (encompassing acidic, neutral, and 

basic conditions) consuming a total of 800 mL of sample, and 150 mL of dichloromethane. 

Unsurprisingly, the SPME method was considered far more environmentally friendly, with an Eco-

scale greenness factor of 82 (out of 100) versus a value of 51 for LLE.9 The two techniques were 

verified to have a comparable level of accuracy, with 65% of the SPME results and 71% of the 

LLE results (n=280) falling within the 70%-130% range of the true concentrations of compounds 

when double-blind split analyses were performed.  

1.2.1 Fundamentals of solid phase microextraction  

 Much like what is observed with any other phase partitioning interface, microextraction 

methods are governed by a standard thermodynamic equilibrium between the analyte 
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concentration in the sorbent phase, Cf, and that in the sample, Cs, as dictated by a distribution 

constant Kfs giving rise to Eq. 1.1 5: 

                               ὑ                                            Eq. 1.1 

Furthermore, by performing simple algebraic rearrangement and knowing that the sum of 

the analyte extracted and that which remains in the sample at equilibrium has to equal the amount 

initially in the system, we can generate Eq. 1.2 where n is the amount of analyte extracted, C0 is 

the initial concentration of the sample, Kfs is the fiber-sample distribution coefficient, Vs is the 

volume of the sample and Vf is the fiber volume:5,10,11   

                             ὲ  ὅᶻ                               Eq. 1.2  

Favorably, when sampling of ambient air is performed on-site, it can generally be assumed that 

the sample volume is infinite (Vs>>>Vf) such that the sample volume can be factored out and 

eliminated from Eq. 1.2 giving rise to the much simpler Eq. 1.3: 5,10,11   

                      ὲ  ὅὑ ὠ    O      ὅ                          Eq. 1.3 

This simplified expression gives rise to one of the major advantages of using SPME for the 

atmospheric analysis of VOCs. In this way, the concentration of a given analyte may be calculated 

using a known Kfs at a given temperature as long as equilibrium has been achieved. Hence 

equilibrium calibration acts as a calibration curve-free method for the determination of 

VOCs in gaseous samples. It is worth noting, however, that one would still need a spiked analyte 

amount versus response curve for the analytical instrument employed (for GC analysis this can be 

generated by performing liquid injection of a known amount of standard). Typically, SPME 

extractions are described by being in either the equilibrium or pre-equilibrium regime. 

Furthermore, when less than 50% of the equilibrium amount has been extracted, the extraction can 

still be considered as a zero sink where the kinetics of analyte uptake remain linear.5,10,11   When 
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in this linear regime, the rate of analyte uptake () and therefore the sensitivity is dictated purely 

by kinetics which are in turn controlled by the surface area A, of the coating, the thickness of the 

stagnant, boundary layer (‏) of matrix surrounding the coating, the static diffusion constant Ds of 

the analyte in this air and finally the analyte concentration in the sample. These values give rise to 

Eq. 1.4: 5,10,11   

                                     ὅ
 

                                Eq. 1.4 

A wide variety of factors can greatly affect the values of both the boundary layer thickness 

and the distribution coefficient regardless of the SPME mode being performed. With air sampling, 

the two most important factors would have to be the air temperature, which alters both values, and 

the linear velocity of the sample (air flow rate) which shrinks the boundary layer thus resulting in 

faster extraction kinetics. When the temperature is increased, the analyte-dependant diffusion 

coefficient also increases thus enhancing the extraction kinetics; however, the opposite may be 

said about the distribution constant meaning less analyte will be sorbed at equilibrium.5,10,11  

Furthermore, a similar phenomenon is seen with regard to the molecular weight of the analyte. 

Generally speaking as molecular weight increases, the partial pressure of the analyte in air drops. 

That combined with an increasing similarity in structure to that of the polymeric coating results in 

an increase in the fiber constant, Kfs. However, larger molecules also have a much lower static 

diffusion coefficient meaning that the kinetics will also decrease. These relationships can give rise 

to a number of difficulties when trying to optimize a microextraction method as compromises must 

be made between sampling kinetics and equilibrium sensitivity. Depending on the experimental 

goal and target analyte(s), the analyst will need to properly select an appropriate sorbent coating 

and, if possible, control the sample temperature and flow rate. Although these relationships may 
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not necessarily limit SPME application, they do most certainly require a reasonable understanding 

of the fundamentals that govern them in order to use microextraction to its fullest. 

1.2.2 Selection and characteristics of commercial, GC amenable SPME sorbent coatings 
 

      As previously alluded to there are currently a wide variety of SPME sorbents available for 

gaseous sampling (Table 1.1). Generally speaking, polymeric sorbents have seen increased use in 

the extraction of organic analytes from otherwise complex sample matrices. Much like liquid-

liquid extraction, a polymeric material can be chosen to more closely match the structure and 

polarity of the analyte of interest so as to increase the affinity of said analyte for the coating. A 

quick search of the Web of Science Publications statistics indicates that the 100 µm thick 

polydimethylsiloxane (PDMS) extraction phase has been, by far, the most widely used SPME 

extraction phase worldwide. The nonpolar structure of PDMS makes it highly appropriate for the 

extraction of similarly nonpolar organic analytes.12 Furthermore, as the molecular weight of a 

given compound and its boiling point increases, the kinetics of extraction decrease 

concurrently.5,11,13 Hence the use of a thinner, 7 µm, PDMS coating is regarded preferential for 

SVOCs as it is more likely for equilibrium to be achieved with shorter sampling times, allowing 

for the ability to perform a simpler equilibrium-based calibration technique.5,11,14 However, pure 

PDMS coatings are not without their downsides. For starters, their nonpolar nature makes them 

inappropriate for the sampling of more polar analytes such as short chain alcohols and carbonyl 

compounds.15 For these analytes, the choice of a more polar, PEG coating would be ideal.5,15  

Much like PDMS, PEG coatings are prepared by cross-linking of a relatively low molecular 

weight prepolymer that gives a liquid-like sorbent where absorption is the predominant extraction 

mechanism. As such, these sorbents exhibit linear analyte uptake with increasing analyte 

concentration. However, exposing these sorbents to exceedingly high levels of high-affinity VOCs 
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(mid to high ppm level) can eventually cause the sorbents to swell and break off of the solid 

support. Despite their ease of use, these absorptive liquid coatings just do not offer the sensitivity 

and sorbent strength demonstrated by solid sorbent particles.16ï20  

The use of solid sorbent particles suspended in PDMS has been shown to vastly increase 

the sensitivity of SPME techniques, while their bipolar nature reduces analyte selectivity resulting 

in much more multipurpose coatings.16ï20 This strength stems from the general porosity of the 

sorbent. The poly(divinylbenzene) (DVB) particles used in commercial SPME fibre production, 

for instance, are normally considered to be mesoporous (20-500 Å pore diameter) with a porosity 

of 1.54 mL g-1.5 As such, these mid-strength particles have found a particular niche for the analysis 

of atmospheric SVOC compounds such as polychlorinated dibenzodioxins (PCDDôs) and 

polycyclic aromatic hydrocarbons (PAHôs), which can be commonly found in fly ash from 

industrial smokestacks, for example.16 It is worth noting that DVB/PDMS fibers will still extract 

any analyte that has been classically analyzed using PDMS alone.18 Furthermore, because of their 

bipolar nature, these fibers can also be applied for the sampling of carbonyls and other polar 

compounds. Although DVB/PDMS will also extract highly volatile compounds, those fibers 

prepared with the microporous (2-20 Å pore diameter), Carboxen (Car), activated carbon particles 

have been proven to be much more sensitive for this application.5,17,18 

 Indeed, the Car/PDMS fiber is currently the strongest SPME sorbent commercially 

available for environmental air analysis. As such, these fibers are the best choice when a given 

analyst only wishes to target the most volatile pollutants such as BTEX from car exhaust or 

trihalomethanes (THMôs) emitted from chlorinated water.17,18 However, the strength of the 

Carboxen sorbent has also been shown to have a considerable downside as well. When less volatile 

components are extracted it can prove very difficult, if not impossible, to thermally desorb them 
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from the carbon particle. Hence, to account for this limitation the multifunctional DVB/Car/PDMS 

fiber was developed.  

Commonly referred to as the ósandwichô fiber, DVB/Car/PDMS devices are prepared such 

that the stronger Carboxen sorbent is at the center of the fiber, protected within the DVB/PDMS 

layer.5 This arrangement allows the higher-affinity SVOC compounds to be trapped by the weaker 

DVB sorbent well before it ever reaches the activated carbon at the center of the fiber. Furthermore, 

any volatile component which would typically be weakly extracted by DVB can permeate through 

the overcoating and instead be adsorbed by Carboxen. Hence, the sandwich fiber is particularly 

useful when broad-spectrum untargeted analysis is performed.19,20 Such a coating would be very 

useful in applications where an analyst wishes to screen a range of compounds in a given sample 

in a single analytical run. 

In terms of physical characteristics, all the currently available SPME architectures, the 

fiber-based geometry is by far the most popular configuration worldwide. Before use, these fibers 

are typically placed within a plunger-operated fiber holder as shown in Figure 1.1. This assembly 

is used to move the delicate fiber coating (A) in and out of the protective stainless steel needle (B). 

As such, it is always important to keep the sorbent coating withdrawn into the needle unless 

sampling or desorption in a GC injector is being performed. Furthermore, the fiber should always 

be kept deep inside the protective needle anytime the assembly is pushed through a barrier such as 

the septum of a GC inlet, only exposing the fiber for thermal desorption after the septum has been 

pierced. Although this clarification may seem obvious, it represents one of the most common errors 

performed by first time SPME users.  

Commercial SPME fibers for GC applications are generally 2 cm long and possess a 

coating thickness of anywhere between 7 and 100 µm (more commonly between 60 and 100 µm). 
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Using a 65 µm thick DVB/PDMS fiber on a 0.120 mm diameter fused silica core as an example, 

we obtain a sorbent volume of 0.880 mm3 and a cylindrical surface area of 15.6 mm2. These factors 

become exceedingly important in determining the sensitivity of a given SPME technique 

depending on whether the extraction is in the equilibrium regime or kinetic regime, respectively. 

Table 1.1    Analyte dependant selection of SPME polymeric sorbents for GC amenable sampling. 

Sorbent material 

(coating thickness) 

Analyte 

Properties 

Example 

Analyte(s) 

Extraction  

Mode 

Comments Refs 

PDMS 

(100 µm) 

Non-polar, 

highly 

volatile 

BTEX (mid, 

high 

concentration) 

Absorption Most commonly used, 

poor sensitivity  

5,12 

PDMS 

(7 µm) 

Non-polar, 

semi-

volatile  

PCBôs, PAHôs 

(high conc.) 

Absorption Faster equilibrium, 

lowest sensitivity 

5,14 

PEG 

(60 µm) 

Polar, 

broad 

volatility 

Alcohols, 

carbonyls  

Absorption More common for 

aqueous sampling 

5,15 

DVB/PDMS  

(65 µm) 

Bipolar 

semi-

volatile 

PCBôs, PCDDôs Adsorption 

 

Best for SVOCôs 5,16 

Car/PDMS  

(75 µm) 

Bipolar 

Highly 

volatile 

THMôs, BTEX 

(trace 

concentrations) 

Adsorption Strongest sorbent, tough 

to desorb SVOCôs 

5,17,18 

DVB/Car/PDMS 

(50 µm/30 µm) 

Bipolar, 

broad 

volatility 

Untargeted, 

broad range 

screening 

Adsorption Multipurpose 5,19,20 

 Abbreviations: 1: PDMS- polydimethylsiloxane,   2: PEG- poly(ethylene glycol),    

 3: DVB- divinylbenzene,   4: Car- Carboxen,   5 BTEX- benzene, toluene, ethylbenzene, xylene 

6: PCBôs- polychlorinated biphenyls,   7: PAHôs polycyclic aromatic hydrocarbons,    

8; PCDDôs- polychlorinated dibenzodioxins,   9; THMôs- trihalomethanes  
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1.3 On-site calibration using SPME  

 Although calibration is not required for performing untargeted, qualitative, screening 

analyses of atmospheric air, choosing the proper calibration method becomes imperative if one 

wishes to perform quantitation. Furthermore, for on-site sampling, it becomes increasingly 

difficult, or impossible, to control the environmental conditions such as air, temperature, and 

velocity. In these cases, it is always necessary to measure these values such that they can be 

replicated back in the lab if classical calibration approaches are to be used. Furthermore, many 

important constants such as the fiber/sample distribution coefficient and the analyte static air 

diffusion coefficient are dependent on these values.5,10,11 Moreover, extraction time and fiber 

desorption time must be optimized prior to going on-site so as to ensure the best analytical signal 

possible.5,21 SPME techniques can be calibrated using many classical approaches including 

external calibration, internal calibration, and internal standardization.22 However, with the 

exception of external calibration, none of these methods can be used for on-site air monitoring. 

Interestingly enough, recent advancements in standard gas/headspace generation have made it 

increasingly easy to perform targeted quantitation of atmospheric pollutants using external 

calibrants.3,23 As previously discussed, equilibrium-based calibration can be very easily performed 

for any target analyte that achieves equilibrium in a reasonable time.22 However, this may prove 

impractical for large PAHs and other heavy analytes that may require in excess of an hour to reach 

equilibrium. For these compounds, it would indeed be preferential to use one of the available 

diffusion or kinetic-based calibration methods.22 

1.3.1 Interface Model Based on Diffusive Laws 
 

 The interface model is an example of a diffusion-based calibration technique (Figure 1.1). 

This method relies on careful regulation of the boundary layer thickness so as to control the 
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extraction kinetics. As such, it is important that the extraction mode remains in the zero sink, linear 

regime of the equilibrium profile and that both the air temperature and velocity are constant and 

known.5,10,22 Furthermore, the diffusion coefficient of the target analyte at the given temperature 

must be known or derived empirically. If these three values are known, the interface model can be 

employed using Eq. 1.5, where Cs is the sample concentration, n is the absolute amount of analyte 

extracted, B3 is the geometric factor of a cylinder which has a value of 3, Ds is the sample diffusion 

coefficient, A is the surface area of the coating, t is the sampling time and d is the boundary layer 

thickness which is itself described by Eq. 1.6. Equation 1.6 further shows that the boundary layer 

thickness is determined by dividing the fiber diameter, d, by the Reynolds number, Re, and the 

Schmidt number, Sc. These constants are further described by Eq.ôs 1.7 and 1.8 respectively with 

ό representing the linear velocity of the sampled air and v signifying kinematic viscosity of the 

matrix: 5,22 

              ὅ                                                           Eq. 1.5   

‏               ωȢυς
Ȣ Ȣ

                                             Eq. 1.6 

              ὙὩ ς                                                            Eq. 1.7 

              Ὓὧ                                                                 Eq. 1.8 

Fortunately, what the interface modal lacks in mathematical simplicity is mitigated by a 

simplified analytical process that even allows the user to perform quantitation of an untargeted 

compound after it has been identified. This is because, much like equilibrium calibration, diffusive 

techniques remain calibration curve-free such that if a nanogram versus response relationship is 

known for the compound, and the prerequisite factors have been measured, quantitation may still 

be performed. 
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Figure 1.1 Schematic representation of the interface model of solid phase microextraction with a porous 

fiber coating highlighting the presence and importance of the gas flow rate-dependent boundary layer 

thickness d. As reproduced with permission from Ref. [23] Figure 5, p. 190. 

 

1.3.2 Kinetic calibration techniques 
 

Kinetic calibration can be performed in one of two ways. The first of these involves pre-

loading a known amount of a deuterated analog of the target compound onto the fiber prior to 

performing an analytical extraction. Then, when the fiber is exposed to the sample matrix, this 

deuterated analogue will desorb from the fiber in an inverse pattern to that of the corresponding 

uptake of the target analyte as described by Eq. 1.9 where q0 is the initial amount of standard 

loaded, q is the amount of standard remaining after the extraction, ne is the amount of analyte that 

would be extracted at equilibrium and n is the actual amount of analyte extracted .5,22 This equation 
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can be further rearranged to generate Eq. 1.10 thus calculating the concentration of the target 

analyte: 5,22 

                   ρ                                                Eq. 1.9 

                  ὅ                                          Eq. 1.10 

Despite the ease of use of Eq. 1.10, the method is rather impractical overall when actually 

employed. Firstly, it requires a standard be preloaded onto the fiber before the extraction; hence, 

it is inappropriate for untargeted analysis. Secondly, deuterated standards are exceedingly 

expensive and their availability is limited to a select list of compounds. 

To avoid this limitation, standard-free kinetic calibration may be used instead.5,22,24 In this 

method two separate extractions with times t1 and t2, in the linear regime are used to estimate the 

amount of analyte that would be extracted at equilibrium, ne, by comparing the actual extracted 

amounts, n1 and n2, giving rise to Eq. 1.11: 5,22,24 

                  ÌÎρ  ÌÎρ                               Eq. 1.11 

Solving for ne in this expression is exceedingly complex; however, Ouyang et al. who 

originally conceptualized Eq. 1.11 have suggested a simpler way to solve it. By arranging it into 

Eq. 1.12 with the addition of the surrogate constant Y, it is possible to then use an Excel table to 

determine ne. With all other variables known from the experiment, one can prepare a table of 

estimated values for ne substituting them into the Eq. 1.12 to solve for Y. At whatever point Y is 

found to be zero will indicate the true value for ne.
24 Alternatively it could be possible to just use 

Excelôs goal seek function to determine ne when Y is equal to 0. Furthermore, once ne has been 

calculated it just needs to be substituted back into Eq. 1.3 to calculate the sample 

concentration.5,22,24 
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Indeed, the use of standard-free kinetic calibration remains relatively underutilized in the 

literature. Not only is no deuterated standard required, there is an additional benefit that the only 

required constant is the fiber sample partitioning coefficient which can always be calculated 

experimentally if it is not already available in the literature. However, as previously mentioned 

this technique is limited by the requirement of ensuring the rate of analyte uptake remains in the 

linear, zero-sink regime of the extraction profile and requires twice the number of experiments to 

establish n1 and n2 at t1 and t2 respectively. It is important to also note that these calibration 

techniques not only apply to the standard fiber-based morphology of SPME but can indeed be 

utilized with various other configurations.   

1.4 SPME samplers for varying environmental matrices 

Beyond the standard fiber morphology, SPME technologies have continued to develop and 

change to address specific challenges imposed by the varying samples and locations targeted in 

the environment. When one considers environmental pollution and their related sampling matrices, 

the vastness of potential applications can initially appear daunting. Coming from all three of the 

earthly phases of matter, most pollution studies can be categorized as either air, water, or soil 

based, with further subcategorizations possible beyond that initial classification. Although by no 

means the panacea of sample prep, various SPME-based solutions to address each of these 

categories have been explored in recent years. Technologies such as needle trap devices (NTDs) 

for air sampling, cold fiber SPME for determination of soil contaminants, and GC-TFME for the 

ultra-trace detection of pollutants in surface waters25 and metropolitan air26 are just a select few of 

such specialized morphologies.27ï29 Like any technique, however, these samplers still require 
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routine quality control and an initial validation. As such, the repeatable delivery of standards 

tailored for SPME-based extractions that can be performed on-site is also necessary.  

1.4.1 Needle trap devices for air analysis 
 

Gaseous air samples lend themselves well to being sampled directly with standard SPME 

fibers, as the diffusion coefficients of most volatile organic compounds (VOCôs) are high enough 

to allow for appreciable levels of extraction within short periods of time.5,30,31 However, issues can 

arise once the analyst wishes to target organic compounds that are only semi-volatile (SVOC) in 

nature, as SVOCs have a tendency to bind to airborne particulate matter or aerosol-type particles, 

making them unavailable to SPME fibers which, as previously described, are only sensitive to the 

free analyte fraction.5,32,33 Furthermore, the characterization of the environmental fate of a given 

compound, i.e., the percentage of a given compound that is particulate-bound, can yield additional 

information regarding the system under study.12,34 With this application in mind, further 

developments in needle trap devices have been an ongoing endeavor to further assist in the 

characterization of environmental air. 

As alluded to, one of the primary advantages of these sorbent packed needles lies in their 

ability to act as a filter and trap both the free form and particulate bound portion of small organic 

molecules in a given gaseous sample allowing for the determination of total analyte concentration. 

As with most filtration sampling methodologies needle trap based extractions are an exhaustive 

sampling technique and function by use of various sorbents which have been packed into the bore 

of a blunt tip needle.32,35ï37 In-line with what is expected with any exhaustive extraction 

technology, calibration with NTD methodologies is rather simple with the amount extracted being 

directly related to the sample concentration multiplied by the volume extracted (Eq. 1.13).  

                                                                ὅ                                        Eq. 1.13 
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In terms of sampler design, there have been multiple formats of NTD needles proposed 

over the years.27,32 The simplest format involved packing the tip of an open bore 22 gauge luer 

lock needle with appropriate sorbent particles (Carboxen, Tenax, DVB, etcé) which could then 

be attached to a gas-tight syringe or pump to draw gaseous sample through the needle tip.27,32 

However, this design was limiting during GC desorption as a supplementary desorption gas had to 

be manually applied via a gas-tight syringe at the needle hub during for appropriate desorption of 

the analytes. To overcome this limitation, modern needle trap devices are designed to seat directly 

into a specialized narrow-neck liner in the GC injector and instead force carrier gas through a small 

side hole which has been drilled above the NTD sorbent bed as to redirect instrument carrier gas 

to assist with analyte desorption.27,32,38 Such needles include the 22 gauge extended tip NTD for 

benchtop GC instrumentation, shown in Figure 1.2, and a schematic of the 19-gauge blunt tip NTD 

(Figure 1.3) used in conjunction with the Tridion-9 portable GC-MS. 

 

Figure 1.2: 22 gauge extended tip needle trap with appropriate PTFE caps.  

 

 
Figure 1.3: Schematic of 19 gauge blunt tip NTD used with Tridion-9 portable GC/MS instrumentation. 

(Courtesy: Torion Technologies of Perkin Elmer Inc. American Fork UT)   

 

 



17 

 

When combined with conventional open bed SPME devices which are themselves only 

sensitive to the free analyte fraction, it becomes possible to determine the particulate bound 

fraction of a given analyte by subtracting the free concentration determined by an SPME fiber 

from the total concentration determined via NTD. In an interesting exploration of this principle, 

Cheng et al. combined the use of 100 µm PDMS SPME fibers with a DVB packed NTD to 

determine the effectiveness of repellents emitted via mosquito coils,12 and in the following work, 

from electronic vaporization mosquito mats.34 Particularly in the mosquito mat study, a clear trend 

could be seen, with the 100 to 120 mesh DVB NTD extracting a much greater amount of the semi-

volatile repellants than that extracted by the PDMS SPME design.34 However, despite this novel 

advancement, this aforementioned study failed to fully explore the advantages of the approach by 

calibrating and comparing the free and particulate bound concentrations of the extracted analytes 

under study. Conversely, Reyes-Garces et al. better explored this advantage by comparing the free 

vs. total levels of alpha-pinene emissions from a pine branch on-site, which were found to be 3.3 

and 7.8 ng mL -1, respectively, using an SPME and NTD-enabled portable GC-IMS instrument.39 

This vast concentration difference is to be expected, as the mid-volatility alpha-pinene, with a 

boiling point of 155 oC, would much prefer to remain in the particulate-bound fraction at 23 oC.  

In addition to these novel free versus total studies, NTD technologies have also been used 

on their own for the simple quantification of total pollutants in environmental air. In terms of more 

recent examples, NTDs employing a novel silica aerogel have also been used for the quantification 

of formaldehyde from indoor and outdoor air,40 and chlorobenzenes from a standard air sample.41 

A bondesil C18 packed NTD was applied to develop a quantitative and fully automated headspace 

method for the determination of nine multi-residue musks from real wastewater treatment facility 

samples.42 A high-resolution qualitative comparison of different marine diesel fuel emissions was 
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accomplished by use of a tri-bed PDMS, Carbopack B, and Carboxen 1000 NTD, introduced into 

a unique GC/REMPI/SPI-TOFMS, which is a form of NTD-GC enabled photoionization time-of-

flight mass spectrometry.43 A Silica composite carbon nanotube sorbent was applied to both SPME 

fibers and NTDs and compared in terms of MLODs vs DVB/PDMS analogues for the in-laboratory 

determination of perchloroethylene in air.44 Finally, an entirely new approach using smaller NTDs 

to pre-concentrate large volume air samples, such as those from 3.5ò sorbent tubes, was validated 

while incorporating the use of a hand-portable thermal desorption module.45 This module 

essentially transfers analytes from 3.5ò sorbent tubes onto a 19-gauge NTD, which can then be 

directly introduced to a standard GC injector. This methodology may have great implications in 

terms of future on-site analytical approaches; to date, it has already been coupled to portable GC-

MS instrumentation and to the much more sensitive GC-TFME samplers.1  

1.4.2 The thin film microextraction morphology of SPME  
 

Due to their inherent larger sizes, the use of high volume, high surface area TF-SPME 

samplers has been shown to drastically decrease the limits of quantitation approachable for 

environmental applications.1,25 In essence, these TFME devices are thin sheets of extraction phase 

ranging in the 10ôs to 100ôs of micrometers in thickness allowing for a vastly larger surface area 

to perform extraction. In particular, when extractions are performed in the pre-equilibrium regime 

of the extraction time profile, such as the norm for on-site samplings, the increase in surface area 

of the sorbent directly correlates to an increase in the amount of analyte extracted per unit time  

(Eq. 1.4).5,10,11 Furthermore, if equilibrium is sought after, the added increase in total sorbent 

volume will also directly correlate to the amount extracted (Eq. 1.2, Eq. 1.3). Finally, so long as 

the extraction phase thickness denoted as (b-a) in Eq. 1.14, is kept constant between polymeric 
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similar SPME devices, the equilibrium time, teq, will remain unaffected. All these factors combined 

result in TF-SPME or TFME for short, being a much more sensitive SPME morphology.  

sfseq DabKt /)(3 -=d                                         Eq. 1.14 

Being an extension of solid phase microextraction, TFME shares many congruencies with 

traditional SPME fibers. A PDMS polymeric coating remains a popular choice for the development 

of thin film membranes.29,46 Also, much like SPME fibers, many combined coatings such as 

CAR/PDMS, and DVB/PDMS can be applied to construct thin film membranes.26,29,47 It is 

important to note that when these combined phases are prepared, the PDMS serves as a glue to 

hold the solid Carboxen or DVB particles in place. Furthermore, the fundamental sorptive 

mechanisms which govern fiber based SPME extractions still apply to the thin film membranes 

morphology. Consequently, the mathematical relationships used to calibrate traditional SPME 

hold true for TFME with a few exceptions. Such exceptions would include calibration techniques 

that employ fiber geometry.29,48 However, like any technique, the introduction of TFME has not 

been without its challenges; particularly their large size has made them difficult to directly 

introduce into a GC thermal desorption. 

1.4.2.1 Coupling of TFME with GC thermal desorption systems  

One of the initial challenges of GC based TFME was finding a safe and reproducible 

method to desorb thin film membranes onto the instruments injector. One of the most rudimentary 

desorption methods employed involved having an analyst roll up the membrane and then place it 

in a standard split/splitless liquid injection liner that could then be manually inserted into an 

initially cooled GC injector port.5,46 As a recent example this technique was used by Engler et al. 

in order to determine xenoestrogen porewater concentrations from soil samples.48 After extraction, 

the pure PDMS membranes were rolled up and placed inside of a single tapper, liquid injection 
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liner. This liner was then manually placed into a GC injector that had been partially cooled to 220 

oC and then immediately heated to 270 oC for xenoestrogen desorption. 48 Although the researchers 

were able to demonstrate reasonable analytical figures of merit for the selected SVOC analyteôs 

with linear calibrations in and around one order of magnitude, this relatively cheap desorption 

method suffers from some major limitations. Firstly, it would be impossible to analyze any 

VVOCôs or VOCôs as such compounds would not reconstitute at the head of the GC column and 

would exhibit very broad desorption peaks and hence chromatographic peaks when using such a 

desorption method. Secondly, the researchers were unable to reuse their membranes likely because 

of high-temperature oxidation of the PDMS extraction phase. Finally, opening a GC injector at 

such a high temperature is ill-advised from any column manufacturer as this is well known to cause 

oxidation of the columnôs stationary phase, in addition to that of the membrane coating.   

A more practical method to desorb such a membrane would be to use a secondary 

desorption unit mounted onto the GC-MS system. As such in their respective publications Jiang 

et. al. and Riazi Kermani et al. employed a GERSTEL thermal desorption unit ï cooling injection 

system (TDU-CIS4) topped Agilent 6890-5973n GC/MS equipped with an MPS-2 autosampler to 

facilitate membrane desorption. Shown in Figure 1.4 below, this commercially available unit 

functions by employing both internally heated and cooled zones to safely and sharply move all 

analyteôs from the TFME membrane to the GC column. This system works by first sealing the 

TFME membranes into the TDU module at near room temperature followed by helium purging as 

to avoid oxidation of the extraction phase or GC-column. With the CIS cryogenically cooled by 

liquid nitrogen (ca. -50 ÁC to -150 ÁC) the TDU is then heated to an appropriate TFME desorption 

temperature (200 oC to 300 oC) moving analytes from the TFME membrane to the cooled CIS 

where they are condensed and pre-concentrated prior to injection onto the GC/MS. Finally, to 
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facilitate sharp GC peaks, the CIS is then flash heated to temperatures approaching 275 ÁC moving 

analytes to the GC column.26,47 

 

Figure 1.4: Coupling of TFME devices to benchtop GC/MS instrumentation using a GERSTEL TDU-CIS4 

desorption systems showing, A) insertion of a DVB/PDMS carbon mesh supported membrane in a TDU 

tube, and, B) schematic of the TDU-CIS4 injection system. (acquired from Gerstel website) 

 

1.4.2.2 Prior methodologies for the preparation of thin film membranes 

 In terms of TFME fabrication, the first and simplest membranes were prepared by simply 

cutting appropriately sized devices out of 127 µm or 254 µm thick sheets of pure PDMS.46,49,50 

Although simple, these devices were shown to perform much better than comparative pure PDMS 

fibers49 and PDMS sorptive stir bars.50 However, the lack of sorbent particles made such 

morphologies impractical for pushing down detection limits much more than particle loaded 

SPME membranes. As such in-house polymerization methods were required to make polymer 

loaded TFME membranes.26,47 
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Initially, Jiang et al. explored the fabrication of support-less, PDMS membranes by using 

Slygard 184 (Dow Corning Co.) PDMS pre-polymer mixture.26 The components of this kit were 

mixed at a 10/100 w/w catalyst/PDMS base ratio and then spread onto a non-stick sheet Teflon 

using an Elometer 4340 bar coater to prepare TFME membranes approximately 60 µm ï 100 µm.51 

The spread pre-polymer mixture was then heated under vacuum at 80 oC for 5 hours and then at 

120 oC for 3 hours as to crosslink the PDMS.7 To further improve these membrane Jiang then 

began evaluating the addition of 3-5 µm DVB particles by mixing 10:100, 20:100, and 30:100 w:w 

DVB:PDMS fractions for comparison. From this study, an optimum mixture was then determined 

to be 20:100 w:w DVB:PDMS (16.67% DVB), which gave the highest signal without 

compromising the physical characteristics of the membrane.26,51 Membranes prepared using pure 

PDMS and the optimized DVB/PDMS mixture were then qualitative compared to a commercial 

DVB/PDMS SPME fiber for the extraction of alkyl-benzene compounds in air with, 

unsurprisingly, the DVB/PDMS TFME membrane giving the highest signal for the chosen 

analytes. Finally, as a proof of concept, these DVB/PDMS TFME membranes were then 

successfully applied for the quantitation of benzene and naphthalene emitted from car exhaust 

within Waterloo city streets.26    

Moving in a slightly different direction Riazi-Kermani et al. explored the use of fiberglass 

fabric as a solid support for the TFME device.47 To accomplish this, undisclosed proportions of 

DVB/PDMS and CAR/PDMS were prepared in a dichloromethane slurry. After mixing, the 

catalyst was added to initiate the cross-linking reaction of the PDMS and approximately 1.5 mL 

of this slurry was then deposited onto a pre-silanized sheet of fiberglass fabric which had been 

affixed to a spin coating wafer. The set-up was then spun at 1000-1250 rpm for 30-40 s evenly 

distributing the mixture throughout the fiberglass fabric which was then placed into a vacuum oven 
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at 80 oC for 2 hours to complete the polymerization. Final membranes were then cut in a house-

like shape with dimension 2 cm x 2 cm with a 1 cm peak. Due in part to their size, these membranes 

were demonstrated to exhibit superb sensitivity with equilibrium extraction amounts 50-150 x 

greater than their respective fiber counterparts. However, it was unfortunate that there was no 

discussion in terms of possible siloxane background and the related signal-noise ratio regarding 

these membranes.    

1.5 SPME use on portable GC-MS instrumentation 

SPME-based techniques ultimately lend themselves well to the performance of entirely on-

site environmental analyses. However, in order to accomplish such a feat, appropriate field 

portable instrumentation must also be available, as well as be as hand-portable as SPME samplers. 

For adequate performance during in situ analysis, a field instrument must be compact and 

lightweight, with low power consumption so as to allow for battery operation.52ï54 The instrument 

and accompanying SPME device should also be durable enough to withstand both transportation 

and the operating environment.53 An additional caveat is that many on-site end-users are likely to 

be non-technical in nature; hence, the entirety of the analytical process should be easy to perform. 

Such simplicity is essential in security applications, where the user is unlikely to have any formal 

training in analytical chemistry.52,54 

Early portable instruments such as the vehicle portable, SRI developed GC-FID and GC-

PID instruments have been in use for over 15 years.30 Although older compared to more recently 

developed portable GC-MS instruments, these SRI systems highlight some of the earliest 

developments towards completely on-site SPME approaches and were able to achieve detection 

limits for BTEX in air ranging from 1-3 ppb with %RSDs below 5%, using standard 65 µm 

DVB/PDMS coatings.30 Despite a high degree of quantitative reliability, the SRI GC instruments 
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are not without limitations. Without a mass spectrometer, it can be difficult to confidently 

determine the identity of unknown compounds from a given sample by use of GC retention indices 

(RTI) alone. Besides, the SRI GCs are also quite large, susceptible to moisture, and can only be 

considered portable if on a handcart or when operated out of the back of a vehicle.30 

However, recent technological advancements have allowed for the development of low 

power, miniaturized mass analyzers, which have been successfully coupled with high speed, low 

thermal mass gas chromatography (GC) systems.52ï55 By miniaturizing the mass analyzer, the size 

and power consumption of the MS vacuum system can also be minimized. Maintaining an 

acceptable degree of quantitative ability, these systems are now capable of separating and 

identifying a large degree of unknown chemical compounds while operating solely on battery 

power.56 When ruggedized and combined with field portable SPME devices, such portable gas 

chromatography-mass spectroscopy (GC-MS) systems are able to meet all of the aforementioned 

qualifications, enabling their suitability for true in situ chemical analysis. 

 A fairly comprehensive review entailing various current miniature mass analyzers covering 

a broad range of sample introduction interfaces was just recently published in 2016.57 However, 

on-site instrumentation is a continuingly advancing field, especially in terms of recent 

environmental approaches. In terms of solid sample analysis, one such application utilized a 100 

µm PDMS fiber for the on-site determination of PCBs from soil.58 However, without cold-fiber 

techniques, an inorganic modifier consisting of KMnO4 and H2SO4 needed to be added to release 

analytes from the soil matrix. Furthermore, in order to facilitate quantitative results, Zhang et al. 

utili zed EPA method 8082, which compares the mass spectral peak areas of the unknown PCBs 

found in soil to that of certified Arochlor standards. Although the portable SPME-GC/MS 

methodology was found to not impart the same repeatability as that achieved by the comparable 
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benchtop methodology, it still served as a good semi-quantitative means to quickly identify PCB-

contaminated soil.58 In line with the forensic capabilities that many portable GC/MS instruments 

were initially designed for, Visotin et al. were able to employ such instrumentation with a 65 µm 

DVB/PDMS SPME fiber to accurately identify 38 of the 49 ignitable liquid residues in simulated 

arson samples in firefighting studies.59 Although only qualitative in nature, such studies represent 

how approachable such methods may be to non-technical end-users.  

 1.6 Thesis objective  

  The general objective of the thesis is to further develop, validate and apply various novel 

SPME-based samplers for the conduction of entirely on-site environmental analysis. In particular, 

devices were designed to improve the sensitivity and reliability of portable GC-MS 

instrumentation for on-site environmental applications 

 The first goal was to develop an improved manner for the repeatable delivery of quality 

control standards as to ensure the reliable operation of a portable GC-MS instrument. To 

accomplish this requirement, a novel standard gas generating vial which comprised of a multi-

component sorbent was developed and validated to be portable while giving repeatable extractions 

of volatile McReynolds standards, even after hundreds of uses. These vials were then further 

validated for the delivery of a pentaflurorphenyl hydrazine (PFPH) derivatization agent for the on-

fiber derivatization of aldehydes. This PFPH vial was then applied on-site with SPME, NTD and 

the portable GC/MS instrument for the on-site derivatization and determination of free and total 

formaldehyde concentration from car exhaust. 

 The primary goal of the thesis was the development, validation, and application of an 

improved TFME membrane for the determination of anthropogenic pollutants in surface waters. 

As such, a novel carbon mesh supported TF-SPME device comprising of a PDMS glue and various 
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sorbent particles are presented herein. These membranes were demonstrated to vastly decrease the 

background siloxane bleed exhibited in the previous TFME designs while giving comparable 

extraction efficiencies. Furthermore, coupling these membranes with portable GC/MS 

instrumentation was shown to give method limits of quantitation (MLOQôs) for multi-residue 

pesticides, similar to that observed with conventional sample preparation used in conjunction with 

traditional benchtop GC/MS instrumentation. 

 As a final side project, the concept of designing novel SPME devices for the sampling of 

extreme environments was taken to its fullest by the development of a self-sealing, coated bolt, 

SPME device. These self-sealing samplers were shown to stabilize and maintain extracted analytes 

on their coated surface in ambient conditions allowing for unprotected transportation to and from 

distant, and harsh environments. Furthermore, to attest to their robustness, these samplers were 

successfully applied for the direct sampling of deep oceanic hydrothermal vents via a submersible 

remotely operable vehicle (ROV). Although these HPLC based samplers are not the primary focus 

of this thesis, the work remains a prime example of just how useful proper sampler design can be 

in addressing unique requirements imposed by varying natural sampling environments.     
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Chapter 2 Development and validation of a field portable standard gas generation system 

for the on-site delivery of standard analyte compounds 

Preamble 

The materials in this chapter have been published as research article: Jonathan Grandy, German 

Augusto Gómez-Ríos, Janusz Pawliszyn; Development of a standard gas generating vial 

comprised of a silicone oilïpolystyrene/divinylbenzene composite sorbent; J. Chrom, A, 2015, 

1410, pp 1-8 Materials for all sections of this current Chapter are reprinted from this research 

article with the permission from the Journal of Chromatography A of Elsevier Publishing. 

Copyright for this work remains the property of Elsevier publications and any further request for 

re-use of this information should be requested directly from them (DOI: 

https://doi.org/10.1016/j.chroma.2015.07.063) 

2.1 Introduction 

Since its introduction in 1989, solid phase microextraction (SPME) has been well accepted 

by the analytical chemistry community due to its miniaturized format, ability for high throughput 

analysis, minimal need for organic solvent,5,6,11 and combination of sampling and sample 

preparation into one easy to perform step, which has revealed SPME to be an ideal technique for 

on-site chemical analysis.60ï63 One issue presented, however, is that environmental factors such as 

temperature, and air/water velocity can be very difficult to control. Since SPME is an equilibrium 

based extraction technique driven by diffusion, uncontrollable temperatures, and fluid velocities 

can have a major impact on the amount of analyte extracted, as the distribution constant, Kfs, and 

the diffusion rate across the fiber boundary layer are, respectively, dependent on these factors.62ï

65 These effects render many classical SPME calibration techniques, such as equilibrium extraction 

and in-lab external calibration, impractical for on-site analysis.5,10 To address these issues, 

diffusion-based calibration methods such as the interface model have been proposed, allowing 

https://doi.org/10.1016/j.chroma.2015.07.063
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SPME calibration to be performed while accounting for measured fluid velocity and 

temperature.5,22,66 Nonetheless, these techniques are susceptible to fluctuations in these factors and 

do not account for matrix effects in complex samples. In such scenarios, it may be preferential to 

perform a kinetic type calibration, where an internal standard is loaded onto the fiber prior to 

performing an extraction from the sample matrix.11,23,64ï69 Desorption of this standard will then 

occur as sampling takes place. The use of internal standards also brings the advantage of correcting 

for potential signal drifts incurred by field portable GCïMS instruments.70  

In order to effectively perform such calibrations on-site, one must be able to deliver 

standard to the fiber in a highly reproducible manner with a portable standard source. It is also 

essential that the amount of standard loaded is representative of the analyte concentration found in 

the sampling environment.71 Previous efforts by Koziel et al. were able to demonstrate that a 

standard gas of VOCôs could be generated in-lab by placing neat standards into a series of PTFE 

permeation tubes that were then placed into an enclosed gaseous flow through system.72 Although 

this system was found to be appropriate for SPME and needle trap sampling it is inappropriate for 

onsite use due to size. Wang et al. demonstrated that even when extremely short extraction times 

were used, a very large amount of standard are extracted onto the fiber if headspace extraction of 

pure standard spiked into a vial was performed.71 Such quick extraction times are also difficult to 

perform repeatedly when manual injection is used on-site. Spiking standards into a 

polydimethylsiloxane (PDMS) membrane or Tenax particles was also shown to generate too great 

of a headspace concentration to be useful. It was subsequently found that an appropriate standard 

gas generating vial could be produced by spiking a few milligrams of the standard into a 

hydrocarbon-based, ultra-low volatility mechanical pump-oil.67,71 Furthermore Xie et al. were also 

able to demonstrate that an easy-to-use multiple standard gas generating system could be prepared 
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by spiking nano-liters of pure standard onto a solid PDMS powder.70 These PDMS based vials 

were shown to exhibit acceptable intra-vial repeatability, as demonstrated by percent relative 

standard deviations (%RSDôs) of about 4.5% after 114 headspace extractions were performed for 

30 seconds using a 100 µm PDMS fiber. However, PDMS vials were still found to generate too 

high of a headspace concentration for trace applications, as several hundreds of nanograms of 

standards were still extracted. Additionally, where such small quantities, in the nanoliters, of the 

more volatile standards were spiked, it would be very difficult to produce multiple vials in a 

reproducible manner. Concurrently, another design was proposed by Gómez-Ríos et al., who 

addressed these major shortcomings by spiking a couple of microliters of pure standard into a 

hydrocarbon pump-oil solution, which was then mixed with PS/DVB particles to produce a highly 

reusable and durable standard gas generating vial.23 In this study, it was demonstrated that these 

vials were highly repeatable, showing that intra-vial RSDôs were less than 4% for all McReynolds 

probes73 after 160 extractions were performed for 1 min, using the strongly sorbing, 50/30 µm 

DVB/CAR/PDMS SPME fiber. Furthermore, it was demonstrated that different vials prepared 

from the same batch of pump oil were statistically identical at a 95% level of confidence.23 

 In this chapter, a significant enhancement of the previous standard gas generation system 

was achieved by using a silicone based, ultra-low volatility diffusion pump fluid. Similar to the 

previous design, the oil was first spiked with pure standards and then mixed with PS/DVB resin 

particles.23 The use of silicone oil in combination with the PS/DVB particles proved to better retain 

the standards. Consequently, a lower headspace concentration of the standard was obtained, and a 

smaller fraction of the analytes was removed per extraction. Hence, a lesser extraction of standard 

resulted in a vial that depleted slower, giving a standard gas generating vial that remained 
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repeatable over a greater number of extractions. Additionally, better precision of the amount 

loaded was obtained when longer loading times were used. 

2.2 Materials, instrumentation, and experimental methods 

2.2.1 Materials and reagents 
 

Benzene, 2-pentanone, pyridine, 1-nitropropane, 1-pentanol, and n-octane standards, as 

well as the styrene/divinylbenzene(PS/DVB) particles (Amberlite®XAD-4)74 were purchased 

from SigmaïAldrich (Mississauga, ON, Canada). Varian general-purpose mechanical pump oil 

was supplied by Varian Vacuum Technologies (Lexington, MA). KJLC 704 silicone pump fluid 

(tetramethyl tetraphenyl trisiloxane) was ordered from Kurt J. Lesker Company (Toronto, ON, 

Canada). 20 mL screw top vials and caps with 20 mm PTFE/silicone septa were purchased from 

Canada Life Sciences (Peterborough, ON, Canada). 40 mL screwtop vials and caps with 22 mm 

PTFE/silicone septa and 15 mL screw top vials with PTFE Mininert® valves were purchased from 

SigmaïAldrich. HPLC grade methanol was obtained from Caledon Laboratories Ltd. 

(Georgetown, ON, Canada). Nanopure water was obtained using a Barnstead/Thermodyne 

NANO-pure ultrapure water system (Dubuque, IA, USA). Ultra-high purity helium was supplied 

by Praxair (Kitchener, ON, Canada). The Drierite desiccant was purchased from W. A. Hammond 

DRIERITE Co. (Xenia, OH, USA). Hamilton brand, 10 µL microsyringes were purchased from 

SigmaïAldrich. Flex-Foil® gas sampling bags were supplied by SKC (Eighty Four, PA, United 

States). The vial heater block was constructed by the University of Waterloo electronics shop 

(Waterloo, ON, Canada). 65 µm divinylbenzene/polydimethylsiloxane (DVB/PDMS) and 50/30  

µm divinylbenzene/carboxen/polydimethylsiloxane (DVB/CAR/PDMS,) SPME fiber assemblies 

were provided by SigmaïAldrich. 
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2.2.2 Instrumental analysis method (GC/FID and GC/MS) 
 

An Agilent 6890 GC-5973 quadrupole mass spectrometer (Agilent Technologies, 

Mississauga, ON, Canada) was used in this study. Chromatographic separations were performed 

using an SLBTM-5MB (30 m × 0.25 mm × 0.25  µm) fused silica column from SigmaïAldrich 

with a helium flow rate of 1 mL min-1. The column temperature was initially held at 40 °C for 1 

min, gradually increased to 50 °C at a rate of 5 oC min-1, then to 70 °C at a rate of 6 °C min-1, and 

then held for 0.47 min. An injector temperature of 260 °C was used to desorb the DVB/PDMS 

fibers. Calibration was performed using liquid injection at the same split ratio to generate a 

nanograms injected versus instrument response relationship curve. During analysis, the transfer 

line, quadrupole and ion source were set at 280 °C, 150 °C and 230 °C, respectively. Ionization 

was achieved using electron impact ionization mode. Full scan mode (40ï250 m/z) was used for 

all compounds, and quantitation was achieved using extracted ion chromatograms. 

 Chromatographic separations on the Acme 6100 GC-FID (Young-Lin, South Korea) were 

performed using an RTX-WAX (30 m × 0.25 mm × 0.5  µm) fused silica column from Restek with 

a helium flow rate of 1.3 mL min-1. The column temperature was initially held at 45 °C for 1.5 min 

and then raised to 145 °C at a rate of 12 °C min-1, then raised to 180 °C at a rate of 35 °C min-1 

and held there for 30 s. Desorption of the DVB/PDMS and DVB/CAR/PDMS fibers were carried 

out for 1 min at a temperature of 260 °C with a split setting of 3:1. Calibration was performed 

using liquid injection at the same split ratio. The flame ionization detector (FID) was held at a 

constant temperature of 300 °C with a fuel mixture consisting of 30 mL min-1 of hydrogen, 300 

mL min-1 of air and 30 mL min-1 of helium. 
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2.2.3 Development and preparation of the headspace standards  
 

2.2.3.1 Cleaning of the PS/DVB particles 

 As discussed by Gomez-Rios et al., care must be taken to properly clean the PS/DVB 

particles in order to remove naphthalene, styrene, hydrocarbon, and phthalate impurities that were 

reported present in such materials by Daignault et al.74,75 To accomplish this, approximately 200 

mL of PS/DVB particles were placed into a 1 L beaker and manually agitated with 600 mL of 

Nano-pure water for 2 minutes, then immediately decanted. This procedure was repeated 3 

additional times. Next, the particles were mixed with 600 mL of Nano-pure water and heated 

gently to 50 °C for 30 minutes, then decanted a total of 4 times. Following this, the same procedure 

was repeated, except 400 mL of HPLC-grade methanol were used instead.  

 After cleaning, the PS/DVB particles were then placed on an aluminum foil covered Petri 

dishes and placed in a vacuum oven at 60 oC for 24 hours, under nitrogen. This is an essential step 

taken to remove any remaining methanol and impurities from the particles. It is important to note 

that excessive heating should be avoided as to prevent the decomposition of the resin.74 The 

particles were then removed from the oven and placed in a desiccator under constant nitrogen flow 

for at least 48 hours.  

2.2.3.2 Spiking of the pump oil solution 

 In order to remove any potential impurities, approximately 150 mL of the hydrocarbon-

based, and silicone oil pump oil solutions were placed into 2 separate 400 mL beakers with stir 

bars. The oil was then heated to 120 oC and agitated at a rate of 120 rpm under constant nitrogen 

flow for 24 hours.67,75 After cooling, approximately 32 g of hydrocarbon oil and 40 g of silicone 

pump oil were placed into 40 mL headspace vials with 0.25-inch stir bars and capped with 

PTFE/silicone septa. The pure standards were then spiked into the oils through the septa using a 
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10 ɛL microsyringe. For the oil comparison study, 2 ɛL of each standard was spiked into each of 

the stock oil solutions. For the inter-vial reproducibility and storage stability studies, 2 ɛL of 

benzene, 3 ɛL of 2-pentanone, 4 ɛL of 1-nitropropane, 3 ɛL of pyridine, 6 ɛL of 1-pentanol, and 

6 ɛL of octane were spiked into the silicone oil. For the vial depletion study, 2.2 ɛL of benzene, 3 

ɛL of 2-pentanone, 6 ɛL of 1-nitropropane, 2.5 ɛL of pyridine, 7.5 ɛL of 1-pentanol, and 5 ɛL of 

octane were spiked into the stock silicone oil. Once the standards were added, the vials were 

vortexed for 2 minutes, followed by replacement of the punctured septa to avoid loss of volatile 

analytes. These vials were then sealed with Parafilm® and mixed at 1500 rpm for 48-hours. 

2.2.3.3 Preparation of the standard gas generating vials 

 1.500 ± 0.005 g of the previously cleaned PS/DVB particles were accurately weighed into 

either 20 mL or 15 mL headspace vials to be used with the PTFE septa and Mininert caps, 

respectively. Then, 3.000 ± 0.010 g of the hydrocarbon oil, or 3.690 ± 0.010 g of the silicone oil 

were accurately weighed into the vials. Given their different densities, these oil masses were 

chosen to ensure the same volume of oil was added to each vial, and, consequently, the same 

headspace volume was obtained. Additionally, adding the same volume of each oil also ensured 

that the same amount of the standards were present in each vial for comparison. Once the oil had 

been added, the vials were immediately capped and then sealed with Parafilm®. The vials were 

then allowed to equilibrate for at least 72 hours before being used. The vials were then labeled 

with a 3 character code with each character representing the pump oil used, the batch number, and 

vial number from a given batch, respectively (e.g. vial S-1-3 would be the third vial prepared from 

the first batch of silicone oil based vials from a given set). 
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Table 2.1. Preparation parameters of PS/DVB standard gas generating vials. 

Parameters 
Varian 

oil 

Silicone 

oil 

Density (g/mL) 0.87 1.07 

Mass of oil to fill each 40 mL vial (g) 32.483 39.980 

Volume of standard spiked into each 40 mL vial (µL) 2.0 2.0 

Mass of spiked oil placed into each gas generating vial (g) 3.000 3.690 

Volume of oil placed into each std gas generating vial (mL) 3.45 3.45 

Volume of McReynolds placed into each vial (µL) 0.185 0.185 

 

2.2.4 Comparison of the different pump oil matrices 
 

To determine the superior pump oil matrix, 4 standard gas generating vials were prepared 

using the Varian® general purpose mechanical pump oil (hydrocarbon oil), the silicone diffusion 

pump oil, a hydrocarbon oilïPS/DVB mixture, and a silicone oilïPS/DVB composite mixture. In 

order to maintain a consistent headspace volume with the oilïPS/DVB composite vials, standard 

pump oil vials were prepared by placing 6 mL of the spiked oil solutions into an empty 20 mL 

headspace vial. The vials were then heated to 50 °C in a Gerstel agitator unit. Extractions were 

performed for 30 s using a 65 µm DVB/PDMS Stableflex fiber. Automated SPME injections were 

performed using a CTC Combi-PAL system (Zwingen, Switzerland) installed on the Agilent 6890 

GC and 5973 qMS. Replicate extractions were randomized to minimize the effects of any potential 

signal drift of the mass analyzer. 

 

2.2.5 Evaluation of intra-batch and inter-batch vial reproducibility  
 

To verify the intra- and inter-batch reproducibility of the gas generating system, 2 vials 

from 3 different batches were randomly selected and placed into an agitated water bath at 35 °C. 
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Extractions were performed for 1 min using a 65 µm DVB/PDMS stableflex fiber. Manual SPME 

injections were carried out on a Young-Lin Acme 6100 GC-FID. GC runtimes were 11 min, with 

complete separation of the analytes occurring in less than 9 min. Extractions were randomized to 

account for potential signal drift effects. 

2.2.6 Determination of long-term vial storage stability 
 

Long-term storage stability of the standard gas generating vials was evaluated by storing 

vials from batch one (vials S-1-X) under 3 different sets of conditions. For the duration of the 

experiment, vials S-1-3 and S-1-4 were stored at ambient temperature on a bench top with exposure 

to light, vials S-1-5 and S-1-7 were stored at ambient temperature in a dark cupboard, while vials 

S-1-6 and S-1-8 were stored in a dark refrigerator kept below 5 °C. These vials were prepared 

using resealable Mininert® valves as to minimize potential sample losses from punctured septa 

after use and prolonged storage.67,75 Analysis of the vials was performed immediately after the 

initial 72 h equilibration, and then after 1, 3, 6, and 10 weeks of storage. The vials were held in an 

agitated water bath adjusted to 36 °C.Water temperature was monitored throughout the experiment 

and allowed to fluctuate within ±0.2 °C. Extractions were performed for 1 min using a 65 µm 

DVB/PDMS stableflex fiber. Manual SPME injections were performed on a Young-Lin Acme 

6100 GC-FID. Quality control analyses were also performed to detect any inter-week drift that 

may have occurred during the experiment. Additionally, replicate extractions were randomized to 

minimize the effects of any potential signal drift. 

2.2.7 Assessment and modeling of the vial depletion rate 
 

To model the vial depletion rate, 208 successive 1 min extractions were made from a single, 

resealable Mininert® capped standard gas generating vial using a 50/30  µm DVB/CAR/PDMS 

stableflex fiber. The vial temperature was precisely maintained at 35 °C using a vial block heater 
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developed in-house by the University of Waterloo electronics shop. Manual SPME injections were 

performed on a Young-Lin Acme 6100 GC-FID. GC runtimes were 11 min, with complete 

separation of the analytes occurring in less than 9 min. With the exception of the first 15 

extractions, only 1 out of every 3 extractions was injected onto the instrument for analysis. 

Additionally, 28 quality control analyses were also performed throughout the experiment to 

identify and correct for signal drift while performing the multi-day experiment. To obtain a reliable 

determination of the initial amount extracted from the gas generating vial, the first 15 extractions 

from the vial were analyzed. Additionally, these first 15 analyses made it possible to estimate the 

percent RSD associated with the method while using the heater block assembly. Attaining low 

RSD values was essential to confidently detect a depletion of 3.5% or less. 

2.3 Results and discussion  

2.3.1 Comparison of the different pump oil matrices 
 

Selection of the optimum pump oil matrix is crucial to maximize the longevity and 

reproducibility of the standard gas generating vial. This reproducibility is especially important in 

quality control applications, such as instrumental signal drift checks during multi-day analyses. 

For this purpose, 4 standard gas generating vials, prepared using hydrocarbon-based mechanical 

pump oil, silicone diffusion pump oil, a hydrocarbon oilïPS/DVB mixture, and a siliconeï

PS/DVB mixture, were compared.  

As can be seen from Figure 2.1 results demonstrated that vials prepared using a silicone 

oilïPS/DVB composite as a matrix generated substantially lower headspace concentrations, 

indicating a higher affinity for the calibration compounds, and therefore, lower Henry constants. 

When compared to the hydrocarbon oilïPS/DVB vial, the relative amounts extracted from the 

silicone oilïPS/DVB vials were found to continually decrease in accordance to compound 
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volatility by factors of 2ï4 times for benzene and octane, respectively. Where experimental RSD 

values did not exceed 3% when compared to the aforementioned variations, the difference in 

amount extracted was accepted to be statistically valid without further hypothesis testing. As the 

same amount of standard and headspace was present in each of the oilïPS/DVB vials, it could be 

determined that the use of silicone oil greatly assisted in the retention of the McReynolds 

compounds for standard gas generation.  

 

Figure 2.1 Nanograms of McReynolds extracted per milligram of analyte spiked into the standard gas 

generating vials prepared using different retention media after 1 min extractions were performed at 35 ǓC 

with a DVB/PDMS fiber. 

 

To further support the involvement of oil in standard retention, vials prepared using only 

hydrocarbon or silicone oil as the retention media were also compared. It is important to note that 

6 mL of oil was used to keep a consistent headspace volume of the oilïPS/DVB analogs. However, 

because the same spiked oil solutions were used to prepare the oil-only vials and those prepared 

with PS/DVB, and more oil had to be used in the oil-only vials to keep a consistent volume, there 

was a larger concentration of analyte available in the oil-only vials. As such the results shown in 
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Figure 2.1 were normalized by dividing the amount of standard extracted during analysis by the 

total amount of analyte present in the vial. As the composite sorbent matrix will obey Henryôs Law 

this method of normalization is valid such that we can assure with certainty that differences among 

the systems tested are due to the analyteôs affinity for the sorbent volume of the said system, rather 

than differences in the amount of standard present or the headspace volume.  

Generally, with the exception of benzene and octane, the amounts of standard extracted 

from siliconeïoil based vials were substantially lower. Such a trend seems to relate with the 

polarity of the analytes spiked onto the oil and the affinity of the oil for the analytes  as indicated 

by log P values of 2.22 and 5.01 for benzene and octane, respectively. These non-polar analytes 

would, therefore, exhibit a greater affinity to the hydrocarbon oil, resulting in a lower headspace 

concentration. Despite this result, the silicone oilïPS/DVB vials provided much lower 

concentrations of benzene and octane when compared to any of the other vial configurations, 

suggesting that there exists a synergistic effect between the silicone oil and the PS/DVB resin with 

regards to analyte retention.  

Since a lesser fraction of the standard is extracted each time, it could be hypothesized that 

the silicone oilïPS/DVB based standard gas generating vials would produce a more repeatable 

headspace concentration after many successive extractions had been performed. This repeatability 

could also be achieved by using shorter extraction times. However, by decreasing extraction time, 

precision would also decrease, as any variability experienced during the experimental method 

would become increasingly significant. Additionally, being able to generate a less concentrated 

headspace would also be advantageous in applications that require a much smaller amount of 

standard. Such applications could include quality control and tuning of contemporary mass 

spectrometry instruments where picograms of analyte would be sufficient. 
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2.3.2 Evaluation of intra-batch and inter-batch vial reproducibility 

  

In a previous study, Gómez-Ríos and collaborators demonstrated that different vials 

prepared using the same spiked hydrocarbon pump-oil solution were statistically identical.23 

Consequently, intra-batch reproducibility was also addressed for the current study, with the 

additional challenge of also verifying inter-batch reproducibility. This additional task proved to be 

less challenging, as preparing spikes in silicone oil was an easier undertaking, given the higher 

affinity toward the compounds. By evaluating 2 vials randomly selected from each of the 3 

different batches, these claims were demonstrated herein.  

As presented in Figure 2.2, good agreement between vials chosen from the same batch and 

different batches was obtained. Furthermore, as can be observed in Table 2.2, ANOVA confirmed 

that the 6 vials analyzed were statistically identical with regards to all of the McReynolds probes 

(Fvial < Fcrit at 95% confidence). These results were attained with inter-vial percent RSD < 4% for 

every standard analyzed. 

 

Figure 2.2 Inter-vial reproducibility of McReynolds standard gas generating vials when 1 min extractions 

were performed at 35 ǓC with a DVB/PDMS fiber from silicone oilïPS/DVB based standard gas generating 

vials. 
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  Table 2.2 ANOVA testing of inter-batch reproducibility of the silicone oil-PS/DVB vials. 

Compounds Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane 

Fvial 0.85 0.28 0.30 0.72 0.11 0.29 

Fcrit 3.11  

% RSD 3.4 3.5 3.3 3.8 3.7 3.4 

2-factor ANOVA test of the first  factor, inter-vial 

          Fvial                                                             1.37 

          Fcrit                                                             2.34 

 

 It is important to highlight that the method used to introduce the standard into the silicone 

oil is critical in order to attain inter-batch reproducibility. Through preliminary experimentation 

(data not shown), it was found that if standards were introduced to the oil by use of a disposable 

pipette, only intra-batch reproducibility could be achieved, as the repeatable release of standard 

could not be performed into the total volume of oil. Instead, the introduction of the standard into 

the oil by use of a micro-syringe through a PFTE septum was found to be preferential, thus 

preventing analyte evaporation while achieving a more precise delivery of the standard. 

Additionally, the Hamilton syringes used are stated to give an accuracy of ±1% of the nominal 

volume used (i.e. Hamilton, Syringe Care and Use Guide). Achieving reproducibility of the 

batches of vials is very important in multi-lab or commercial applications where different analysts 

may want to compare results attained using the same method or evaluate instrumental response 

throughout multiple analyses. 

2.3.3 Determination of long-term vial storage stability 
 

Another important feature for a successful in-vial standard gas generating system is the 

ability to confidently store vials for a prolonged period of time. In order to do so, determination of 

which conditions may result in premature degradation of the vial is a critical step in the 

development of a reliable system. In view of this, vial stability, under a variety of storage 

conditions, was examined for a period of 10 weeks. As smaller, 15 mL Mininert® capped vials 
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were used, a smaller headspace was available, resulting in lesser amounts of analyte being 

extracted than from mixtures prepared with standard 20 mL headspace vials. 

 It was demonstrated that benzene, the most volatile probe analyzed, 2-pentanone, 1-

nitropropane, and 1-pentanol were shown to exhibit no-detectable loss regardless of the chosen 

storage method over the 10-week period. This observation was confirmed in Table 2.3 by use of 

ANOVA at 95% confidence. A visual representation of the stability associated with these results 

is fully graphed in Appendix A.  

Table 2.3 ANOVA testing at 95% confidence demonstrating 10-week vial stability of silicone oil-

PS/DVB vials. 

Compounds Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane* 

FV1-3 RT,L 1.40 1.53 2.53 5.38 2.20 0.02 

FV1-4 RT,L 1.82 1.48 3.08 4.82 2.71 0.66 

Fv1-5 RT,D 1.46 3.27 2.74 3.41 2.97 0.80 

FV1-7 RT,D 0.28 0.30 0.52 0.34 0.78 13.89 

FV1-6 F,D 0.57 0.22 0.53 0.20 0.09 1.53 

FV1-8 F,D 0.91 1.29 0.87 2.07 1.46 0.35 

Fcrit                                       3.48  5.14 

       RT = room temperature, L = light exposure, D = storage in dark, F = storage in fridge 

* Weeks 0, 1 and 10 were used for ANOVA calculations of octane 

Unlike the other standards, vials stored with exposure to light were shown to incur losses 

for pyridine. This divergence was observable as a continually decreasing extraction efficiency 

from vials S-1-3 and S-1-4 which is shown in Appendix B Although this decline was observed to 

be slight, it was still significant at a 95% level of confidence. Pyridine has long been known as a 

particularly sticky, surface active compound; however, a brief review of the literature did not yield 

any details regarding pyridine instability when exposed to light. From this result, it can be 

concluded that future standard gas generating vials would benefit by being placed in amber colored 

vials. Additionally, further benefit may be attained by storing vials inside a dark cupboard when 

not in use. 
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 Conversely, the variations observed for the octane results did not follow any definable 

trend. Values for weeks 3 and 6, which can be viewed in Appendix B were seen to be significantly 

higher than those observed initially and at weeks 1 and 10. It is possible that this variation may 

have been due to an undetected instrumental or temperature fluctuation when performing the 

experiments. For this reason, ANOVA testing for octane was only performed for weeks 0, 1, and 

10, as can be seen in Table 2.3 With the exception of vial 1-7, the reduced ANOVA demonstrated 

that the amounts of octane extracted initially and at the latest time period of the study were 

statistically similar. 

 It was observed that vials stored in refrigeration exhibited a slightly smaller headspace 

concentration for octane (Ò10%) than those stored at room temperature. Given that these vials were 

immediately moved into the refrigerator for the initial 72 h equilibration, after mixing the particles 

with the spiked silicone-oil solution, it could be hypothesized that due to the quick storage at low 

temperatures a small portion of the octane standard might have condensed into the smaller pores 

of the PSïDVB particles.5 However, further experimentation would be needed to support this 

assumption. Thus, aiming to prevent inter-vial differences due to initial storage conditions, it 

would be preferential to allow the silicone oil mixture to equilibrate with the PSïDVB particles 

for at least 72 h at room temperature before placing them in the refrigerator. 

2.3.4 Assessment and modeling of the vial depletion rate 
 

As previously mentioned, intra-vial reproducibility and longevity are paramount in 

producing a practical standard gas generating vial. Ideally, less than 5% depletion should be 

observed in order to consider the vial reusable. Once this criterion has been exceeded, a switch 

would have to be made to an identical vial, or corrections would have to be made for vial depletion 

using a theoretical model in order to continue generating a statistically similar signal.  
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As can be seen in Figures 2.3 and 2.4, vial depletion was shown to be well below 5%, even 

after 208 extractions had been performed. More specifically, as shown in Table 2.4, experimental 

depletion was found to be 2.4%, 3.3%, 2.1%, 2.7%, 3.0%, and 1.5% for benzene, 2-pentanone, 1-

nitropropane, pyridine, 1-pentanol, and octane, respectively. Collectively, the mass fractions 

removed for benzene, 2-pentanone, and 1-nitropropane were calculated to be 2.4%, 2.7%, and 

2.2%, and 1.9%, 1.5% and 1.0% for pyridine, 1-pentanol, and octane, respectively. These first 3 

values were in very good agreement with the experimental depletion determined by linear 

regression of the data. However, the experimental depletion was found to differ from the mass 

fraction by 34.5%, 66.4%, and 41.7% for the other 3 compounds, respectively. This much 

deviation was not unexpected due to the relatively small depletion observed in comparison to the 

method percent RSD values, which were found to be 2.1% or less. What was surprising was how 

closely results for the first 3 analytes were found to concur in the meantime. The disparity observed 

with the 3 least volatile standards may indicate that these compounds were not given adequate time 

to re-equilibrate with the vial headspace between successive extractions. This would likely not 

occur in real-world vial applications, as 2 out of every 3 extractions were dumped onto a dummy 

column; as such, the vial was only allowed to re-equilibrate for 5 min between each extraction, as 

opposed to a full GC run-time. Additionally, this process would have a cumulative effect and likely 

only occur significantly if multiple, proximate extractions are performed. 
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Table 2.4 Vial depletion from a silicone oil-PS/DVB vial based on experimental regression trend and total 

mass fraction extracted.  

Compound Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane 

Experimental depletion trend 

Starting mass (ng) 20.5 29.7 58.1 20.6 41.5 15.1 

Final mass (ng) 20.0 28.7 56.9 20.0 40.2 14.8 

Amount remaining (%) 97.6 96.7 97.9 97.3 97.0 98.5 

Amount removed (%) 2.4 3.3 2.1 2.7 3.0 1.5 

RSD of first 15 runs (%) 1.2 1.7 1.6 1.6 1.5 2.1 

Theoretical (mass fraction) 

Initial mass per vial (ng) 178185 223713 553321 225930 564826 324804 

Total mass extracted (ng) 4257 6148 12106 4272 8595 3142 

Mass remaining in vial (ng) 173927 217564 541215 221658 556231 321662 

Amount remaining (%) 97.6 97.3 97.8 98.1 98.5 99.0 

Amount removed (%) 2.4 2.7 2.2 1.9 1.5 1.0 

Difference between models (%) 1.1 -19.0 4.4 -34.5 -66.4 -41.7 

 

 

Figure 2.3 Vial depletion trend for benzene, 2-pentanone, and octane after 208 extractions performed at 35 

ǓC for 1 min using a DVB/CAR/PDMS fiber from a silicone oilïPS/DVB based standard gas generating 

vial. 
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Figure 2.4 Vial depletion trend for 1-nitropropane, pyridine, and 1-pentanol after 208 extractions performed 

at 35 ǓC for 1 min using a DVB/CAR/PDMS fiber from a silicone oilïPS/DVB based standard gas 

generating vial. 
 

 Additional experimentation confirmed that 5 min was found to provide adequate recovery 

time after a few successive extractions. This additional study showed that there was no significant 

difference between recovery times of 5ï10 min for octane, the most strongly retained standard. 

However, as aforementioned, it is possible that a cumulative effect may have been present if the 

vial was continuously not allowed to return to equilibrium before another extraction was 

performed. This effect would grow in significance when a large multitude of unrelenting 

extractions were performed, as was done in the depletion study. With this in mind, it would be 

more prudent to allow at least 10 min for a vial to re-equilibrate between each successive 

extraction, which is in agreement with standard GC runtimes.  

Although very little depletion was observed, correction was still undertaken by using the 

experimentally determined depletion rate as well as a newly proposed equation that models the 

depletion based on the mass fraction extracted at each extraction. Ideally, the best correction model 
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hypothetical zero slope line as shown in Figure 2.5 As expected, the corrections made using the 

regression equation generated from the experimental rate of depletion gave near zero slope results. 

However, this correction method would prove to be impractical for common use. This 

impracticality stems from the fact that the amount extracted, and therefore depletion rate would 

change anytime a different fiber coating, extraction time, or extraction temperature were used. 

Instead, it would be far more practical to perform corrections based on the mass fraction remaining 

in the vial after each extraction. 

To perform this mass fraction correction, Eq. 2.1 was formulated, where Xadj is the adjusted 

or corrected amount, Xn is the actual amount extracted at the nth extraction, ὼӶ is the average amount 

extracted over n runs, n is the number of extractions from the vial, and Mo is the initial, absolute 

amount of standard present in the vial. To employ Equation 2.1, an analyst would need record of 

the amount of analyte (in ng or moles) that had already been extracted from a given vial, and 

knowledge of the initial amount (in ng or moles) of standard that had been initially spiked into the 

vial. 

ὢ  ὢ  ὼӶzὲ 
Ӷ

                            Eq. 2.1 

Although performing corrections based on the absolute mass fraction extracted is not as 

exact as regression modeling, Figure 2.5 clearly demonstrates that a distinct effect is still attained 

when compared to the steeper slope of the uncorrected depletion rate. This can be further supported 

by the close agreement between the equation-corrected average nanograms extracted and initial 

extraction amounts, as presented in Table 2.5 The significance of such modeling is small when 

correcting for these minuscule 3% depletions, as signified by the meager 0.2% RSD 

improvements. However, if thousands of extractions were to be performed, Eq. 2.1 could be used 

to relate these older values to a new vial from an identical batch. 
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Table 2.5 Statistical data for depletion models and adjustment after 208 extractions. 

         

Compounds                 

First 15 

 extractions (initial) 

Unadjusted 

 trend 

Experimental trend 

adjusted 

Mass fraction 

equation adjusted 

Avg SD %RSD Avg SD %RSD Avg SD %RSD Avg SD %RSD 

Benzene 20.5 0.25 1.2 20.2 0.30 1.5 20.5 0.26 1.3 20.5 0.26 1.3 

2-Pentanone 29.7 0.51 1.7 29.2 0.57 1.9 29.7 0.47 1.6 29.6 0.47 1.6 

1-Nitropropane 58.1 0.94 1.6 57.6 1.0 1.7 58.1 0.91 1.6 58.1 0.92 1.6 

Pyridine 20.6 0.33 1.6 20.3 0.39 1.9 20.6 0.35 1.7 20.5 0.35 1.7 

1-Pentanol 41.5 0.63 1.5 40.9 0.75 1.8 41.4 0.63 1.5 41.2 0.66 1.6 

Octane 15.1 0.31 2.1 15.0 0.37 2.5 15.1 0.37 2.4 15.0 0.37 2.5 

Avg = Average     SD = Standard deviation     %RSD = percent relative standard deviation 

 

Figure 2.5 Adjusted depletion curves for a silicone oilïPS/DVB based standard gas generating vial 

corrected by experimental depletion trend and theoretical Equation 2.1 of the mass fraction extracted. 
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2.4 Conclusion and future directions  

A silicone-oil based PD/DVB standard gas generating vial for performing instrument 

quality control and either internal standardization or standard addition by SPME is proposed within 

this study. Many benefits of developing these vials with silicone oil were demonstrated herein: 

they were shown to load much less analyte onto to the fiber than previous vial designs,23 to possess 

a great degree of both intra-batch and inter-batch vial reproducibility, to be stable under a wide 

variety of storage conditions, and to deplete very slowly in a predictable fashion.  

Results from the vial stability experiments indicate that amber vials should be used for the 

preparation of the standards and that vials should be allowed to equilibrate for 72 h at room 

temperature, prior to refrigeration in order to ensure maximum vial lifetime. Notably, the vials 

have been found to deliver a very repeatable amount of standard, as vial depletion was found to be 

less than 3.5% even after 208 extractions had been performed, as long as headspace is brought 

back to equilibria. Additionally, for applications that may require repeatable results after hundreds 

of extractions, it was shown that vial depletion could be corrected for by using the mass fraction 

removed from the vial. 

 In extension to quality control applications, these vials can be further used to perform on-

fiber standard addition, internal standardization, and derivatization. These applications will be 

especially prominent for on-site applications,76 particularly when combined with portable GCïMS 

instrumentation. Additionally, such vials would prove very useful for calibration of headspace 

analysis, instrumentation, sorbent traps, needle traps,38 and many other techniques, as the 

production of standard mixtures would be readily achievable. 
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Chapter 3 Solid Phase Microextraction On-Fiber Derivatization Using a Stable, Portable, 

and Reusable Pentafluorophenyl Hydrazine Standard Gas Generating Vial 

Preamble 

The majority of the materials in this chapter have been published as a research article: Justen Poole, 

Jonathan Grandy, German Augusto Gómez-Ríos, Emanuela Gionfriddo, Janusz Pawliszyn; Solid 

Phase Microextraction On-Fiber Derivatization Using a Stable, Portable, and Reusable 

Pentafluorophenyl Hydrazine Standard Gas Generating Vial; Anal. Chem., 2016, 88(13), pp 6859-

6866. Materials for all sections of this current Chapter, with the exception of Sections 3.2.8 and 

3.3.6, are reprinted from this research article with the permission of Analytical Chemistry of the 

American Society of Chemistry (ACS). Copyright for this work remains the property of ACS 

publications and any further request for re-use of this information should be requested directly 

from them (DOI: 10.1021/acs.analchem.6b01449) 

 

3.1 Introduction  

Due to the broad range of organic compounds present in environmental and anthropogenic sample 

matrices, targeted analysis can be a difficult and often laborious task, requiring extensive and 

selective sample preparation. As a result, performing analysis of a particular class of compounds 

(e.g., aldehydes) requires the selection of an appropriate analytical method. Such targeted methods 

often consist of one or more analyte-specific steps that may impact different stages of the analytical 

process. Examples include the selective extraction of analytes by use of selective sorbents (e.g., 

molecularly imprinted polymers)77,78 or through derivatization. Derivatization is of specific 

interest, as it can aid in improving both chromatographic separation and detector sensitivity of a 

given analyte while proving essential in the gas chromatography(GC) analysis of compounds with 

poor thermal stability. Additionally, derivatization affords the opportunity for functionalities to be 
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attached to certain analytes, such as halogens, which can then be targeted during instrumental 

analysis. The attachment of such functionalities then allows for the use of analytical instruments 

such as electron capture detectors (ECDs), which have been demonstrated to have remarkably low 

limits of detection. Additionally, selected ion monitoring mass spectrometry (SIM) for ions related 

to the derivatization reagent can also be employed, facilitating accelerated data processing.  

Aldehydes and other carbonyl compounds are of particular environmental interest when 

considering their wide range of biogenic and anthropogenic sources.79,80 Derivatization of carbonyl 

compounds can be accomplished in a variety of ways, and though not an exhaustive list, some 

applications include the following: (a) microfluidic chips, where a derivatization agent solution 

and an air sample are mixed in a microreactor;81,82 (b) impingers, which operate on the same 

general principle, effectively scrubbing the sample gas of analyte by passing it through a solution 

containing a derivatization reagent; or (c) the use of conventional solid phase extraction (SPE), 

where a sorbent has been preloaded/impregnated with a derivatization reagent prior to 

sampling.79,83 As an alternative, solid phase microextraction (SPME) can be applied toward 

derivatization through a process known as on-fiber derivatization, where the derivatizing agent is 

loaded onto the solid phase microextraction (SPME) fiber prior to, or after, the sample extraction. 

As SPME combines both sampling and sample preparation into a miniaturized, solvent-free 

format, it lends itself to greener sampling opportunities and, when coupled to portable 

instrumentation, rapid on-site sample analysis.5,84,85 In order to fulfill the growing demand for 

instrument portability and on-site analysis, it is imperative that techniques and methods that can 

be easily taken into the field are continuously developed in order to facilitate comprehensive and 

quantitative on-site sampling and analysis. Though on-fiber derivatization for the sampling of 

carbonyl compounds is well documented in the literature,71,86ï99 as well as its various applications 
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for ozone,100 organometallic compounds,101 chlorophenols in water,102 primary amines in 

sewage,103 and pharmaceuticals in meat products,104 these methods have not been particularly 

portable. Specifically, the absence of a portable and reusable derivatization agent standard, which 

is required to load the fiber with an appropriate derivatization reagent prior to sampling, has 

impeded both the automation and the portability of such methods.  

To address this need, a portable pentafluorophenyl hydrazine (PFPH) standard headspace 

(HS) generating vial has been developed on the basis of the standard analyte generators previously 

described by Gomez-Rios et al.23 and Grandy et al.3 The aforementioned vials operate on the 

principle of thermodynamic equilibrium between an analyte-spiked composite sorbent, comprised 

of polystyrene-divinylbenzene (PS/DVB) resin particles and silicone oil, and an enclosed gaseous 

headspace resulting in a reproducible headspace concentration of the spiked analyte. These vials 

have demonstrated remarkable reusability owing to the high affinity of the analyte for the 

composite sorbent causing negligible depletion of analyte from the vial after extraction, while also 

providing reproducible SPME fiber loadings (n > 200). These vials are ideal for applications such 

as quality control and on-site/in-lab calibration though their ability to store reactive molecules was 

not investigated. The presented development of a gas generating vials application toward the 

storage of a highly reactive derivatization reagent, PFPH, demonstrates the first stable, portable, 

and reusable headspace standard of such a molecule.  

In this work, the PFPH generating vial was successfully coupled to a portable GC-toroidal 

ion trap mass spectrometer (TMS), such that on-site, on-fiber derivatization was used to quantify 

formaldehyde from car exhaust. In addition, the vial was coupled with a two-dimensional gas 

chromatography (GCxGC) time-of-flight mass spectrometer (TOF/MS) using SPME and applied 

toward the monitoring of meat spoilage over time targeting aldehydes as markers of tissue 
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decomposition.105 With this development, the standard gas generating vial will certainly begin to 

see expanded use in applications for on-site and in-lab calibration, QC, and storage of otherwise 

unstable gaseous standards. 

3.2 Materials, instrumentation, and experimental methods 

3.2.1 Materials and Reagents 
 

Butanal, pentanal, hexanal, heptanal, octanal, nonanal, benzene, toluene, ethylbenzene, and 

xylene, along with PFPH and the 37 wt % formaldehyde solution used, were all purchased from 

Sigma-Aldrich (Mississauga, ON, Canada). Nanopure water was obtained using a 

Barnstead/Thermodyne generating system (Dubuque, IA, USA). The silicone oil was purchased 

from Kurt J. Lesker Company (Toronto, ON, Canada). 65 ɛm PDMS/DVB and 100 ɛm PDMS 

SPME fibers with stableflex cores were purchased from Supelco (Bellefonte, PA, USA), while the 

operated Tenax/Carboxen (CAR) 1001/CAR 1003 needle trap device (NTD) was provided by 

Torion Technologies of PerkinElmer (American Fork, UT, USA). Ground beef samples were 

purchased from a local grocery store. In order to ensure constant vial temperature, allowing for 

reproducible SPME fiber loadings, vials were heated in block heaters developed and fabricated at 

the University of Waterloo Science Shop. Each block-heater consisted of an electrical heater 

connected to a thermocouple and provided temperature accuracy of ±0.1 °C. As shown in Figure 

3.1, a portable battery-operated block-heater was also assembled for on-site use of the analyte 

generating vials. 
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Figure 3.1 Block-heaters used to maintain constant vial temperature via an internal thermocouple. Front 

and top views are of the in-lab version, while the portable image shows a modified block heater plugged 

into an unmodified TRIDION-9 battery pack. 
 

 

3.2.2 Instrumental analysis method (GC/FID and portable GC/MS) 
 

All on-site analyses were performed using a TRIDION-9 portable GC-TMS (Torion 

Technologies of PerkinElmer, American Fork, UT, USA). Chromatographic separations were 

performed using a low thermal mass MXT-5 (5 m Ĭ 0.1 mm Ĭ 0.4 ɛm) Siltek (Restek, MA, USA) 

treated stainless steel column, with helium as carrier gas at a flow rate of approximately 0.3 mL 

min-1. The column temperature was initially held at 50 °C for 10 s and then increased to 250 °C at 

a rate of 1.5 °C s-1 and held there for 15 s. Desorption of the DVB/PDMS fiber and tribed NTD 

was carried out under splitless conditions for 10 s at a temperature of 270 °C, followed by an 

opening of the 10:1 split valve for an additional 30 s. Ionization was performed using an electron-

impact ion source (electron ionization), and the toroidal ion trap operated in a customized scan 

mode of 43ī400 m/z. 
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 Stability studies and vial validation experiments were conducted using an Agilent 5890 

GC-FID (Santa Clara, CA, USA). Chromatographic separations were performed using an Agilent 

DB-5 column (30 m Ĭ 0.250 mm Ĭ 0.25 ɛm) (Santa Clara, CA, USA). The column temperature 

was initially held at 42 °C for 1 min, then increased to 250 °C at a rate of 20 °C min-1, and was 

held there for 3 min. Desorption of the DVB/PDMS fiber was carried out for 2 min at a temperature 

of 260 °C in splitless mode.  

Application of the PFPH standard gas generating vial to the semi-quantitative analysis of 

aldehydes as markers for meat spoilage was conducted using a GCxGC-TOF/MS Pegasus 4D 

(LECO Corp., St Joseph, MI, USA). The chromatographic system consisted of an Agilent 6890 

GC oven containing a secondary oven and a quad-jet modulator, consisting of two hot-air jets and 

two cold nitrogen jets created by liquid nitrogen. The column configuration consisted of a Rtx-

5SilMS (30m × 0.25 mm Ĭ 0.25 ɛm) (Restek Corp., Bellefonte, PA, USA) capillary column in the 

first dimension (1D) and a BP-20 (1 m Ĭ 0.1 mm Ĭ 0.1 ɛm) (SGE Analytical Science, Trajan 

Scientific Australia Pty Ltd.) in the second dimension (2D), connected by a SilTite ɛ-Union (SGE 

Analytical Science, Trajan Scientific Australia Pty Ltd.). A modulation period of 4 s was used, 

with a hot pulse duration of 0.6 s, and a cold pulse time of 1.4 s. The desorption of analytes from 

the SPME coating was performed in splitless mode at 270 °C for 10 min, using ultra-high purity 

helium as a carrier gas with a constant flow rate of 1.5 mL/min. The primary oven temperature 

was initially held at 50 °C for 1 min, followed by a temperature ramp of 20 °C/min until a final 

temperature of 250 °C was reached and then subsequently maintained for 30 s. The offset for the 

secondary oven temperature was set at 10 °C above the primary oven temperature. The modulator 

offset was set at +15 °C. The transfer line and ion source temperatures were set at 250 and 200 °C, 
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respectively. Electron impact ionization was performed at an energy output of 70 eV. A solvent 

delay of 60 s was employed. Mass range scanning was set at 35ī600 m/z. 

3.2.3 Formulation of the PFPH generating vial and n-aldehydes generating vial 
 

 In terms of the standard gas generating vial preparation the validated methodology 

previously described in Section 2.3 was used to prepare all further headspace generating vials 

throughout the study. However, the amount of the pure analyte standard(s) used may vary greatly 

depending on the intended application and volatility of a given analyte. As such, aldehydes C4 to 

C9 were spiked into the silicone oil at 0.005, 0.007, 0.009, 0.010, 0.013, and 0.015 wt %, 

respectively. Similarly, instrumental quality control vials were manufactured by spiking benzene, 

toluene, ethylbenzene, and o-xylene into silicone oil at 0.005, 0.007, 0.010, and 0.010 wt %, 

respectively. Finally, where the PFPH generating vials were applied for on-fiber derivatization a 

much greater amount of this reagent (1.19 wt%) is required per vial as to ensure significantly high 

fiber loadings while using minimal exposure times.  

3.2.4 Derivatization scheme for PFPH aldehyde derivatization 
 

When reacted with PFPH, aldehydes undergo a dehydration reaction, progressing through 

an alcohol reaction intermediate, and eventually resulting in the loss of a water molecule, forming 

a hydrazone.106  As drawn in Figure 3.2 the formed hydrazone contains a double bond between the 

terminal nitrogen of the initial hydrazine functionality of the derivatization reagent and the carbon 

associated with the carbonyl functionality of the initial aldehyde or ketone. As expected, 

chromatographic separation confirmed such isomerization of all aldehydes, with the exception of 

formaldehyde (Figure 3.3). Upon analysis, the derivatized aldehydes were identified by 

examination of the resulting mass spectra and/or chromatographic retention times. In terms of mass 

spectral identification, PFPH has a molecular weight of 198 Da; however, once reacted with an 
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aldehyde, two hydrogen atoms from the PFPH and the oxygen of the aldehyde are eliminated as 

water. This results in a product molecular weight equal to the PFPH reagent (198 Da) plus that of 

the aldehyde in question, minus the molecular weight of water (18 Da). When performing electron 

impact ionization, hydrazones are cleaved at the double bond that was formed during the 

derivatization reaction, resulting in an ion with a mass-to-charge (m/z) ratio of 196. In addition, 

an ion with an m/z of 224 was also observed for all derivatized n-aldehydes larger than propanal. 

This ion corresponds to a McLafferty rearrangement of the reaction product after ionization. In 

this study, the molecular ion of the derivatization product could always be detected. Moreover, the 

proposed derivatization strategy could also be used with an Electron Capture Detector, allowing 

for greatly reduced limits of detection and quantification, as only halogenated compounds, such as 

the PFPH derivatization product, would demonstrate a detector response. However, as an operable 

ECD was not available in our laboratory at the time of this work, experiments were conducted 

using GC-FID and GC-MS instrumentation. 

 

Figure 3.2 Schematic of the reaction between PFPH and an aldehyde or ketone, as described by Ho et al.106 
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Figure 3.3 On-fiber derivatization using the standard gas generation vials to load both the PFPH 

derivatization reagent and aldehydes. Extractions from the PFPH gas generating vial were performed at 35 

°C for 10 minutes prior to the exposure of the PFPH loaded fiber to the headspace on an aldehyde generating 

vial at 50 °C for 20 minutes. 

 

3.2.4.1 Methodology of on-fiber derivatization 

To perform the aforementioned on-fiber derivatization using the proposed standard gas 

generating vial, the following steps were implemented; first, the SPME fiber was preloaded with 

PFPH by performing a headspace extraction from the PFPH generating vial. Subsequently, the 

fiber was removed from the vial and then exposed to the sample matrix, where carbonyl 

compounds underwent a dehydration reaction with the PFPH. The steps involved can be visualized 

in Figure 3.4 while the reaction itself is described in Figure 3.2. Similarly, in Figure 3.3 an example 
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can be found of an obtained mass spectra. Finally, the fiber was thermally desorbed in the GC 

injection port for analytical separation and detection. 

 

Figure 3.4 On-fiber derivatization procedure employing the new PFPH generating vial. A) PFPH loading 

of SPME fiber, B) PFPH-loaded fiber exposed to gaseous aldehydes, resulting in derivatization, and, C) 

thermal desorption of SPME fiber on the GC injection port. 

 

3.2.5 Extraction conditions from the standard analyte generating vials 

 

The standard gas generating vials containing PFPH and the BTEX QC were maintained at 

35 °C throughout the experimentation, while vials containing linear aldehydes C4 through C9 were 

maintained at 50 °C in order to provide a higher headspace concentration of the heavier aldehydes. 

While not in use, vials were stored in a low light environment at room temperature (20 ± 1 °C). 

Prior to use, all vials were allowed to equilibrate to their experimental temperature for no less than 

1 h prior to sampling. Similarly, after each extraction, vials were left to re-equilibrate for at least 

10 min to ensure re-equilibrium was achieved between the headspace and the sorbent phase.3 

DVB/PDMS and PDMS SPME fibers were chosen for this study; however, DVB/PDMS fibers 

were used for the majority of the work presented as they have been previously shown to 

demonstrate a strong affinity for PFPH.93 Extraction times from each vial varied between 10 s and 

10 min, depending on the parameter under study. One minute quality control extractions were also 

performed from a BTEX-generating vial throughout the experiments, using a dedicated 

DVB/PDMS SPME fiber to monitor the stability of the analytical instrumentation used. 
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3.2.6 PFPH vial long-term stability 

          In order to ensure representative stability data, eight PFPH vials were formulated. Of these 

vials, four were capped using Mininert caps, while the remaining four were capped using 

conventional screw-on septa caps. Headspace volumes were verified to be the same in both 

formats. The Mininert cap was selected due to its capability to provide a better seal than that of a 

septa cap after multiple punctures. Given that an imperfect seal may allow for the introduction of 

atmospheric contamination of the headspace, resulting in eventual PFPH degradation or loss, the 

quality of the seal is considered a critical parameter. One vial of each cap type was placed in a 

fridge for storage at 5 °C, while the remaining six vials were placed in a dark cupboard at room 

temperature. This was done so that any differences in terms of storage temperature could be 

observed. Of the six vials stored in a dark cupboard, two of each type were sampled in triplicate at 

days 3, 7, 14, 30, and 77 after vial formulation. The remaining two vials and the two stored in the 

refrigerator were only sampled on days 30 and 77. This step was employed so as to observe 

whether any discrepancies could be observed between the vials that had been sampled previously 

and those that had not. All extractions, consisting of a 10 min exposure to the headspace of the 

PFPH gas generating vial, were performed under the same conditions. The GC-FID used for this 

study was calibrated for PFPH response by liquid injection, using standards prepared in hexane. 

Throughout the 77 day experiment, QC runs were performed in order to monitor instrumental 

variabilities. All data was quality control adjusted to the day of calibration, although the GC-FID 

used for the experiments remained within two standard deviations of the population mean of each 

QC standard for the duration of the experiment. A detailed outline of this experiment can be seen 

in Figure 3.5. 
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RT = Room temperature 

 

Figure 3.5 Vial map for 77 days PFPH stability study, outlining storage conditions of light exposure and 

temperature of storage along with sampling schedule for all 8 vials. 
 

3.2.7 Extraction of aldehyde spoilage biomarkers from ground beef 
 

Ground beef samples were prepared by weighing 5 g of raw medium ground beef into 20 

mL amber glass headspace vials and stored at room temperature. In order to increase the headspace 

concentration of semivolatile and volatile sample constituents, all samples were equilibrated for 1 

h at 35 °C prior to extraction. Following a 5 min preloading of the derivatization agent, static 

headspace extractions of the beef samples were carried out for 30 min at 35 °C. In order to monitor 

the production of aldehydes during the meat spoilage process, extractions were performed in 

duplicate, with and without derivatization, on the day of vial preparation and 1, 5, and 7 days after 

sample preparation. All extractions were performed from previously unsampled vials to ensure 

cross-contamination from the PFPH did not occur. 
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3.2.8 Intra and inter-day stability of the portable GC-MS detector response following a cold start 
 

The Tridion-9 GC-TMS has been designed to operate solely on battery power and a 

portable helium cylinder. Consequently, it is to be expected that the instrument will need to pump 

down vacuum and reach an operational state giving repeatable signal very quickly after being 

started. Therefore, using one of the aforementioned BTEX gas generating vials, continuous 

analyses were performed on the instrument for a period of 2 hours immediately following a cold 

boot of the instrument and then periodically over an additional 24 hour period. Extractions were 

performed using a DVB/PDMS fiber for 1 minute at a temperature of 35 oC. Desorptions on the 

portable GC/TMS were then carried out at 250 oC for 30 seconds with a 2-second splitless injection 

followed by an opening of the 1:10 split vent. The total peak area was then plotted on a control 

chart with the 2 standard deviation warning limit chosen to represent the stability of the instrument. 

3.2.9 Application for on-site quantitation of formaldehyde in car exhaust 
 

On-site samplings of formaldehyde from car engine exhaust were performed by first 

loading the derivatization agent onto the SPME fiber using a 10 min extraction from the headspace 

of the PFPH-generating vial. For the NTD samplings, 15 mL of the PFPH vial headspace was 

drawn onto the sorbent bed of the needle trap device. In order to facilitate this volumetric NTD 

extraction from the vial, a blank 22 gauge needle was also inserted through the vial septum to 

allow the headspace pressure to remain constant. Then, the PFPH-loaded sampling devices were 

positioned in the center of the vehicle exhaust. For NTD samplings 10 mL of sample was drawn 

from both hot and cold engine exhaust, while SPME fiber extractions were performed for 60 and 

30 s, respectively. Prior to cold exhaust extractions, the catalytic converter was first verified to be 

cool to the touch. Next, the engine was allowed to idle for 30 s after ignition, followed by sampling. 
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For hot exhaust extractions, the vehicle was allowed to idle continuously, with sampling starting 

at 30 min after ignition. Cold car exhaust temperatures were observed to be equal to the ambient 

air temperature on the day of sampling, 16.3 °C while the hot car exhaust temperature was observed 

to equilibrate at 45.7 °C under engine idle conditions. To ensure stable instrument response, quality 

control extractions were performed from the BTEX generating vial on-site both before and after 

sampling in addition to the day of calibration. As it is infeasible to perform calibration by liquid 

injection on the portable GC/MS instrumentation due to the limited column capacity, a novel, 

NTD-based calibration technique was employed. To achieve this, an NTD was first preloaded with 

PFPH by successively extracting 10 mL from two separate septa-capped PFPH generating vials. 

Volumes of 0.1, 0.5, 1, 2, 4, and 6 mL were then drawn from the headspace above 10 mL of 0.04 

wt % aqueous formaldehyde in a 20 mL headspace vial under 1500 rpm magnetic agitation. 

Extractions were verified to exhibit negligible depletion by performing a subsequent extraction 

from the same vial. The temperature dependent Henryôs Law constant, as determined by Seyfioglu 

and Odabasi,107 was then used to calculate the concentration of formaldehyde above such a 

solution, which was found to be 2.97 ng/mL. The obtained concentration was then used to 

determine the amount extracted by the needle trap with the use of Eq 3.1, shown here again, where 

n is the amount extracted, C is the headspace concentration, and V is the sample volume. 

                                                               Eq. 3.1     n = CV 

Each point was analyzed in triplicate from freshly spiked formaldehyde solutions. The resulting 

response versus extracted mass (nanograms) calibration plot was observed to demonstrate a strong 

correlation (R2 = 0.9988, Figure 3.6). However, the y-intercept for the line of best fit (19 816) was 

of similar magnitude to the response of the NTD extractions from hot car exhaust. As a result, the 

calibration plot was weighed by 1/x2, resulting in the relationship y = 51 305x + 4145, which was 



63 

 

then used to calibrate the SPME fiber and NTD on-site samplings.108 Once the response 

relationship had been determined, further calibrations of the SPME extractions were 

performed using diffusion-based calibration, as described by Koziel et al.109 

 

Figure 3.6 Calibration of gaseous formaldehyde employing on-fiber derivatization using a Tenax/Carboxen 

NTD. The NTD was loaded with PFPH by drawing 10 mL of headspace from two separate PFPH-

generating vials. Subsequently, a varied volume from the headspace of a 0.04 wt% formaldehyde solution 

was drawn for extraction. 

 

3.2.9.1 SPME fiber diffusion based calibration of formaldehyde 

Calibration for the SPME car exhaust samplings was performed using the interface model 

of diffusion-based calibration described by Koziel et al., with Eq. 3.2 being applied due to the 

rapid sample flow rate (approx. 170 cm s-1). The equations used in this calibration are given below, 

the first describing the gaseous concentration of the sample, as dependent on a range of variables 

described in Table 3.1 along with ‏, the static boundary layer thickness. ‏, in turn, is dependent 

on Re and Sc, the Reynolds and Schmidt numbers, respectively.  

 

y = 46476x + 19816
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                                                                                                 Eq. 3.1      ὅ σ                                       

                                                                                                 Eq. 3.2       ‏ ωȢυς Ȣ Ȣ  

                                                                          Where:            Eq. 3.3       ὙὩ ςόὦὺ 

                                                                                                  Eq. 3.4       Ὓὧ ὺὈ  

 

Table 3.1 Variables and coefficients used in the diffusion-based calibration of formaldehyde in car 

exhaust for SPME fiber extractions. 

Variable Meanings Unit  Value used in this work 

Cold 

(T = 16.3 

ºC) 

Hot 

(T= 45.7 

ºC) 

Cg Gaseous concentration ng/m3 calculated 

n Mass extracted ng calibrated 

b SPME fiber radius m 0.00015 

Dg Gaseous diffusion coefficient m2/s 1.68 · 10-5 2.0 · 10-5 

L SPME fiber length m 0.01 

t Sampling time s 30 60 

u Linear velocity of sample m/s 1.7 1.5 

ὺ Kinematic viscosity m2/s 1.75 · 10-5 1.48 · 10-5 

 

3.3 Results and discussion  

3.3.1 PFPH vial long-term stability 
 

 Considering that current methods used in the generation of gaseous PFPH standards fail to 

provide a reusable headspace standard for extended periods of time, a requirement for on-site 

applications and standard storage, the long-term stability of PFPH within the standard gas 

generating vial was determined. As exemplified using a control chart at 2 standard deviations, 

shown in Figure 3.7, the vials were found to be stable over a 77-day period. This observation was 

further supported by having no vial which was sampled on days 3, 7, 14, and 77 exceeding a 

percent relative standard deviation (RSD) over 9% (Table 3.1). Similarly, storage conditions, 

sampling history, and cap type were found to have no impact on absolute fiber loadings as shown 

in Figure 3.8. Moreover, these results also indicated good inter-vial, intra-batch reproducibility for 
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PFPH fiber loadings with the pooled %RSD values for all vials tested on a given day providing 

%RSDs of 2, 5, 5, 5, and 9, for days 3, 7, 14, 30, and 77, respectively. Finally, and most 

impressively, when all extractions from all vials over the entirety of the stability study were 

considered, the average amount of PFPH loaded onto the DVB/PDMS SPME fibers was 2729 ± 

196 ng, with an RSD of 7%. This observed reproducibility demonstrates the long lifetime of the 

vials which is due in part due to two main factors: (1) the negligible depletion of the vial after each 

extraction ensuring the headspace concentration remaining constant over time and (2) the enclosed 

headspace formed by the vial being successful at preventing the release of PFPH from the vial, or 

the introduction of impurities into the vial, which would otherwise result in a change in PFPH 

concentration. 
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Figure 3.7 Amount of pentafluorophenyl hydrazine (PFPH) loaded onto a PDMS/DVB fiber over 77 days 

from all vials tested. Data were normalized by use of quality control experiments run daily. 
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Table 3.2.A: Intra-batch comparison of PFPH fiber loadings using the PFPH standard gas generating vials 

on days 3, 7, 30, and 77 of stability study, using a DVB/PDMS fiber for 10-minute extractions at 35 °C. 

PFPH loading (ng) Day 3  Day 7 Day 14  

Septa Vial 3 2752.2 2789.1 2782.6 2696.0 2780.5 2746.2 2811.7 2735.3 2758.0 

Septa Vial 4 2633.3 2604.3 2732.6 2747.3 2729.4 2715.5 2766.1 2767.1 2707.4 

Mininert Vial 1 2725.5 2695.0 2707.0 2535.0 2401.0 2437.6 2553.1 2418.0 2454.8 

Mininert Vial 3 2724.5 2650.7 2724.5 2696.2 2638.3 2641.3 2693.6 2706.8 2690.5 
  

  Day average 2710.1  Day average 2647.0  Day average 2671.9 

 %RSD 2 %RSD 5 %RSD 5 

 

Table 3.2.B: Intra-batch comparison of PFPH fiber loadings using the PFPH standard gas generating vials 

on days 3, 7, 30, and 77 of stability study, using a DVB/PDMS fiber for 10-minute extractions at 35 °C. 

PFPH loading (ng) Day 30 Day 77 % RSD* 

Septa Vial 1 3114.2 3000.5 3048.1 2861.9 2796.7 2778.5 5 

Septa Vial 2 2871.2 2883.7 2869.7 2756.8 2770.7 2893.8 2 

Septa Vial 3 3010.9 2933.0 2958.4 2955.5 2941.1 2839.6 4 

Septa Vial 4 2609.3 2588.6 2661.6 2423.0 2406.2 2539.4 4 

Mininert Vial 1 2760.7 2905.8 2906.0 2193.0 2230.9 2308.7 9 

Mininert Vial 2  2995.0 3011.7 3016.5 2403.3 2451.9 2417.0 12 

Mininert Vial 3 3017.3 2948.8 3019.3 2791.3 2754.1 2736.9 5 

Mininert Vial 4 2918.0 2858.9 2956.1 2609.6 2607.8 2553.5 7 
   

  Day average 2911.0  Day average 2625.9  

 %RSD 5 %RSD 9  

* Percent relative standard deviation (%RSD) shown in the terminal column is calculated over all 

extractions from each respective vial over the duration of the stability study 
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Figure 3.8 Quality control adjusted average PFPH fiber loadings over all extractions from all PFPH gas 

generating vials over 11 weeks, using a DVB/PDMS fiber for 10-minute extractions at 35 °C. 

 

3.3.2 Reproducibility of the derivatization reaction 
 

As PFPH fiber loadings were shown to be reproducible, we would expect that the 

derivatization reaction itself should also be reproducible. In order to confirm this, the 

reproducibility of the derivatization reaction was examined over a 7-day period. This validation 

was accomplished by using an aldehyde (C4īC9) standard gas generating vial in addition to the 

PFPH vial, with samplings being performed in triplicate at two-day intervals. Preloading of the 

SPME fiber with PFPH was performed for 5 min, followed by a 1 min exposure to the aldehyde-

generating vial headspace. As demonstrated in Figure 3.9, the derivatization reaction was found to 

be very reproducible over the 7-day test period, with the response of the derivatized aldehydes 

remaining constant, as indicated by %RSD values of 4, 4, 4, 5, 5, and 9 for derivatized butanal, 

pentanal, hexanal, heptanal, octanal, and nonanal, respectively. The upward trend in %RSD with 

respect to molecular weight was thought to be a result of decreasing signals for these heavier 

aldehydes. This decrease in signal was likely due to a decrease in the headspace concentration of 

1000

1500

2000

2500

3000

3500

P
F

P
H

 (
n

g
)

Septa 1

Septa 2

Septa 3

Septa 4

Mininert 5

Mininert 6

Mininert 7

Mininert 8



69 

 

the heavier aldehydes, as they possess a higher vial sorbent affinity and diffuse slower through the 

boundary layer of the fiber.5 

 

 

 

Figure 3.9 Reproducibility of derivatization of linear aldehydes (C4-C9) using PFPH standard gas 

generation vial reaction over time, using a DVB/PDMS fiber loaded with PFPH 5 minute extraction at 35 

°C followed by a 1-minute extraction at 50 °C minute extractions at 35 °C. 

 

3.3.3 Derivatization products extraction time profile 
 

     Although the derivatization reaction exhibited a good degree of reproducibility, even when 

performed repeatedly over 7 days, it was also important to ensure that the amount of derivatized 

product on the fiber could be predicted regardless of extraction time. Ideally, it would be expected 

that, as long as some residual PFPH remains on the fiber, aldehyde extraction should remain linear 

with a slope dependent on that aldehydes rate of diffusion across the fibers boundary layer. Hence, 

Day 1 Day 3 Day 5 Day 7 

Day 1 Day 3 Day 5 Day 7 
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a derivatization reaction time profile was conducted in order to confirm the linear uptake of the 

derivatization reaction products associated with the aldehydes studied. Using the aldehyde 

standard gas generating vial described previously, extraction times ranging from 10 s to 1 min 

were conducted while maintaining constant PFPH extraction conditions at 35 °C for 5 min. 

As shown in Figure 3.10, all derivatized aldehydes exhibited a linear relationship between 

analyte response and aldehyde extraction time over the sampling interval tested. As the y-

intercepts of some compounds are well above zero, two linear regions of analyte uptake are 

hypothesized to be present, though employing a sampling time of less than 10 s is not often 

practical. 
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Figure 3.10 Extraction time profile of PFPH-derivatized n-aldehydes using a DVB/PDMS fiber and a 5-

minute loading at 35 °C from a PFPH generation vial prior to an extraction of varied time from the 

headspace of a 0.04 wt% linear aldehyde solution. 

 

3.3.4 Aldehyde concentration effect on response 

Due to the wide range of aldehyde concentrations in environmental and anthropogenic 

matrices, it is imperative that reaction response is understood over a broad range of aldehyde 

concentrations. Furthermore, it would be advantageous if this response would exhibit a linear 

relationship, such that quantitation can be easily performed. In order to investigate whether the 

method demonstrates a linear response with respect to aldehyde concentration, samples containing 
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10ī200 ppb of linear aldehydes C4 through C9 were formulated in aqueous solution. Prior to 

sample extraction, the SPME fiber was preloaded with PFPH for 5 min, followed by a 1 min 

exposure to the headspace of the aqueous standard. Each extraction was performed in triplicate. 

As clearly demonstrated in Figure 3.11 and Figure 3.12 which show the calibration plots for 

derivatized butanal, octanal, nonanal and pentanal, hexanal, octanal respectively the response of 

the proposed method demonstrated excellent linear correlation with sample concentration. No 

residual unreacted aldehydes were observed in any chromatogram throughout these concentration 

studies, thus confirming that the reaction between PFPH and the tested aldehydes is equally 

quantitative at room temperature as it was while using the aldehyde generation vial which was at 

50 °C. 

 

Figure 3.11 Demonstration of linear on-fiber derivatization response of butanal (c4), heptanal (c7), and 

nonanal (c9) for SPME headspace extractions above aqueous solutions ranging from 10 to 200 ppb (v/v) at 

room temperature, using a 1 min extraction. 
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Figure 3.12 Demonstration of linear on-fiber derivatization response of pentanal (c5), hexanal (c6), and 

octanal (c8) for SPME headspace extractions above aqueous solutions ranging from 10-200ppb (v/v) at 

room temperature, using a one-minute extraction. 

 

3.3.5 Extraction of aldehyde spoilage biomarkers from ground beef 
 

      With the confirmation of a reliable method, the versatility of the PFPH-generating vial was 

demonstrated by its application to the semi-quantitative analysis of aldehydes as markers for meat 

spoilage.105 A range of aldehydes have been linked to the breakdown of fatty acids during the 

decomposition of meat products, particularly in beef and pork, and have been identified as 

contributing factors in the off-flavor and odor associated with spoiled meat.110 A sample of 

medium ground beef, advertised as fresh, was obtained from a local grocery store. Identification 

of the derivatized aldehydes in the analyzed meat samples was performed by comparison of the 

retention times and mass spectra with those of derivatized standards of aldehydes (C4īC9). Figure 

3.13 shows the bidimensional chromatograms obtained for aldehyde standards extracted with and 

without derivatization (a, b) and for extractions carried out on meat samples on the day of 

preparation (day 0) with and without derivatization (c, d). In addition, the isomerization of the 

derivatization reaction products was observed and could be resolved in two dimensions. A 

R² = 0.9966

R² = 0.9972

R² = 0.9921

0

100000

200000

300000

400000

500000

0 50 100 150 200 250

R
e

s
p

o
n
s
e

Aqueous Concentration ppb (v/v)

c5 + PFPH

c6 + PFPH

c8 + PFPH



74 

 

magnified example of this can be seen in Figure 3.14 which shows the evolution of acetaldehyde 

resulting from the meat spoilage process. 

      The response of volatile aldehydes from the meat samples was generally observed to increase 

over time, though reproducibility was low between duplicate samples. This was likely a result of 

varying degrees of microbial activity in each sample, in part due to inhomogeneity of the meat 

sample.110 Though ground beef was used, further homogenization would have likely provided 

more reproducible results. However, as a proof of concept, the application of the PFPH standard 

gas generating vial to the analysis of food products was a success. In particular, the sampling 

performed without derivatization only resulted in the detection of C7 through C10 aldehydes with 

very poor sensitivity, whereas derivatization allowed for the detection of a much broader range of 

aldehydes (C2 through C10). 

      In order to further test the applicability of the on-fiber derivatization approach, a 100 ɛm 

PDMS SPME fiber coating was also applied to the analysis of aldehydes from spoiled meat. This 

is particularly important, as PDMS coatings are more robust and have been applied to both ex vivo 

and in vivo samplings from tissues,111 minimizing the occurrence of possible artifacts associated 

with the extraction process.112 Due to the hydrophobic nature of the PDMS polymer, successful 

extraction of underivatized and short-chain aldehydes could prove to be difficult due to their 

polarity and relatively low concentrations. Consequently, the risk of losing important chemical 

information when sampling complex matrices with PDMS under underivatized conditions is high. 

By repeating the derivatization protocol with a PDMS 100 ɛm SPME fiber, C2, and C5īC9 

derivatized aldehydes were observed, though lower responses were observed than those obtained 

for the DVB/PDMS coating. Considering what has been stated, it is evident that the PFPH standard 
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gas generating vial can be implemented in the monitoring of meat spoilage processes. However, 

the optimization of such a method is not within the scope of this work. 

 

Figure 3.13 GCxGC-ToF/MS chromatograms of, A) underivatized, B) derivatized C4īC10 aldehydes 

standards, C) underivatized, and, D) derivatized aldehydes sampled from the headspace of freshly prepared 

ground beef meat samples. 
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Figure 3.14 Observation of derivatized acetaldehyde over a period of 7 days resulting from meat spoilage, 

analyzed by on-fiber derivatization GCxGC-TOF/MS using a DVB/PDMS fiber loaded with PFPH for 10 

minutes at 35 °C from a standard gas generating vial, followed by a 30 minute exposure to the headspace 

of 5 g of ground beef at 35 °C. 

 

3.3.6 Intra and inter-day stability of the portable GC-MS detector response following a cold start 
 

 In order to generate reliable quantitative results with an on-site analytical methodology, it 

is imperative to first show that the related portable instrumentation is itself capable of providing 

consistent results. Furthermore, it is important to consider that, unlike traditional benchtop GC/MS 

instrumentation, hand-portable instruments need to be able to pump down and stabilize quickly 

following a cold start within the time limitations imposed by an on-site sampling environment and 

battery operation. As such it was demonstrated that the Tridion-9 portable GC/TMS was able to 

achieve repeatable detector response for a BTEX standard mixture 30 minutes following a cold 

start of the instrument. Furthermore, as shown in Figure 3.15 this response was shown to be stable 
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at 2 SD over a continuous 24 hour period. It is also important to note that the instrument was 

further shown to generate stable inter-day results after being continuously rebooted at various 

river-side sampling locations. These results, which were generated during a later study, can be 

viewed in Figure 5.6 of Section 5.3.3 of this thesis.   

 

     Figure 3.15 24 hour stability of the Tridion-9 GC/TMS following a cold start of the instrument. Control 

plot was plotted at 2 standard deviations of the mean. Extractions were performed using a DVB/PDMS 

SPME fiber from a BTEX standard gas generating vial at 35 oC for 1 minute. Desorption was carried out 

using a 10:1 split ratio.  

     * Toluene and o-xylene results omitted due to data overlap  

 

3.3.7 Application for on-site quantitation of formaldehyde in car exhaust 
 

 As a final proof of concept, the portability of the PFPH-generating vial was confirmed by 

coupling the method to hand-portable GC/MS instrumentation for the quantitative on-site 

determination of formaldehyde from car exhaust. In order to compare the free and total 

formaldehyde concentrations before and after heating of the catalytic converter, both needle trap 

and SPME extractions were performed in triplicate from cold and hot car exhaust. These sampling 
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methods, namely, SPME and NTD, were selected because NTDs are able to extract both free and 

particulate-bound analytes in an exhaustive manner,33 while SPME fibers are only sensitive to the 

gaseous, unbound analyte fraction. This allows the analyst to compare the free and total analyte 

concentrations by SPME and NTD, respectively, so as to characterize the fraction of particulate 

binding of a given analyte, in this case, formaldehyde. After extraction, both extraction devices 

were analyzed on-site using a portable GC/TMS. The derivatization product of formaldehyde was 

identified by the molecular ion of m/z = 210, and residual PFPH was verified to be present as 

described in Figure 3.3 to ensure PFPH excess. Instrument responses were calibrated to nanograms 

using the NTD calibration method, resulting  in the relationship presented in Figure 3.7 (y = 46476 

+ 19816, R2 = 0.9988) which was 1/x2 weighed to obtain y = 51305x + 4145 relationship which 

was used to convert response to nanograms extracted. For the needle trap extractions, the 

concentration of formaldehyde found in car exhaust was easily determined by the use of Eq. 3.1. 

However, as SPME is an open-bed equilibrium based extraction method, a diffusion-based 

calibration method was required.109 The specifics of the employed diffusion-based calibration can 

be found in Section 3.2.9.1. As can be seen in Table 3.3, no significant differences were observed 

between the concentrations of formaldehyde determined using the SPME fiber or NTD from the 

hot car exhaust samples, though differences were observed in the cold car exhaust samples. With 

this in mind, it is possible to conclude that the vast majority of formaldehyde generated and 

subsequently vented via this particular exhaust system was in the gaseous fraction when the vehicle 

was running at its operational temperature. On the other hand, the results obtained for the cold car 

exhaust extractions indicate significant binding of formaldehyde to the particulate matter and 

aerosols generated and subsequently released by the vehicle immediately after engine ignition. 

Although we would typically expect the highly volatile formaldehyde molecule to preferentially 
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move to the free, gaseous fraction of the sample at ambient temperatures, the presence of water 

laden aerosol particles may have greatly increased the particulate bound concentration as 

formaldehyde would tend toward dissolution into the aqueous portion of the aerosol particle. This 

again highlights the strength of using both SPME and NTD to fully characterize the speciation of 

analytes in real systems.33 Furthermore, another interesting observation could be made with 

regards to the effectiveness of the catalytic converter, as indicated by the reduction of total 

formaldehyde concentration by a factor of approximately 10 times when hot and cold car exhaust 

are compared. Most importantly, this experiment may very well outline the first instance where 

quantitative analysis of formaldehyde was successfully performed entirely on-site with GC/MS 

instrumentation. Moreover, these experiments have demonstrated just how portable SPME 

methods can be; among its many advantages, SPME allows for the on-site performance of repeated 

derivatizations of a target analyte from real samples when coupled to portable instrumentation. 

Table 3.3 On-site determination of free and total concentrations of formaldehyde from car exhaust pre- 

and post catalytic converter ignition using a 10 min PFPH loading time for SPME extractions and a 15 

mL sample volume for NTD from a PFPH generating vial at 35 °C. 

 

 
 

 

3.4 Conclusion and future directions  

      A novel standard gas generating vial suitable for SPME on-fiber derivatization of aldehydes 

has been developed, while also demonstrating the ability of the standard gas generating vial to 

store gaseous standards of a highly reactive compound for extended periods of time. The 

application of this technology results in the use of no organic solvent while also reducing the 
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consumption of a toxic and highly reactive derivatization reagent, due to the reusability and 

stability of the compound in the vial developed. In addition, the PFPH generating vial was 

successfully shown to provide a means by which to perform derivatization from food matrices 

facilitating the targeted analysis of carbonyl compounds from a complex sample matrix. The PFPH 

generating vial was then applied to the completely on-site determination of formaldehyde from car 

exhaust, owing to the portable nature of the standard gas generating vial. The application of the 

in-vial standard gas generator for derivatization agents is expected to be expanded into a range of 

fields including clinical, food, environmental, and forensic analysis. Once fully realized, on-site 

sample derivatization and/or analysis owes itself to exciting new applications of sampling, 

particularly for analytes which may not be stable under storage or transport conditions to the 

laboratory. 
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Chapter 4 Development of a carbon mesh supported thin film microextraction membrane 

as a means to lower the detection limits of benchtop and portable GC/MS instrumentation 

Preamble 

The majority of the materials in this chapter have been published as a research article: Jonathan 

Grandy, Ezel Boyacē, Janusz Pawliszyn; Development of a Carbon Mesh Supported Thin Film 

Microextraction Membrane As a Means to Lower the Detection Limits of Benchtop and Portable 

GC/MS Instrumentation; Anal. Chem., 2016, 88(3), pp 1760-1767. Materials for all sections of 

this current Chapter, with the exception of Sections 4.2.6 and 4.3.3, are reprinted from this research 

article with the permission of Analytical Chemistry of the American Society of Chemistry (ACS). 

Copyright for this work remains the property of ACS publications and any further request for re-

use of this information should be requested directly from them (DOI: 

10.1021/acs.analchem.5b04008) 

 

4.1 Introduction  

 Since being introduced in 1989, solid phase microextraction (SPME) sampling techniques 

have demonstrated steady growth in the field of analytical chemistry.6ï7,13 Of the many formats 

available today, the original SPME fiber-based geometry has been by far the most widely used 

worldwide, largely due to its miniaturized, easy-to-handle design that lends itself well to both high-

throughput and on-site applications.5,6,11 This has been prominently exemplified with a plethora of 

environmental, biological, industrial, food, and fragrance targeted analytical approaches, which 

are generally coupled to hyphenated gas chromatographic (GC) techniques.11,21,113ï117 However, 

standard fiber-based SPME is not without its limitations; the same miniaturization which allows 

the SPME fiber to be directly introduced into a GC injector inherently limits the surface area and 

volume of the sorbent coating.29,48 A limited sorbent volume, in turn, fundamentally limits the 
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amount of a given analyte that can be extracted at equilibrium, as dictated by the fiber-sample 

partitioning coefficient, Kfs.
5,11,50 In addition, the small surface area available on a fiber directly 

controls the rate of analyte uptake and, consequently, method sensitivity during the linear pre-

equilibrium regime of extraction.5,11,22 

Hence, surface area becomes highly important when rapid, pre-equilibrium analyses of semi-

volatile components, such as pesticides, are performed. To account for these shortcomings, recent 

work in microextraction technology has shifted toward the development of high surface area, 

membrane-based SPME samplers.26,29,47,50,118 

 Membrane SPME, also known as thin-film microextraction (TFME), is a relatively new 

avenue in microextraction techniques that have been successfully used for both GC- and high-

performance liquid chromatography (HPLC)-based applications.48,50 Membranes developed for 

GC applications have generally employed similar polymeric make-ups commercially used in 

standard SPME fibers, including polydimethylsiloxane- (PDMS), polydivinylbenzene (DVB), and 

Carboxen.22,26,47,50 Initial works with TFME-GC techniques employed the use of premanufactured 

thin sheets (127 or 254 ɛm) of pure PDMS as an extraction phase.49,50,119 Using this PDMS design, 

Qin et al. were able to demonstrate that a 10 cm2 membrane provided approximately 10x the 

extraction efficiency for fluoranthene and pyrene when compared to commercially available 

PDMS sorptive stir bar technology (area = 1 cm2).47 Such a result was directly in line with what 

was expected theoretically, as shown in Eq. 4.1  below, where the amount of analyte extracted as 

a function of time (dn/dt) is directly proportional to the surface area (A) if all other factors are kept 

constant.5,47,49 Despite this marked improvement, such preconstructed membranes are limited to 

PDMS in terms of available sorbent phases. Additionally, such large membranes required the 

construction of a supporting frame for direct immersion sampling with agitation.47 Further works 
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in the area have explored the in-house preparation of particle-loaded PDMS membranes with and 

without the use of an inert supporting material.26,47,118  

                        ὅ
 

                                          Eq. 4.1 

One such design, suggested by Jiang et al., utilized a platinum catalyzed PDMS preparation 

kit (SILGARD 184), such that macroporous DVB resin particles (diameter of 3ī5 ɛm) could be 

suspended into the membrane.26 The optimal DVB/PDMS ratio was found to be 20:100 (16.7%) 

w/w, with a compromise being made between extraction efficiency and the mechanical stability of 

the said membrane. Results from this study indicated that the composite membranes were much 

more efficient at extracting highly volatile and polar compounds such as toluene and 

benzaldehyde, respectively. However, without an appropriate support, these membranes proved to 

be very difficult for highly turbulent or agitated direct-immersion sampling. Additionally, 

experience has shown that inserting membranes greater than 6 mm in diameter into the thermal 

desorption unit (TDU) desorption tube commonly results in breakage. A final observation 

indicated that these membranes exhibited considerable siloxane bleed/background even after 10 h 

of thermal conditioning. Prior to the above-mentioned study, Riazi-Kermani et al. employed a 

similar polymeric mixture onto a thin fiberglass mesh to prepare the first-ever composite, 

supported TFME membrane.47 These supported membranes were found to be much more 

physically stable than the composite TFME membranes introduced by Jiang et al., withstanding 

aqueous agitation rates of 800 rpm without folding, while surviving at least 50 consecutive 

injections. These 10 cm2 membranes were also shown to extract between 46 to 117 times the 

amounts of analyte compared to traditional DVB/PDMS SPME fibers. However, one major 

limitation of this study was that it failed to address the likely presence of major siloxane bleeding 

that would occur when desorbing a composite membrane of this size. It is expected that if selected 
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ion monitoring (SIM) had not been used, background siloxane levels would have completely 

overloaded the detector, making such a membrane inappropriate for untargeted analysis. With this 

in mind, the choice of a more thermally stable PDMS for the preparation of a supported 

DVB/PDMS composite membrane would be ideal for untargeted analysis.  

      In the present work, one such membrane is proposed. By use of a high-density PDMS 

prepolymer in combination with DVB particles, spread onto a carbon-based mesh support, similar 

extraction efficiencies could be obtained while substantially lowering the inherent siloxane 

background. Furthermore, the carbon mesh was also found to provide some affinity for the analyte, 

which would provide an advantage over a comparable fiberglass-supported membrane in 

equilibrium conditions. These low-bleed membranes were also coupled with hand-portable GC-

TMS technology, which allows for on-site detection limits well below what is currently thought 

possible.52 Most impressively, these membranes are herein demonstrated to allow for sub-ppb 

detection of multiple organochlorine and organophosphorus pesticides from an aqueous matrix on 

the aforementioned portable GC-TMS instrument. 

4.2 Materials, instrumentation, and experimental methods 

4.2.1 Chemical and materials  
 

2,4-Dichlorophenol, 2,4,6-trichlorophenol, carbofuran, atrazine, fonofos, chlorpyrifos, and 

parathion standards were purchased from Sigma-Aldrich (Mississauga, ON, Canada). Phorate D10 

was purchased from CDN Isotopes Inc. (Quebec, Canada). HPLC grade methanol, isopropanol, 

hexane, and acetonitrile were obtained from Caledon Laboratories Ltd. (Georgetown, ON, 

Canada). Ultrapure water was obtained using a Barnstead/Thermodyne NANO-pure ultrapure 

water system (Dubuque, IA). The SYLGARD 184 silicone elastomer mix was acquired from Dow 

Corning (Midland, MI). The 5 ɛm diameter DVB particles and high-density PLOT PDMS were 
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provided by Supelco (Bellefonte, PA). The carbon fiber mesh weave (Panex 30) was provided by 

Zoltec Co. (Bridgetown, MO). The 250 mL Wheaton glass bottles were purchased from Thermo-

Fischer Scientific (Ottawa, ON, Canada). Liquid nitrogen and ultrahigh-purity helium were 

supplied by Praxair (Kitchener, ON, Canada). Miniature helium cylinders (99.5%) were supplied 

by Torion Technologies Inc. (UT). The 65 ɛm divinylbenzene/polydimethylsiloxane 

(DVB/PDMS) SPME fiber assemblies and empty stainless steel (SS) sorbent tubes were provided 

by Sigma-Aldrich. The Tenax/CAR Custodian needle trap device and Calion-13 standard mixture 

(containing acetone, methyl tert-butyl ether, methylene chloride, heptane, methylcyclohexane, 

toluene D8, perchloroethylene, bromopentafluorobenzene, bromoform, 1,2-dibromo-

tetrafluorobenzene, methyl salicylate, tetrabromoethane, and tetradecane, ordered by volatility) 

were supplied by Torion Technologies Inc. (American Fork, UT). The Twister sorptive PDMS stir 

bar (1.5 cm long) was supplied by GERSTEL Co. (M¿lheim an der Ruhr, GE). The membrane 

conditioning unit was developed at the University of Waterloo Science Electronics Shop 

(Waterloo, ON, Canada). Stainless steel cotter pins were supplied by Spaenaur Inc. (Kitchener, 

ON, Canada). Teflon holders were created by the University of Waterloo Science Shop (Waterloo, 

ON, Canada). The Elcometer 4340 motorized automatic film applicator and coating bar (adjustable 

gap of 0ī250 ɛm) were acquired from Elcometer Ltd. (Rochester Hills, MI). The Mastercraft 

Maxxam 18 V powerdrill was purchased from Canadian Tire (Waterloo ON, Canada).  

4.2.2 Instrumental analysis method (benchtop GC/MS and portable GC/MS) 
 

Analytical instrumentation used for separation and quantitation included an Agilent 6890 

GC and a 5973 quadrupole MS (Agilent Technologies, CA) coupled with a Gertsel cooling 

injection system (CIS) 4, Twister thermal desorption unit (TDU), and a MPS2 autosampler for 

membrane desorption and injection (GERSTEL, M¿lheim an der Ruhr, GE). Additionally, a 
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Torion Tridion-9 GC- toroidal ion trap MS coupled with a prototype high volume desorption 

(HVD) module (Torion Technologies Inc. UT) was used to evaluate and compare membrane 

sensitivity for on-site analysis. 

 Chromatographic separations on the Agilent 6890-5973n were performed on a 30 m × 0.25 

mm i.d. Ĭ 0.25 ɛm SLB-5 fused silica column (Sigma-Aldrich, Mississauga, ON). Helium carrier 

gas was used at a flow rate of 1 mL/min. The column temperature was initially held at 40 °C for 2 

min, ramped to 200 °C at a rate of 10 °C min-1, then kept for 2 min. The MS detector transfer line 

temperature, MS quadrupole, and MS source temperature were set at 300, 150, and 230 °C, 

respectively. Gas phase ions were generated using electron impact ionization, and the quadrupole 

was operated in full scan mode in the ranges of 35ī400 m/z.  

 Chromatographic separations for untargeted analysis on the Tridion-9 were performed 

using a low thermal mass (LTM) MXT-5 (5 m Ĭ 0.1 mm Ĭ 0.4 ɛm) Siltek-treated stainless steel 

column (Restek Co. Bellefonte, PA). Helium carrier gas was used at a flow rate of approximately 

0.3 mL min-1. Different oven methods were used depending on the experiment being performed 

and will hence be disclosed in their own section. To maximize sensitivity while preventing any 

needle carryover, desorption of the Tenax/CAR 19-gauge needle trap transfer device was carried 

out at 280 °C for 20 s in splitless mode, followed by opening of the 10:1 split for 10 s, and then 

further opening of the 60:1 split for a final 10 s. The ion-trap heater was set to 155 °C with a 

transfer-line temperature of 250 °C during analysis. Ionization was performed using an electron-

gun EI ion-source, and the trap was operated in a reduced scan mode in the ranges of 43ī325 m/z). 

4.2.3 Operation of the high volume desorption modules 
 

 In order to perform membrane desorption on the Twister TDU, an inert glass bead was first 

placed into the tapered 5 mm i.d. glass desorption tube to prevent the flat membranes from falling 
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through the tube bottom. Desorption was carried out at 250 °C using a helium stripping gas flow 

of 60 mL min-1 for 5 min. The desorbed analyte was then cryo-focused at ī80 ÁC within the CIS 

module for the duration of the 5 min desorption. Following desorption, the CIS was then ramped 

to a temperature of 270 °C at a rate of 10 °C s-1 so as to perform splitless transfer of the analyte 

onto the Agilent 6890 GC-column for separation and quantitation. 

In order to perform membrane desorption on the portable HVD prototype, membranes were 

placed into empty 3.5 in. stainless steel sorbent tubes. Next, the tubes were placed into the 

conventional trap holder, which was then fit into the body of the HVD module. Following, an 

adapter was placed on top of the conventional trap holder, which creates an airtight seal 

between the 3.5 in. sorbent tube and the 19-gauge Tenax-CAR needle trap device (NTD). A pair 

of heated clamps placed within the HVD module was then secured onto the sorbent tube, allowing 

for the 250 °C thermal desorption of the contained membrane. Subsequently, helium stripping gas 

was passed through the sorbent tube and into the attached NTD for 5 min. This process, outlined 

graphically in Figure 4.1, allows analytes to be transferred from the thin film membrane and onto 

the commercially available 19-gauge NTD, which can then be injected directly onto the Tridion-9 

portable GC-TMS for separation and analysis. The HVD prototype system was thoroughly tested 

to ensure complete transfer of the analytes from the membrane to the NTD, ensuring no membrane 

carryover or needle trap breakthrough was occurring.  
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Figure 4.1.  Desorption of TFME membranes onto the portable high-volume desorption module: 

(A) Insertion of the membrane into 3.5ñ sorbent tube, and into conventional trap holder. 

(B) Transfer of analytes from TFME membrane to the needle trap using SPS-3 desorption unit (in 

breakthrough test configuration). 

(C) Non-leaking linkage between the sorbent tube and 19-gauge needle trap device. 

(D) Desorption of needle trap onto portable GC-TMS for separation and analysis. 
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4.2.4 Preparation of the carbon mesh particle-loaded membranes 
 

 Following the methodology described by Jiang et al., in order to first disperse the 

mesoporous 750 m2 g,  5 ɛm DVB particles, a solvent was used to ensure homogeneous 

distribution of these particles.26 To accomplish this, 0.450 ± 0.005 g of DVB particles were 

accurately weighed into a 20 mL headspace vial. A volume of 16 mL of hexane was then pipetted 

into this vial, and the mixture was vortexed for 1 min and then sonicated for 30 min. After mixing, 

2.450 ± 0.02 g of the high-density PDMS pre-polymer was weighed into the same vial and vortexed 

for an additional 2 min, followed by 1 h of sonication. Most of the hexane was then volatilized 

from the mixture by purging the vial with nitrogen gas. Optimal viscosity was chosen subjectively 

when the mixture appeared to just barely flow when inverted in the vial. Future improvements 

upon this method could be made by weighing the mixture when this viscosity is achieved such that 

the same mass could be used in future preparations, lending to improved inter-batch 

reproducibility. Following these steps, 120 ɛL of the peroxide-based catalyst was pipetted into the 

mixture and manually mixed using a spatula for approximately 1 min.  

Concurrently, a 25 cm × 60 cm (approx.) sheet of the carbon mesh was cut and secured to 

the Elcometer 4340 motorized film applicator. The coating mixture was then manually placed in a 

thin strip along the top of the carbon mesh sheet. The coating bar gap was adjusted to the thinnest 

setting available and then used to slowly spread the sorbent mixture across the carbon mesh 

surface. The coating was then cured inside a nitrogen-purged vacuum oven at a pressure of 15 torr 

(approximately), and at 190ī200 ÁC for a period of at least 16 h. As the membranes are double 

sided, the entire process needed to be performed a second time to complete the membrane. Once 

both sides were cured, individual membranes were manually cut into two different, instrument-

dependent sizes (2 cm × 4.85 mm for the Gerstel TDU and 4 cm × 4.85 mm for the prototype HVD 
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module). A brass template and sharp utility knife were used to make these cuts. It is important to 

note that it is essential to make a clean cut when preparing membranes so as to avoid the loss of 

small strands of carbon, which can block the injector during desorption. Coating the membrane 

edges in polytetrafluoroethylene (PTFE) was also found to further prevent this loss; however, this 

will not be further discussed herein, as it falls outside the scope of the current research. 

 Membranes were conditioned under nitrogen at 250 °C for 4 h using a membrane 

conditioning unit developed in-house by the University of Waterloo electronics shop. Once cooled, 

these membranes were washed in a 25:25:25:25 water/methanol/ isopropanol/acetonitrile v/v/v/v 

mixture for 2 h and then airdried on Kimwipes. Before use, all membranes were submitted to a 

final 30 min conditioning step at 250 °C inside the respective thermal desorption unit. In line with 

the standard SPME procedure, it is also recommended that this final conditioning step be re-

performed whenever the membranes have been stored without use for long periods of time. 

4.2.5 Comparison of membrane bleed and instrument background 
 

To contrast the levels of detectable bleed, three of the DVB/PDMS/carbon mesh 

membranes described herein were compared with three DVB/PDMS unsupported membranes that 

were prepared using the method described by Jiang et al.26 As membranes typically produce more 

bleeding after sitting for a greater period of time, a single blank desorption was performed 24 h 

prior to the comparative runs. Desorption and analysis were carried out on the Agilent 6890- 5973n 

instrument, with a GC runtime of 20 min. 

4.2.6 Inter-batch reproducibility of the DVB/PDMS/Carbon Mesh supported TFME membrane 

 

As to ensure the TF-SPME preparation procedure yielded statistically reproducible 

membranes, an intermembrane reproducibility study was also performed using a total of nine 

DVB/PDMS-Carbon mesh supported membranes selected from three unique batches. Extractions 
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were performed from a 250 mL McReynolds headspace generating jar at 55 oC for 10 minutes 

under static conditions. These conditions were specifically selected such that the volatile benzene 

was in near equilibrium with the membrane while the less volatile octane was still exhibiting near 

linear extraction kinetics thus, simultaneously testing for variances in sorbent volume and 

membrane surface area, respectively. All results were calibrated and presented in terms of 

nanograms by using a nanogram extracted versus response calibration curve generated by direct 

spiking of various volumes of liquid standards onto the TFME membranes. In order to confirm 

said reproducibility a total of nine membranes from three different batches were compared using 

a one-way ANOVA test at 95% confidence for each of the 6 McReynolds analytes. To avoid 

overloading of the MS detector while remaining in the calibration range, a 75:1 split injection was 

used. All extractions were randomized to account for any undetected drift of detector response 

while QC extractions were performed before and after the experiment. 

4.2.7 Validation of the portable high volume desorption interface 
 

 To verify that the portable high volume desorption module was capable of completely 

transferring all of the analytes to the needle trap device, a series of membrane carryover and needle 

trap breakthrough tests were performed. 3-second TFME extractions were performed from the 

heavily concentrated Calion-13 standard tuning mixture at room temperature. Such short 

extraction times had to be used, as longer extractions would result in overloading of the portable 

GC-TMS instrument. Highly concentrated standards were chosen so as to represent a worst case 

scenario where NTD breakthrough and TFME carryover were most likely to occur. For this 

experiment, the GC column was initially held at 50 oC for 10 seconds, and then ramped to 270 oC 

at a rate of 2 oC s-1.   
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 In order to test for needle trap breakthrough, 2 NTDs were linked in series, as shown in 

Figure 4.2. Hence, if breakthrough of the more volatile analytes from the first needle were to occur, 

they would be trapped onto the second for detection. 33,38 Membrane carryover was evaluated by 

simply performing a second desorption from the same membrane. This allowed for confirmation 

as to whether any residual analyte remained from the first analytical run. Each step of the validation 

process was performed a total of 3 times to ensure reproducibility of the system.   

 

Figure 4.2.  19-gauge NTD Breakthrough test configuration for the desorption of thin film membranes. 

 

4.2.8 Comparison of TFME extraction sensitivity using portable instrumentation 

In order to determine the signal enhancement provided by the DVB/PDMS/carbon mesh 

TFME membrane for portable GC/MS instrumentation, aqueous samplings of various pesticides 

were performed using four different extraction materials. These sorbents included two separate 

DVB/PDMS/carbon mesh membranes (4 cm × 4.85 mm L × W), 1 DVB/PDMS unsupported 
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membrane (4 cm Ĭ 5.0 mm, L Ĭ W), 1 Gerstel PDMS sorptive stir bar (1.5 cm long), and a 65 ɛm 

DVB/PDMS SPME fiber. The 10 ppb aqueous pesticide test mixture consisted of 2,4 

dichlorophenol, 2,4,6 trichlorophenol, phorate D10, carbofuran, atrazine, fonofos, chlorpyrifos, 

and parathion. Direct immersion extractions were performed at a magnetic stir rate of 1000 rpm 

from 300 mL of the 10 ppb pesticide standards, using the same sampling setup described by Riazi 

Kermani et al.47 A relatively short extraction time of 15 min was chosen to more closely replicate 

a realistic time that could be allotted for sampling when performing analyses on-site under the 

constraint of battery power. Three replicate extractions were performed for each of the 

aforementioned samplers, and runs were randomized to account for any potential signal drift of 

the mass analyzer. For this experiment, the column temperature was initially held at 65 °C for 35 

s, increased to 285 °C at a rate of 1.0 °C s-1 and then held for 60 s at this final temperature. 

4.2.9 Untargeted on-site determination of water contaminants in an industrially-impacted lake 
 

As a proof of concept, an entirely on-site TFME analysis of environmental lake water was 

performed at Silver Lake, located in Waterloo, Ontario. Water temperature was measured at 16.5 

°C at the time of analysis. TFME extractions were performed for 10 min at approximately 350 rpm 

using a modified power drill attachment, as shown in Figure 4.3. After sampling, the membrane 

was blotted dry with a Kimwipe and immediately inserted into the 3.5 in. sorbent tube for 

desorption, which was undertaken with the use of the prototype HVD module. The portable 

GC/MS was operated out of the back of a car parked next to the sampling site, using an on-site 

configuration constrained by a miniature helium cylinder and battery power. For this experiment, 

the column temperature was initially held at 45 °C for 35 s, then increased to 285 °C at a rate of 

1.5 °C s-1, and held there for 60 s. For untargeted analysis, the signal was reported as the peak 

height of the respective quantitative ion. In addition to mass spectral matching with the NIST 2005 
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database, a linear retention index plot was also used to confirm the identity of the unknown 

compounds found in the real water samples. To generate this plot a novel standard gas generating 

vial was prepared by spiking C7-C20 n-alkane standards into an unmodified. One-minute TFME 

extractions were performed at 60 oC while the same GC-TMS desorption and analysis method was 

used. 

 

Figure 4.3 Modified power drill set-up holding a 4 cm x 5 mm DVB/PDMS/carbon mesh TFME membrane. 

 

4.3 Results and discussion  

4.3.1 Physical characterization of the DVB/PDMS/Carbon mesh thin film membrane 
 

Sufficient physical strength and ease of handling are of utmost importance when 

considering the development and use of any new sampling device. If a membrane-based sampler 

is especially flimsy or fragile, it may prove inappropriate for the sampling of turbulent aqueous 

flows or when agitation is applied. Additionally, such a membrane would likely break after being 

submitted to a few desorptions. Furthermore, if any portion of the analytical operating procedure 

for the membrane is found to be exceedingly difficult or tedious, few analysts will be interested in 

adopting the technique, especially when nontechnical end users are concerned. In view of these 

requirements, the new DVB/PDMS/carbon mesh supported membranes were shown to exhibit 

great physical characteristics, while being much simpler to insert and remove from the desorption 

tubes than previous designs. The first thing to note when viewing the new membranes would be 

the rectangular 4.85 mm-wide design shown in Figures 4.4 and 4.5. This design is in stark contrast 
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to the 6 mm circular, and house-shaped membranes previously discussed in the literature.26,29,47 

By limiting membrane width to just under the 5 mm inner diameter of the desorption tubes, 

insertion, and removal of the samplers for analysis were made abundantly simpler. Conversely, 

even the small, 6 mm diameter membranes commonly proved difficult to desorb. Said membranes 

had a tendency to stick to the inside of the desorption tube, requiring a metal wire to be pierced 

through their surface, which could periodically lead to membrane breakage after prolonged use. It 

is worth noting nonetheless that the rollable house design possesses a surface area of 10 cm 2, 

which is markedly larger than the 3.88 cm2 provided by the 4 cm long rectangular membrane. 

However, to make up for this size difference, an analyst could simply insert multiple rectangular 

membranes side by side into the same desorption tube. The combination of high-density PDMS 

with the carbon mesh support was found to be advantageous for a multitude of reasons. First, 

although initial trials involving the preparation of unsupported DVB/PDMS membranes with the 

new high crosslink density PDMS had shown a substantial decrease in the amount of siloxane 

background upon analysis by GC/MS, these membranes were found to be exceedingly fragile, 

often breaking after the first use. In addition to providing additional extraction phase, the 

incorporation of the carbon mesh support had a rebar-in-concrete-like effect on the membrane 

structure, making the structure incredibly resistant to impact, and without a propensity to elongate 

or bend under stress. This rigidity proved especially useful for aqueous sampling. As shown in 

Figure 4.6, the 4 cm DVB/PDMS/carbon mesh membranes were shown to resist bending when 

direct immersion sampling was performed at 1000 rpm. Moreover, this strength allowed the 

membranes to be attached to a modified power drill, such that agitation could be performed during 

on-site water analysis. In fact, upon testing of the membrane architectures of both unsupported and 

supported designs, only those possessing a carbon mesh support resisted wrapping around the 
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cotter pin when agitated at 1300 rpm, although the 4 cm long carbon supported membrane was 

observed to bend into a persistent ñJò shape at these speeds. Furthermore, the only unsupported 

membrane to resist wrapping at 350 rpm was the smallest, 2 cm by 5 mm design. These results are 

graphically illustrated in Figure 4.7. Such physical stability is essential for a reliable environmental 

sampling of high-flow waterways such as river systems. Additionally, quicker extraction kinetics 

can be obtained by applying higher agitation rates; accordingly, this would allow for greater 

method sensitivity with shorter sampling times.29,120 

 

 

Figure 4.4 Evolution and design of DVB/PDMS extraction materials with, left-to-right: (1) a 65 ɛm 

DVB/PDMS SPME fiber, (2) an unsupported 6 mm diameter DVB/PDMS membrane, (3) a 2 cm × 4.85 

mm DVB/PDMS/carbon mesh membrane, (4) a 4 cm × 4.85 mm DVB/PDMS/carbon mesh membrane, and 

(5) a standard 3.5 in. sorbent tube. 
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Figure 4.5 Surface of a DVB/PDMS-coated carbon mesh support with an optical magnification of 11x. 

 

 

 
Figure 4.6  Direct immersion sampling of pesticides at 1000 rpm with, A) a 2 cm long, unsupported 

DVB/PDMS membrane, B) a 2 cm long DVB/PDMS/carbon mesh supported membrane, and, C) a 4 cm 

long DVB/PDMS/carbon mesh supported membrane.  
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Figure 4.7 Direct immersion sampling of various TFME membrane designs using the modified drill sampler 

at 350 rpm and 1300 rpm. 
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4.3.2 Comparison of siloxane backgrounds using different TFME chemistries 
 

 As previously stated, the main motivation of this study was to minimize the amount of 

siloxane bleed occurring from TFME membranes upon thermal desorption. Although a small 

amount of background may be considered acceptable for most GC methods, if too much 

background occurs, it may become difficult to resolve which peaks are associated with the sample, 

versus those attributed to the background. This difficulty holds especially true when untargeted 

analysis is performed. Additionally, excessive background can also contaminate the electron 

impact ion source of the mass spectrometer, resulting in fluctuations in the ionization of target 

analyte and an overall reduction in the life of the source. With these facts in mind, background 

levels of blank desorptions from three different DVB/PDMS/carbon mesh membranes were 

compared with levels found for three DVB/PDMS unsupported membranes.  

As demonstrated in Figure 4.8 below, the amount of bleed and associated background were 

substantially less when the high-density PDMS was used to prepare the TFME coating. Although 

it is difficult to comparatively quantitate background, a visual observation of the two stacked 

chromatograms clearly shows that the platinum catalyzed PDMS-based membranes exhibit a 

greater number of large bleed peaks than seen with the high-density PDMS-based design. 

Additionally, the height of these peaks was found to be much higher for the platinum catalyzed 

PDMS-based membranes. Hence, the newer membrane design was found to be far superior in 

terms of bleeding. In addition, considering that the larger 1.1 × 107 (height) siloxane peak obtained 

from the DVB/PDMS/carbon mesh membrane occurred so early in the chromatogram, this could 

be easily prevented by setting the solvent delay to 4 min. 
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Figure 4.8 Comparison of membrane bleed and associated siloxane background for, A) three unsupported 

platinum catalyzed DVB/ PDMS membranes and B) three high-density PDMS DVB/PDMS/carbon mesh 

supported membranes. All membranes were of similar size and desorbed at 250 °C using 60 mL min-1 of 

helium for 5 min. 
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4.3.3 Inter-batch reproducibility of the DVB/PDMS carbon mesh membranes   
 

 A test for the inter-batch reproducibility of the prepared DVB/PDMS/Carbon mesh 

supported TFME membranes indicated very reasonable similarity between the three batches of 

membranes prepared. This inter-batch similarity is most notably demonstrated by the results of 

one-way ANOVA testing (Table 4.1)  in which membranes prepared across all three batches were 

shown to be statistically similar regardless of the McReynolds probe being analyzed.  Where 

extractions were carried out such that benzene, the most volatile analyte, and, octane the least 

volatile analyte were at near-equilibrium and near-linear extraction kinetics respectively, the 

similar results amongst batches also strongly indicated that these membranes were in-fact similar 

in terms of both total sorbent volume and membrane surface area. It is also worth noting that the 

error bars shown in Figure 4.9 give an indication as to the intra-batch repeatability as replicate 

extractions were performed using different membranes from the same batch. The related %RSDôs 

which ranged from 6-12% was also considered quite reasonable for the chosen analytical 

methodology. Unfortunately, it was not statistically prudent to also perform 2-factor ANOVA 

testing as this data set fails the assumption that the absolute standard deviations must be similar 

between both factors tested, being membrane batch and analyte tested in this case   
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Figure 4.9: Inter-batch reproducibility of 3 separate carbon mesh supported DVB/PDMS TFME membrane 

batches. Extractions were performed from a McReynolds standard gas generating jar for 10 minutes at 55 
oC as to achieve near equilibrium conditions for benzene and near linear extraction kinetics for octane. 

 

Table 4.1    ANOVA testing at 95% confidence of inter-batch reproducibility of the DVB/PDMS/carbon 

mesh TFME. (Fcrit=5.14) 

Compounds Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane 

FTFME 2.86 1.68 2.01 4.77 2.89 0.41 

% RSD 7 6 7 12 8 6 

 

 

4.3.4 Validation of the portable high volume desorption module 
 

 Achieving complete desorption and transfer of all compounds extracted using TFME 

techniques is of the utmost importance when considering any new high-volume desorption device. 

Hence, care was taken to ensure that minimal or no membrane carryover and needle trap 

breakthrough were observable from the portable HVD prototype. Generally speaking, one would 

expect membrane carryover to be most prominent with semi-volatile, heavier compounds while 

the lighter, more volatile compounds would be the first to break through a needle trap device.12,23 
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With this in mind, the acetone and tetradecane components of the Calion-13 standard were the 

most critical for the evaluation. 

 As demonstrated in Figure 4.10, no needle trap breakthrough was detected in any of the 3 

replicate analyses performed. However, a very small amount (<2%) of tetradecane was found to 

carry over during one of the 3 runs performed. Considering that the levels of tetradecane extracted 

in this test were close to those required to overload the portable GC-TMS, this minuscule amount 

of carryover was not considered to be greatly significant. However, similar to precautions taken 

for standard SPME methods, it may be prudent to perform a carryover test on this system whenever 

a new type of sample is analyzed.  

 A more interesting point of discussion to be made from these results would be the poor 

chromatographic performance observed for early eluting analytes. This limitation is well known 

to occur with the Tridion-9 GC-TMS when highly volatile and concentrated compounds are 

analyzed using NTDs and, to a lesser extent, SPME while using a low-or-no split-flow. This occurs 

due to the relatively small amount of helium being passed through the NTD or past an SPME fiber 

as under splitless conditions, only 0.3 mL min-1 of helium passes through the injector and into the 

column during analysis. Hence, in splitless mode, any compound that is not completely refocused 

at the head of the GC column prior to oven ramping will have its peak width dictated by the time 

required to complete the desorption.  

As mentioned, a similar effect may be observed even when a regular SPME fiber is used. 

The standard operating procedure for the portable GC/MS includes an opening of the 10:1 split 

anytime high concentrations of volatile organic compounds (VOCs) are analyzed. This effect is 

markedly worse when NTD injections are performed. However, it was found that by using a 

modified GC-method, decent chromatography could still be obtained for compounds as volatile as 
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benzene while performing splitless desorption. Additionally, good signal and chromatography 

were still attained for semi-volatile components, suggesting that these issues should not hinder 

pesticide analysis.     

 

 

Figure 4.10 Examination of TFME membrane carryover and NTD breakthrough obtained with use of the 

portable high-volume desorption prototype. 3-second TFME extractions were performed at room 

temperature from a highly concentrated Calion-13 standard mixture, with a small amount (<2%) of 

tetradecane carryover detected for one of the 3 replicates. 

 

 

4.3.5 Improvement upon the sensitivity of portable GC/TMS instrumentation by use of 

DVB/PDMS/Carbon mesh membranes to extract a mixed pesticide sample 

 

As a demonstration of the advantages of the new DVB/PDMS/carbon mesh supported 

membranes, its extraction efficiency toward a pesticide mixture was directly compared with that 

of a standard 65 ɛm DVB/PDMS fiber, a 1.5 cm Twister PDMS sorptive stir bar, and an 

unsupported DVB/PDMS membrane of approximately the same size (4 cm × 5 mm). As the TFME 

membranes possessed a similar sorbent phase and dimensions, one would expect that they should 

extract a similar amount of analyte. Theoretically, this amount should be 25.3 times the amount 
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extracted via SPME at pre-equilibrium and 17.6 ± 2.2 times that amount once equilibrium had 

been achieved. 

 As shown in Figure 4.11 below, this result was accomplished with a surprising amount of 

congruency to this theory. With the exception of carbofuran, the 2 DVB/PDMS/Carbon mesh 

membranes were shown to extract a statistically identical amount of analyte as the unsupported 

DVB/PDMS membrane. However, standard deviations observed for the unsupported membrane 

were found to be much higher than any other sampler tested. As can be seen in Figure 4.12, this 

was likely due to the unsupported membrane flapping and folding during agitation at 1000 rpm. 

The amounts of 2,4-dichlorophenol, 2,4,6-trichlorophenol, Phorate D10, fonofos, chlorpyrifos, 

and parathion extracted by TFME were found to increase by factors of 21.2, 19.8, 18.5, 18,4, 26.8, 

and 23.7, respectively, when compared with a standard 65 ɛm DVB/PDMS fiber. Unfortunately, 

carbofuran and atrazine generated poor signals on the portable GC-TMS system, resulting in no 

detection for either compound when the SPME fiber and Twister sorptive stir bar were used. This 

result was a bit perplexing, as both compounds generated good signals when analyzed using 

benchtop GC/MS instrumentation. Additionally, when TFME was used, the signal for earlier 

eluting analytes was only found to increase by an approximate factor of 20, instead of 25.3. A 

potential explanation for this finding could be that more volatile analytes were beginning to 

approach equilibrium within the thinner membrane coatings (40 Ñ 5 ɛm per side). Conversely, the 

thicker 65 ɛm fibers would instead require a greater amount of time to begin exhibiting nonlinear 

extraction kinetics. Hence, equilibrium kinetics may explain why the factors for these more volatile 

analytes fell closer to the theoretical value of 17.6 ± 2.2 expected for an equilibrium extraction, 

where sorbent volume Vf, fiber constant Kfs, and sample concentration Cs determine the amount 

of analyte extracted, as shown in Eq 4.2.5,22,113 
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        ὲ ὑ ὠz  zὅ                                                   Eq. 4.2 

 Additionally, to rule out nonlinearity of the toroidal-ion-trap detector, a rough calibration 

curve from 100 ppt to 50 ppb was prepared using the DVB/PDMS/carbon mesh membrane by 

applying the same extraction conditions as before. This plot can be found in Figure 4.12. As further 

shown in Figure 4.13 the obtained results demonstrated that 2,4-dichlorophenol, 2,4,6-

trichlorophenol, Phorate D10, fonofos, chlorpyrifos, and parathion could all be detected using a 

selected ion chromatogram at 100 ppt. However, only 2,4-dichlorophenol, 2,4,6-trichlorophenol, 

and Phorate D10 gave a high enough signal-to-noise ratio at 100 ppt to be included in this 

calibration plot. It is worth mentioning that a test for membrane carryover was also performed at 

10 ppb (Figure 4.14), confirming that there was no significant carryover originating from the 

TFME device or the transferring NTD.  

 Furthermore, in a later study performed using the benchtop TFME-TDU-GC/MS 

methodology, it was again confirmed that DVB/PDMS TFME membranes originating from the 

use of high-density PDMS and the carbon mesh support provided identical extraction efficiencies 

when compared to unsupported membranes prepared with the lower density, and higher bleed 

PDMS. It is worth noting however that the 23 pesticides investigated in this additional study 

remained in the pre-equilibrium regime of the extraction time profile at the chosen 30 minute of 

extraction time. Being in pre-equilibrium, and exhibiting near linear extraction kinetics would 

mean that surface area considerations would still dictate any observed changes in analyte uptake 

and total volume considerations would not play a role in relative extraction efficiencies. These 

results, shown in Figure 4.15 below, also show the importance of including DVB particles in the 

sorbent coating.  

Unlike the DVB/PDMS composite, membranes prepared with pure PDMS come to 

equilibrium with the sample for the target pesticides very quickly during extraction. This quick 
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equilibrium for pure PDMS membranes, brought on by a lower analyte-sorbent affinity (lower 

Kfs), resulted in extraction amounts for most of the selected pesticides several orders of magnitude 

lower than that of the DVB/PDMS TFME counterparts.       

 
Figure 4.11 Comparative pesticide extraction efficiencies on portable GC-TMS instrumentation between 

two DVB/PDMS/carbon mesh membranes (3.88 cm2), an unsupported DVB/PDMS membrane (4.0 cm2), 

a 1.5 cm Twister PDMS sorptive stir bar, and a standard 65 ɛm DVB/PDMS SPME fiber. Direct immersion 

extractions were performed from 300 mL of a 10 ppb pesticide mixture for 15 min at room temperature and 

1000 rpm agitation. Sensitivity improvement factors obtained with the use of a DVB/PDMS/carbon mesh 

in lieu of a standard DVB/PDMS fiber are also shown. 
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Figure 4.12 External calibration curve and linear range of the pesticide mixture using TFME on the portable 

GC/TMS instrument. Direct immersion extractions were performed with a DVB/PDMS/carbon mesh 

membrane (3.88 cm2) from 300 mL of the appropriate concentration pesticide mixture for 15 minutes at 

room temperature while applying 1000 rpm agitation.  

 

 
Figure 4.13 Selected ion chromatogram showing raw signal obtained on the Tridion-9 GC/TMS after a 15-

minute extraction was performed at 1000 rpm using a DVB/PDMS carbon mesh supported TFME device 

from 300 mL of a 100 ppt aqueous pesticide solution.  
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Figure 4.14  Reconstructed ion chromatogram showing raw signal obtained during a carry-over test (second 

desorption) after sampling a 10 ppb solution. Desorptions were carried out at 250 oC for 5 minutes using 

35 mL min-1 of helium for the TFME desorption to the NTD. Results show no significant carry-over from 

the DVB/PDMS carbon mesh supported TFME device or the NTD used to transfer analyte. 
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Figure 4.15 Comparison of the extraction efficiency of the various membrane chemistries with extractions 

performed from 300 mL of DI water spiked at 5 µg L-1 for 30 min extraction at 900 rpm and using 30 % 

NaCl, (n=3). 

 

 

4.3.6 Untargeted on-site determination of water contaminants in an industrially-impacted lake 
 

As a final proof of concept, it was important to show that the entire system could be 

employed entirely on-site. Henceforth, an untargeted analysis was performed for Silver Lake, 

situated in Waterloo, Ontario. This location was chosen because of concurrent construction of a 

light rail bridge at the inlet of the lake. The portable GC/MS was run on battery power alone; 

hence, only three replicate 10 min extractions were performed from the lake. Adding in the 5 min 

required for desorption and the 5 min needed for analysis, each run required 20ī25 min in addition 

to 30 min required for the instrument to warm up and run performance validation. Recognizing 
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these shorter extraction times, it was very advantageous to be able to perform sampling with the 

modified power drill to improve the extraction kinetics and, consequently, method sensitivity. 

Interestingly enough, a number of anthropogenic compounds that could be attributed to the 

ongoing construction were detected during analysis. These compounds, which are listed in Table 

4.2 below, included toluene (T), ethylbenzene (E), xylene (X), 2,2,4-trimethyl-1,3-pentanediol 

diisobutyrate (TXIB), and tris(1-chloro-2-propyl)phosphate (TMCP). Identification of the 

unknowns was performed by comparing the generated mass spectra to those within the NIST mass 

spectrometry database, followed by confirmation using an n-alkane linear retention plot which was 

generated via analysis of highly re-usable C7īC20 n-alkane standard headspace generating vial.3,23 

The presence of TEX was not entirely surprising, considering that multiple gas-powered pumps 

were used to bypass the water around the railway bridge during construction. Hence, it is very 

likely that small amounts of gasoline may have been spilled into the waterway. 

 The detection of TXIB and TMCP proved to be a little bit more intriguing. These 

compounds, which are commonly used as a plasticizer and flame-retardant, respectively, were 

found to generate a considerable signal. Further investigation of the construction site indicated that 

on the day of sampling, workers were in the process of applying polymer-reinforced concrete to 

the bridge. It is possible that this polymer component may have contained the aforementioned 

compounds; however, this is purely speculation.  

Regardless, for the purposes of this experiment, it could be concluded that the on-site 

method worked appropriately for qualitative untargeted aqueous sampling. Additionally, it was 

reassuring to see that the method response was, for the most part, reproducible even though only 

three runs were performed. This would indicate that if a target analyte were selected, it should be 

possible to perform semiquantitative analysis completely on-site using this system. 
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Table 4.2 Compounds detected in Silver Lake, Waterloo, Ontario, with likely anthropogenic origins. 

Compound RT(s) Quant ion Exp LRI NIST LRI Signal (AVG) SD %RSD 

Toluene 55.80 91 779 794 1740 72 4 

Ethylbenzene 72.59 91 873 864 7035 1151 16 

Xylene 77.13 91 901 896* 1913 592 31 

TXIB 152.94 71 1612 1605 35725 2476 7 

TMCP 169.68 99 1827 1814 14157 2865 20 

Extractions were performed directly from 16.5 °C lake water with a DVB/PDMS/carbon mesh membrane, using a modified 

power drill at 350 rpm for 10 min. Desorption and analysis were performed on-site using a portable GC/MS and desorption unit. 

Reported for ortho-xylene. TXIB 2,2,4-Trimethyl-1,3-pentanediol diisobutyrate. TMCP Tris(1-chloro-2-propyl)phosphate. 

 

4.4 Conclusion and future directions  

         A novel carbon-mesh-supported DVB/PDMS TFME membrane based on a high-density 

PDMS prepolymer for the trace level detection of volatile and semivolatile organic compounds is 

proposed in this study. Many benefits over the previous TFME designs were demonstrated herein. 

Use of the carbon mesh support was shown to greatly enhance the physical strength of these 

membranes while limiting the membrane shape to a rectangle of width just under 5 mm allowed 

for easy operation and desorption. Furthermore, this design allowed for the direct immersion 

sampling of turbulent water systems without any major bending or twisting of the sorbent. More 

importantly, the use of a high-density PDMS was shown to drastically reduce the amount of 

siloxane bleeding observed during thermal desorption. Furthermore, it was shown that these TFME 

membranes could not only be used on standard benchtop instrumentation but could also be coupled 

to hand-portable GC-TMS instrumentation by use of a prototype high volume desorption unit and 

commercially available 19-gauge needle traps. It was demonstrated that no significant analyte loss 

could be detected from the HVD prototype, even when a large amount of a broad volatility 

multicomponent standard was used. This concept was further explored by performing an entirely 

on-site investigation of water contamination in a construction-impacted lake, where a number of 

anthropogenic compounds were detected. Most importantly, when short 15 min extractions were 

performed from a 10 ppb aqueous pesticide mixture, these membranes were shown to provide 
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upward of 26.8 times more signal than a comparable DVB/PDMS fiber. Hence, TFME can be used 

to perform much more rapid on-site sampling while still generating signals comparable to what 

could be attained from longer SPME extractions.  

      Ultimately, the work performed with these DVB/PDMS/ carbon mesh supported membranes 

could very well decrease the generally high detection limits associated with portable 

instrumentation to levels more in-line with those observed on benchtop GC/MS instrumentation. 

Furthermore, if coupled with these benchtop instruments, detection limits could be driven even 

lower than what is currently obtainable. 
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Chapter 5 On-site and inter-laboratory validation and comparison of TFME technologies  

Preamble 

A portion of the materials in this chapter has been published as a research article: Hamed Piri-

Moghadam, Emanuela Gionfriddo, Angel Rodriguez-Lafuente, Jonathan J Grandy, Heather L 

Lord, Terry Obal, Janusz Pawliszyn; Inter-laboratory validation of a thin film microextraction 

technique for determination of pesticides in surface water samples; Anal. Chimica Acta., 2017, 

964, pp. 74-84.  All of the materials from Sections 5.2.1, 5.2.3, 5.2.4, 5.2.5 5.3.1 and 5.3.2 and 
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5.1 Introduction  

Considering the impact of pesticide residues on the environment and human health, several 

priority lists comprising maximum contaminant levels (MCLs) have been established by the US 

environmental protection agency (US EPA) and EU regulations121ï124 to monitor the quality of 

drinking, surface, and groundwater. Today, several official techniques,122,123 including liquid-

liquid extraction (LLE) and solid phase extraction (SPE), are available for determination of 

contaminants (e.g. pesticides and polycyclic aromatic hydrocarbons, PAHs122,123) in water 

samples. Nonetheless, critical challenges still remain in as far as carrying out accurate quantitation 

of some groups of compounds (e.g. hydrophobic and labile compounds). In many analytical 

procedures involving the determination of compounds characterized by medium to high 

hydrophobicity, common sources of errors that result in poor accuracy in quantitation are often 

https://doi.org/10.1016/j.aca.2017.02.014
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associated with loss of compounds during the transfer of water samples from the sampling site to 

the laboratory. In such cases, compound loss may stem from the adsorption of target analytes to 

the surface of the sampling/collection bottle, and/or their degradation during transportation. 

 LLE is currently one of the most popular techniques used in contract laboratories for 

analyses of water samples.122 Apart from being time-consuming and tedious, LLE uses toxic 

solvents for extraction of compounds, which subsequently generate hazardous waste.8,122,125 

Aiming to reduce the use of organic solvents, SPE has also become established as a well-known 

official method that is commonly used in contract laboratories for analysis of water samples. 

However, loss of hydrophobic compounds during transportation to laboratories, as well as the need 

for elution of the sample through the cartridge and filtration (if necessary for removal of suspended 

particles) are major drawbacks of this technique.125 Further, the use of hazardous solvents and the 

generation of waste also limit the applicability of the SPE technique. Application of 

microextraction methodologies such as solid phase microextraction (SPME), which replaces 

organic solvent with a solid phase, is an alternative approach that moves towards green sample 

preparation. 

 Solid-phase microextraction (SPME) was developed in the early 1990s126 as a promising 

and innovative solvent-free technique that eliminates the need for toxic solvents and simplifies the 

method of extraction and analysis for a wide range of applications.1,127ï137 Indeed, SPME has been 

demonstrated to provide similar accuracy and precision as that offered by the accredited method 

for water analysis.8,25 Given the several features afforded by SPME, such as the various available 

geometries,29,138,139 biocompatibility,128 and open-bed extraction, SPME-based technologies have 

been used in several applications (e.g. in-vivo and on-site extraction) that could not be otherwise 

carried out by application of LLE and SPE techniques.125,140ï142 However, SPME and SPE share a 
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common limitation in regards to the analysis of hydrophobic compounds. While previous SPME-

based studies have had some success in improving the accuracy of results for hydrophobic 

compounds,143,144 the development of environmentally friendlier, simplified, and more universal 

methodologies that can be adopted for industrial applications is still highly demanded.   

The goal of the current study encompasses the development of new green strategies to 

improve the accuracy of quantitation, particularly for hydrophobic compounds, by application of 

two new approaches, which utilize in-bottle TFME and on-site TFME. Aiming to provide a 

procedure that allows for the implementation of the entire analytical procedure on-field, a method 

based on drill-TFME for extraction of compounds from the river, followed by on-site portable 

GC/MS analysis was also designed.  

5.2 Materials, instrumentation, and experimental methods 

5.2.1 Chemical and materials  
 

Pesticide mixtures, including triazines, organophosphorus pesticides (OPPs), and 

carbamates in acetonitrile (ACN), were purchased from AccuStandard (New Haven, CT, USA). 

Pure standards of chlorophenols, trifluralin, and methyl parathion were obtained from Sigma-

Aldrich (Oakville, ON, Canada). Internal standards, including 3,5-dichlorophenol-d3, trifluralin-

d14 and metolachlor-d6, and diazinon d-10 were prepared from CDN Isotopes (Pointe-Claire, QC, 

Canada). The solubility and polarity of the studied pesticides are provided in Table 5.1. DVB 

particles (5 µm diameter) and high-density PLOT PDMS, used in the preparation of the mesh 

supported membranes, were obtained from Supelco (Bellefonte, PA, U.S.A). The SYLGARD 184 

silicone elastomer mix used in the preparation of the unsupported membranes was acquired from 

Dow Corning (Midland, MI, U.S.A.). Nano pure water was obtained using a 

Barnstead/Thermodyne Nanopure ultra-pure water system (Type 1 water grade) for method 



117  

 

development. A mixture of standards at different concentrations was prepared in ACN by diluting 

stock solutions for preliminary experiments, method development, and preparation of calibration 

levels.  

Table 5.1 List of target pesticides and their physiochemical properties.  

Analytes Log P Boiling 

point (oC) 

Molecular 

weight (Da) 

Henry's law 

constant  

(atm-3/MOLE)  

Water solubility 

at 25°C  (mg L-1) 

Metribuzine 1.3 312.4 214.28 1.81E-12 1304 

Carbofuran 1.76 313.3 221.25 1.63E-09 320 

Bendiocarb 1.86 298.8 223.08 6.58E-11 45.7 

Cyanazine 2.19 442.4 240.69 1.86E-12 96.4 

Simazine 2.28 365.8 201.65 3.37E-09 589 

Carbaryl 2.4 329.3 201.22 3.14E-09 416 

Atrazine 2.63 368.5 215.00 4.47E-09 214 

Methyl parathion 2.78 334.7 263.2 1.68E-07 29.4 

Alachlor 2.92 404 269.76 2.23E-08 18.7 

Malathion 2.92 385.1 330.35 8.39E-10 78.5 

Metolachlor  3.00 406.8 283.79 1.49E-09 50.9 

2,4-dichlorophenol 2.99 210.0 163.00 2.94E-05 3282.1 

Prometryn 3.44 401.1 241.35 9.09E-09 26.6 

2,4,6 trichlorophenol 3.58 246.0 197.5 - - 

Phorate 3.67 296.0 260.37 1.58E-06 18.9 

Diazinon 3.81 353.9 304.34 8.73E-08 6.4 

Ethyl parathion 3.84 375 291.26 2.96E-07 3.4 

2,3,4,6 

tetrachlorophenol 

4.17 267.7 231.89 1.69E-07 17.9 

Terbufos 4.37 319.6 288.43 2.78E-06 2.1 

Chloropyrifos 4.77 375.9 350.58 2.52E-06 0.4 

Pentachlorophenol 4.78 309.5 266.3 1.25E-07 3.1 

Trifluralin  5.41 369.1 335.29 2.12E-04 0.2 

Triallate 6.18 322.1 304.66 10.39 1.4 
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5.2.2 Instrumental analysis method (benchtop GC/MS and portable GC/MS) 
 

Analysis of the targeted pesticides on bench-top instrumentation was performed by the 

Agilent GC 6890A instrument with a 5973C Series MS detector (Agilent Technologies, CA, 

U.S.A.). For thermal desorption of the compounds from the membrane, a cooling injection system 

4 (CIS 4) equipped thermal desorption unit (TDU) was used (GERSTEL, M¿lheim an der Ruhr, 

GE). TFME devices were transferred into the TDU unit using the automatic injection multipurpose 

system 2 (MPS2) autosampler provided by GERSTEL. Chromatographic separation of the selected 

pesticides was attained with use of the DB-5.625 capillary column (length of 30 m, 0.25 mm ID, 

0.25 µm film thickness), provided by Agilent J&W (Santa Clara, U.S.A). Helium at 99.999% 

purity provided by Praxair (Kitchener, Canada) was used as carrier gas, at a flow of 1.2 mL/min. 

For chromatographic separation of the target analytes, the temperature programming was applied 

under the following conditions: initial oven temperature set at 50 °C for 2 minutes, which was 

increased to 220 °C at 12 °C/min, and then increased to the final temperature of 280 °C at a 8 

°C/min and held for 1 minute, for a total run time of 24.7 minutes. Injection of the compounds was 

accomplished in the solvent vent/splitless mode. Desorption of the compounds in the TDU unit 

was attained by temperature programming initially started at 40 °C for 30 seconds and then 

increased to final desorption temperature of 250 °C at 700 °C/min. Liquid nitrogen (Praxair, 

Kitchener, Canada) was used cryofocus the desorbed analytes in the CIS 4 at -80 °C, and after 

completion of desorption, the CIS was heated to 270 °C at 12 °C/s to transfer the compounds to 

the column. Selected ion monitoring (SIM) mode (with ion groups shown in Table 5.2)  of mass 

spectrometry was used for detection of compounds with electron impact ionization at 70 eV with 

the transfer line temperature of 290 °C, the MS source temperature of 230 °C, and the MS 

quadrupole temperature of 150 °C. 
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The on-site portions of the current study were performed using a Tridion-9 portable GC-

MS and a corresponding SPS-3 thermal desorption unit (Perkin Elmer, American Fork, Utah). 

Transfer of compounds extracted by the TFME membranes to NTDs was performed using the 

SPS-3 module at a temperature of 250 oC for 5 minutes, using a helium flow of 35 mL/min. Aiming 

to maximize sensitivity while preventing any needle carryover, injections of the NTD device onto 

the Tridion-9 were carried out at 280 °C for 5 s in splitless mode, followed by the opening of the 

10:1 split for 5 s, and then further opening of the 50:1 split for a final 30 s. Chromatographic 

separations were performed using a low thermal mass (LTM) MXT-5 (5 m Ĭ 0.1 mm Ĭ 0.4 ɛm) 

Siltek-treated stainless steel column (Restek Co. Bellefonte, PA). For chromatographic 

separations, the column was initially held at 40 oC for 20 seconds and then ramped to 270 oC at a 

rate of 1.5 oC/s where it was held for 50 s. The ion-trap heater was set to 155 °C with a transfer-

line temperature of 250 °C during analysis. Ionization was performed using an electron-gun EI 

ion-source, and the trap was operated in a full scan mode in the ranges of 43ī500 m/z). The on-

site stability of the Tridion-9 portable GC-TMS was also evaluated by use of a BTEX standard gas 

generating vial held at 35 oC using the battery operated heating block assembly (constructed at 

University of Waterloo Science Electronics Shop). All on-site TFME samplings were performed 

directly from the river water at 2000 rpm for 10 minutes using a custom built TFME sampling case 

(PAS technologies, Germany).  

TFME devices were prepared using a bar coating method that incorporates the use of an 

Elcometer 4340 automatic film applicator (Elcometer Inc., Manchester, UK), in accordance with 

the procedure described in Section 4.2.4 of this thesis The 19-gauge Tenax/Carboxen needle trap 

device (NTD) was purchased from the Torion Technology division of Perkin Elmer (American 

Fork, Utah).  
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Table 5.2 SIM parameters of the selected pesticides.  

Group Group Start  

Time (min) 

Ions in group (m/z)  

2,4 Dichlorophenol 9.00 162, 164, 98 

2,4,6 Trichlorophenol 9.70 196, 198, 200, 97 

IS-3,5 dichlorophenol-d3 11.70 165, 167 

Picloram 13.00 196, 198, 200 

2,3,4,6 Tetrachlorophenol 13.60 230, 232, 234 

IS-Trifluralin-d14 14.00 267, 315 

Trifluralin &Bendiocarb 14.63 126, 151, 166, 264, 306 

IS-Phorate-d10 14.82 99, 131, 270 

Phorate 14.93 97, 121, 260 

Carbofurane & Simazine & Atrazine 15.20 149, 164,173, 186, 201, 173, 200, 215 

Pentachlorophenol 15.58 264, 266, 268 

Terbufos & IS-Diazinon-d10 15.69 57, 231, 103,138,183,314 

Diazinon 15.79 137, 179, 304 

Triallate 16.00 86, 268, 270  

Metribuzine 16.50 144, 198, 199 

Methyl parathion & Alachlor 16.73 109, 125, 263,45, 160, 188 

Carbaril & Prometryn 16.87 115, 116, 144, 184, 226, 241 

Malathion 17.20 93, 125, 127, 173 

IS-Metalachlor-d6 & Metolachlor &  

Chlorpyrifos & Cyanazine 

17.41 166, 242,162, 238,197, 199, 314,225, 240 

Ethyl parathion 17.61 97, 109, 291 

*ions listed by relative peak height and group with ion isomers 

5.2.3 LLE-GC/MS official method  
 

A Standards Council of Canada (SCC) accredited method based on LLE and GC/MS was 

used at Maxxam to analyze the split samples. In summary, 800 mL of each sample was extracted 

sequentially with dichloromethane after pH adjustment to acidic, neutral, and basic conditions, the 

combined extracts were concentrated, and an aliquot injected onto a GC/MS instrument. Maxxam's 
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standard operating procedure used in this study is based on US EPA method 8270, with three main 

modifications: SIM mode was used instead of the full scan analysis as specified by the EPA 

method; liquid extraction was performed in the original glass bottle submitted, whereas the EPA 

method requires the water sample to be transferred into a separatory funnel prior to extraction; and 

the amount of dichloromethane used for extraction was 50 mL instead of the 60 mL specified in 

the EPA method. 

5.2.4 Optimized extraction and analytical procedure using TFME-TDU-GC/MS 
 

During method development, 30 mL of nanopure water was added to an amber glass vial 

(40 mL) and pH was adjusted to 2.5 (±0.1) by phosphate buffer to achieve higher extraction 

efficiency for chlorophenol pesticides.8 9 mg of NaCl was added and extraction was performed at 

900 rpm for 30 min. The internal standard at 0.5 mg L-1 was added to the sample for validation. In 

order to compare the PDMS membrane with the PDMS/DVB membranes, 300 mL of sample was 

used to avoid the possibility of exhaustive extraction. After extraction, the membranes were 

transferred to a TDU tube followed by an automated injection using the Gerstel autosampler.  

5.2.5 Preparation and distribution of double-blind split samples 
 

Surface water samples were collected from the Grand River at different locations in 

Waterloo, ON, Canada. A complete characterization of the water samples was performed before 

the pesticide analyses. Samples were verified as ñnon-detectò for the selected pesticides, then 

spiked with the target compounds and internal standards at different concentration levels. The 

fortified samples were split, coded and submitted to Maxxam Analytics (Maxxam) and the 

University of Waterloo on a blind basis for non-biased analysis. Three batches of surface water 

samples (18 samples in total) were collected within 3 months and analyzed for quantitation of 23 

pesticides. Results from the accredited LLE methodology performed by Maxxam and the new 
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TFME-TDU-GC/MS method were compared in terms of method limits of quantitation MLOQôs, 

analytical accuracy, and Eco-scale greenness relating to the environmental impact of the applied 

technique   

5.2.6 Design and development of an on-site TFME sampling case and bottle sampling apparatus 
 

Figure 5.1a shows the apparatus designed for the in-bottle TFME strategy, including a 1 L 

bottle equipped with a Teflon home-built adaptor, which was employed to hold the membrane in 

the bottle through the use of a disposable fluorocarbon thread (Berkely fishing line). A 

PDMS/DVB thin film coated onto carbon mesh fabric was used for evaluation of the developed 

methods. The bottle was filled (1 L) with nano-pure water for method development, while surface 

water was utilized in real sample analyses.  

The second employed strategy consisted of on-site application of the TFME membranes 

using the designed portable sampling case, which was capable of controlling the speed and time 

of agitation, and was equipped with a head to hold the multi-TFME devices. Compared to a 

commercial drill, the newly designed sampling case provides higher agitation rates (up to 4500 

rpm) with controlled sampling times, and a longer battery life that exceeded several hours, 

facilitating on-site extractions from river waters. Figure 5.1b shows the accessory and other 

instruments used for on-site TFME, including the sampling case, multi-TFME holder, portable 

GC/MS, needle trap device (used to transfer analytes into the instrument), and standard gas 

generation vial (used to run QC).  
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Figure 5.1 Developed sampling strategies based on, A) In-bottle TFME and, B) On-site TFME using drill 

accessories and a portable GC/MS instrument.  
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5.3 Results and discussion  

5.3.1 Validation of analytical performance of the TFME-TDU-GC/MS method 

 

The validation of the developed method was carried out under the optimized conditions 

described in Section 5.2.4. Blanks containing the selected internal standards were analyzed to 

determine noise levels for evaluation of the limits of detection (LOD) and limits of quantification 

(LOQ) defined as signal-to-noise ratio (S/N) equal to 3 and 10, respectively. As shown in Tables 

5.3 and 5.4, The PDMS/DVB and PDMS/DVB carbon-mesh supported membranes show high and 

comparable sensitivity, resulting in low ng L-1 detection limits for most of the compounds studied. 

LODs in the range of 0.01-0.25 mg L-1 and LOQ between 0.025 and 0.5 mg L-1 for both membranes 

for the 23 pesticides tested. The linear dynamic range (LDR), also shown in Tables 5.3 and 5.4, 

was evaluated with 10-12 calibration points over 0.025-10.0 mg L-1 with all analytes showing good 

correlation to signal (R2 > 0.99). With such a broad linear range, weighted linear regression (1/x2) 

was applied in order to attain the best fitting data and to improve the accuracy of quantitation at 

lower concentration levels.145 It should be noted that un-weighted linear least squares regression 

provides more weight to higher concentration points leading to poor fitting at lower concentrations. 

Tables 5.3 and 5.4 and summarize the method validation data obtained for both membranes. The 

detection limits for the developed method for all the studied pesticides not only meet the 

requirements reported by US EPA but for some compounds, are about 2 orders of magnitude lower 

than the dictated MCLs. The high extraction efficiency of the membranes is related to the larger 

volume and surface area of the extraction phase and therefore capacity and kinetics of the 

membrane extraction phase.49 It is worth noting that these LODs were achieved with a 30 min (in 

pre-equilibrium regime) extraction time. LODs could be further decreased by using larger 

membranes, increasing the extraction time and/or using a larger amount of sample, assuming that 
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extraction was neither exhaustive nor negligible. On the other hand, in cases where faster analytical 

throughput is needed, shorter extraction times could be used, while still meeting or exceeding the 

US EPA MCLs. The accuracy of the method was evaluated at three levels of concentration 

including 0.06 mg L-1; 0.6 mg L-1; and 4 mg L-1, representing low, medium and high concentration 

levels within the linear dynamic range. Each concentration level was analyzed in triplicate. As 

reported in Tables 5.3 and 5.4, all compounds showed good accuracy with reasonably good 

precision as indicated by RSD values in the range of 2-20%. Given the high stability of the 

membranes at the chosen experimental conditions, long membrane lifetime was also achieved.  
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Table 5.3 Method validation data summary for unsupported DVB/PDMS membrane. 

 

LOD = limit of detection      LOQ = limit of quantitation       LDR = linear dynamic range  

 

 

 

 

 

 

Pesticides 

LOD 

(µg L-1) 

(n=3) 

LOQ 

(µg L-1) 

(n=3) 

LDR 

(µg L-1) 

(n=3) 

R2 Slope Intercept Internal standard 

Accuracy (n=3) Precision (RSD %) (n=3) 

0.06 

µg L-1 

0. 60 

µg L-1 

4.0 

µg L-1 

0.06 

µg L-1 

0. 60 

µg L-1 

4.0 

µg L- 

2,4-DCP 0.025 0.050 0.050-10.0 0.996 0.00220 -0.0037 3,5-DCP-d3 90 % 104 % 93 % 9 % 8 % 4 % 

2,4,6-TCP 0.010 0.025 0.025-5.0 0.996 0.00186 0.0027 3,5-DCP-d3 94 % 98 % 90 % 5 % 4 % 6 % 

2,3,4,6-TeCP 0.010 0.025 0.025-5.0 0.991 0.00164 0.014 3,5-DCP-d3 87 % 99 % 107% 8 % 12 % 20 % 

Trifluralin 0.025 0.05 0.050-10.0 0.998 0.00242 -0.039 Trifluralin-d14 101 % 74 % 88% 17 % 20 % 17 % 

Bendiocarb 0.010 0.025 0.025-10.0 0.998 0.00228 0.00023 3,5-DCP-d3 97 % 106 % 96 % 6 % 6 % 3 % 

Phorate 0.10 0.25 0.25-10.0 0.998 0.00106 0.22 Phorate-d10 ND 70 % 123 % ND 18 % 10 % 

Carbofurane 0.050 0.10 0.10-10.0 0.996 0.00134 0.052 3,5-DCP-d3 ND 123 % 90 % ND 17 % 7 % 

Simazine 0.075 0.25 0.25-5.0 0.997 0.000374 -0.0043 Metalachlor-d6 ND 89 % 122 % ND 12 % 8 % 

Atrazine 0.075 0.25 0.25-5.0 0.996 0.000975 0.057 Metalachlor-d6 ND 101 % 111 % ND 10 % 5 % 

PCP 0.050 0.10 0.10-5.0 0.991 0.00121 0.081 3,5-DCP-d3 ND 115 % 95 % ND 16 % 9 % 

Terbufos 0.10 0.25 0.25-5.0 0.997 0.00469 0.43 Diazinon-d10 ND 100 % 101 % ND 12 % 9 % 

Diazinon 0.025 0.050 0.05-10.0 0.999 0.00289 0.0065 Diazinon-d10 112 % 97 % 117 % 6 % 14 % 3 % 

Triallate 0.025 0.050 0.05-10.0 0.991 0.00134 0.036 3,5-DCP-d3 82 % 123 % 91 % 11 % 22 % 13 % 

Metribuzine 0.050 0.10 0.10-5.0 0.999 0.00187 -0.052 Diazinon-d10 ND 128 % 130 % ND 3 % 13 % 

Methyl parathion 0.25 0.50 0.50-5.0 0.987 0.00451 0.063 Diazinon-d10 ND 85 % 88 % ND 22 % 12 % 

Alachlor 0.025 0.050 0.050-10.0 0.998 0.00128 -0.0030 Metalachlor-d6 107 % 100 % 98 % 2 % 4 % 19 % 

Carbaryl 0.050 0.10 0.10-10.0 0.991 0.00179 0.12 3,5-DCP-d3 ND 128  % 82 % ND 17% 5 % 

Prometryn 0.025 0.075 0.075-5.0 0.993 0.000690 0.032 Metalachlor-d6 ND 129 % 108 % ND 20 % 4 % 

Malathion 0.25 0.50 0.50-10.0 0.986 0.00302 0.99 Diazinon-d10 ND 98 % 103 % ND 20 % 16 % 

Metalachlor 0.010 0.025 0.025-10.0 0.999 0.00313 0.011 Metalachlor-d6 107 % 85 % 115 % 3 % 10 % 20 % 

Chlorpyrifos 0.050 0.10 0.10-2.50 0.993 0.00208 0.069 Diazinon-d10 ND 87 % 99 % ND 20 % 2 % 

Cyanazine 0.050 0.10 0.10-10.0 0.999 0.000765 0.0033 Metalachlor-d6 ND 87 % 110 % ND 9 % 20 % 

Ethyl parathion 0.025 0.050 0.050-2.50 0.996 0.00318 -0.082 Diazinon-d10 123 % 101 % - 17 % 14 % - 
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Table 5.4 Method validation data summary for the carbon mesh supported DVB/PDMS membrane. 

LOD = limit of detection      LOQ = limit of quantitation       LDR = linear dynamic range 

 

 

 

 

 

Pesticides 

LOD 

(µg L-1) 

(n=3) 

LOQ 

(µg L-1) 

(n=3) 

LDR 

(µg L-1) 

(n=3) 

R2 Slope Intercept Internal standard 

Accuracy (n=3) Precision (RSD %) (n=3) 

0.06 

µg L-1 

0. 60 

µg L-1 

4.0 

µg L-1 

0.06 

µg L-1 

0. 60 

µg L-1 

4.0 

µg L-1 

2,4-DCP 0.050 0.10 0.10-5.0 0.991 0.00198 -0.068 3,5-DCP-d3 ND 96 % 98 % ND 20 % 2 % 

2,4,6-TCP 0.025 0.050 0.050-5.0 0.992 0.00172 -0.013 3,5-DCP-d3 112 % 101 % 94 % 10 % 8 % 3 % 

2,3,4,6-TeCP 0.01 0.025 0.025-10.0 0.994 0.00185 0.0064 3,5-DCP-d3 89 % 104 % 92 % 12 % 10 % 6 % 

Trifluralin 0.025 0.050 0.050-10.0 0.994 0.00239 -0.0086 Trifluralin-d14 130 % 115 % 122 % 10 % 17 % 3 % 

Bendiocarb 0.025 0.050 0.050-5.0 0.993 0.00230 0.0054 3,5-DCP-d3 95 % 110 % 96 % 7 % 13 % 8 % 

Phorate 0.10 0.25 0.25-5.0 0.999 0.000946 0.27 Phorate-d10 ND 77 % 98 % ND 15 % 10 % 

Carbofurane 0.050 0.10 0.10-5.0 0.998 0.00163 0.070 3,5-DCP-d3 ND 129 % 87 % ND 17 % 10 % 

Simazine 0.075 0.25 0.25-5.0 0.998 0.000332 -0.018 Metalachlor-d6 ND 84 % 127 % ND 17 % 6 % 

Atrazine 0.025 0.075 0.075-5.0 0.999 0.000949 0.023 Metalachlor-d6 ND 96 % 120 % ND 20 % 6 % 

PCP 0.025 0.075 0.075-10.0 0.994 0.00145 0.061 3,5-DCP-d3 ND 130 % 82 % ND 10 % 17 % 

Terbufos 0.10 0.25 0.25-5.0 0.992 0.00387 0.59 Diazinon-d10 ND 124 % 122 % ND 19 % 18 % 

Diazinon 0.025 0.050 0.050-10.0 0.999 0.00283 0.018 Diazinon-d10 104 % 92 % 101 % 12 % 20 % 9 % 

Triallate 0.025 0.050 0.050-10.0 0.989 0.00160 0.027 3,5-DCP-d3 92 % 122% 76 % 20% 17 % 15 % 

Metribuzine 0.075 0.25 0.025-10.0 0.998 0.00154 -0.082 Diazinon-d10 ND 105 % 122 % ND 4 % 10 % 

Methyl parathion 0.25 0.50 0.50-5.0 0.995 0.00386 -0.12 Diazinon-d10 ND 81 % 95 % ND 4 % 3 % 

Alachlor 0.25 0.50 0.50-10.0 0.999 0.00126 -0.0043 Metalachlor-d6 115 % 97 % 99 % 2 % 13 % 4 % 

Carbaryl 0.050 0.10 0.10-10.0 0.993 0.00222 0.12 3,5-DCP-d3 ND 124 % 71 % ND 14 % 9 % 

Prometryn 0.025 0.075 0.075-10.0 0.998 0.000666 0.042 Metalachlor-d6 ND 97 % 104 % ND 8 % 10 % 

Malathion 0.25 0.50 0.50-10.0 0.997 0.00316 0.14 Diazinon-d10 ND 113 % 98 % ND 20 % 19 % 

Metalachlor 0.025 0.050 0.050-10.0 0.997 0.00318 -0.0047 Metalachlor-d6 100 % 88 % 109 % 5 % 11 % 4 % 

Chlorpyrifos 0.10 0.25 0.25-10.0 0.998 0.00210 0.092 Diazinon-d10 ND 126 % 117 % ND 17 % 19 % 

Cyanazine 0.050 0.10 0.10-10.0 0.997 0.000772 -0.0022 Metalachlor-d6 ND 88 % 105 % ND 11 % 4 % 

Ethyl parathion 0.025 0.050 0.050-50.0 0.997 0.00378 -0.024 Diazinon-d10 70 % 86 % 121 % 19 % 20 % 5 % 
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5.3.2 Comparison of TFME-TDU-GC/MS methodology VS. LLE for real water samples 
 

          Many analytical laboratories use LLE for routine analysis of surface water samples as it is 

an established and US EPA approved method. The widespread use of LLE is mainly due to its 

simplicity, i.e., the interaction of the sample with an immiscible organic solvent in a separatory 

funnel. However, this sample extraction method requires relatively large sample volumes to 

achieve the sensitivity required to meet US EPA MCLs. Larger volumes of organic solvent and 

the need for specialized waste disposal of these solvents also increase the cost of this technique.8,9  

          The throughput for routine analysis can be laborious and tedious. In a previous study,8 an 

extensive investigation was conducted comparing a fully automated SPME fiber method to LLE. 

In the present study, TFME was validated, and its performance compared to an LLE-based method, 

namely, US EPA method 8270. This LLE-based method was performed at Maxxam Analytics 

(Mississauga, ON). Maxxam maintains accreditation through the Standards Council of Canada 

(SCC) and the United States National Environmental Laboratory Accreditation Program (NELAP) 

among others.  

         Three batches of samples were collected over 3 months, with each batch containing 6 

samples. Samples were fortified with the target analytes at different concentration levels by a third 

party then split and submitted to University of Waterloo and Maxxam on a blind basis. While the 

LLE method required 800 mL of sample, only 30 mL was used for the TFME extractions. Even 

though a lower volume of sample was used for the TFME method, lower detection limits were still 

achieved in comparison to LLE (Table 5.5). These lower detection limits were achievable because, 

unlike LLE, when SPME methods are used all the extracted amount is injected into the instrument 

giving higher sample pre-concentration. It should also be mentioned that, if the same volume of 

sample used for LLE were to be used for TFME, even lower detection limits would be attained, as 
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a 30 mL sample of water is known to be significantly depleted by TFME. Another difference 

between LLE and TFME lies in the quantitation approach: external calibration in case of TFME 

(based on microextraction methodologies)22 and instrumental calibration by injection of the 

standard solutions for LLE (as an exhaustive method).  

          Table 5.6 compares the TFME and LLE results of the split sample analyses for the 18 surface 

water samples. Most of the studied pesticides were not detected by LLE at the sub mg L-1 level. 

These results indicate that with 414 data points for each method, 90% of the analytes were 

quantified by TFME, whereas only 53% of the compounds were detectable using the LLE method 

(Table 5.6). As previously mentioned, even with great sensitivity an analytical method is only 

useful if it can display a reliable degree of analytical accuracy. Hence, to compare the accuracy of 

the two described methods a blank was first run for each of batch of samples. Accuracy was 

calculated by dividing the concentration obtained by each method, LLE, and TFME, to the true 

concentration spiked into the samples. In Figure 5.2 the histograms show the accuracy of the results 

in the ranges of <50%, 50-70%, 70-130%, 130-150%, and >150% with non-detected results being 

excluded from the percentage. The TFME method was reasonably accurate for the real samples 

analyzed with approximately 70% of all results falling within the acceptable range of accuracy, 

70-130%. This was also in good agreement with the LLE results as the reference method. 
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Table 5.5 Comparison of method detection limits for TFME and LLE methods. 

Pesticides Units 

TFME  

(PDMS/DVB 

membrane) 

TFME  

(PDMS-DVB-

carbon mesh 

supported 

membrane 

LLE  

2,4-DCP µg L-1 0.025 0.050 0.25 

2,4,6-TCP µg L-1 0.010 0.025 0.50 

2,3,4,6-TeCP µg L-1 0.010 0.01 0.50 

Trifluralin µg L-1 0.025 0.025 1.0 

Bendiocarb µg L-1 0.010 0.025 2.0 

Phorate µg L-1 0.10 0.10 0.50 

Carbofurane µg L-1 0.050 0.050 5.0 

Simazine µg L-1 0.075 0.075 1.0 

Atrazine µg L-1 0.075 0.025 0.50 

PCP µg L-1 0.050 0.025 0.50 

Terbufos µg L-1 0.10 0.10 0.50 

Diazinon µg L-1 0.025 0.025 1.0 

Triallate µg L-1 0.025 0.025 1.0 

Metribuzine µg L-1 0.050 0.075 5.0 

Methyl parathion µg L-1 0.25 0.25 1.0 

Alachlor µg L-1 0.025 0.025 0.50 

Carbaryl µg L-1 0.050 0.050 5.0 

Prometryn µg L-1 0.025 0.025 0.25 

Malathion µg L-1 0.25 0.25 5.0 

Metalachlor µg L-1 0.010 0.025 5.0 

Chlorpyrifos µg L-1 0.050 0.10 1.0 

Cyanazine µg L-1 0.050 0.050 1.0 

Ethyl parathion µg L-1 0.025 0.025 1.0 
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Table 5.6 Results of blind split analyses of surface water samples by TFME and LLE. 

 

 

 

  

Pesticides 

SW 1 
(Fortified at 0.067 µg L-1) 

SW 2 
(Fortified at 0.7 µg L-1) 

SW 3 
(Fortified at 0.40 µg L-1) 

SW 4 
(Fortified at 1.0 µg L-1) 

SW 5 
(Fortified at 3.0 µg L-1) 

SW 6 
(Fortified at 8.0 µg L-1) 

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  PDMS / 

DVB 

PDMS / 

DVB- 

Supp 

PDMS 

/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 

/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 

/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 

/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 

/ DVB 

PDMS 

/ DVB- 

Supp 
2,4-DCP 0.087 < LOQ ND 0.73 1.10 0.37 0.44 0.38 ND 1.1 1.4 0.49 4.9 4.1 1.6 11.0 13.0 3.9 

2,4,6-TCP 0.087 0.13 ND 0.80 1.1 ND 0.47 0.67 ND 1.2 1.4 0.63 4.5 4.2 2.0 11.0 10.4 5.0 

2,3,4,6-TeCP 0.078 0.10 ND 0.79 0.85 0.55 0.45 0.54 ND 1.2 1.2 0.74 4.9 3.5 2.3 12.4 9.6 5.8 

Trifluralin 0.072 0.063 ND 0.60 0.63 ND 0.36 0.38 ND 0.95 0.93 ND 3.0 3.4 3.0 8.0 6.4 7.8 

Bendiocarb 0.074 0.089 ND 0.68 0.83 ND 0.43 0.43 ND 1.0 1.1 ND 4.4 3.5 ND 10.0 5.3 ND 

Phorate ND ND ND 0.58 0.53 ND <LOQ <LOQ ND 0.75 0.73 ND 3.0 3.2 1.1 8.3 9.9 3.0 

Carbofurane < LOQ < LOQ ND 0.88 0.94 ND 0.54 0.56 ND 1.3 1.2 ND 5.0 3.7 ND 11.3 9.1 6.8 

Simazine ND ND ND 0.49 0.58 ND 0.29 <LOQ ND 0.80 0.75 ND 2.7 3.2 1.7 6.2 6.8 4.4 

Atrazine < LOQ < LOQ ND 0.7 0.80 ND 0.44 0.27 ND 1.1 1.0 0.56 2.8 3.1 2.1 6.3 6.4 5.2 

PCP ND ND ND 0.46 0.47 0.53 0.26 0.29 ND 0.72 0.73 0.72 2.5 2.1 2.2 6.7 7.1 5.6 

Terbufos < LOQ ND ND 0.60 0.47 ND 0.40 0.37 ND 0.90 0.76 ND 2.3 2.6 0.86 6.0 6.3 2.3 

Diazinon 0.078 0.073 ND 0.70 0.72 ND 0.42 0.42 ND 1.0 1.0 ND 3.3 3.2 2.2 8.4 9.1 5.7 

Triallate < LOQ 0.058 ND 0.53 0.52 ND 0.32 0.34 ND 0.80 0.73 ND 2.0 2.0 3.0 5.5 6.6 7.4 

Metribuzine < LOQ < LOQ ND 1.10 0.14 ND 0.63 0.48 ND 1.4 1.3 ND 3.7 3.5 ND 8.8 8.0 5.3 

Methyl parathion ND ND ND <LOQ <LOQ ND <LOQ <LOQ ND 0.70 1.5 ND 1.2 1.7 2.6 6.8 7.0 7.0 

Alachlor 0.083 0.082 ND 0.76 0.83 0.71 0.44 0.37 ND 1.1 1.2 0.95 2.6 3.0 2.7 6.2 6.2 6.6 

Carbaryl ND ND ND 0.43 0.37 ND 0.25 0.20 ND 0.60 0.52 ND 1.9 1.6 ND 6.8 6.3 ND 

Prometryne < LOQ < LOQ ND 0.70 0.59 0.65 0.35 0.18 0.35 1.0 0.86 0.86 1.8 2.2 2.4 5.5 7.6 5.5 

Malathion ND ND ND 0.80 1.0 ND ND ND ND 0.78 1.3 ND 3.0 2.7 ND 8.2 6.7 ND 

Metalachlor 0.11 0.11 ND 0.75 0.76 0.79 0.44 0.44 ND 1.1 1.1 1.0 3.0 2.9 2.8 7.3 7.3 7.0 

Chlorpyrifos ND < LOQ ND 0.35 1.3 ND 0.19 0.90 ND 0.48 1.9 ND 1.5 5.0 2.8 5.6 11.6 7.1 

Cyanazine 0.12 0.13 ND 0.71 0.72 ND 0.43 0.42 ND 1.0 1.0 ND 2.7 2.6 1.8 7.0 6.7 4.7 

Ethyl parathion 0.78 < LOQ ND 0.65 0.50 ND 0.38 0.25 ND 0.94 0.77 ND 3.6 3.0 2.9 5.4 5.9 7.5 
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Table 5.6 (continued) 

 

 

  

Pesticides 

SW 7 
(Fortified at 2.0 µg L-1) 

SW 8 
( Fortified at 7.5 µg L-1) 

SW 9 
(Fortified at 0.75 µg L-1) 

SW 10 
(Fortified at 9.0 µg L-1) 

SW 11 
(Fortified at 0.87 µg L-1) 

SW 12 
(Fortified at 4.5 µg L-1) 

TFME  

LLE  

TFME 

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  PDMS / 
DVB 

PDMS / 

DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 
2,4-DCP 2.5 3.0 0.86 12.6 14.7 4.0 0.83 1.1 0.36 13.0 17.7 4.2 1.1 1.3 0.33 5.6 6.3 2.7 

2,4,6-TCP 2.5 2.9 1.1 10.0 14.4 4.7 0.90 1.1 ND 10.0 16.2 5.4 1.1 1.2 ND 5.6 6.2 3.2 

2,3,4,6-TeCP 2.5 2.4 1.5 10.5 13.0 6.1 0.93 0.88 0.65 10.3 13.3 6.9 1.1 1.1 0.62 6.4 5.6 4.1 

Trifluralin 2.0 2.0 1.7 7.2 8.0 7.5. 0.80 0.74 ND 8.1 8.2 8.6 0.89 0.86 ND 4.7 4.9 5.1 

Bendiocarb 2.1 2.3 ND 7.5 9.5 4.0 0.80 0.75 ND 9.6 8.7 4 0.93 0.90 ND 5.6 5.2 2.4 

Phorate 2.0 2.2 0.93 11.2 12.3 4.4 0.68 0.80 ND 11.2 13.9 4.9 0.78 0.88 ND 5.3 5.6 2.9 

Carbofurane 2.5 2.5 ND 11.6 10.4 7.4 0.94 0.92 ND 12.6 10.7 8.5 1.1 1.0 ND 5.9 4.8 5.1 

Simazine 2.3 2.3 1.1 6.2 7.8 5.1 0.86 0.75 ND 7.6 8.3 5.7 0.98 0.92 ND 4.7 5.8 3.3 

Atrazine 2.3 2.3 1.4 6.0 7.1 5.6 0.90 0.88 0.54 7.0 7.5 6.3 1.1 1.0 0.53 4.2 5.2 3.7 

PCP 1.7 1.7 1.4 8.8 8.1 5.2 0.64 0.61 0.55 9.5 8.7 5.9 0.67 0.72 0.53 4.0 3.2 3.6 

Terbufos 1.6 2.0 0.99 7.0 8.5 4.7 0.90 0.84 ND 8.9 8.6 5.3 1.1 1.3 ND 4.1 5.7 3.1 

Diazinon 2.1 2.2 1.2 8.3 9.2 5.5 0.75 0.77 ND 10.0 10.3 6.2 0.94 0.94 ND 5.2 5.2 3.8 

Triallate 1.5 1.8 1.6 7.3 7.4 7.1 0.68 0.69 ND 8.5 6.4 8.1 0.64 0.86 ND 2.4 2.8 4.8 

Metribuzine 3.2 3.0 ND 8.7 10.9 ND 1.8 1.3 ND 11.6 13.7 5.3 1.9 1.7 ND 7.5 6.8 ND 

Methyl parathion 1.5 1.4 1.5 3.5 4.7 6.7 1.4 0.52 ND 8.0 6.0 7.7 1.2 1.3 ND 3.1 2.7 4.5 

Alachlor 2.4 2.5 1.8 6.3 6.3 6.2 0.95 0.93 0.75 7.8 7.3 7.1 0.93 1.1 0.74 3.6 4.3 4.3 

Carbaryl 1.2 0.98 ND 8.0 7.5 7.8 0.46 0.49 ND 11.0 8.6 8.7 0.48 0.48 ND 4.0 2.3 5.2 

Prometryne 2.7 2.5 1.4 8.2 8.5 6.1 1.4 1.3 0.63 10.7 9.0 6.3 1.2 1.4 0.69 5.3 5.5 4.3 

Malathion 1.4 2.7 ND 8.7 8.0 5.2 ND 0.33 ND 11.5 10.0 6 1.2 1.3 ND 5.2 3.7 ND 

Metalachlor 2.3 2.3 1.8 7.7 7.2 6.7 0.82 0.82 0.8 9.6 8.4 7.5 0.89 0.93 0.77 4.3 4.8 4.6 

Chlorpyrifos 1.0 1.3 1.5 5.1 6.3 6.7 0.48 0.48 ND 7.5 6.0 7.7 0.58 0.57 ND 3.4 4.1 4.5 

Cyanazine 2.1 2.1 ND 7.1 6.7 4.2 0.78 0.78 ND 8.9 7.8 4.6 0.86 0.89 ND 4.0 4.4 2.7 

Ethyl parathion 2.4 1.9 1.6 12.8 11.2 7.2 0.81 0.64 ND 16.6 13.8 8.3 1.0 0.78 ND 8.1 6.0 4.9 
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Table 5.6 (continued) 

 

 

 

Pesticides 

SW 13 
(Fortified at 0.6.0 ppb) 

SW 14 
(Fortified at  0.40 ppb) 

SW 15 
(Fortified at  2.5 ppb) 

SW 16 
(Fortified at 0.90 ppb) 

SW 17 
(Fortified at 7.5 ppb) 

SW 18 
(Fortified at 4.5 ppb) 

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  

TFME  

LLE  PDMS / 
DVB 

PDMS / 

DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 

PDMS 
/ DVB 

PDMS 

/ DVB- 

Supp 
2,4-DCP 0.84 0.36 0.31 0.54 0.55 ND 4.1 3.9 1.8 1.3 1.3 0.50 8.1 14.5 4.9 7.1 6.2 2.5 

2,4,6-TCP 0.82 1.1 ND 0.54 0.58 ND 4.0 4.1 2.0 1.1 1.4 0.57 8.5 14.9 5.5 7.1 6.5 3.0 

2,3,4,6-TeCP 0.74 0.87 ND 0.50 0.49 ND 4.1 3.6 2.4 1.1 1.1 0.68 9.0 12.3 6.2 7.3 5.8 3.5 

Trifluralin 0.65 0.57 ND 0.42 0.40 ND 3.0 3.4 2.8 0.95 1.0 ND 8.7 7.9 7.8 4.9 5.3 4.3 

Bendiocarb 0.51 0.35 ND 0.33 0.34 ND 2.6 2.6 ND 0.68 0.80 ND 6.2 5.7 ND 4.3 4.2 ND 

Phorate 0.50 0.55 ND 0.30 0.34 ND 3.1 3.1 1.6 0.87 0.83 ND 7.3 11.5 4.3 5.5 5.5 2.3 

Carbofurane 0.73 0.63 ND 0.46 0.42 ND 3.5 2.8 ND 1.1 0.98 ND 8.1 7.9 7.3 5.6 4.5 ND 

Simazine 0.63 0.66 ND 0.31 0.35 ND 3.4 2.0 1.7 0.82 0.67 ND 7.3 8.5 5.2 5.1 6.2 3.0 

Atrazine 0.80 0.87 ND 0.40 0.45 ND 3.0 2.4 2.1 0.98 0.80 0.56 6.8 8.2 5.9 4.6 5.4 3.5 

PCP 0.53 0.30 ND 0.24 0.28 ND 2.1 1.7 2.1 0.55 0.56 0.62 5.6 7.1 5.6 3.5 3.0 3.2 

Terbufos 0.78 0.54 ND 0.47 0.45 ND 2.8 3.1 1.5 0.88 1.0 ND 7.9 8.1 4.1 4.2 5.2 2.2 

Diazinon 0.65 0.63 ND 0.43 0.43 ND 3.1 3.1 2.3 0.94 0.94 ND 7.9 8.6 6.1 5.2 5.2 3.5 

Triallate 0.82 0.49 ND 0.42 0.37 ND 2.2 2.1 2.9 0.56 0.64 ND 5.9 7.5 7.7 3.4 3.0 4.4 

Metribuzine 0.96 0.91 ND 0.64 0.62 ND 3.4 3.0 ND 1.4 1.1 ND 7.7 7.3 5.2 5.6 5.9 ND 

Methyl parathion 0.40 0.27 ND 0.26 0.34 ND 1.4 1.3 2.5 0.55 1.6 ND 3.4 2.6 7.0 2.4 1.7 3.8 

Alachlor 0.90 0.77 0.62 0.46 0.52 ND 2.3 2.2 2.6 0.89 0.76 0.90 6.4 7.1 6.9 3.6 4.0 3.9 

Carbaryl 0.41 0.16 ND 0.21 0.19 ND 1.6 1.0 ND 0.43 0.31 ND 4.8 5.7 6.1 3.6 1.8 ND 

Prometryne 1.4 1.1 0.55 0.64 0.68 0.39 3.9 2.5 2.1 0.57 1.1 0.92 11.2 13.8 6.3 7.2 7.1 4.0 

Malathion 0.72 0.43 ND 0.48 0.73 ND 1.3 2.3 ND 0.96 0.84 ND 5.9 5.4 ND 3.4 2.4 ND 

Metalachlor 0.65 0.66 0.62 0.38 0.43 ND 2.5 2.2 2.7 0.98 0.78 0.90 7.6 8.3 7.2 4.5 4.4 4.1 

Chlorpyrifos 0.29 0.31 ND 0.18 0.81 ND 1.6 2.2 2.7 1.3 1.1 ND 5.9 5.5 7.3 3.0 2.5 4.1 

Cyanazine 0.62 0.63 ND 0.40 0.50 ND 2.2 2.0 1.2 0.97 0.77 ND 6.9 7.7 4.4 4.0 4.0 2.6 

Ethyl parathion 0.48 0.40 ND 0.34 0.29 ND 3.0 2.4 2.7 1.0 0.66 ND 9.2 8.1 7.4 6.1 4.3 4.2 
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Figure 5.2 Accuracy of the TFME and LLE methods for the analysis of 18 surface water samples. 

 

5.3.3 On-site application and comparison of various TFME based methodologies 
 

At first, the drill-TFME method was optimized in the laboratory to evaluate influential 

parameters, including the extraction time profile and agitation rate of the drill. The agitation rate 

was the first parameter investigated, as it controls the thickness of the boundary layer, and affects 

the mass transfer of compounds to the coating. In the pre-equilibrium regime, improved sensitivity 

is expected to be achieved at higher agitation rates due to a decrease in the thickness of the 

boundary layer. Application of high agitation rates is beneficial for on-site extractions since a short 

extraction is preferred due to practical limitations (e.g. lifetime of the battery, the difficulty of 

sampling when the sample is not easily accessible). In view of this, agitation rates in the range of 

500-3000 rpm were investigated in 1 L of nano-pure water spiked with the target pesticides at 1 
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µg L-1. The highest sensitivity increases were observed for most compounds at 2000 rpm (Figure 

5.3).  

 An extraction time profile was then obtained using the optimized stir rate of 2000 rpm in 

1 L nano-pure water spiked at 1 µg L-1. As shown in Figure 5.4, after three hours, all spiked 

compounds were shown to reach equilibrium. However, as previously mentioned, a shorter 

extraction time needed to be selected so as to simplify the on-site TFME procedure. Therefore, 10 

minutes was selected as the extraction time for further evaluation of the methods.  

For on-site analysis, the stability and repeatability of the portable GC/MS instrument are 

critical parameters that need to be frequently monitored by running an extensive quality control 

(QC) protocol. Unlike benchtop instrumentation, battery operated, portable GC/MS instruments 

must be powered off after each use. As such, a reusable standard BTEX gas-generating vial held 

carefully at 35 oC with a portable block heater was used to monitor the status of the instrument in 

the field.3,4 In cases where the portable GC/MS was not directly equipped with the TDU unit, a 

secondary SPS-3 thermal desorption module was first used to transfer analytes from the TFME 

membranes to a needle trap device, which could then be directly introduced into the instrument.1 

All optimizations of the drill-TFME method were performed in a temperature-controlled 

laboratory at 22.5 oC. It is also important to note that if external calibration is to be used for real, 

on-site TFME experiments, the temperature of the sample matrix must match or be close to that of 

the external calibration experiment. Alternatively, the kinetic calibration146 method, performed by 

loading internal standard on the coating, can be used to justify any temperature variation. However, 

a proper coating material needs to be selected to assure adequate desorption of the internal standard 

from the thin film that meets the adsorption-desorption symmetry. 
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Finally, analyses of real water samples along 4 sampling sites (2 affected and 2 low-impact) 

within the Grand River and Credit River (Ontario, Canada) were performed by three methods, 

including i) in-bottle TFME, ii) on-site TFME and bench-top GC/MS analysis, and iii) on-site 

TFME-portable GC/MS analysis. These sites included the small community of West Montrosse 

(clean) and downstream of multiple Kitchener/Waterloo golf courses (affected) within the Grand 

River, and both up and downstream of a covered dumpsite near Forks of the Credit Provincial 

Park. The temperature of the river was monitored using a thermometer and was found to be 

relatively consistent between the four sites, ranging from 22 oC +/- 1oC for the Credit River sites, 

and 25ºC +/- 1oC for the Grand River sites. Therefore, in the current study, there was no 

considerable temperature variation between the external calibration curve and real samples. For 

validation of the methods, one grab sample from each location was taken and submitted to Maxxam 

Analytics (Mississauga, ON).  

Fortunately, in terms of river health, but unfortunately in terms of engaging scientific 

discussion, the levels of the targeted pesticide compounds in all rivers tested were well below the 

limits of detection of most of the methods being tested, as well as the reporting limit of the 

accredited method (US-EPA 8270) performed by Maxxam Analytics. However, some of these 

compounds could still be identified and quantified using the TFME bottle sampling method. These 

levels were found to be 19 and 3 ng L-1 for 2,4,6-TCP, trifluralin, and methyl-parathion on the 

Credit River dumpsite respectively, whereas 2,4,6-TCP, metolachlor, chlorpyrifos, and cyanazine 

were quantified at 9, 10, 11, 14 ng L-1 at the golf course site (Grand River), respectively. Many 

other compounds were detected using the TFME-bottle methodology, but were at levels just under 

the method LOQ; these findings can be viewed in Tables 5.7 and 5.8. 
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The toroidal ion trap of the portable GC-MS was run in full-scan mode (43-500 AMU), 

allowing for determination of the repeatability of the method, which was carried out by defining 

the identity of a select few of the unknown compounds that were extracted. In fact, the ability to 

quickly determine whether or not a target compound is present in a sample remains one of the key 

advantages of portable instrumentation. As such, 7 non-target analytes were identified and selected 

based on their molecular functional group from extracts obtained from the affected sites of both 

river systems, in terms of NIST mass spectra database matching and relative retention times 

(Figure 5.5, Figure 5.6). These results can be seen in Tables 5.9 and 5.10 for extracts obtained 

from the Credit River and Grand River sites, respectively. It was promising to see that relative 

standard deviation levels (n=5) for all compounds tested were around the +/- 20% range. This 

repeatability was further supported by favorable control chart data shown in Figure 5.7, where the 

instrument was demonstrated to maintain a stable signal, at 2 standard deviations of the mean, over 

the entire 1 month sampling period. This result was impressive considering the instrument had to 

be completely shut down and transported between the laboratory and each of the 4 sampling sites. 

Although a direct comparison between the MLOQôs of the portable TFME-GC/TMS and 

contemporary benchtop methodologies was not directly performed during this study it is true that 

similar analytes were investigated and discussed in the results of Section 4.3.5 of this thesis. As 

such, these prior quantitation limits were demonstrated to be 100, 100, 100, 500, 500, and 1000 ng 

L-1 for 2,4-dichlorophenol, 2,4,6-TCP, phorate D10, fonofos, chlorpyrifos, and parathion 

respectively. Upon making this comparison it is impressive to see that these values were of similar 

magnitude to the sub-ppb levels reported for the accredited LLE methodology in accordance with 

the required MCLs.10 In view of these findings, it is still possible to suggest that the field portable 
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analysis method can yield quick semi-quantitative results, and allow for absence-presence 

determination of target analytes at the required MCL level. 

 

Figure 5.3 Optimization of agitation rate for drill TFME sampler using 1 L of nanopure water spiked at 1 

µg L-1. DVB/PDMS thin films were run on a TDU-GC/MS instrument. 

 

 

Figure 5.4 Optimization of extraction time profile of drill-TFME approach using 1 L of nanopure water 

spiked at 1 µg L-1. DVB/PDMS thin films were run on a TDU-GC/MS instrument. 
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    Table 5.7 Results of surface water analysis downstream of Credit River covered dumpsite. 

 

 

 

Analytes 

Bottle sampling 

TFME  

(ng L-1) 

On-site extraction 

TFME  

(Bench-top GC/MS) 

(ng L-1) 

On-site extraction 

and analysis 

(Portable GC/MS) 

(ng L-1) 

LLE  

US EPA 8270 

(ng L-1) 

2,4,6-TCP 19 ND ND ND 

2,3,4,6-TCP <LOD ND ND ND 

Trifluralin 3 ND ND ND 

Diazinon ND ND ND ND 

Triallate <LOD ND ND ND 

Methyl Parathion <LOD ND ND ND 

Alachlor ND ND ND ND 

Metholachlor <LOD ND ND ND 

Chlorpyrifos <LOD ND ND ND 

Cyanazine <LOD ND ND ND 
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Table 5.8 Results of surface water analysis downstream of Kitchener/Waterloo golf courses. 

Analytes 

Bottle sampling 

TFME  

(ng L-1) 

On-site extraction 

TFME  

(Bench-top GC/MS) 

(ng L-1) 

On-site extraction 

and analysis 

(Portable GC/MS) 

(ng L-1) 

LLE  

US EPA 8270 

(ng L-1) 

2,4,6-TCP 9 ND ND ND 

2,3,4,6-TCP <LOD ND ND ND 

Trifluralin ND ND ND ND 

Diazinon <LOD ND ND ND 

Triallate ND ND ND ND 

Methyl Parathion <LOD ND ND ND 

Alachlor <LOD ND ND ND 

Metolachlor 10 ND ND ND 

Chlorpyrifos 11 ND ND ND 

Cyanazine 14 ND ND ND 

Table 5.9 Selected unknown identifications downstream of Credit dump site using completely on-site 

analytical methodology. Not shown are another 6 aliphatic hydrocarbons, 2-alkylbenzenes, 4 alcohols, 5 

aldehydes, and 1 ester. (n=5) 

Analyte RT (s) LRI LRI (lit)  Average SD %RSD 

Benzene 19.1 N/D / 5464 1302 24 

Ethylbenzene 62.7 863 864 5585 878 16 

Benzaldhyde 76.5 966 965 4333 853 20 

p-Cymene 83.8 1026 1025 7724 1573 20 

Eucalyptol 85.3 1039 1035 4396 491 11 

Nonanal 92.6 1103 1108 22826 4471 20 

an alkylbenzene 144.0 1647 N/D 5634 737 13 

RT = Retention time     LRI = Linear retention index     SD = Standard Deviation                               

%RSD = percent relative standard deviation 
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Table 5.10 Selected unknown identifications downstream of golf courses along the Grand River, using 

completely on-site analytical methodology. Not shown are another 2 aliphatic hydrocarbons, 4 alcohols, 8 

aldehydes, and 3 chloroalkanes. (n=5) 

Analyte RT (s) LRI LRI (lit)  Average SD %RSD 

Ethylbenzene 62.7 863 864 2347 323 14 

o-Xylene 67.4 895 893 3799 826 22 

Benzaldhyde 76.5 966 965 9472 2020 21 

2-Nonanal 92.6 1103 1108 70283 9788 14 

an alkylbenzene 144.0 1647 N/D 4601 648 14 

1-chlorotetradecane 147.9 1695 1674 11302 2619 23 

RT = Retention time     LRI = Linear retention index     SD = Standard Deviation                               

%RSD = percent relative standard deviation 
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Retention time (s) 

Figure 5.5  Untargeted water analysis using portable TFME-GC/MS downstream of Credit River dump site 

using completely on-site analytical methodology.  
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Figure 5.6 Linear retention index plot generated from C7-C20 n-alkanes standard headspace generating 

vial. 5 mL NTD extractions were performed at 65 oC.  

 

Figure 5.7 Control chart data for portable GC-MS instrument showing BTEX control data at 2 standard 

deviations (%RSD Ò 14%) for, A) July 26th 2016, in-lab preceding on-site experiment, B) July 27th West 

Montrosse on Grand River, C) Aug 3rd Credit River upstream of dumpsite, D) Aug 8th Credit River 

downstream of dumpsite, E) Aug 19th downstream of golf courses on Grand River, F) Oct 12th Regular 

instrument check-up and tune post-sampling.  
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5.3.4 Comparison of the Eco-scale greenness of the developed methods 
 

Nowadays, the development of green techniques and strategies that have minimal impact 

on the environment plays a vital role in current, trending research in analytical chemistry.147ï150 

And indeed, it is widely acknowledged that in analytical chemistry, ógreen chemistryô 

encompasses both separation science and sample preparation.147 In this sense, green analytical 

chemistry techniques are focused on the ñ3Rò and ñ4Sò approaches.147 The approaches are based 

on ñReduction, Replacement, and Recyclingò of hazardous solvents and materials (3R) and the 

introduction of ñSpecific method, Smaller dimensions, Simpler methods, and Statisticsò(4S).147 

To move towards green approaches, an ideal method would have to integrate several steps into 

one and preferably eliminate waste generation by performing the entire extraction and analysis on-

site (or at least on-site extraction, with associated transportation of only the extraction device to 

the laboratory, rather than samples). With this in mind, several evaluations of the eco-scale 

greenness of methods have been introduced in different research areas, including analytical 

chemistry.9 Such evaluations consider all the steps required for analysis of the samples, including 

sample collection, preservation, transportation, sample preparation, and analysis. Further, these 

evaluations are carried out by assigning penalty points based on the i) reagents used, ii) method, 

iii) energy consumption, and iv) waste production. In this regard, the main advantage of using 

SPME is that the extraction phase is constituted by a polymeric coating rather than a toxic organic 

solvent. While certain steps of the analysis workflow are inevitable (e.g. analysis by GC/MS, LC-

MS/MS), penalty points can be reduced by eliminating the sampling step by on-site extraction and 

analysis. An evaluation of the greenness of the developed methods presented in this study, also 

including the standard US EPA 8270 method for comparison, is shown in Table 5.11. As can be 

seen, the TFME method is significantly greener as compared to the standard method (Eco scale 81 
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vs 57). While the TFME method incurs 5 penalty points for waste generation, significant 

differences exist between the TFME and LLE methods in terms of generation of waste. In TFME, 

the waste generated during sample preparation is only related to water samples that are spiked with 

an internal standard mixture. To eliminate this source of waste generation, the addition of internal 

standard can be avoided as long as there are no fluctuations in the instrument. In cases when 

internal standard is not added to the sample, the eco-scale greenness of the TFME method increases 

to 94. By development of on-site extraction and analysis strategies, the eco-scale for SPME 

techniques further increases to 99, becoming one of the greenest approaches in analytical 

chemistry, owing to the elimination of both sampling (transportation in the case of portable GC/MS 

analysis) and waste generation. It should be emphasized that penalty points associated with the 

establishment of the calibration curve, including standard solution, solvent and waste production, 

were not considered for this evaluation of the greenness of the method.9    
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Table 5.11 Evaluation of greenness of the developed methods and US EPA 8270. 

Steps in the 

analytical process 

Analytical method 

In-bottle TFME  

On-site TFME 

(Bench-top 

GC/MS) 

On-site TFME 

and on-site 

analysis 

(Portable GC/MS) 

LLE  

(US EPA 8270) 

Sample collection -  Sampling: 1 

- Transport: 1 
- Transport*: 1 - 

- Sampling: 1 

- Transport: 1 

Sample preparation 

- ACN (100 µL) 

(Internal 

standard): 4 (0) 

- Isotopically 

labeled mixture: 

4 (0) 

- Orbi-shaker: 1 

- Waste 

production: 5 

(0) 

- Sampling 

case(drill): 1 

- Sampling 

case(drill): 1 

- Dichloromethane 

(50 ml ³ 2): 4³2 

- ACN (Internal 

standard):4 

- HCl: 4 

- NaOH: 2 

- Isotopically 

labeled mixture: 4 

- Vortex: 1 

- Tumbler: 2 

- Turbovap: 2 

- Occupational 

hazard: 1 

- Waste production: 

10 

Analysis - GC/MS with 

auto sampler: 3 

- GC/MS with auto 

sampler: 3 

- Portable GC/MS: 

0 

- Desorption 

chamber: 0 

- GC/MS with auto 

sampler: 3 

Penalty points (PP) 19 5 1 43 

Eco-scale (100-

PP)** 
81 (94)*** 95 99 57 (65)*** 

* Transport of the membrane (not the sample) after extraction  

**Penalty points associated with the calibration curve were not considered for evaluation of the greenness of the 

methods9  

*** Eco -scale without the addition of internal standard 

 

5.4 Conclusion and future directions 

A new method based on TFME was developed and validated through an inter-laboratory 

study of 23 pesticides in surface waters split between laboratories and submitted on a blind basis. 

The merits of using membranes were shown from several analytical aspects in comparison to 

conventional LLE methods. Agreement of the results between TFME and LLE methods 

demonstrate that TFME can be used for the routine analysis of selected pesticides in surface water 
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samples. TFME was shown to be an accurate method, providing much lower detection limits for 

many compounds, while eliminating the need for organic solvents and minimizing the amount of 

sample required. Based on these results, TFME might also be considered as an approach for on-

site sampling for accurate and rapid quantification of compounds of interest. The improved 

sensitivity achievable by TFME would offset the lower sensitivity of portable instrumentation. 

 The goal of our research initiatives is to develop SPME techniques that are appropriate 

and suitable for use in a contract analytical laboratory environment. For adoption of an analytical 

technique in the industry as a well-accepted method, it is necessary to offer capabilities and 

advantages that are significantly different from existing approaches and improves the current 

limitations. While TFME has similar accuracy and precision as LLE (as an official US EPA 

method) it provides several benefits such as the need of small volume of sample, simultaneous 

analysis of acidic, basic and neutral compounds, rapidness, lower cost, and greenness. The data 

generated in this study support the potential application of TFME techniques in routine, 

production-oriented analyses. 

The second approach investigated in this study, namely on-site extraction TFME and 

analysis facilitated by a home-built, drill-based sampling device, and field-portable GC/MS 

instrumentation opens other possibilities for rapid on-site screening and quantitation. In this 

approach, the transportation of samples to the laboratory is eliminated, thus showcasing this 

method as the ultimate green chemistry approach. Further, truthful quantification of labile 

compounds and elimination of analyte losses, as well or immediate decisions are facilitated by this 

approach. However, careful compensation for on-site temperature variations, and in cases where 

complex samples are analyzed need to be applied using in-coating calibration if good accuracy 

and precision are desired rather than just the gathering of screening information. 
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Chapter 6 Development of a hydrophilic -lipophilic  balanced thin film solid-phase 

microextraction device for the balanced determination of volatile organic compounds 

6.1  Introduction  

Solid-phase microextraction (SPME) devices, particularly those used for gas 

chromatography based determinations have been well published in the literature since the early 

90ôs.6,126,151 Of these, most sorbent chemistries and commercial devices have been tailored to target 

non-polar volatile and semi-volatile organic compounds (VOCôs, SVOCôs) by extractions 

facilitated by primarily hydrophobic sorbents.5,134,151 A notable exception would be the existence 

of the more polar compound oriented poly(ethylene glycol) (PEG) and polyacrylate (PA) SPME 

fibers which, much like polydimethylsiloxane (PDMS) may be considered a liquid-like sorbent 

with absorption being the primary mechanism of extraction.5,10,11,15,151,152 In fact Naccarato et al. 

were able to demonstrate that when targeting polar, VOCôs and SVOCôs such as various 

benzothiazoles, benzotriazoles and benzosulfonamides, the polyacrylate-based fibers gave the 

broadest coverage even when compared to solid sorbents such as Carboxen (CAR/PDMS), 

divinylbenzene (DVB/PDMS) and DVB/CAR/PDMS fibers.152 However, these liquid-like fibers 

still lack the broad spectrum sorbent strength exhibited by solid sorbent particles, giving a lower 

affinity for lower boiling VOCôs and VVOCôs.5,10 Moreover, polar, absorptive coatings remain 

impractical for the determination of non-polar contaminants, much like how PDMS is unsuitable 

for polar compounds. 5,10 This limitation may leave a little to be desired in terms of simultaneous 

polar and non-polar analyte as even DVB/PDMS has a moderately high hydrophobic character.153 

Multi -polar Carboxen based SPME fibers have their limitations as well; although shown to give 

better coverage for both polar and non-polar compounds they are known to exhibit poor desorption 

characteristics making them only suitable for low boiling VVOCôs.5,10,151  
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One possible solution may originate from recent developments in SPME-HPLC 

methodologies where researchers have begun using hydrophilic-lipophilic balance (HLB) 

materials to address these very same issues.154,155 Exhibiting both hydrophobic interactions via a 

poly(divinylbenzene) backbone and the capability of hydrogen bonding and polar interactions at 

the N-vinylpyrrolidone group,156 these HLB particles have seen growing use in SPE cartridges,157 

in-line SPE columns,158,159 TF-SPME HPLC applications,154,155 and even in various direct-to-MS 

configurations.128,160ï163 One recent approach, presented by Poole et al., had shown that when used 

in-lieu of C-18, recessed SPME-needle devices prepared with HLB were able to extract 3-4 times 

the amount of polyunsaturated fatty acids from salmon tissue.164 Moreover, in a very recent work 

by Gionfriddo et al. a HLB/PTFE SPME fiber was presented that could tolerate both thermal and 

solvent desorption allowing for parallel GC and HPLC based determinations.135 In-fact, in an 

earlier work HLB particles had already seen use in the preparation of a GC-amendable TF-

SPME.165   

This 2015 study highlighted the use of HLB particles in the preparation of two TF-SPME 

devices, used in conjunction with GC/MS and HPLC/MS instrumentation respectively, for the in-

vivo determination of prohibited substances in human saliva.165 Although innovative, the 

HLB/PDMS membranes prepared were not without their limitations. At only 6 mm in diameter, 

the membranes were rather small compared to those used in other works.1,25,47 This size may have 

been chosen to reduce the siloxane background associated with this PDMS. More recent works by 

Grandy et al. had demonstrated that using a more high-density PDMS is required to minimize such 

siloxane background.1 Furthermore, as the commercial HLB particles chosen were intended for 

use in SPE cartridges they were considerably large at 60 µm in diameter; 12 x larger than that of 

the DVB typically used in SPME devices. As HLB is a solid sorbent the related sorbent strength 
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is directly related to the specific surface area which increases with decreasing particle size, and 

increases with pore volume. With these limitations in mind, the choice of smaller HLB particles, 

spread in combination with the aforementioned high-density PDMS would be ideal for the 

simultaneous balanced determination of both polar and non-polar analytes of varying volatility.    

      In the present work, various such membranes are explored. Using the carbon mesh supported 

high-density PDMS based membrane design1, several HLB/PDMS/carbon mesh TFME devices 

were prepared using various types of lab-made, or commercial HLB particles. These membranes 

were shown to extract a substantially higher amount of mixed polarity VOC standards than the 

comparative DVB/PDMS composition while exhibiting a similar level of background bleed. 

Moreover, one of the homemade HLB chemistries exhibited equal or better performance to that of 

the top-tier 5 µm commercial HLB particle making this homemade HLB/PDMS/carbon mesh 

membrane the ideal choice for the untargeted determination of chlorination bi-products for hot-

tub water.  

6.2 Materials, instrumentation, and experimental methods 

6.2.1 Chemical and materials  
 

Benzene, 2-pentanone, nitropropane, pyridine, 1-pentanol, octane, toluene, 

divinylbenzene, N-vinylpyrrolidone and, 2-azobisisobutyronitrile were purchased from Sigma-

Aldrich (Mississauga, ON, Canada). HPLC grade methanol, acetone, and acetonitrile were 

obtained from Caledon Laboratories Ltd. (Georgetown, ON, Canada). Ultrapure water was 

obtained using a Barnstead/Thermodyne NANO-pure ultrapure water system (Dubuque, IA). The 

5 ɛm diameter DVB particles and high-density PDMS were provided by Supelco (Bellefonte, PA). 

The carbon fiber mesh weave (Panex 30) was provided by Zoltec Co. (Bridgetown, MO). Liquid 

nitrogen and ultrahigh-purity helium were supplied by Praxair (Kitchener, ON, Canada). The 65 
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ɛm divinylbenzene/polydimethylsiloxane (DVB/PDMS) SPME fiber assemblies and PS-DVB 

resin (XAD-4) was provided by Sigma-Aldrich. The commercial 5 µm HLB particles were 

provided by Waters Inc.  The Twister sorptive PDMS stir bar (2 cm long) was supplied by 

GERSTEL Co. (Mülheim an der Ruhr, GE). KJLC 704 silicon pump fluid (tetramethyl tetraphenyl 

trisiloxane) was ordered from Kurt J. Lesker Company (Toronto, ON, Canada). The membrane 

conditioning unit was developed at the University of Waterloo Science Electronics Shop 

(Waterloo, ON, Canada). Cross locking grip tweezers with Stand were purchased from KW 

surplus store (Kitchener, ON, Canada). The Elcometer 4340 motorized automatic film applicator 

and coating bar (adjustable gap of 0ī250 ɛm) were acquired from Elcometer Ltd. (Rochester Hills, 

MI). HLB-TFME and DVB-TFME membranes were prepared using the method reported in the 

literature.1 Overhead stirrers with regulated speed controls were purchased from Scilogex LLC 

(Rocky Hill, Connecticut, USA). The 4 stage stir plate was purchased from Corning (New York, 

USA). 

6.2.2 Instrumental analysis method (benchtop GC/MS) 
 

       In terms of analytical instrumentation, an Agilent 6890 GC and a 5973n quadrupole MS 

(Agilent Technologies, CA U.S.A.) was used for separation and quantitation while sample 

introduction was accomplished using a Gertsel, MPS2 autosampler to transfer the TF-SPME 

device to the thermal desorption unit (TDU1) cooling injection system (CIS4) (GERSTEL, 

M¿lheim an der Ruhr, GE)  for membrane desorption. Chromatographic separations on the Agilent 

6890-5973n were performed on a 30 m Ĭ 0.25 mm I.D Ĭ 0.25 ɛm SLB-5 fused silica column 

(Sigma-Aldrich, Mississauga, ON, CA). Helium carrier gas was used at a flow rate of 1.2 mL/min. 

The column temperature was initially held at 40 °C for 2 min, ramped to 140 °C at a rate of 8 °C 

min-1, then ramped to 250 oC at 40oC min-1 and kept for 2 min. The MS detector transfer line 
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temperature, MS quadrupole, and MS source temperature were set at 300, 150, and 230 °C, 

respectively. Gas phase ions were generated using electron impact ionization at 70 eV, and the 

quadrupole was operated in SIM mode selecting ions 78, 86, 43, 79, 55, 85 m/z for benzene, 2-

pentanone, 1-nitropropane, 1-pentanol and octane respectively, furthermore a reduced full scan 

method ranging from 35-300 m/z was used for the unknown determination of chlorination by-

products. 

        To facilitate desorption of the 20 mm x 4.75 mm x 400 µm (L x W x T) TF-SPME membranes 

an inert glass bead was inserted into the tapered 5 mm I.D. glass desorption tube to prevent the 

membranes from slipping through the tapered bottom of the desorption tube which were designed 

to hold a wider cylindrical PDMS stir bar rather than a flat thin film. Desorption was carried out 

at 250 oC using a helium stripping gas flow of 60 mL min-1 for 5 minutes. The desorbed analyte 

was then cryo-focused at -130 oC within the CIS module for the duration of the 5-minute 

desorption. Following desorption, the CIS was then ramped to a temperature of 270oC at a rate of 

10 oC s-1 so as to perform transfer of the analyte onto the Agilent 6890 GC-column for separation 

and quantitation. 

6.2.3 Preparation of the in-house HLB particles 
 

 Different in-house HLB particles polymerized, using either precipitation or suspension 

methodologies, were prepared with the intent to compare their extraction efficiency with 

commercially available sorbents. Precipitation polymerization was performed by reacting 4 mL of 

divinylbenzene with 1 mL of N-vinylpyrrolidone in 200 mL of acetonitrile with an addition of 30 

mg of an azobisisobutyronitrile as an initiator. This mixture was then heated to 70 oC inside a 500 

mL, three neck, round bottom flask which was kept under constant nitrogen purge and mixed at 

100 rpm by use of an overhead stirrer for a period of 24 hours. Following polymerization, the 
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micro particles were washed twice in ethanol and separated from the supernatant solution by use 

of 10,000 rpm centrifugation for 15 minutes. Finally these particles were dried under nitrogen in a 

vacuum over at 80oC for 24 hours. 

 The particles prepared using the suspension polymerization protocol were formulated to 

similar proportions to that of the precipitation methodology. Appropriately, 4 mL of 

divinylbenzene were reacted with 1 mL of N-vinylpyrrolidone in 200 mL of water with an addition 

of 30 mL of toluene to serve as the organic phase and porogen. 30 mg of azobisisobutyronitrile 

were still used to initiate the reaction. Furthermore, 250 mg of poly(vinyl alcohol) and 500 mg of 

methyl cellulose were used as stabilizers for the organic suspension. This mixture was then heated 

to 70 oC inside a 500 mL, three neck, round bottom flask which was kept under constant nitrogen 

purge and mixed at 700 rpm by use of an overhead stirrer for a period of 24 hours. The washing 

and drying procedure for the suspension polymerization method was the same as that described 

for the precipitation methodology.  

 

6.2.4 Characterization of the sorbent particles and resulting membranes 
 

Infrared spectroscopic data were collected on a Bruker Tensor 27, FT-IR spectrometer 

(Madison, WI USA) in powder form between 4000 and 450 cmī1. The shape and size of the HLB 

particles and morphology of the HLB thin film membranes were determined by field emission 

scanning electron microscopy (FE-SEM Model No.) (Carl Zeiss, Germany). HLB particles were 

also characterized by transmission electron microscopy (TEM) (JEOL JEM-2010). The surface 

area of the HLB particles was determined using N2 adsorption-desorption isotherms at 77 K. The 

samples were degassed at 100 ÁC for 24 h before adsorption measurements. The speciýc surface 

area was calculated by the Brunauere-Emmette-Teller (BET) method. Thermal stability of 
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synthesized membranes was evaluated by running a blank membrane analysis on the Agilent 6890-

5973N GC-MS in full scan mode. Desorption was performed on a Gerstel TDU at 250 oC for 5 

minutes using 60 mL min-1 of stripping He gas. Compounds were trapped by the CIS at -80oC. 

6.2.5 Preparation of the large volume McReynolds headspace generating jar  
 

     As McReynolds mixtures represent a varied class of inter-molecular interactions across a wide 

polarity range, a selection of benzene, 2-pentanone, 1-nitropropane, pyridine, 1-pentanol, and 

octane, which possess log[P] values from 0.84-4.78,75 were used to prepare a large McReynolds 

standard analyte generating jar. The preparation of this spiked silicon oil-polystyrene-co-

divinylbenzene resin was performed using the method described by Grandy3, Gomez75, Poole4 et 

al. However, to ensure negligible depletion of the headspace standard when extracting with high 

capacity TF-SPME devices, a much larger gas generating jar was prepared. This 250 mL jar was 

composed of 30.0 g of PS-DVB resin and 80.0 g of spiked silicone diffusion pump fluid which 

itself was pre-spiked with  4 ɛL of benzene, 6 ɛL of 2-pentanone, 8 ɛL of 1-nitropropane, 6 ɛL of 

pyridine, 12 ɛL of 1-pentanol, and 12 ɛL of octane. Finally to allow the introduction of the TF-

SPME membranes into the jar a small hole was drilled into the lid and a 2 mL disposable centrifuge 

tube whose bottom was cut was then glued into the hole. This headspace jar and corresponding 

TF-SPME introduction can be seen in Figure 6.1. 
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Figure 6.1: A 250 mL McReynolds standard headspace generating jar being sampled from with a TF-SPME 

device held by cross-locking tweezers. 

 

6.2.6 Calibrating amount extracted by on membrane liquid injection 
 

 In order to calibrate the actual amount (in ng) of analyte extracted without having to remove 

the TDU-CIS and convert the injector to the GERSTEL septum-less head, or a standard 

split/splitless configuration, a novel calibration method, called on-membrane liquid injection, was 

employed. To execute this method the TF-SPME device was held in place by cross-locking 

tweezers while a gas-tight syringe was used to deliver 1-3 µL of methanolic McReynolds standard 

directly to the uncoated edge of the TFME device allowing for the standard to be wicked into the 

membrane. These membranes were immediately placed into the TDU desorption tubes pending 

analysis and each calibration level was run in triplicate (n=3). In addition to avoiding the need to 

change the injection system of the GC/MS, this method was found to exhibit additional advantages 
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in that a liquid calibration standard of a given concentration could be used for multiple calibration 

levels as the excess methanol was not found to overload the instrument. This outcome is likely 

because much of the volatile solvent was either lost from the membrane or, not trapped by the CIS 

during analyte transfer. 

Where the calibration range was 200-10000 ng, spanning 2 orders of magnitude, the linear 

data shown in Figure 6.2 was transformed by the use of a 1/x2 weighing factor resulting in the 

calibration values presented in Table 6.1. This 1/x2 transformation was chosen as to avoid 

discrimination of any results that gave signal near that of the lower calibration points.108 A 75:1 

split ratio was used during calibration meaning of the 200-10000 ng injected, only 2.67-133 ng of 

the standard was actually reaching the detector. Furthermore, when a further 20000 ng injection 

was performed, the signal was shown to begin exhibiting non-linear behavior indicating saturation 

of the mass spectrometer.  

Table 6.1    Calibration data for on-membrane liquid injection following 1/x2 weighing.  

Compounds Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane 

Slope 13198 2706 4599 6115 1156 4928 

Intercept 631760 154161 47465 39188 -3719 24433 
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Figure 6.2 On-membrane liquid injection calibration curve for the modified McReynolds standards prior to 

performing 1/X2 weighing of the data. 

 

6.2.7 Comparison of thin film extraction sensitivity using various sorbent particles 
 

To compare the relative extraction efficiencies of the various TF-SPME sorbent 

chemistries, PDMS-Carbon mesh supported membranes prepared with 5 µm DVB, 5 µm 

commercial HLB, 1.3 µm precipitation polymerized HLB and 2 µm suspension polymerized HLB 

in addition to a 2 cm PDMS coated stir bar and a 65 µm DVB/PDMS SPME fiber were compared 

in terms of extraction amounts. These extractions were performed from the 250 mL McReynolds 

headspace generating jar at 55 oC for 10 minutes under static conditions. In order to account for 

any intermembrane variability, 3 different membranes of each chemistry were analyzed 3 times 
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each (n=9 per membrane). All results were calibrated and presented in terms of nanograms. To 

avoid overloading of the MS detector while remaining well within calibration range, a 75:1 split, 

10:1 split and splitless injection were used for the TF-SPME, SBSE, and SPME injections 

respectively. All extractions were randomized to account for any undetected drift of detector 

response while QC extractions were performed before and after the experiment.    

6.2.8 Validation of volatile analyte stability on thin films stored in TDU tubes post extraction  
 

To check the post-extraction stability of the McReynolds standards on the HLB thin film 

membranes, extractions were carried out at 55 oC for 10 min using TF-SPME devices prepared 

with the 1.3 µm HLB particles synthesized by precipitation polymerization. Post-extraction, 

membranes were stored in TDU tubes on the autosampler rack. Membranes were then analyzed 

immediately following extraction, 24 hours after extraction, or 120 hours after extraction. 

Extractions were performed in triplicate and analyzed on the GC-MS instrument. Desorptions were 

performed using a 75:1 split ratio at 250 oC for 5 min with 60 mL min-1 of stripping gas. Analytes 

were trapped within the CIS at -130 oC prior to GC injection. 

6.2.9 Intermembrane analytical reproducibility of a modified McReynolds standard 

 

 As to ensure the TF-SPME preparation procedure yields statistically reproducible 

membranes an intermembrane reproducibility study was also performed using the data from the 

coating comparison experiment as such the same extractions protocols and membranes described 

in the aforementioned study were used. In order confirm said reproducibility the 3 membranes of 

each coating chemistry were compared using a one-way ANOVA test at 95% confidence for each 

of the 6 McReynolds analytes. Furthermore, the inter-batch reproducibility of the homemade HLB 

particles was also assisted by comparing two completely unique batches of HLB(P)/PDMS thin 

film membranes. 
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6.2.10 On-site thin film solid phase microextraction of chlorination by-products from a private 

hot tub 
 

    As a proof of concept, thin film membrane extractions were performed at a private hot tub. 

Headspace extractions were performed in triplicate by placing TFME in between the cross locking 

fiber grip tweezers at atmospheric pressure for 30 min. Direct immersion extractions were 

performed by filling 20 mL vials equipped with TFME holders to the brim with hot tub water. 

These extractions were performed for 30 minutes at a constant agitation of 1500 rpm using a 

magnetic stir bar on-site. The pH and temperature of hot tub water were measured to be 7.2 and  

39.5 oC respectively, however, water was allowed to cool to near ambient temperatures (27 oC) 

prior to extraction. After extraction, the membranes were dried by dabbing with a Kimwipe and 

instantly stored in the 3.5-inch thermal desorption tubes with glass beads. The tubes were closed 

on both sides by using appropriate caps and transported back to the lab where analyses were 

performed immediately afterwards. Membranes were analyzed on the benchtop GC-MS (Agilent 

6890-5973). Splitless desorptions were performed at 250 oC for 5 min with 60 mL min-1 stripping 

gas. Analytes were trapped in the CIS at -130 oC. For untargeted analysis signals were reported as 

peak areas in full scan mode (35-300 m/z). 

6.3 Results and discussion  

6.3.1 Physical characteristics of homemade sorbent particles and thermal stability of resulting 

thin films 
 

HLB particles obtained after synthesis were characterized by FT-IR, SEM, TEM, and 

surface area analysis. The FT-IR spectrum of the HLB particle is shown in Figure 6.3. The peaks 

in the ranges of 3084ï3018, 1642ï1446, 795ï708 and 2848ï2921 cm-1 were respectively assigned 

to aromatic C=C-H, stretching, C-C stretching, aromatic C-H bending, and methylene C-H 

stretching. Furthermore, the signal at 1687 cmī1 was assigned to the C=O stretching vibration of 
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N-vinylpyrrolidone. These characteristic absorption peaks indicated the formation of 

poly(divinylbenzene-co-N-vinylpyrrolidone) resin. 

  

Figure 6.3 FT-IR spectrum of HLB particles synthesized by precipitation polymerization.  

 

Following confirmation of poly(divinylbenzene-co-N-vinylpyrrolidone) resin formation, 

the morphological features of the particles were visualized by SEM and TEM. As can be seen in 

Figure 6.4, the particles obtained from precipitation polymerization were spherical, uniform and 

monodispersed. Particles were found to be approximately 1.33 µm using TEM analysis.  Whereas 

the particles obtained by suspension polymerization were spherical but non-uniform and 

polydispersed with diameters ranging from 30-60 µm.  

 

Figure 6.4: HLB particles synthesized by precipitation polymerization. SEM images, A) magnification 

5000x at 20 kV, B) magnification 10,000x at 20 kV (scale 1 µm), and, C) TEM image recorded at 200 kV 

(scale 500 nm). 
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The specific surface area (SSA) of sorbent particles generally depends on the diameter and 

total porosity of said particle. As such it would be expected that the smaller 1.33 µm precipitation 

polymerized particles would have the higher SSA value. However, as can be seen in Table 6.2 this 

was not the case. The specific surface area of the HLB particles synthesized by precipitation 

polymerization was shown to be approximately half that of all other particles tested. Meanwhile, 

the SSA of all other particles tested, including the commercial DVB, commercial HLB, and the 

HLB prepared using suspension polymerization, were all found to be more or less the same. The 

SSA difference observed for the precipitation polymerized HLB is likely related to the lower pore 

volume and smaller pore size of these particles. Although purely speculative, these variations are 

likely due to the porogen chosen in the preparation of each particle type. For the precipitation-

based HLB, acetonitrile was used in lieu of the toluene porogen that was employed for the 

suspension polymerization methodology. Toluene was also likely used for the commercial HLB 

particles as this is specified in the original HLB patent.166 Despite having lower SSA the 

precipitation particles remain much more microporous with a pore diameter of only 12.99 Å. Such 

a microporous nature may have an inherent advantage for the extraction and retention of low 

boiling VOCôs and VVOCôs as these compounds generally have a much smaller molecular 

radius.5,10   

Table 6.2: Comparison of the physical characteristics of the compared sorbent particles. 

Material SSA (m2/g) Pore size (Å) Pore volume (mL/g) Particle size (µm) 

DVB (comm.) 750 400 1.54 5 

HLB (comm.) 800 80 1.30 5 

HLB Suspension 727 71 0.64 30-60 

HLB Precipitation 335 13 0.20 1.33 

 

Thermal stability testing of TFME membranes synthesized with commercial DVB and 

precipitation HLB particles were carried out via blank injections on the Agilent GC-MS. To 
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compare the levels of detectable bleed, three different DVB/PDMS/carbon mesh membranes were 

run with three HLB/PDMS/carbon mesh membranes. It can be perceived from the stacked 

chromatograms shown in Figure 6.5 that the backgrounds levels obtained from the HLB/PDMS 

membranes were comparable to that of the DVB/PDMS membranes. The peaks associated with 

the aromatic compounds bleeding of the DVB portion of the particles can be seen at retention time 

6.5 to 9 min and appear to be slightly larger for DVB/PDMS. However, a few additional peaks can 

be seen within the first 3 minutes of the HLB/PDMS runs. These peaks remain unidentified but 

may be related to the N-vinylpyrrolidone portion of the HLB particle. Unsurprisingly, the 5 larger 

peaks associated with siloxane background are of similar magnitude regardless of device tested. 

Although any bleed may be considered undesirable it is important to remember that this 

background is still much less than previous designs and remains at a similar level to what is seen 

with other high volume PDMS devices such as the commercially available, Twister, 2 cm PDMS 

sorptive stir bar.   
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Figure 6.5 Comparison of membrane bleed and associated siloxane background for, A) three 

DVB/PDMS/carbon mesh supported membranes, B) three HLB/PDMS/carbon mesh supported 

membranes, and, C) commercial 2 cm pure PDMS SBSE. All membranes were of similar size and desorbed 

at 250 °C using 60 mL minī1 of helium for 5 min. desorption of the CIS was performed in splitless mode. 

 

6.3.2 Improvement of TF-SPME affinity for polar VOCôs using HLB loaded thin film 

membranes  
 

      As HLB based sorbents are designed to give a balanced coverage between both polar and non-

polar analytes it was decided that a modified McReynolds standard comprised of benzene (log[P]= 

2.13), 2-pentanone (log[P]= 0.98), , 1-nitropropane (log[P]= 0.94), pyridine (log[P]= 0.84), 1-
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pentanol (log[P]=1.7) and octane (log[P]= 4.78) would be the most appropriate selection in terms 

of comparing the relative extraction efficiency of volatiles on a broad spectrum sorbent.167 As 

shown in Figure 6.6 it was found that the 1.3 µm HLB particles prepared using the precipitation 

polymerisation method yielded the highest extraction amounts extracting a factor of 1.8x, 2.2x, 

1.9x, 1.7x, 2.0x and 1.3x more benzene, 2-pentanone, 1-nitropropane, pyridine, 1-pentanol, and 

octane than the established DVB/PDMS based membrane respectively. In terms of the more 

established techniques, it was ubiquitously found that the DVB/PDMS SPME fiber offered the 

lowest extraction amounts, followed by the 2 cm PDMS SBSE stir bar due to the limited sorbent 

volume and lack of a broad polarity sorbent particle respectively. In fact, the DVB/PDMS TF-

SPME device was found to extract on average, 35-75 times more analyte than the comparative 

SPME fiber. This is a great deal more than the 20 fold factor reported in our previous study where 

a membrane twice as large was used.1 Such variation is almost certainly due to the fact that in the 

current study near equilibrium conditions were achieved allowing the entire volume of the sorbent 

to be used in extraction. Contrarily, pre-equilibrium conditions were chosen in the previously 

reported pesticide study as the goal was to show the benefits of having a high surface area 

extraction device for quick on-site analysis of semi-volatile water contaminants.1 As previously 

alluded to, it is thought that the improved extraction efficiency offered by the precipitation 

polymerisation based sorbent particles is related to the improved polarity range of HLB, and the 

microporous surface structure of the particles. Particularly, when comparing the commercial HLB 

obtained from Waters and the precipitation particles it can be seen that despite the former having 

approximately double the specific surface area, the much more microporous precipitation 

polymerisation based particles, which used an acetonitrile porogen, still provide significantly 
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higher extraction amounts  (2-tailed T-test at 95% confidence) for all of the analytes tested with a 

p= 0.00047 being the highest reported, for octane.  

  

Figure 6.6 Relative extraction efficiencies of the studied McReynolds standards using: a 65 µm 

DVB/PDMS SPME fiber, a 2 cm PDMS SBSE stir bar, DVB/PDMS TF-SPME membranes, HLB/PDMS 

(suspension HLB) membranes, HLB/PDMS (commercial HLB) membranes, HLB/PDMS (precipitation 

HLB) membranes. Extractions were performed from the McReynolds standard headspace generating vial 

for 10 min at 55 oC. 

 

Table 6.3 Aggregated data of all extraction chemistries tested with results shown in nanograms. 

 65 µm DVB/PDMS fiber  2 cm PDMS stir bar DVB/PDMS TF-SPME 

 Average SD %RSD Average SD %RSD Average SD %RSD 

Benzene 8 0.9 11 58 6 9 590 40 7 

2-Pentanone 19 1.8 9 95 5 5 667 44 7 

Nitropropane 52 4 8 302 30 10 1843 143 8 

Pyridine 21 3 13 624 88 14 939 85 9 

1-Pentanol 38 5 13 731 81 11 2871 286 10 

Octane 39 4 11 229 25 11 2629 200 8 

 HLB(S)/PDMS TF-SPME HLB(C)/PDMS TF-SPME HLB(P)/PDMS TF-SPME 

 Average SD %RSD Average SD %RSD Average SD %RSD 

Benzene 834 73 9 898 78 9 1044 51 5 

2-Pentanone 908 52 6 1033 74 7 1444 110 8 

Nitropropane 2365 163 7 2865 95 3 3435 327 10 

Pyridine 1076 94 9 1244 79 6 1613 103 6 

1-Pentanol 3908 243 6 4725 398 8 5715 320 6 

Octane 2916 158 5 3007 249 8 3423 139 4 
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6.3.3 On membrane storage stability of a modified McReynolds standard 
 

     To confirm the on-membrane stability of the modified McReynolds standards while being 

stored in the TDU tubes pending analysis, extractions were performed with the HLB(P)/TFME 

membranes. These membranes were then stored within the TDU tubes on the autosampler rack for 

0, 24 and 120 hours. As validated via ANOVA at 95% confidence, giving F values from 0.001 to 

3.64 (Fcrit=5.14) for almost all the McReynolds probes analyzed stability was observed even after 

120 hours of storage. The only exception to this observation was for pyridine (F = 27.25) which, 

as can be seen in Figure 6.7, exhibited a significant decrease after 120 hours of storage. This 

decrease is attributed to photo-degradation, as this result had been previously observed when 

McReynolds containing standard headspace generating vials were stored for 10 weeks at various 

conditions.3 In this previous study, vials stored at room temperature with exposure to light were 

observed to exhibit looses for pyridine while those stored in a dark cupboard at room temperature 

did not.3 As the thermal desorption tubes used to store the  HLB/TFME membranes are comprised 

of clear glass this result was not surprising. However, it was surprising to observe such 

reproducible values for the highly volatile benzene even after prolonged storage. This stability is 

most likely due to the fact that when placed on the autosampler rack the TDU tubes remain 

relatively sealed with only a small hole with a long diffusion path at the top. Because the relative 

membrane volume and sorbent partition coefficient are so high in relation to the volume of static 

air remaining in the desorption tube, only a minuscule fraction of the total analyte extracted on the 

membrane must be desorbed to come to equilibrium with said remaining static air. Moreover, this 

study suggests that, as long as the TFME devices are capped and stored within the TDU desorption 

tubes, they should be suitably stable for transportation back to the lab for analysis after performing 

on-site samplings.  
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Figure 6.7: Stability of modified McReynolds compounds on the HLB/PDMS/carbon mesh membranes 

after, A) immediately following extraction, B) 24 hours of storage, and, C) 120 hours of storage. 

 

6.3.4 Intermembrane analytical reproducibility of a modified McReynolds standard 

 

In order to perform reliable sampling while using different TF-SPME membranes to 

represent different replicate analyses, it remains very important to confirm that they can be 

manufactured to be statistically reproducible or, at least within 10% variation of each-other. As 

such it was confirmed at 95% confidence that, for the most part, the prepared membranes were 

statistically similar when grouped by their corresponding sorbent chemistries. These 1-way 

ANOVA tests are summarized in Table 6.4 with the corresponding bar charts shown in Figure 6.8. 

Of the 24 one-way ANOVA tests performed the only exceptions to this agreement were found to 

be for 2-pentanone on the precipitation HLB based membranes and for 1-pentanol on the 

commercial HLB based membranes which exhibited F-values of 8.82 and 8.97 respectively (F-

critical = 5.14). Such results are not uncommon when using ANOVA testing as one set of replicates 

with uncharacteristically low %RSD values can make even the smallest variations seem 

statistically significant. Upon viewing the data it was apparent that this happened to be the case as 
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the first and second membranes prepared using the precipitation-based HLB had %RSD values for 

2-pentanone of 2% and 3% RSD respectively. Furthermore the second of the membranes prepared 

with commercial HLB was found to exhibit a minuscule %RSD of 1% for the 1-pentanol standard 

when considering most other values ranged between 5-10% RSD. Even so, if these values are to 

be considered statistically different their inter-membrane %RSD values for said compounds were 

still found to be 8% for both membranes.  

A further test for the inter-batch reproducibility of the homemade HLB/PDMS/Carbon 

mesh supported TFME membranes indicated very good similarity between the two separate 

batches of membranes. This inter-batch similarity is most notably demonstrated by the results of 

the 2-tailed T-testing (Table 6.5 ) in which membranes prepared from two entirely unique batches 

of the homemade precipitation polymerized HLB particles were shown to be statistically similar 

regardless of the McReynolds probe being analyzed. Where extractions were carried out such that 

benzene, the least retained compound, and, octane the most retained analyte, were at near-

equilibrium and pre-equilibrium extraction kinetics respectively, the similar results amongst 

batches also strongly indicated that these membranes were, in fact, similar in terms of total sorbent 

volume, sorbent strength, and membrane surface area. It is also worth noting that the error bars 

shown in Figure 6.9 give a further indication as to the intra-batch repeatability as replicate 

extractions were performed using different membranes from the same batch. The related %RSDôs 

which ranged from 5-9% was also considered quite reasonable for the chosen analytical 

methodology.  
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Table 6.4 F-values corresponding to intermembrane variability generated from one way ANOVA testing 

performed at 95% confidence. Tested chemistries include DVB/PDMS TF-SPME membranes, 

HLB/PDMS (suspension HLB) membranes, HLB/PDMS (commercial HLB) membranes, HLB/PDMS 

(precipitation HLB) membranes. Extractions were performed from the standard McReynolds headspace 

generating vial for 10 min at 55 oC. 

 Benzene 2-Pentanone Nitropropane Pyridine 1-Pentanol Octane F Crit 

DVB/PDMS 1.13 1.64 1.27 1.39 1.72 0.42 5.14 

HLB(S)/PDMS 4.39 1.41 1.23 1.13 2.70 0.87 5.14 

HLB(W)/PDMS 4.49 0.75 1.11 0.54 8.97 1.53 5.14 

HLB(P)/PDMS 1.27 8.82 0.48 2.90 0.35 2.69 5.14 

 

Figure 6.8 Intermembrane extraction amounts of the 4 TF-SPME chemistries tested including, A) 

DVB/PDMS TF-SPME, B) HLB/PDMS (suspension polymerization) TF-SPME, C) HLB/PDMS 

(commercial HLB) TF-SPME, and, D) HLB/PDMS (precipitation polymerization). Extractions were 

performed for 10 minutes at 55 oC from the McReynolds standard headspace generating vial.  
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Figure 6.9: Inter-batch reproducibility of 2 separate HLB/PDMS(precipitation) TFME membrane batches. 

Extractions were performed from a McReynolds standard gas generating jar for 10 minutes at 55 oC as to 

achieve near equilibrium conditions. 

 

Table 6.5 T-test at 95% confidence testing inter-batch reproducibility of the precipitation polymerization 

HLB/PDMS/carbon mesh TFME. (Tcrit=2.78) 

Compounds Benzene 2-Pentanone 1-Nitropropane Pyridine 1-Pentanol Octane 

Tstat -0.09 0.32 -0.02 2.18 2.14 -1.28 

% RSD 6 7 5 9 6 7 

 

6.3.5 On-site thin film solid phase microextraction of chlorination by-products from a private hot 

tub 
 

As a proof of concept, to show that the developed method and material (HLB based TFME) 

could be employed entirely on-site, extractions of chlorination by-products from a private hot tub 

were performed. Generally speaking, swimming pools and hot tubs use chlorine in the form of 

hypochlorous acid to disinfect the water. This chlorine reacts with organic compounds originating 

from human sweat, urine, and other bodily fluids. Because of the high levels of amines found in 

these bio-fluids (particularly urea) disinfection through chlorination may result in the formation of 

chloramines whose vapors are known to cause eye irritation and lung damage at high enough 

concentrations.168  
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 Henceforth, on-site extractions were performed from the air directly above the surface of 

the hot-tub water while the aeration jets were engaged. Fortunately, no detectable chloramines 

were found in this air which is encouraging as this sampling was performed in the approximate 

location of a bathers head. However, when direct immersion extractions were performed three 

chlorination by-products were detected and identified as 3-chloro-1-propanamine, 2-

chloroethylamine, and dichloroacetonitrile having retention time 3.53, 4.53 and 4.74 minutes 

respectively. Unfortunately, as these compounds have highly toxic vapors and considered unstable, 

it was decided to not handle their pure standards in our university laboratory and hence calibration 

was not performed. However, it was encouraging to see that the response of the developed methods 

was fairly reproducible having RSDs of 8-10 % and 3-9% for 3-chloro-1-propanamine and 

dichloroacetonitrile when extractions were performed using DVB/PDMS and HLB/PDMS 

membranes respectively. As shown in Tables 6.6 and 6.7, the response in the case of the HLB 

based TFME membrane was notably higher than that of the comparative DVB/PDMS. Once the 

unknown compounds were initially identified using the NIST mass spectral database, identities 

were confirmed using an n-alkane linear retention plot which was generated via analysis of a highly 

reusable C7īC20 n-alkane standard headspace generating vial. The retention time indices of 3-

chloro-1-propanamine, 2-chloroethylamine, and dichloroacetonitrile were calculated to be 688, 

788 and 811 which was close to their theoretical values 714, 790 and 806 respectively.  

Table 6.6 Chloramine detections from hot-tub water using DVB/PDMS TF-SPME device. 

Compounds RT(s) RTI RTI(lit) Average(sig) SD %RSD 

2-Chloroethylamine 3.53 714 688 Detect Detect Detect 

3-Chloro-1-propanamine 4.53 790 788 7.8E+07 6126876 8 

Dichloroacetonitrile 4.74 806 811 1.5E+08 1.5E+07 10 
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Table 6.7 Chloramine detections from hot-tub water using HLB(P)/PDMS TF-SPME device. 

Compounds RT(s) RTI RTI(lit) Average(sig) SD %RSD 

2-Chloroethylamine 3.53 714 688 Detect Detect Detect 

3-Chloro-1-propanamine 4.53 790 788 1.2E+08 1.1E+07 9 

Dichloroacetonitrile 4.74 806 811 2.2E+08 7049678 3 

 

Figure 6.10: Total-ion chromatogram of the compounds detected by benchtop GC/MS after on-site 

extraction of chlorinated by-products were performed from a private hot tube. Extractions were performed 

from 20 mL of hot-tub water at a stir rate of 1500 rpm using the HLB/PDMS TFME membrane.  

6.4 Conclusion and future directions  

A new chemistry of TF-SPME involving the use of homemade hydrophilic-lipophilic 

balance (HLB) particles for the balanced detection of both polar and non-polar volatile organic 

compounds is proposed in this study. A considerably improved sensitivity, when compared to 

membranes prepared with DVB particles, was also demonstrated for the chosen compounds. 

Furthermore, the microporous, custom-made HLB prepared using a precipitation based 

polymerization technique was shown to significantly outperforming a comparable commercial 

mesoporous HLB particle for these volatile analytes. The background thermal stability for GC 

desorption was also determined to be comparable to that exhibited by the previous DVB/PDMS 
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based TF-SPME chemistry.  Furthermore, the inter-membrane reproducibility was confidently 

validated within four different batches of membranes using the varying sorbent chemistries at a 

95% level of confidence indicating that membranes could be prepared reliably. This reliability was 

further strengthened for the presented method by demonstrating that, when stored properly, even 

compounds as volatile as benzene remain stable on the membrane for at least 120 hours. Finally, 

the concept was proven to be effective in real-world applications by allowing for the precise 

determination of various chloramine compounds from a private hot tub. 

       As a result, the research undergone in the development of these homemade HLB particles, and 

the corresponding HLB/PDMS TF-SPME may very well offer a new and superior sorbent phase 

for the balanced coverage of volatile analytes typically reserved for gas chromatography 

applications in the future.   
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Chapter 7 Design and construction considerations of robust, self-sealing deep ocean 

samples for manual and robotic operation   

7.1 Introduction  

 As analytical and exploratory scientists we strive to further the investigation of unique and 

otherwise unfamiliar environments. Time and again approaching these unexplored regions 

requires the development of new sampling devices and technologies to best address site-specific 

challenges.76,164 Largely due to a miniaturized and easy-to-handle design, standard, fiber-based, 

solid phase microextraction techniques have been regularly employed for on-site sampling 

applications.28,169,170 However, many fringe environments of interest exhibit conditions far too 

extreme for a common SPME fiber or other sampling devices to survive or be otherwise 

deployed.164 As such, there still remain many environments that have been relatively unexplored 

particularly in terms of chemical or biochemical profiling.  

One such fringe environment would be that of deep oceanic hydrothermal vents which 

remain as one of the few ecosystems on Earth that prosper entirely without sunlight. Remaining 

relatively untouched by humankind and the outside environment such locations have been 

theorized to be virtually unchanged since the advent of life and may provide a snapshot as to how 

some of the earliest known organisms survived.171 Among other organisms, thermophilic 

extremophile bacteria located along these vents have evolved to survive in an anoxic environment 

devoid of solar energy.171ï173 To cope with such conditions these bacteria have developed many 

unique chemolithoautotrophic strategies to produce energy including the aerobic, microaerobic or 

anaerobic, oxidation or reduction of sulfates, sulfides, ammonia, nitrate, hydrogen, methane, and 

even iron-based compounds.173 These metabolic pathways may provide many unique metabolites 

that have yet to be discovered and could provide clues as to the biochemical processes of some of 

the earliest organisms to ever exist. Classical sampling approaches for such investigations 
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generally involve whole volume grab-samples taken by large volume syringes onboard the ROV 

submersibles.172,173 Once transported back to the surface vessel this water is either directly 

analyzed (following appropriate sample pre-treatment) or cultured to grow the microbiota of 

interest for further sampling.171ï173 Although simple in execution, grab sampling may not be 

without its downsides as it may be difficult to ensure the stability of the metabolites in the sample 

solution during transport back to the surface. This instability holds especially true when there 

remain continued biological activity and such vast changes in oxidation potential and pressure. It 

would, therefore, be preferential if sampling and sample preservation could be performed in-situ 

at the hydrothermal vent. 

 Accordingly, solid phase microextraction techniques have long been known as a reliable 

means for combining sampling and sample preparation into a single step.10,11,151 As small organic 

molecules are extracted into the pore space of sorbent particles they can be removed from a given 

aqueous matrix.10 Not only does this form of extraction eliminate the need to transport large 

volumes of water, it more effectively stabilizes an extracted compound preventing additional 

reactions; particularly further breakdown by biochemical processes.151 However despite being 

portable, the standard fiber morphology of SPME is known to be rather fragile making it unsuitable 

for deep-sea sampling. Recent efforts by Poole et al. have presented a much more ruggedized 

SPME configuration.164 Known as the SPME needle, this ruggedized device is designed such that 

the extraction phase remains recessed into the body of a solid stainless steel needle. In fact, these 

devices were even fabricated into custom ammunition to be shot from an airsoft gun at 91 m.s-1 for 

the in-vivo sampling of live fish tissue.164  In addition to protecting the coating within the recession, 

the existence of a relatively thick solid steel core provided adequate rigidity which gave the SPME 

needle the strength required to puncture fish scale without breaking. Possessing a surface area 2.9 
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times greater than that of comparable SPME-HPLC fibers, these needles were also considerably 

more sensitive for the quick pre-equilibrium extractions used for live tissue sampling.164 Fittingly, 

maximization of surface area has been the ongoing objective of many thin-film solid-phase 

microextraction (TF-SPME) approaches used for on-site sampling.1,25,125,154  This is because when 

sampling times are short the amount of analyte extracted as a function of time () is directly 

proportional to surface area (A) and does not depend and sorbent volume or strength (Eq. 7.1).1,5,66 

It is important to clarify however that a weak sorbent will not remain in this linear, pre-equilibrium 

regime for as long as a stronger sorbent, hence a strong sorbent is still important to ensure this 

assumption remains correct. 

                        ὅ
 

                                          Eq. 7.1 

 Appropriately, this current work presents a new SPME sampling morphology comprising 

of high surface area stainless steel bolts which have had extraction phase recessed into their solid 

S.S. bodies. Furthermore, to facilitate easy handling by divers and deep sea ROV submersibles 

these SPME bolts were built into self-sealing PTFE bodied enclosures. This self-sealing design 

was shown to stabilize compounds originating from a wastewater treatment facility on the sorbent 

coating for up to 2 weeks when stored at ambient conditions. As a further proof of concept, the 

diver operable morphology was then used to differentiate significant features from sponge and 

coral organisms at an on-site location in Cuba. Finally, these devices were successfully deployed 

on two different ROV submersibles several kilometers deep at deep ocean hydrothermal vents 

along the Pacific Rim.    
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7.2 Materials, instrumentation, and experimental methods 

7.2.1 Chemical and materials  

 

 For chromatographic separations and coating desorption the MS grade methanol, 

acetonitrile, and water were obtained from Fisher Scientific Canada (Ontario Canada), while 

formic acid and ammonium acetate were purchased from Sigma-Aldrich (Oakville, ON, Canada). 

The dimethylformamide (DMF), 150 kDalton polyacrylonitrile (PAN) and hydrochloric acid used 

to prepare the coated devices were also purchased from Sigma-Aldrich. The 18-8 stainless steel 

nuts, bolts, and springs were purchased from Spaenaur (Kitchener, ON, Canada). The Teflon 

coated springs (Swagelok model 177-R3A-K1-B) were purchased from Swagelock Inc. (Sarnia, 

ON, Canada). The rare earth magnets were purchased from Lee Valley Tools (Waterloo ON, 

Canada) The Teflon sampler bodies were sourced and constructed by the University of Waterloo 

Science Machine Shop (Waterloo ON, Canada) Plastic 300 ɛL vials and amber 2 mL glass vials 

along with pre-pierced PTFE/silicone septa used in puncture tests were purchased from Canadian 

Life Sciences (Peterborough, ON, Canada). The 5 µm, 800 m2 g, hydrophilicīlipophilic balanced 

(HLB) particles used were obtained from Waters (Wilmslow, U.K.) 

7.2.2 Instrumental and data-processing analysis method (High-resolution HPLC-orbitrap) 

 

Analytical instrumentation used for the separation and detection of the untargeted analytes 

included a Thermo Acella autosampler-HPLC and an Exactive Orbitrap MS (ThermoFisher 

Scientific San Jose, California, USA). Chromatographic separations were performed using a 

Supelco Discovery pentafluorophenyl (PFP) HS F5 column, (2.1 mm Ĭ 100 mm, 3 ɛm) (Supelco, 

Mill ipore-Sigma Bellefonte, PA, USA). Mobile phase was pumped at a flow rate of 300 ɛL min-

1. Gradient elution was performed using a 2 component system consisting of mobile phase A, 



178  

 

99.9:0.1% water: formic acid v:v, and mobile phase B, 99.9:0.1% acetonitrile: formic acid v:v. 

Initial mobile phase conditions for the PFP column separation were 100% A from 0 to 3.0 min, 

followed by a linear gradient to 10% A from 3.0 to 25.0 min, and an isocratic hold at 10% A until 

34.0 min. The total run time was 40 min per sample, including a 6 min column re-equilibration 

period.  

The analyses were performed using both positive and negative electrospray ionization 

(ESI) using the PFP-HPLC method described. The injection volume for all methods was 10 ɛL 

and samples were stored at 4oC on the autosampler while waiting for injection. All injections were 

run in randomized order, and both instrument QCôs and pool QCôs were run periodically to verify 

instrument performance. MS acquisition was performed using AGC = balanced (1 000 000 ions) 

with a 50 000 resolution at 2 Hz. The injection time onto the C-trap was 100 ms. Sheath gas 

(arbitrary units), auxiliary gas (arbitrary units), sweep gas (arbitrary units), ESI voltage (kV), 

capillary temperature (oC), and vaporizer temperature (oC) were (i) 30, 10, 5,  4.0 (-2.9 negative 

mode), 300, and 300 with an acquisition range of 100-1000 m/z, for the positive and negative ESI 

reversed-phase methods. External instrument mass calibration was performed every 48 h and was 

within 2 ppm for all ions. This HPLC-MS metabolomics was adapted from the methodology 

developed and employed by Reyes-Garces 174. 

 Data processing was performed by first converting the raw data files to a mzXML format 

using the free Proteowizard software MSconvert. Parameters used included an mz level=1 filter, a 

64-bit binary encoding precision, and selection of the write index option. These converted files 

were then imported into the software MZmine 2 for furthering peak filtering and detection.175 After 

import, scan-by-scan filtering was performed on the data using a 5 data point Savitzky-Golay filter. 

A mass peak list was then generated using exact mass detection with an m/z range of 99-1000 m/z 
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with a mass tolerance of 5.0 ppm. From this mass list, chromatogram builder was then used with 

a minimum peak height of 10 000 (arbitrary) and a minimum width of 0.017 min. Deconvolution 

of these rebuilt chromatograms was then performed using a Savitzky-Golay filter with a minimum 

peak height of 10 000 (arbitrary) and peak width setting of 0.017-1.0 minutes. The generated peak 

list was then filtered using an m/z-range of 99-1000, a RT range of 0.8-35 minutes and peak width 

of 0.017-1.0 minutes. A compiled aligned peak list table was then generated using a 5 ppm, mass 

tolerance, 5% retention time tolerance, and weighting values of 10 and 20 (arbitrary) for RT and 

m/z respectively. Finally, once peaks associated with the instrument and sampler blanks were 

manually removed, the peaks list rows filter was again used on the compiled aligned peak list but 

with the minimum peaks per row set to 3. This secondary filtering removed erroneous single 

detections which was considered statistically prudent as there were always 5-6 replicates per 

sample. The processed aligned peak list was then exported as a .CSV file which was then imported 

into SIMCA-14 multivariate data processing software. Principal component analysis (PCA) was 

then performed using Pareto scaling for the determination of significant features and testing of 

data fit for the various samples run. Features that were deemed significant were then preliminarily 

identified by exact mass matching using the METLIN Metabolomics database with a 5 ppm mass 

accuracy tolerance.      

7.2.3 Preparation of the coated bolt SPME devices 

 

The first coated bolts were prepared using a spray coating methodology adapted from a 

procedure first reported by Musteata et al. and Mirnaghi et al.176,177 This procedure involves 

dissolving a 150 kiloDalton polyacrylonitrile (PAN) in dimethylformamide (DMF) at a 10% PAN 

weight percentage and then mixing 10 mL of the resulting solution with 1.0 g of 30 µm HLB 

particles and an addition 3 mL of DMF to prepare a sprayable slurry. The surface of the stainless 
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steel bolts was etched by hanging their coatable surface in an open beaker of concentrated HCl 

under sonication for 10 minutes. An Aldrich glass sprayer (Sigma-Aldrich, Oakville, ON, Canada) 

was used to apply approximately 10-12 coats of the slurry. Each coat was set in a modified GC 

oven at 150 oC. These coated bolts were then cleaned and conditioned in a 50:50 methanol: water 

solution. 

For bolts prepared with a recessed extraction phase, etching was performed for 1.5 hours 

which resulted in a 30 µm indentation on the stainless steel surface. Dip coating was then 

performed using a programmable actuator such that the bolts could be immersed in the 

aforementioned PAN/HLB/DMF slurry up to the edge of the etched surface. Furthermore, due to 

the availability of the sorbent, a smaller and more strongly sorbing 5 µm HLB particle was used.  

When dip coating was performed only 2 coats of the slurry were applied with each coat being set 

in a modified GC oven at 150 oC. The excess coating was then removed from the head of the bolt 

using a utility knife and the coating was then cleaned and conditioned in a 50:50 methanol: water 

solution. 

7.2.4 Desorption of large surface area coated screw device  

 

 Desorptions were carried out by placing the coated bolts in a narrow, high-density 

polyethylene (HDPE) centrifuge tube such that the coated side of the bolt was immersed in the 

solvent. 800 µL of desorption solvent, consisting of 50:50 ACN: H2O, was used to desorb each of 

the devices. The tubes were then placed in a Benchmark Scientific Benchmixer XL multi-tube 

vortexer (Mandel Scientific, Toronto, ON) and agitated at 1200 rpm for 75 minutes. Following 

desorption, the solutions were then transferred to 2 mL amber glass vials for storage and analysis. 

Pool QC`s were then prepared by removing 100 µL of solution from each individual sample and 
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mixing them into a single 2 mL vial. Pending and post analysis, these solutions were stored at -80 

oC to ensure analyte stability.   

 7.2.5  Assessment of room temperature real sample storage stability 

 

 In order to confirm that the self-sealing sampler design was capable of stabilizing extracted 

compounds on the sorbent coating for purposes of multi-variate identification, real samples were 

taken using 3 different devices (18 coated bolts total) and then stored under varying conditions for 

up 12 days. The real world samples were taken at the outflow pipe of the Galt Wastewater 

Treatment Facility on the Grand River (Cambridge Ontario). Ambient river temperatures were 

measured to be 6.5 oC while the temperatures at the outflow fluctuated slightly around 20 oC. As 

shown in Figure 7.1, samplers were deployed on-site via kayak and sampling was performed for 1 

hour. Following sampling, the devices were then closed into their sealed position and transported 

back to the laboratory. Solvent desorption was then immediately performed on 4 of the 18 coated 

bolts while the remaining devices were stored within the self-sealing sampler bodies at A: room 

temperature for 3 days, B: room temperature for 12 days, and C: in the -80 oC freezer for 12 days.  
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Figure 7.1 On-site deployment of the coated pin self-sealing samplers showing, A) Galt wastewater 

treatment facility outflow pipe sampling site (43o20ô17.78òN, 80o19ô4.73òW), B) kayak deployment of the 

samplers, C) centered position of samplers within the outflow pipe opening, D) underwater picture of the 

deployed samplers. 

 

7.2.6 Deployment of diver operable samplers to differentiate significant features between Sponge 

and Coral samples 

  

  As a proof of concept, the diver operable self-sealing samplers were deployed on-site for 

the untargeted differentiation of compounds emitted from either sponge or coral organisms. A total 

of 4 samplers, each containing 6 replicate coated bolts, were deployed for approximately 1 hour 

each by a scuba diver along an unspecified Cuban beach. The first sampler was deployed as a 

control on a sandy substrate bottom where there were no proximate coral or sponge species. 

Samplers 2 and 3 were left at different locations along a single coral reef at positions where there 

were no sponges immediately nearby. The final sampler was then placed on top of an unknown 
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species of live sponge. Following sampling, the self-sealing devices were sealed, wrapped in 

aluminum foil and placed into individual clear polyethylene bags which were then transported 

back to Waterloo for desorption and analysis.    

7.2.7 Multicomponent separation of various biomolecules from deep-sea hydrothermal vents 

 

As a means to demonstrate the full robustness of the self-sealing coated bolt sampler 

design, various samplers were deployed on two separate dives for the on-site SPME extraction of 

hydrothermal vents. The first ROV sampling was performed at a depth of 1518 m on a 

hydrothermal vent located on the edge of the El Gordo seamount which, as shown in Figure 7.2, 

possessed a great deal of visible aquatic life. Three separate samplers were taken on the dive 

allowing for the sampling of A: an active hydrothermal vent B: Ambient ocean water to serve as a 

control and, C: an unused sampler to serve as a method blank. Unfortunately, due to a miss-

communication between our research teams and the ROV crew, the sampler was only exposed for 

a total of 15 seconds in both the control location and active hydrothermal vent. The control sample 

(Figure 7.3) was taken just a few meters above the hydrothermal vent which was not considered 

ideal as some of the hydrothermal vent features to could have been also extracted by the control 

sampler. The ROV operators logged observation of the ROV-SPME samplings are listed in Table 

7.1 below. Follow sampling, a given  ROV-SPME device was then placed in an enclosed ROV 

ñbio-boxò for the remainder of the dive and ascent. Once shipside, these devices were then stored 

at -80 oC within the on-ship freezer for the remainder of the voyage. Finally, upon returning to 

port, the samplers were then shipped under dry-ice to the University of Waterloo for desorption 

and analysis. 
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Table 7.1: ROV-operator logging of ROV-SPME sampling event at El Gordo seamount hydrothermal 

vent.    

Date and Time Location Coordinates Depth 

27/9/2014 ROPOS Perched on N 45 55.5713' 1518 m 

06h11 UTC El Gordo vent W 129 58.7353'  
 

 

Figure 7.2:  ROV-SPME sampling on-top of El Gordo hydrothermal site. Coated bolts were exposed for 

approximately 15 seconds 
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Figure 7.3 ROV-SPME control sampling above El Gordo hydrothermal site. Coated bolts were exposed for 

approximately 15 seconds. 

 

The second ROV-SPME sampling was performed at a depth of 2929 m at an unspecified 

vent along the NW Rota dive site. The exact coordinates of this location are presented in the ROV 

operators log shown in Table 7.2. The sampling of the active vent site (Figure 7.4) was performed 

for exactly 6 minutes, 24 seconds with vent temperatures measured at 17.3 oC. The control 

extraction of the ambient seawater was performed during ROV ascent and lasted exactly 6 minutes 

with ambient water temperatures measured as 1.5 oC. Furthermore, much like the first ROV 

sampling, a third, unused, SPME device was carried onboard the submarine to serve as a method 

blank for the dive. Following sampling, a given  ROV-SPME device was then placed in an 

enclosed ROV ñbio-boxò, shown in the bottom left-hand corner of Figure 7.5, for the remainder 

of the dive and ascent. Once shipside, these devices were then stored at -80 oC within the on-ship 
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freezer for the remainder of the voyage. Finally, upon returning to port, the samplers were then 

shipped under dry-ice to the University of Waterloo for desorption and analysis. 

Table 7.2: ROV-operator logging of ROV-SPME sampling event at NW Rota hydrothermal vent.    

Time 
UTC sample type site J2- 801 Sample Comments - Urashima latitude longitude Depth(m) 

06:18 

J801-
SPME4-

44 bio 

Active 
Chimney 
- Ultra-

no-chichi 

SPME #4. (Solid Phase Micro Extraction).  
Sampler held overflow at an angle to 
maximally expose tubes to flow.  Squeezed 
for six minutes in the flow.  Stop 06:24. 12 55.3378 143 38.9521 2929 

06:45 

J801-
SPME2-

46 bio ascent 

Background SPME #2 sample during ascent. 
Ambient Temperature = 1.53C. Depth of 
squeeze: 2828-2667.  Squeezed six minutes. 12 55.31 143 38.912 

2828-
2667 

 

 

Figure 7.4: Location of the NW Rota ROV-SPME active vent site. Sampling was performed for 6 min, 24 

seconds. The ambient temperature measured immediately before sampling was 17.3 oC. 
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Figure 7.5: ROV-SPME control sampling taken during the ascent of the submarine. Ambient temperature 

was measured as 1.53 oC while sampling was performed for 6 minutes. Bio-box storage location on the 

bottom left 

 

7.3 Results and discussion  

7.3.1 Design considerations and robustness of the coated bolt self-sealing sampler 

 

In order to survive the harsh environment imposed by the deep ocean hydrothermal vent 

sampling regions many design considerations needed to be optimized during the construction of 

the ROV-SPME sampler. First and foremost the device needed to be designed in a way such that 

it could be easily understood by the ROV pilot and reliably handled using various ROV 

manipulators. Furthermore, it was essential that the device could withstand temperatures of 

superheated water well in-excess of 100 oC, maintain a high degree of chemical resistance to the 

highly acidic plumes, and be able to equalize and withstand water pressure at depths exceeding 2 

km (199 atm), Furthermore, it was important that the bolts could be exposed solely by the 

employment of a squeezing motion of the ROV manipulator. 
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Appropriately, the HLB/PAN coated screw ROV-SPME self-sealing sampler, as shown in 

Figure 7.6, was designed with all of these aforementioned requirements in mind. Firstly, in 

addition to having a solid, compression resistant body, no region on the sampler was designed to 

have tightly sealed void volumes ensuring the device could equalize to the ambient pressure at 

depth. Furthermore, by employing a solid PTFE shell and PTFE coated springs the sampler was 

designed to survive temperatures in excess of 300 oC and exhibit minimal extraction or 

modification by chemical species in the sampling environment. Another important aspect of the 

sampler was the spring assisted self-sealing design. As the ROV manipulator was limited to one 

axis of movement (squeezing) to toggle the device between the ñopenò (sampling) and ñclosedò 

(stowage) positions it was important that the device could be self-sealing such that the HLB-PAN 

coatings were protected from convection of the surrounding environment after sampling was 

completed. This design requirement was accomplished by positioning a heavy 115 kg cm PTFE 

coated spring at the center of the device which, upon releasing tension from the ROV manipulator, 

would force the two Teflon blocks apart, forcing the head of the coated bolts to sit flush against 

the top of the Teflon body effectively protecting the sorbent coating from convection and open bed 

diffusion. the incorporation of the six, large diameter, .635 cm thick, coated 18-8 stainless steel 

bolts directly within the sampler body was also advantageous. In addition to providing the sampler 

with superb physical strength under load, the diameter of the coated bolts also provided a major 

increase in the available surface area of the sorbent coating. As can be seen in Table 7.3 below out 

of all of the current SPME-HPLC morphologies, the coated screw format contains the largest 

amount of available sorbent and, more importantly, surface area. This large, 250 mm2, surface area 

is needed to attain adequate sensitivity during the short sampling times available within the costly 

ROV dive time. As sampling times were expected to be 10 minutes or less it was expected that the 
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extraction of most analytes would be in the pre-equilibrium regime where sensitivity is dictated by 

surface area. As such, a factor of 22 times signal improvement was expected over a comparable 

HLB/PAN SPME fiber.  Furthermore, with dimensions of 8 cm x 5 cm x 7 cm ( W x D x H ), this 

6 replicate sampler was constructed to minimize the space requirements on the ROV submersible 

during the dive.  

Following the successful construction and the first deployment of these ROV-SPME 

samplers this self-sealing design was slightly modified for the sampling of shallow waters by 

divers and light watercraft. This modified device, shown in Figure 7.7, incorporates a magnetic 

locking system such that the sampler can be held open during sampling (Figure 7.8A). Once 

sampling is complete the diver can simply press on the push rod such that the magnets are separated 

and the spring can hold the device in the closed position (Figure 7.8B). As pressure equalization 

considerations were not as critical, this embodiment was constructed much more tightly to further 

improve long-term storage of extracted compounds. Notwithstanding these modification other 

aspects of the diver operable sampler remain quite similar the ROV-SPME variant. 

The coated bolts themselves can be considered a unique SPME morphology that required 

proper optimization. Initially, the SPME-bolts used in the first set of ROV-SPME samplers were 

prepared using an older spray coating method.176,177 Although functional, it was later found that 

these coatings were prone to stripping when operated from within the SPME-ROV sampler body. 

This stripping was caused by the leading edge of the sorbent coating (Figure 7.9B) catching on the 

edge of the cylindrical walls of the PTFE sampler body when operated. To address this limitation 

it was decided to employ a recessed coating methodology which resulted in a coated surface 

possessing a diameter equal to or less than the unetched portions of the stainless steel bolt.164 Partly 

due to the smaller 5 µm HLB particles, the recessed coating method was found to give a much 
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smoother and uniform coating. Furthermore, as the leading edge of the sorbent coating was 

protected within the recession it could no longer catch on the cylindrical edge of the PTFE sealing 

body. Although these coatings were much thinner, containing less volume than the previous design 

the available surface area was relatively identical. Hence, for the short extraction times used during 

ROV samplings extraction efficacy should not be affected.     

Table 7.3 Comparative physical dimensions of coated HPLC SPME fibers, TFME blades, and the coated 

bolt sampler. 

  

Coated 

Dia. 

Coating 

Thickness 

Coating 

length 

Coating 

Vol. 

Coating 

S.A. 

HPLC SPME fiber  0.27 mm 45 µm 1.5 cm 0.39 mm3 11.1 mm2 

TFME blade 2.55 mm* 120 µm  2 cm  12.2 mm3 102 mm2 

Coated bolt (spray) 6.65 mm 150 µm  1.2 cm  37.3 mm3 251 mm2 

Coated bolt (recessed) 6.40 mm 25 µm 1.2 cm 6.2 mm3 241 mm2 

  *Coated width of blade     

Dia. = Diameter   Vol. = Volume   S.A. = Surface Area 
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Figure 7.6 HLB/PAN ROV-SPME self-sealing coated bolt sampler. Older non-recessed coated bolt with 

30 µm HLB particles is shown. 
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Figure 7.7  Breakdown of the magnetic and spring locking diver operable coated bolt SPME device.  

 

 

Figure 7.8 Magnetic and spring locking diver operable coated bolt SPME device shown in, A) sampling 

position, and, B) sealed position. Newer recessed coated bolt with 5 µm HLB particles is shown.  
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Figure 7.9 Comparison of the recessed Vs. non-recessed coated SPME bolt showing, A) side by side view 

of both devices, B) Top down view showing raised edge (155 µm) of the non-recessed device, (30 µm d. 

particle) and, C) top-down view showing the smooth edge of the recessed device. (5 µm d. particle) 

 

 


