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ABSTRACT 

A time domain reflectometry (IDR) instrument includes an EM pulse generator. transmission 

lines to deliver the pulse to the point of measurement. and probes to guide the pulse through the medium. 

Standarc:L continuous-rod probes are comprised of two or three parallel metal rods that are pushed into 

the medium. The velocity of propagation of the pulse along the rods defines the relative dielectric 

permittivity of the medium. Given the large contrast in the relative dielectric permittivities of water (81). 

air (1) and soil solids (3-5), the relative dielectric permittivity of a soil sample is highly correlated with its 

water content In addition, the pulse loses energy through electrical conduction as it travels along the 

rods. These energy losses can be related to the bulk electrical conductivity (EC) of the medium in the 

sample volume of the probe. 

The bulk EC of a porous medium is a function of the water content and of the EC of the pore 

water. If the pore water chemistry is dominated by a single electrolytic solute, the pore water EC can be 

related to the solute concentration at a given water content. As a result, TDR offers the possibility of 

measuring both the water content and the solute concentration simultaneously, allowing for rapid. 

nondestructive monitoring of flow and transport in partially saturated media. 

Standard. continuous-rod 1DR probes have been shown to measure the length-weighted average 

water content along their length. even if the water content varies along the probe. The distribution of 

probe sensitivity in the plane perpendicular to the rods has only been described for homogeneous 

distnbutions and under restrictive heterogeneous conditions. A numerical model is used here to define the 

spatial distribution of probe sensitivity in the plane transverse to standard continuous-rod probes. The 

results show that the size of the sample area is directly related to the rod separation: an increase in the rod 

diameter results in a more unifonn distribution of sensitivity in the transverse plane. A three-rod design 

has a far smaller sample area than a two-rod probe with the same separation of the outermost rods. 

Regardless of the probe configuration, the probe sensitivity is not unifonn in the transverse plane. 

Therefore. the rods should be installed in a manner that minimizes water content variations between them 

to ensure that the measured relative dielectric permittivity correlates with a representative average water 

content in the sample volume. 

Direct current EC measurements show a nonlinear dependence of the bulk EC on the water 

content. The results of a laboratory experiment conducted in a sand-filled column show that the TOR­

measured EC follows the same relationship shown for direct current measurements. The relationship 

applies to both two-rod probes with and witllout baluns and three-rod probes. Results from this 

experiment also demonstrate that probe calibrations can be conducted in a saline solutions. In contrast to 

the laboratory results, a field eAJ>eriment showed a linear dependence of the bulk EC on the water content. 

This result is critical for solute concentration monitoring if the water content varies along the rods. A 
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method of probe calibration is presented and used to monitor the advance of a solute step under steady­

state flow. 

The ability of continuous-rod probes to measure the water content and solute concentration in 

their sample volume has been demonstrated. However. these probes face limitations for profiling the 

water content and solute concentration with depth. measuring the water content very near the ground 

surface, and measuring the water content in electrically conductive media. Several alternative probes 

have been designed to address these shortcomings. Analytical and numerical analyses are presented to 

descnl>e the response of these probes to changing water contents and to define their sample areas in the 

transverse plane. The results can be summarized generally based on the geometry of the metal rods and 

nonmetallic probe components for a given probe design. Any probe that places the probe materials in 

series with the medium, such as coated continuous-rod probes. will have a sensitivity that varies with the 

water content of the surrounding medium. As a result. the sample areas will not be constant. usually 

decreasing with increases in the soil water content. In additio~ the measured relative dielectric 

permittivity will not be related uniquely to the average w·Jter content along the rods if the water content 

varies along the probe. Probes that place their components in parallel \\ith the surrounding medium avoid 

these problems. showing sensitivities that are independent of the water content and measuring the correct 

length-weighted average water content along their length. The numerical approach can also be used to 

investigate the sensitivity of the response and sample area of an alternative probe on each of its design 

parameters~ allowing for efficient optimization of the design. 

An alternative TOR probe is presented that was designed to measure both the water content and 

the bulk EC over limited depth intervals. The probe is shown to produce water content profiles 

comparable to those measured with a neutron probe to 2 m depth. The EC response is calibrated to 

measure the solute concentration under temporally variable water content and solute concentrations, 

providing a unique ability to profile the resident solute concentration during transport under transient flow 

conditions in the field. Unfortunately. given that the probe materials are placed in series with the 

surrounding medium. the probe will not measure the correct length-weighted average water content or 

bulk EC if these properties vary along the probe. Therefore, the measurement interval should be as shon 

as possible to limit the spatial variability of the water content and solute concentrations in the sample 

volume of the probe. 

The results of numerical calibrations of published alternative probes consistently differ from 

physical probe calibrations. This may demonstrate errors in the methods of physical calibration. Poorly 

understood influences from the connection of the transmission line to the probe or from the field 

distribution at the ends of the rods may also add to the discrepancies between the measured and modeled 

probe responses. Further investigation of the causes of these differences will lead to greater understanding 

of the behavior of TOR probes. allowing for further improvements in their design. 
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1. CHAPTER ONE 

BACKGROUND 

1.1 INTRODUCTION 

Laboratory and field measurements of the distribution of water and solutes in unsaturated media 

are essential to characterize the properties descnbing water flow and solute transport through partially 

saturated soils. Direct measurements of the spatial distncution of water in the field can delineate potential 

areas of slope failure. demonstrate the efficiency of irrigation or drainage programs. and define the likely 

pathways of water-borne contaminants through the shallow subsurface. Measurements of the distribution 

of solutes throughout the unsaturated zone can define areas of soil salinization as well as identifying 

sources of shallow contamination. Quantitative descriptions of porous media properties made in either the 

laboratory or in the field can be used in analytical and numerical analyses to predict the future impacts of 

water and solute movement for topics including crop productivity. slope stability. and contaminant 

transport and remediation. 

Quantitative characterization of unsaturated flow requires a detailed description of the 

relationships between the hydraulic conductivity and the water content and between the water content and 

the water-phase pressure. Definition of these relationships depends upon accurate measurements of the 

water content. The heterogeneous distribution of soil properties in most natural systems further requires 

that these relationships be defined on a spatial scale comparable to the scale of variability of the medium 

properties. Detailed deterministic analyses rely on definition of the soil properties in undisturbed media; 

stochastic analyses make use of the statistical distribution of measurements commonly made on disturbed 

samples. Validation of quantitative flow analyses also requires detailed measurements of the spatial 

distribution of water content. Similarly, the spatial and temporal distributions of solute mass are required 

to define the solute transpon characteristics of a medium and to validate the results of quantitative 

analyses of solute uanspon. 

A method for water content monitoring should measure over a well-defined sample volume under 

a wide range of conditions. The method should have a small sample volume to provide fine spatial 

resolution while measuring over a volume that is large enough to be representative of the medium on a 

scale that is meaningful for flow and solute transport analyses. Nondestructive methods that can be used 

in undisturbed samples offer greater flexibility to sampling programs. In both the laboratory and the fiel~ 

the ability to profile the water content along a single instrument inserted into the medium admits the 

possibility of extending to three..<fimensional water content monitoring. For temporal monitoring. the 

method should be nondestructive, to minimize disruption of the flow field. and rapid. to ensure full 

characterization of the transient behavior. Current field methods for water content measurement include 



neutron moderation. soil coring. tensiometty and time domain reflectometry (TDR): gravimetric 

measurements. tensiometty and 1DR are commonly used to measure water content in the laboratory. 

Gravimetric methods are the standard laboratory method for water content determination. Soil 

cores provide relatively undisturbed samples that can be subsampled for gravimetric water content 

analysis. The sample size over which the water content is measured is defined exactly. In addition to 

providing a direct measure of the water content. chemical analyses can be performed on ex"tracted pore 

water for simultaneous solute concentration monitoring. However. coring is slow. ex-pensive and 

destructive. making it inappropriate for detailed monitoring of either transient flow or solute transpOn. 

The pressure of the water phase in an unsaturated medium can be measured with a tensiometer. 

This method is nondestructive, generally introduces minimal disturbance to the flow field, and is easily 

automated. In an air-water system, there is a characteristic relationship between the water-phase pressure 

and the water content of a given medium. However, this relationship is subject to hysteresis. limiting the 

conditions under which the water content can be inferred uniquely from a water-pressure measurement. 

Neutron probes measure the hydrogen content of the surrounding medium. The probes employ a 

radioactive source of epithermal neutrons. Neutrons have a mass that is similar to that of hydrogen 

atoms; therefore. when the neutrons collide with hydrogen atoms they experience large energy losses. 

becoming thennalized. A detector on the probe counts the thermalized neutrons reaching the probe. The 

ratio of the thermalized neutrons detected to the epithermal neutrons produced by the source in a given 

time can be correlated to the hydrogen content of the medium. In the absence of other significant sources 

of hydrogen. this gives a nondestructive measure of the soil water content. 

Their radioactive source and passive receiver allow neutron probes to be lowered to almost any 

depth of measurement in an access tube. making them the accepted standard for deep water content 

profiling. However, the probes face several limitations in common hydrogeological applications. The 

release of neutrons from a radioactive source is a random process; therefore, measurements must be made 

over a relatively long time (commonly longer than one minute) to ensure that the average number of 

epithermal neutrons provided by the source is constant among measurements. This long sampling time 

can limit the ability of neutron probes to monitor transient changes in the water content under some 

conditions. In additio~ the sample volume of a neutron probe depends on the water content of the 

medium; as the water content of the medium decreases, an epithennal neutron will travel farther before it 

encounters a hydrogen atom, increasing the sample volume. Even in very wet soils, the sample volume of 

a neutron probe (a sphere with an approximate radius of JO cm) is too large to provide fine scale 

measurements of the water content Finally, the radioactive source of neutron probes presents safety and 

permitting constraints on their continued use in the field. 

A TOR instrument measures the propagation velocity of a fast rise-time electromagnetic pulse 

through a porous medium. This velocity defines the average relative dielectric permittivity of the medium 

surrounding the TOR probe. The large contrast between the high relative dielectric pennittivity of water 
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and the low relative dielectric pennittivities of air and soil grains results in a strong correlation between 

the relative dielectric permittivity of a mixture of these components and the volumetric water content of 

the ~'1Ure. As a result TOR can measure the water content of many soils without the need for site­

specific calibration. Standard IDR field probes are comprised of two or three parallel metal rods that are 

installed vertically at the ground surface. extending to the depth of interest. The probes measure the 

average water content from the ground surface to the ends of the rods. The large sample volumes of the 

probes introduce limitations for profiling the water content with depth. In addition. as the pulse travels 

through the medium. it is subject to power losses through electrical conduction. Excessive power losses 

result in insufficient energy remaining to accurately determine the propagation velocity of the pulse from 

the instrument response. limiting the depth of investigation attainable with lDR in electrically conductive 

environments. 

The characteristics required of a method for solute concentration monitoring are similar to those 

required for water content measurement: rapid. nondestructive measurement over a small. well..<fefined 

sample volume under a wide range of conditions. Current field methods for solute concentration 

measurement include solution sampling. soil coring. soil gas sampling. direct current (DC) electrical 

methods. and TOR; these methods are also employed in the laboratory. 

Solution sampling involves the removal of pore water for chemical analysis. Pore water samples 

can be collected from an unsaturated medium under tension using porous cup solution samplers~ for 

laboratory column studies. effluent samples can be collected as well. Given that sampling with porous 

cups removes water and solutes from the system. it must be considered to be destructive. especially under 

low water content conditions; however. solution sampling is less disruptive than coring while still offering 

complete characterization of the -pore water chemistry. It is difficult to quantify the sample volume of a 

solution sampler. In general. for a given e"-uacted volume of pore water. the volume of medium from 

which the sample is withdrawn will increase with a decrease in the water content. The main limitation 

facing solute concentration monitoring is the difficulty of collecting samples under low water content 

conditions. To limit the loss of volatile components due to sample collection under vacuum. soil-gas 

sampling is commonly used to monitor the concentrations of volatile compounds. 

Many solute transport processes can be characterized by monitoring the movement of a 

conservative tracer. The bulk electrical conductivity (EC) of a medium is dependent on both the water 

content and the pore water EC. If the pore water chemistty is dominated by a simple electrolytic solute. 

the pore water EC is linearly related to the solute concentration. As a result, if the influence of the water 

content on the bulk EC can be accounted for. either by direct measurement or by imposing controlled flow 

conditions, bulk EC monitoring can provide a nondestructive measure of the concentration of an 

electrolytic tracer in a partially saturated medium. DC instruments designed to measure the bulk EC are 

inex-pensive to construct and can be multiplexed readily for automated monitoring. The major limitation 

to the widespread use of DC measurements for monitoring solute concentrations during controlled 
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transport experiments in partially saturated media is the requirement of an independent measure of the 

water content. 

As an electromagnetic pulse travels along a TOR probe it continually loses energy to the 

surrounding medium through electrical conduction. The amount of energy lost can be determined from 

the response of the instrument and then related to the bulk EC of the medium around the probe. As for 

DC measurements~ if the influence of the water content can be remov~ the TOR-measured EC can be 

related directly to the concentration of an electrolytic solute in the sample volume of the probe. The 

unique ability of TDR to measure both the water content and the bulk EC in the same volume of porous 

medium may allow for monitoring of the concentration of an electrolytic tracer in a partially saturated 

medium. However. this application requires a full description of the dependence of the EC response of 

TOR on the water contenL TOR has been shown to measure the average pore water EC under spatially 

uniform water content conditions. even if the concentration of an electrolytic solute varies along the probe. 

However. solute concentration measurement under transient flow requires an investigation of the EC 

response of TOR probes in a medium with water contents and solute concentrations that vary 

independently in time along the rods. 

J.2 Monitoring the Soil Water Content with Continuous-rod TDR Probes 

1.2.1 TDR Instrumentation 

A TOR instrument inchldes a wave generator that produces fast rise-time electromagnetic pulses. 

The pulses are delivered to a coaxiaJ line and continue to travel along the line until either aJI of their 

energy is dissipated or they reach the end of the line. At the end of the line. any remaining energy is 

reflected back to the instrument aJong the coaxiaJ line. The propagation velocity of the pulse along the 

line is related to the relative dielectric pennittivity. K. of the medium surrounding the line through 

[Fellne,.-Feldegg, 1969), 

L C 
v=-=--

t JK' (1-1) 

where c is the speed of light in a vacuum. l is the length of the line. and t is the travel time of the pulse to 

the end of the line. 

Physically. the dielectric permittivity describes the ability of the charge within a medium to be 

polarized by a time varying ex1ernal electric field: the relative dielectric permittivity describes the ratio of 
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the dielectric permittivity to the dielectric pennitti\ity of free space. The dielectric response of a medium 

is comparable to a capacitance; an electromagnetic pulse moves more slowly through a medium \\ith a 

high dielectric permittivity because more time is required for the molecules to align Y.ith the ex-temal field 

and for energy to be released when the external field is removed. 

TDR instruments are used widely by the utilities industry to locate breaks in buried cables; 

standard TDR instruments are still produced as cable testers. The travel time of the round trip from the 

instrument to the break in a cable and back defines the distance to the break by Equation 1-1 because the 

wires are insulat~ surrounded by a medium with a known relative dielectric pennittivity. 

In an alternative use of the TOR method. the dielectric pennittivity of a medium can be defined 

from the propagation velocity of a pulse through a sample of the medium. For this application. a coaxial 

cable leading from the instrument is connected to a larger diameter coaxial sample holder of known 

length that is filled with the mecfi~ as shown on Figure 1-l. In a coaxial line. all of the energy of the 

pulse is contained by the outer shield; as a result. the propagation velocity of the pulse is a function of the 

relative dielectric permittivity of the medium between the central wire and the outer shield. Equation 1-1 

defines the relative dielectric permittivity of the sample from the measured travel time through a cell of 

known length. Measurement of the dielectric pennittivity using this method is especially useful for fluids 

because they can be distributed uniformly within the coaxial cell. 

Pulse Generator 

Oscilloscope 

Coaxial Cell 

Figure 1-1. TOR instrumentation. 
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1.2.2 Design and Application of Continuous-rod TDR Waveguides 

Initial investigations of the response of TDR to changes in the soil water content used coaxial 

cells packed with soil samples [Topp et al .. 1980). Unfortunately. coaxial probes cannot be installed 

easily into a medium and. therefore. require repacking of the sample in the cell. To C"'-"tend the application 

of TOR to water content measurement in undisturbed media, Topp et al. [ 1982 J introduced twin parallel­

rod probes. 

The pulse delivered to a coaxial probe is unbalanced with respect to ground. with a positive 

voltage spike supplied to the inner wire while the outer shield is grounded. The geometry of a twin-rod 

probe requires a balanced pulse with respect to ground: a positive voltage is applied to one rod and a 

negative voltage of equal magnitude is applied to the other rod. such that the plane of zero voltage runs 

between the rods. A balancing transfonner (balun) is commonly used to alter the unbalanced output from 

the cable tester to a balanced signal appropriate for tl\in-rod probes. The signal from the balun is 

delivered to the probe through a shielded. parallel-wire transmission line. Zegelin et al. [1989) later 

demonstrated that the electrical potential distnbution surrounding a three-rod probe closely approximates 

that around a coaxial cell. allowing for direct connection of these probes to the coaxial output from the 

TDR instrument. Standard two- and three-rod IDR probes are shown on Figure l-2; these probe designs 

are referred to collectively as standard. continuous-rod probes. 

Balun 

Parallel Transmission 
Line 

air 
medium 

2-rod Waveguide 

Coaxial Transmission 
Line 

... -·-··· ·-· .. f ... ---· ......... -··-

I 
I 

3-rod Waveguide 

Figure l-2. Standard. continuous-rod TOR probes: two- and three-rod designs. 
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A change in the relative dielectric permittivity of the medium between the rods or in the 

separation or diameters of the rods along the probe causes a change in the impedance of the probe. At any 

point along the probe that the pulse encounters a change in the impedance. a ponion of the energy of the 

pulse is reflected back along the waveguide to the pulse generator. This returning energy is displayed as a 

function of time as a waveform on the oscilloscope of the 1DR instrument (Figure l-3). The energy of the 

reflected pulse increases with an increase in the impedance difference across the discontinuity. As a 

result. two- and three-rod probes typically show clear reflections from the connection of the transmission 

line to the pro~ the entry of the rods into the medium. and the ends of the rods. Topp et al. [1982) 

described a method of interpreting the travel time between the partial reflection of the pulse at the ground 

surface and the total reflection from the end of the waveguide based on fitting four straight lines to 

sections of the waveform and locating their points of intersection.. as shown on Figure 1-3. 

Reflection 
Coefficient 

Two-way Travel Time 

Time 

Figure 1-3. Sample 1DR wavefonn. 

For a probe of known length, the travel time to the ends of the rods determined from the 

wavefonn defines the average velocity of propagation of the electromagnetic pulse along the probe. This 

velocity is controlled by the relative dielectric permittivity of the medium surrounding the probe [Fel/ner­

Feldegg, 1969). Due to the large differences in the relative dielectric pennittivities of water (81). air (1), 

and soil particles (3-5) [Weast. 1990). the relative dielectric pennittivities of most soils are strongly 
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correlated with their volumetric water content. Topp et al. (1980) described a general relationship 

between the relative dielectric permittivity of a soil. K..,,,. and the soil water content. 0. that is applicable 

for a \\-ide range of soil types. 

Kso,I = 3.03+938+ I46tJ2 -16.1()3. (l-2) 

This relationship can be stated in a fonn that defines the water content from the measured 

relative dielectric permittivity of the bulk soil as. 

0 = -0.053 + 0.0292Ksoil - 0.000SSK;;z + 0.0000043K:O,,. (1-3) 

Given that lDR measures the average propagation velocity of the pulse over the length of the 

probe. the sample volume of a TOR probe extends over its entire length. The measured propagation 

velocity has been shown to correspond to the correct length-weighted average water content over the 

length of a continuous-rod probe. even if the water content varies along the rods [Topp et al .. 1982a]. The 

choice of an appropriate length for TOR rods must balance the limitations of the large sample volumes of 

long probes with the need for some minimum travel time required to separate clearly on the waveform the 

reflections from the point of entry into the medium and from the ends of the rods. 

Horizontally installed continuous-rod probes are ideally suited to profiling the water content 

along a laboratory column (Figure 1-4). The vertical extent of the sample volume of the horizontal rods is 

very small. especially for rods placed in the horizontal plane. These small sample areas lead to fine 

vertical spatial resolution of the water content profile. To ensure that the travel times are long enough to 

accurately identify the characteristic reflections on the wavefonns. horizontal TOR rods should not be 

used to measure the water content in small diameter(< 10 cm) columns. 

TDR rods can be installed horizontally in the field by repacking the soil around buried probes; 

however. this precludes the possibility of measuring flow through an undisturbed medium. Horizontal 

rods can be inserted through the walls of trenches dug outside of the measurement domain as well; but. 

these trenches can impose unacceptable boundary conditions on water flow and solute transport. In 

addition. both methods of installing horizontal probes in the field are time and labor intensive. As a 

result, it would be impractical to profile the water content beneath a number of locations using horizontal 

rods. limiting the ability to conduct reconnaissance measurements or to measure the water content in three 

spatial dimensions in the field. Due to these limitations. it is common to install continuous-rod 

waveguides vertically at the ground surface in the fiel~ with the rods extending to the depth of interest 

(Figure 1-4). 
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Laboratory 
column 

Rod-pair 

-----

Field 

-r--__ -------
Rod-pairs 

Nonoverlapping 
Interval 

:Y. ..... 

Ground 
Surface 

Figure 1-4. Typical laboratory and field continuous-rod IDR probe installations. 

1.2.3 Profiling the Water Content in the Field 

The average water content in the sample volume of a TOR probe is defined by the measured 

travel time along the probe through Equations 1-1 and 1-3. lDR measures the length-weighted average 

water content over the length of the rods. The total water volume beneath a unit surface area over the 

length of the rods is the product of the water content and the rod length. 

Topp [ 1987) proposed that the water content of a discrete depth interval could be detennined 

from the responses of two adjacent rod-pairs with the shorter rod-pair extending to the top of the depth­

interval and the longer pair extending to the base of the interval (Figure 1-4 ). Assuming that there is no 

horizontal variability in the water content between the rod-pairs, the water volume in the nonoverlapping 

interval per unit area in the plane perpendicular to the rods equals the difference between the volumes per 
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unit area measured with each probe. The water content in the nonoverlapping interval is equal to the 

volume per unit area in the interval dh;ded by the interval length. 

Bn = B1L1 -Bsls = 81L1 -8sls. 
Lt -Ls Ln 

(1-4) 

where (} is the water content. l is the probe length and the subscripts n. s and / denote the nonoverlapping 

region and the short and long rod-pairs. respectively. [Topp. 1987]. 

The dielectric pennittivity of the nonoverlapping interval is defined by Equation 1-1 using the 

difference in the travel times measured with the long and short rod-pairs. 

fv = c(t1 -ts) 
van L • 

n 

(1-5) 

where t is the one-way travel time over the rod-pair. 

This method of water content profiling faces three practical limjtations. Firstly. the need for an 

additional rod-pair for each depth interval requires a large number of rod-pairs for fine-scale vertical 

profiling. Secondly. the differencing of the average water content over the overlapping interval explicitly 

assumes that the water content is horizontally unif onn over this interval. Therefore. any horizontal 

variability in the water content in the overlapping interval between two rod-pairs will be incorrectly 

attributed to the nonoverlapping vertical interval. Finally. to profile to significant depths with this 

method. water content measurements must be made over long continuous rods. The pulse continually 

loses energy through reflection and through electrical conduction. with preferential degradation of the 

high frequency portion of the power spectrum. As a result. the reflection from the ends of the rods 

becomes less sharp with increased rod lengths. introducing errors into the determination of the travel time 

along the rods for long rod•pairs. Differencing two travel times. each subject to uncertainty due to signal 

degradatio~ can lead to large errors in the calculated relative dielectric pennittivity over short 

nonoverlapping intervals at dep~ limiting the minimum achievable profiling interval. 

Alternative TOR probes have been designed specifically to address the shortcomings of the 

interval differencing approach to water content profiling with continuous-rod probes. All of the probes 

are variants of the two- or three-rod design. installed vertically at the soil surface to measure the water 

content beneath a single surface point. Some of the probes have been designed to isolate a section of the 

subsurface for measurement. others focus on improving the ability to locate the terminal reflection 

accurately. Many of the probe designs also reduce energy losses along through electrical conduction. 
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Most of the published alternative TOR probe designs include nonmetallic probe malenaJs in 

contact with the metal rods. As a result. the dielectric permittivities measured by the probes reflect some 

average of the dielectric permittivities of the probe materials and the surrounding medium. Due to the 

influence of the probe materials. the measured travel times must be calibrated to define the water content 

of the surrounding medium; the "\miversal" calibration represented by Equations 1-2 and 1-3 no longer 

apply. Unfortunately. physical calibration of the response of an alternative probe is difficult and time 

intensive. especially for long. unwieldy field probes. 

1.2.4 The Sample Areas of TDR Probes 

Baker and Lascano [ 1989) conducted a laboratory experiment to investigate the sample area of a 

two-rod probe. A two-rod probe (3.175 mm diameter rods separated by 50 mm) was insened venically 

into a box and surrounded by water-filled gJass tubes. Individual tubes were drained to determine the 

sensitivity of the probe to the medium at the location of the tube. The results of thls ex-periment showed 

that this configuration of a two-rod probe was sensitive only to the propenies of the medium located 

within an ellipse in the plane perpendicular to the rods that is centered at the midpoint between the rods 

(Figure 1-5). The length of the axis of the ellipse extending through the rods was approximately twice the 

rod separation; the shorter axis of the ellipse had a length less than the rod separation. The probe 

sensitivity was not uniformly distributed throughout the ellipse. with greater sensitivity concentrated in 

the regions adjacent to the surfaces of the rods. In a similar experiment. they showed that the rods were 

insensitive to the medium beyond the ends of the rods. suggesting that the sample volume is defined by 

the projection of the ellipse along the length of the probe. 

sample area 
..,. ~ •. -·-· -· . 

rods o---- --o 

Figure 1-5. The sample area in the plane perpendicular to a two-rod probe detennined 

by Baker and Lascano [1989}. 

Knight (1991) demonstrated that the methodology of Baker and Lascano [l 989 J could not 

uniquely define the spatial sensitivity of a continuous-rod probe in the transverse plane. Rather, Knight 

[ 1992 J developed an analytical solution describing the spatial sensitivity in the plane perpendicular to any 
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configuration of a continuous-rod probe surrounded by a medium with a spatially uniform relative 

dielectric permittivity. The results of his analysis demonstrated that the spatial distribution of probe 

sensitivity around a two-rod probe is dependent upon the separation of the rods and their diameters. By 

calculating the fraction of the probe sensitivity contained within circular regions centered on the rods.. he 

concluded that two-rod probes should be designed with a rod separation no greater than ten times the rod 

diameter. This general guideline was intended to ensure that the probe sensitivity was not restricted to the 

region immediately adjacent to the rods. 

In developing his analytical description of probe sensitivity9 Knight [1992) assumed that the 

relative dielectric permittivity in the transverse plane was uniform. He then imposed a slight perturbation 

at each point in the K field to define the spatial sensitivity of the probe response to changes in the relative 

dielectric permittivity throughout the transverse plane. This approach inherently assumes that the 

pertwbation in the field does not alter the spatial weighting functions; this is reasonable for small 

perturbations in an othenvise homogeneous field. The inclusion of very low dielectric permittivity probe 

materials within the sample areas of the alternative probes clearly violates this assumption. As a result. 

the spatial sensitivities of the published alternative probes will differ from those of standard continuous­

rod probes~ however. the analytical approach of Knight [1992] cannot be applied to define these spatial 

sensitivities. 

l.J Monitoring the Bulle Electrical Conductivity with Continuous-rod TDR Probes 

l.J.l Descriptions of the Bulk Electrical Conductivity of a Sand 

Based on paired measurements in consolidated and clean. unconsolidated sands. Archie [ 1942) 

formed an empirical relationship between the direct current electrical conductivity of a medium. er. and 

properties including the water saturatio~ S. porosity,;. and pore water EC. a •. 

(1-6) 

The constants, m and n9 are soil-specific with typical values for m ranging from 1.3 to 2.0 and n 

approximately equal to 2 for a sand. 

Substituting for the saturatio~ s. as the ratio of the water conten~ e. to the porosity, ;, Equation 

1-6 becomes. 

(1-7) 
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Rhoades et al. [1976} developed a similar relationship that is appropriate for loamy soils based 

on a simple capillary model. 

(l-8) 

This relationship includes a contribution due to surface conduction. as. generally due to the presence of 

exchangeable ions at the interface between the pore water and clay minerals. 

A later interpretation of their capillary model [Rhoades et al., 1989] lead to. 

(1-9) 

where 8-c and a-we are the mobile water content and the EC of the mobile water, B.,s and CTws are the 

immobile water content and the EC of the immobile water. and as is the surface conductivity. 

The second term of Equation 1-9 is significant only in media with large immobile water contents 

and surface conductivities under low water content conditions. Therefore. for a clean sand with very little 

surface conductance, Equation 1-9 simplifies to, 

u = a ,.0. (1-10) 

The linear dependence of the bulk EC on the water content of a medium suggested by Equation 

l-10 contrasts starkly with published laboratory measurements such as those compiled by Wyllie and 

Spangler [1952Jfor natural and synthetic. unconsolidated and consolidated media. The linear relationship 

arises from the simplified capillary model underlying Equation 1-10 that does not include any 

consideration of the dependence of the tortuosity of the pore system on the bulk electrical conductivity. 

Furthermore, field measurements supporting Equation 1-1 O [Rhoades et al.. 1989] were only measured at 

a single water content equal to the field capacity for each sample. Therefore, it is questionable whether 

this relationship applies over a wide range of water content conditions. 

For a given water content. Equations I -7 . 1-8 and 1-10 show linear relationships between the 

bulk EC of a clean sand and the EC of the pore water in the sand. There is also a near-linear relationship 

between the EC of a solution dominated by a single electrolyte. such as potassium chloride (KCl). and the 

concentration of that solute [Barthel, et al., 1980]. These relationships lead to a near-linear relationship 

between the bulk EC of a clean sand at a given water content and the average solute concentration in the 

pore water. 
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The average solute concentration in the pore water in a sample of porous medium is defined as 

the total solute mass in the sample divided by the total water \'Olume in the sample. Over any volwuc 

within the sample. the solute mass per unit volume of porous medium equals the product of the point 

values of the water content and the solute concentration in the pore water. these values can be integrated 

over the entire sample to give the total solute mass: similarly. the integral of the water content over the 

sample volume defines the total volume of water in the sample. If the water content is spatially uniform. 

the average solute concentration is equivalent to the average of the local solute concentrations in the pore 

water over the measurement volume. Similarly. if the solute concentration in the pore water is spatially 

uniform. Equations 1-8 through 1-10 can be used to define the pore water EC corresponding to the 

average solute concentration in the pore water for a measured water content. However. if the water 

content and solute concentration vary independently through a sample. the average solute concentration 

can be determined only as the average of the local values of the solute mass per unit volume of medium 

divided by the water content Archie [1942] and Rhoades et al. (1976] both found that the bulk EC has a 

nonlinear dependence on the water content. Therefore. over any volume within the sample. the bulk EC 

does not correspond uniquely to the solute mass per unit volume of porous medium. Therefore. in the 

general case. the average bulk EC measured over the sample cannot be correlated with the solute mass per 

unit volume in the sample♦ precluding the use of EC measurements to define the average solute 

concentration in the pore water within the sample. This suggests that EC measurements for the 

determination of solute concentrations in the pore water must be made over a sample volume with a nearly 

uniform water content or solute concentration in the pore water. 

1.3.2 The Electrical Conductivity Response of TDR Instruments 

The voltage difference applied as a pulse to TOR rods causes current to flow through the medium 

between the rods as the pulse propagates along the rods. At each impedance discontinuity along the rods. 

a portion of the energy of the pulse is reflected back to the pulse generator. The reflection coefficient of 

an impedance discontinuity. p. defined as the fraction of the incident energy of the pulse that is reflected 

at the discontinuity. increases with an increase in the impedance mismatch at the discontinuity. The 

voltage difference between the rods decreases as the pulse travels along the probe. decreasing the amount 

of energy available to reflect back to the pulse generator from each successive impedance discontinuity. 

The decrease in the magnitudes of the reflections seen on the waveform can be related to the energy lost 

through current flow between the rods. giving a measure of the bulk EC of the medium. 

A TOR wavefonn is commonly presented on an oscilloscope as the reflection coefficient as a 

function of time (see Figure 1-3). Using a simplified. single reflection analysis Yanuka et al. [1988) 

showed that the voltage difference of the pulse arriving at the pulse generator from the ends of the rods at 
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time f ("I,) and the output voltage of the pulse generator. Va. define the reflection coefficient of the 

discontinuity at the ends of the rods. p. as. 

(1-11) 

The locations at which the voltages V0 and ~ are measured on a typical lDR wavefonn are 

shown on Figure 1-6. A pulse traveling back to the generator also faces partial reflection at each 

intervening change in the impedance, resulting in multiple reflections on the waveforms. Yanuka et al. 

[ 1988) present a quantitative discussion of the effects of these multiple reflections on the waveforms 

produced by IDR probes. In practice, given that the energy of the reflected pulse decreases for each 

successive multiple reflection. generally no more than three multiple reflections can be distinguished on a 

waveform from an impedance discontinuity. The voltages Vt and v~ correspond to the signal returning 

from the end of the probe and the signal at late time on the waveform after all multiple reflections have 

died out. respectively. 

Voltage 

Time 

Figure 1-6. Locations of voltage measurements for EC analyses on a TOR wavefonn. 
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Dalton el al. [1984) developed a theoretical relationship between the voltages measured at two 

times on a waveform and the bulk EC oi the medium surrounding a TOR probe. a:. 

Ko.s Vi 
u=---ln----

120,zl V2 -Vi 
(1-12) 

where K is the relative dielectric pennittivity of the medium and L is the probe length. They tested this 

relationship with twin-rod probes embedded in soil columns saturated with a range of saline solutions. 

showing a linear relationship between the IDR.estimated bulk EC and the pore water EC. Further 

advances in the analysis of the EC response of IDR led to relationships accounting for multiple 

reflections on the waveforms [Yanuka et al .. 1988). 

A more recent approach to the analysis of the EC response oflDR was based on the conductivity 

analysis of Giese and Tiemann [1975]. Topp et a/. {1988] rewrote this analysis to give. 

(1-13) 

where Ko is the relative dielectric permittivity of free space. c is the speed of light in a vacuum. Zo is the 

characteristic impedance defined solely by the probe geomeuy and Z., is the output impedance of the pulse 

generator. They found that EC values calculated using this relationship from TOR waveforms collected 

with coaxial probes in saline solutions compared well with measurements made with a standard resistance 

bridge. Similar agreement was found between measurements made on saturated soil samples placed in 

coaxial holders and the EC of the pore water in the samples. 

As part of an examination of the EC response of IDR probes crossing soil layers. Nadler et al. 

[ 1991) proposed a simplified method of EC analysis based on a single measurement on the wavefonn. 

(1-14) 

where Kc is a constant that is dependent on the probe geometcy and Pt is the reflection coefficient at the 

time of measurement for f.'J- as shown on Figure 1-6. Heimovaara [ 1992] showed that this relationship is 

identical to Equation 1-13 if the empirical geometric constan~ Kc:. follows, 
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(1-15) 

The Giese-Tiemann (GT) analysis (Equation 1-13) is generally accepted to be the most accurate 

method of determining the bulk EC from TDR waveforms [Spaans and Baker. 1993 J. However. given 

that the late time impedance (L TI) analysis of Nadler et al. [ 1991) only requires a single impedance 

measurement from the waveform. this analysis is often applied for rapid EC measurement during solute 

transport experiments. 

1.3.3 Monitoring Solute Transport with TDR 

By measuring both the travel time and the signal loss. TDR can determine both the bulk EC and 

the water content in approximately the same volume of porous medium. If the water content is nearly 

wtifonn throughout the sample volume. this presents the possibility of correcting the measured bulk EC 

with the measured water content to define the pore water EC. allowing for measurement of the 

concentration of an electrolytic tracer under a range of water content conditions. Initial applications of 

TDR to solute transport monitoring involved measurements of the resident solute mass under spatially and 

temporally uniform water content conditions. Further advances saw the measurement of solute flu.x 

concentrations. Then TOR was applied to solute concentration measurement under spatially variable 

water content conditions. All of these published solute transport ~-periments used the L TI method to 

determine the bulk EC from the TOR waveforms. 

Ward et al. [1988} presented the first use of TOR to monitor solute transpon. They used curved 

TOR rods in a repacked box to monitor three.dimensional transport during steady-state flow from a 

swface point. The geometry of the rods with respect to the flow field resulted in near-constant water 

contents along each rod-pair under steady-state flow conditions in the homogeneous medium. As a result. 

each probe only required a single calibration between the EC response and the solute concentration to 

account for the water content. These EC measurements were related to the solute mass residing in the 

sampling volume of each probe at any given time. 

The simplest condition for pore water EC monitoring is steady-state vertical flow through a 

homogeneous~ saturated medium. Under this condition. the relationship between the TOR-measured bulk 

EC and the pore water EC for the given water content condition is sufficient to monitor the tracer 

concentration with TOR. Kachanoski et al. (19921 monitored one-dimensional solute transport under 

steady-state. saturated flow using vertically installed rods placed along the axis of a laboratory column. A 

short duration solute pulse was released into the flow field and monitored as it traveled along the column. 

The results showed a constant EC following the introduction of the tracer until the dispersed solute front 
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reached the end of the rods. confirming the ability of TOR to measure the average pore water EC under 

spatially uniform \\-ater content conditions even if the solute concentration is spatially \"ariable. In 

addition. the e~-perimental results showed that TOR could be used to measure the mass fltLx of the tracer 

past the ends of the venical rods. A corresponding field ~-periment was conducted under unsaturated 

flow conditions using a rod-pair installed vertically beneath a spray nozzle. A shon duration solute pulse 

was released after steady-state flow was achieved. For the homogeneous medium. with the rods located 

far above the water table. the water content was uniform in both time and space over the length of the rods 

during the eA-periment. The results agreed with the laboratory findings. further demonstrating the ability 

of TOR to monitor solute transport under unsaturated conditions in the field 

Kachanoski et al. [ 1994] used TOR to monitor the transport of a solute from a point source 

during constant infiltration. They applied a drip source between a pair of IDR rods until steady-state flow 

was achieved and then monitored the advance of a tracer step at the same flow rate. The three­

dimensional flow field resulted in water contents that varied along the rods during this experiment. 

although they remained constant at each depth through time; the water content and solute concentration 

varied independently along the rods during solute transport. Based on the results of the steady-state 

vertical flow experiments. they determined the total solute mass directly from the measured EC responses: 

as discussed above. this does not appear to be strictly valid given the nonlinear relationship between the 

bulk EC and the water content found for DC measurements (Archie. 1942; Rhoades et al .. 1976). For 

these conditions. a rigorous definition of the mass of solute between the rods from the EC response 

requires an investigation of the EC response of continuous-rod probes to spatially variable water contents 

and solute concentrations. 

Both Knight [ 1992) anct Baker and Lascano [ 1989) showed that TOR probes are most sensitive to 

media located in the plane through the rods; the probe sensitivity drops sharply with distance 

perpendicular to this plane. Ward et al. [ 1994] took advantage of this by installing horizontal rod-pairs 

through the wall of a column to provide high resolution profiles of the solute mass along the column with 

time during solute transport. Horizontal rods were especially useful for this application because they 

allowed for measurements in a layered column while maintaining nearly uniform water contents and 

solute concentrations throughout the sample volume of each probe. As a part of this work. Ward et al. 

[1994) found linear relationships between the TDR•measured bulk EC based on Equation 1-14 and the 

concentration of an electrolytic tracer for four spatialJy uniform water contents over a wide range of tracer 

concentrations. 

Rudolph et al. [ 1996) applied a salt pulse under steady-state flow over vertically installed rod­

pairs to monitor solute transport on a heterogeneous field site. The mass flux measured with short TOR 

rods showed good agreement with that measured with solution samplers. This agreement demonstrated 

the ability of TOR to monitor solute transport under conditions of spatially variable water content and 

solute concentration. However. it is possible that although the water content was variable along the rods. 
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the short..<furation tracer pulse only occupied a small volume of the porous medium at any time over which 

the water coment ·was nearly uniform. Therefore. the agreement of the TOR-inferred solute 

concentrations with those measured in pore water collected \\rith solution samplers sho\\n in this 

experiment does not provide a general confirmation of the ability of TOR to measure the correct solute 

concentration if the water content and solute concentration vary independently in the same volume of 

porous medium. 

The most difficult condition for solute transport monitoring by EC methods is transport during 

transient flow. Given that the water content and the solute concentration will vary independently both 

spatially and temporally. the dependence of the EC response of TDR on both the water content and the 

pore water EC must be defined completely to relate bulk EC measurements to solute concentrations. ·ward 

et al. (1994) presented insufficient data to define the dependence of the bulk EC on the water content. 

Risler et al. [1996) presented a more complete data set collected continuously during cyclical wetting and 

drainage of soil colwnns. They found a highly linear relationship between the IDR-measured EC 

calculated using the GT method and the product of the water content and pore water EC in soils ranging 

from a very fine sand to a clay loam. Equation J-8 predicts a quadratic relationship between a and the 

product u,.,8. Equation 1-7 only predicts a linear relationship between the bulk EC and this product if the 

water content is held constant. Judging by the data presented by Risler et al. [ 1996}. their linear result 

may be due to the narrow range of imposed water contents. ranging onJy from 0.25 to 0.37. The 

dependence of the EC response ofTDR probes on the water content must be defined over a wider range of 

water contents to broaden the applicability of solute transport monitoring with TDR during transient flow. 

Kachanoski et al. (1992) showed that under some conditions vertically emplaced TOR rods can 

measure the mass flu.x of a solute past the ends of the rods. However. as for water content measuremenL 

the large sample volumes of continuous-rod TOR probes limit their ability to profile the resident solute 

mass v.ith depth. Most of the alternative probes designed to profile the water content are not well-suited 

to profiling the bulk EC. Therefore. to allow for solute concentration profiling under widely ranging flow 

conditions. new probes should be designed that can measure both the water content and the bulk EC 

simultaneously over discrete depth intervals. 

1.4 Research Objectives 

The general goal of this work is to advance the understanding of the water content and EC 

responses time domain reflectometry using both standard and alternative probes and to use this insight to 

improve the design of TDR probes to fulfill a range of specific measurement needs. This goal is achieved 

by addressing four objectives. The dependence of the EC response of standard. continuous-rod probes on 
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spatially variable water contents and electrol}tic solute concentrations is examined to allow for solute 

concentration monitoring during transient flow. The influence of the configuration of standard 

continuous-rod probes on their sample areas is studied in order to choose the appropriate probe for 

measurement on any desired scale while ensuring that the distribution of measurement sensitivity is as 

uniform as possible within the sample volume. This analysis is also applied to all published alternative 

IDR probes to compare their sample areas. to show the dependence of their sample areas on the soil water 

content. and to suggest alterations to the probe designs to improve the sizes of their sample areas and the 

distributions of their probe sensitivities. The sensitivities of alternative probes to changes in the soil water 

content are investigated to compare their perfonnancc; design changes are suggested to improve the 

responses of each probe. Finally, a new multilevel IDR probe is designed and the ability of this probe to 

profile both the water content and bulk EC with depth is shoMl in the field. 
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2. CHAPTER lWO 

THE WATER CONTENT RESPONSE OF CONTINUOUS-ROD TDR PROBES 

2.1 Motivation 

Standard. continuous-rod TDR probes have been shown to measme a relative dielectric permittivity 

that corresponds with the length-weighted average water content over their length.. even if the water content 

varies along the rods. An empirical relationship bas been presented that relates the measured relative 

dielectric permittivity to the water content for a wide range of soils. The response of IDR probes in media 

with relative dielectric pennittivity values that vary in the plane perpendicular to the rods has been described 

analytically for one specific case: a circular ring of material placed ooncooceotrically around each rod of a 

two-rod probe in an othemise homogeneous medium. However. the implications of this analysis for water 

content monitoring with standard and alternative TOR probes have not been discussed. The goal of the 

investigations presented in this chapter is to develop a definition of probe sensitivity that can be applied to any 

TOR probe to define its response to changes in the water content and to judge its ability to measure the correct 

volume-averaged water content in its sample volume. This analysis is applied to standard continuous-rod 

probes with and without dielectric coatings to define the optimal probe design and placement for water content 

measurement 

2.2 Axial Averaging by Uncoated Continuous-rod Probes 

2.2.1 Length-weighted Averaging of the Travel Time 

The relative dielectric pennittivity of a mixture of materials is related to an average of the dielectric 

permittivities of its components. A general fonn of a dielectric mixing model of r different components can be 

written as [Birchak et al .. 1974}, 

K n _ Kn Kn Kn 
m -w1 1 +w2 2 + ... +w.r .r• (2-1) 

where w; is a weighting factor describing the fractional contribution of component ; to the bulk relative 

dielectric permittivity of the mixture. 
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The weighting factors an: taken to be independent of the component dielectric pennittivities and are 

constrained by. 

(2-2) 

The exponent. n. defines the method of averaging of the mixing model and ranges from -1 for dielectric 

materials placed in series to l for a parallel mixing model [Roth et al .. 1990]. 

An experimental investigation of undisturbed soils has shown that the relationship between the 

measured relative dielectric permittivity and the component relative dielectric permittivities approximately 

follows a square root mixing model with n = 0.46. The weighting factor of each component was found to 

equal its volume fraction [Roth et al., 1990). This conforms to the theoretical model of Birchak et al. [ 1974) 

based on refractive volumetric mixing. 

Many field applications of TDR use vertically installed probes to examine predominantly vertical 

changes in the water content. Water contents are assumed to be constant in the plane perpendicuJar to the 

probe and only the averaging of water contents varying axially along the probe is considered. A.xial averaging 

of the relative dielectric pennittivity can be examined by considering the probe as a series of consecutive 

regions. Each region has a length. l;. Over each region. the relative dielectric pennittivity. K;. corresponding 

to a unifonn water content. 8;.. is constant. From Equation 1-1. the time required for the wave to propagate 

through region i is. 

(2-3) 

The travel time that would be measured over the length of the rods is. 

(2-4) 

The relative dielectric permittivity detennined from the total travel time is. 

( 
ct ) . , v .n.. ; 2 [!:.l· ,Y:-]

2 

Km = L,o:/ = t L1otal • 
(2-5) 
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Equation 2-5 can be written in the general fonn of a mixing model replacing n \\ith the square root 

and the weighting factors. w,. as the fractional length of each section. 

L1 ½ L2 1/ Lr K~/2 
----K 2 +---K{ 2 + ... +--- r 

L total 
1 

L total L total 

In this fonn it can be seen that the measured relative dielectric permittivity for media that vary in series along 

the rods follows a length-weighted averaging model based on the square root of the interval relative dielectric 

pennittivities. 

The length-weighted average water content over the rods is defined as. 

l:L;0, 
(} =~'--

<11"e L,oral 
(2-7) 

Given the square root averaging model of the relative dielectric permittivity shown in Equation 2-6. 

the IDR-measured average relative dielectric pennittivity will only give the correct length-weighted average 

water content shown in Equation 2-7 if the water content is related to the relative dielectric permittivity 

through. 

9 = aK_ l/ 2 + b. (2-8) 

where a and b are constants. Substitution of Equation 25 8 into Equation 2-7 gives. 

(2-9) 

Figure 2-1 shows that Equation 2-8 with fitted a and b values of 0.1181 and -0.1841, respectively, is 

nearly identical to Equation 1-3 determined empirically by Topp et al. [1980); calculated water contents based 

on the two equations differ by less than 0.5% between 5 and 40% water content. Topp et al. [1982) also 

suggested that the large coefficient on the squared water content term causes Equation 1-2 to describe a linear 

relationship between the square root of the relative dielectric permittivity and the soil water content, 

explaining laboratory results showing that vertical TOR rods measure the length•weighted arithmetic average 

water content even in the presence of sharp vertical water content gradients. 
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Figure 2-1. Comparison of Equations 1-3 and 2-8 for describing the relationship between 

the relative dielectric permittivity and the water content. 

Other calibration relationships have been proposed to relate the water content to the measured relative 

dielectric pennittivity for specific soil conditions [Ledieu et al.. 1986: Herke Ira th et al.. 1991; Van Loon. 

1991; Malicki et al .. 1992 ). However. only those relationships of the form of Equation 2-8 will give the exact 

length-weighted average water content for axially variable water contents. 

2.2.2 Sensitivity of Uncoated Continuous-rod Probes 

The travel time is measured by a TDR instrument to infer the soil water content. Therefore, the most 

useful definition of the sensitivity of a TDR probe is the change in the travel time for a given change in the soil 

water content. 

Combining Equations 2-3 and 2-8 shows a linear relationship between the TOR-measured travel time 

and average water content along the rods, 

L 
Im =-(8-h). 

QC 
(2-10) 

24 



Substituting for(} in Equation 2-10 with Equation 2-7 gives. 

(2-11) 

Applying the definition of sensitivity to the travel time defined by Equation 2-1 I shows that the 

sensitivity of the measured travel time to changes in the water content of region i is. 

dtm L; 
--=- (2-12) 
dB; QC 

Equation 2-12 demonstrates that the measured travel time has a constant. length-weighted sensitivity 

to the water content in each region. This sensitivity is independent of the water content within the region or 

the water contents along the rods outside of the region. This result is consistent with the observed ability of 

IDR to measure the correct !~ngth-weighted average water content even in the presence of sharp wetting 

fronts [Topp et al .. 1982a). 

2.2.3 Averaging of Dielectric Permittivities in the Transverse Plane 

Little has been published regarding the dependence of the TOR-measured relative dielectric 

permittivity on the distribution -of materials in the plane perpendicular to parallel TOR rods. Previous 

experimental results have shown that the sample volume of a twin-rod TOR probe is concentrated between the 

rods with the greatest sensitivity in close proximity to the surface of the rods [Baker and Lascano, 1989). A 

subsequent analytical treatment showed that. in a homogeneous medium. the nonuniform distribution of 

instrument sensitivity in the transverse plane is controlled by the diameter and separation of the rods. As the 

ratio of the rod diameter to separation decreases. the field becomes increasingly restricted to a region 

immediately adjacent to the rods; larger diameter-to-separation ratios result in a more evenly distributed field 

between the rods [Knight, 1992). 

An appropriate averaging model must be defined to develop an expression describing the response of 

a TOR probe to material properties that vary in the transverse plane. The preceding analysis has shown that a 

square root averaging model applies to properties that vary along a TOR probe. Unfortunately. a similar direct 

analysis is not available to describe the general case of the response of a TDR probe to dielectric materials 

distributed heterogeneously in the transverse plane. However. an analytical description of dielectric mixing 

can be defined for certain distributions of relative dielectric permittivities. 
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Considering the problem of air- or water-filled gaps around standard twin rod mR probes. Annan 

[ 1977b) developed an e,q,ression describing the response of a twin rod probe to dielectric materials placed as 

nonconcentric rings around each of the rods. This development is based on the nonconcentric circular 

equipotentials that surround a pair of line sources in the transVerse plane in a homogeneous medium. These 

equipotentials confonn to the bipolar coordinate. ~. as shown on Figure 2-2. 

2s 
< > 

"Jt/4 

I 

0 

Figure 2-2. Bipolar coordinate system with equipotentials of constant ~. 

\ 
) 

I 

/ 
I 

If the material between any pair of equipotentials around both rods is replaced with a different 

medium. the background material and the added medium will be placed in series with respect to the geometry 

of the probes. As a result. the property boundaries will still represent equipotentials in the heterogeneous 

medium. Therefore, by considering the inner circles on each half of Figure 2-2 to represent the rod surfaces 

and replacing the medium in nonconcentric circular areas around the rods with air- or water-filled gaps, the 

potential distribution can be determined analytically. Annan found that a twin-rod probe with gaps filled with 

a material with a dielectric permittivity. Kn,.. would measure a relative dielectric permittivity. K,,.. equal to, 
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(2-13) 

where the bipolar coordinates ~0 and ~, correspond to the locations of the rod surfaces and the outer surfaces of 

the surrounding rings. respectively. These equipotentials are related to the separation. 2s. and radius. r. of any 

symmetric pair of equipotentials by. 

(2-14) 

Equation 2-13 can be restated in the form of a mixing model as. 

K-1 K-1 K-1 t;o - <;1 K-1 i;1 K-1 
m = wnng nng + wsoil IOil - i:o nng + i:o soil 

(2-15) 

Annan recognized that due to this series averaging low dielectric permittivity rings. such as air-filled 

gaps around continuous rods, have a much greater impact on the TOR-measured relative dielectric permittivity 

than high dielectric permittivity rings. such as water-tilled gaps. 

2.3 Axial Averaging hy Coated Continuous-rod Probes 

2.3.1 Objective 

As an EM pulse travels along a TDR probe. energy is both reflected from changes in the line 

impedance and dissipated through electrical conduction. The maximum useable length of TOR probes is often 

limited by excessive energy losses resulting in insufficient energy remaining to identify the characteristic 

reflection from the end of the probe. To e.,1end the depth of measurement for probes installed at the ground 

surface. the rods can be coated with electrically resistive dielectric coatings to minimize conductive losses. 

The objective of this investigation is to examine the influence of these coatings on the measured water content. 
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2.3.2 Averaging of Dielectric Permitti\ities in the Transverse Plane 

Equation 2-15 is in the form of an averaging model following an inverse relationship nith the 

weighting factors. w"111 and w.,u, defined only by the geometry of the rods and gaps. This treatment can be 

extended to include two nonconcentric circular gaps surrounding the rods giving. 

K-l K-l K-l K-1 
m = Wring 1 ring l + Wring 2 ring 2 + W soil soil 

(2-16) 

where t;o. ~1 and ~1 are defined by the geometries of the rods and gaps. Equations 2-1S and 2-16 describe the 

applicable averaging model when the materials are distributed following the geomeuy employed by Annan 

( 1977b) e>.-pressly designed to eliminate tangential components of the electromagnetic field at the propeny 

boundaries. Less idealized material distributions introduce further complications that are not amenable to 

analytical solutions. 

Coatings on continuous rods can be modeled as concentric rings of (typically) low dielectric 

materials. However. given that the coatings are commonly thin compared to the rod diameter. the application 

of the nonconcentric ring model should not introduce significant errors. Rods with coatings that can be 

approximately described by the nonconcentric circle geomelly used by Annan (1977b) and can be calibrated 

with two calibration points and an inverse averaging model such as Equation 2•15. Other researchers have 

calibrated alternative probes with coatings or partial coatings using a fonn of Equation 2-3 that relates the 

travel time to a linear function of the square root of the relative dielectric pennittivity [Hook et al., 1992). 

Figure 2-3 compares two calibration procedures for a PVC coated continuous-rod probe with a geometry 

represented by ring and soil weighting factors of 0.15 and 0.8S. respectively. Square root and inverse 

averaging model calibrations are shown using calibration points for a soil with volumetric water contents of 

0.05 and 0.40. Using these calibration points for the assumed probe geometry. the maximum error in the 

water content due to the miscalibration will be approximately 0.04~ the error will be larger for probes that have 

larger weighting factors for the coatings. For ease of measurement. calibrations are often perfonned in air­

filled and water-filled containers. However. this approach is inadvisable because the miscalibration due to the 

application of Equation 2-3 will be more pronounced for calibration points chosen funher outside of the range 

of measurement. 
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Figure 2-3. Miscalibration due to the application of a two-point calibration following 

Equation 2-3. 

TDR probes that cannot be described analytically should not be calibrated with a two-point 

calibration. In general. alternative probes can be calibrated over a range of water contents between full 

saturation and the free drainage water content by comparison with carefully installed uncoated continuous rod 

probes or other independent measurements of the soil water content. This more complete calibration can be 

practically achieved by installing both the standard and alternative probes in a homogeneous medium. 

Constant infiltration can be applied at the soil surface to achieve steady-state. high water content conditions 

throughout the sample volume. Then. the measured relative dielectric permittivities measured with the probe 

over the course of the ensuing drainage can be compared to the independently measured water contents to 

define the appropriate response characteristics of the alternative probe design. A similar calibration procedure 

has been described by Redman and DeRyck [ I 994) in which the relative dielectric permittivity measured by an 

alternative TDR probe is compared to the relative dielectric permittivity measured in a coaxial line for 

mixtures of fluids with different relative dielectric pennittivities. 
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2.3.3 Dependence of the Weighting Factors on the Soil Water Content 

The preceding analysis leading to Equation 2-6 has sho\\n thaL for materials \'arying along the 

waveguides, the weighting of the TOR method for uncoated continuous-rod probes is equal to the fractional 

length of each section. suggesting that the sensitivity of the TDR rods is constant along the length of the rods. 

Similarly, for homogeneous miuures of dielectric materials, the weighting factors are equal to the volume 

fraction occupied by each material [Roth et al., 1990). For TOR to measure the average water content in the 

transverse plane. the weighting factors should be independent of the water content distribution and equal to the 

relative area occupied by each material. 

Equation 2-16 describes the averaging model for two nonconcentric gaps around parallel rods. The 

ratio of the weighting factors of the inner and outer rings is. 

(2-17} 

Each equipotential has a radius of acsch¢\ where 2a is the distance between the poles in the bipolar 

coordinate system. Taking the inner equipotentials at ±~0 to be the rod surfaces and the equipotentials. ±,;, 
and ±,;1. to represent the boundaries of the inner and outer rings. respectively. the area of the rings are. 

(2-18) 

(2-19) 

Comparing the ratio of weighting factors per unit area for the inner and outer rings gives. 

(2-20) 

Both the numerator and denominator of the right hand side of Equation 2-20 are the slope of the nonlinear 

function csch
2
x. The absolute value of the slope of this function decreases with increasing positive values of 

x. Given that ~o>~,>~2. the expression shown is less than one, demonstrating that the weighting per unit area 

is greater in the region closer to TOR rods than for regions farther from the rod surfaces. This result is 

independent of the dielectric pemtittivities of the media in the rings. 
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Knight ( 1992) suggested that the unequal weighting of media in the uansverse plane can be 

minimized by reducing the ratio of the rod separation to the rod diameter. Howe\'er. some degree of unequal 

spatial weighting in the plane transverse to the probe is inherent in the measurement of the relative dielectric 

permittivity with IDR and cannot be eliminated. Therefore. to ellSW'C that the measmed relative dielectric 

permittivity corresponds with the average water content of the medium. TOR probes should be installed in a 

manner that minimizes the variability of the soil water content between the rods. Given that the water content 

tends to vary vertically in the field, TOR probes should not be installed horizontally. stacked in the venical 

plane unless the probe separation is much smaller than the ~-pected scale of variability of the water content. 

Substituting Equation 1-1 into the averaging model for rods surrounded by a single heterogeneous 

ring of material described by Equation 2-15 gives. 

(2-21) 

The relative dielectric pennittivity in the ring and surrounding soil can be replaced by the equivalent 

water content based on Equation 2-8. Taking the soil water content in the ring to be independent of the water 

content of the soil in the surrounding medium the measured travel time will vary with the soil water content 

outside of the ring following, 

(2-22) 

For a unifonn medium (no heterogeneous rings). ~0 = ~,. and Equation 2-22 reduces to Equation 2-12. 

showing a constant sensitivity of the travel time to the soil water content 

Equation 2-22 shows that the sensitivity of the TOR-measured travel time to changes in the soil water 

content outside of the inner ring is not constant; the sensitivity is a function of the geometry of the probes and 

rings. and the water content of the media within the ring. This result demonstrates the limitation to 

examining the sensitivity of a TOR probe to changes in the water content of a region of the medium between 

the rods taken by Baker and Lascano [1989). Namely. Baker and Lascano [1989) measured the relative 

dielectric permittivity with continuous rods surrounded by water-filled glass tubes, attributing the change in 

the relative dielectric permittivity due to draining a tube to the sensitivity to that region of the medium. 

However. as shown here. the sensitivity of TOR to a change in the water content in any region of the 
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tranSVerse plane is dependent on the water content distribution throughout the plane. Therefore. changes in 

the measured relative dielectric pennittivity due to a local change in the relati\'e dielectric permiuim) 

distribution only describes the probe sensitivity at that point for that unique water content distribution 

throughout the transverse plane. 

Standard continuous-rod TOR probes place the metal rods in direct contact with the soil. In contrast. 

most published alternative TDR probe designs have nonmetallic probe components in contact \\ith the metal 

rods. Therefore. these probes measure some average of the dielectric pennittivities of the probe materials and 

the surrounding medium. requiring application-specific calibrations to correlate the measured relative 

dielectric permittivity to the water contenL 

The procedure described above for calibrating alternative probes by continuous measurement during 

free drainage can be used to define the probe sensitivity empirically. Specifically. paired measurements of the 

relative dielectric permittivity measured with a probe. K,,,. and independent measurements of the water content 

are collected. The relative dielectric permittivity of the soil. K1a,1, can be determined from the measured water 

contents using Equation 1-2. The probe sensitivity~ as defined by Equation 2-12. can be rewritten as. 

dt 
-= 
dB 

d.fK. dt d.JK::: 

d✓Ksoil dJf: dB 

From Equations 1-l and 2-8. Equation 2-23 can be written as. 

dt 
-= 
dB 

(2-23) 

(2-24) 

If the slope of the relationship between the square roots of the K values is not constant. the probe will 

have a variable sensitivity as a function of the soil water content and the problem of incorrect axial averaging 

will apply; the degree of variability of the slope describes the magnitude of the incorrect averaging. 

Equation 2-22 demonstrares how an air- or water-filled gap or an electrically resistive coating 

surrounding continuous rods will influence the measured relative dielectric permittivity. The influence of the 

geometry of the rods and gaps requires that probes with coatings or gaps be individually calibrated to 

determine the water content. However. even when calibrated. the measured travel time will be a function of 

both the average water content and the distribution of water in the transverse plane. Therefore. as with 

uncoated continuous-rod probes. coated-rod probes should be installed in a manner that minimizes water 

content variations between the rods to ensure that the measured relative dielectric permittivity corresponds 

with the volume averaged water content throughout the sample volume of the probe. 
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If the water content in the medium is distributed homogeneously. the effects of a gap or coating on the 

probe sensitivity are described by Equation 2-22. For example. consider the case of 5 mm diameter rods. 50 

cm in length. placed with their centers 20 mm apan. Each rod is surrounded by a gap with an a\'erage 

thickness of0.5 mm placed nonconcentrically to lie on equipotential surfaces in the bipolar coordinate system. 

The separation of the poles for the applicable bipolar coordinate system. 2a. is defined as. 

2a = 2✓s2 -r2 
. (2-25) 

where 2s and rare the separation and radius or the rods. respectively (Figure 2-2). 

The bipolar coordinates defining the surfaces of the rods and gaps. respectively. are. 

(2-26) 

(2-27) 

where d is the outer radius of the surrounding ring. 

The measured travel time along the rods can be calculated for the example probe geometry with 

water-filled gaps. air-filled gaps and PVC coatings from Equations 2-3 and 2-15. taking the relative dielectric 

pennittivities of air, water and PVC to be t 81 and 3.3, respectively [Weast. 1990). 
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Figure 2-4. Travel time as a function of the soil water content for 50 cm long. S mm 

diameter rods with and without 0.5 mm thick gaps or coatings. 

Figure 2-4 shows the travel time as a function of the soil water content for gaps filled with these 

materials; this is equivalent to a .calibration curve that could be constructed by measuring the travel time for a 

probe under a range of known water content conditions. The results agree with Annan [ 1977b J who concluded 

that an air-filled gap would cause the most drastic change in the measured travel time. 
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2.3.4 Sensitivity of Coated Continuous-rod Probes 

The definition of probe sensitivity (Equation 2-12) can be applied to responses calculated for the 

example probe geometry. 
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Figure 2-5. Probe sensitivity as a function of the relative dielectric permittivity of the 

medium in the gaps or coatings surrounding the rods: 50 cm long. 5 mm diameter rods with 

0.5 mm thick gaps or coatings. 

Figure 2-5 shows the sensitivities calculated from the probe sensitivities shown on Figure 2-4. The 

rods with \l'ater-filled gaps show a nearly constant response to the water content of the medium which is 

slightly higher than that of a probe with no gap. Probes with air- or PVC-tilled gaps show a reduced 

sensitivity; in addition. the sensitivity is strongly dependent on the water content of the medium. 
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Figure 2-6. Probe sensitivity as a function of the rod separation for 50 cm long. S mm 

diameter rods with and without 0.5 mm thick gaps or coatings. 

The configuration of a coated-rod probe is defined by the diameters and separation of the rods. and 

the thickness of the coatings. The simplest aspect of this geomeuy to alter is the rod separation. Figure 2-6 

shows that the response of the above defined example probe with a PVC coating is not highly sensitive to the 

rod separation. This appears to differ from the conclusions presented by Knight [ 1992) who, defining probe 

sensitivity as the relative distribution of field energy around twin-rod probes. found that the spatial sensitivity 

of a probe \\ith a given rod diameter is more restricted to the region immediately adjacent to the rods for larger 

rod separations. This apparent discrepancy is reconciled by the decrease in the relative area occupied by the 

coatings for increased rod separations which balances the more restricted energy distributio~ resulting in near 

constant weighting of the coating regardless of the rod separation. 
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Figure 2-7. Probe sensitivity as a function of the soil water content for 50 cm long. 5 mm 

diameter rods with PVC coatings of various thicknesses. 

Figure 2-7 shows that decreasing the thickness of a coating minimizes its impact on the measured 

relative dielectric pennittivity. The results also show that a decrease in the gap thickness will minimize the 

dependence of the probe response on the soil water content. The results do show. however. that even PVC 

coatings as thin as 0.1 mm can introduce measurable variability in the probe sensitivity with changes in water 

content. 

The choice of rod diameter is often arbitrary. compromising between the advantage of minimal 

disturbance presented by thin rods with the need for more rigid. larger diameter rods for ease of installation. 

Figure 2-8 shows that the nonlinearity introduced by a PVC coating decreases as the rod diameter increases for 

a constant rod separation and gap thickness. Therefore, if the thickness of the gap cannot be reduced. the rod 

diameter should be increased to minimize the influence of the gap or coating. 

The sensitivity of a coated probe will be maximized if the rod diameter is large, the coating thickness 

is small and the relative dielectric pennittivity of the coating is large; the rod separation does not significantly 

affect the probe response. The choice of these probe design characteristics will also decrease the dependence 

of the probe response on the water content of the soil. 
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Figure 2-8. Coated-rod probe sensitivity as a function of the rod diameter: SO cm long. 5 

mm diameter rods. 

2.3.5 Axial Averaging of the Water Content 

The utility of a TOR probe is defined by its ability to measure the average water content of the 

medium within its sample volume. The response of probes with coatings or gaps to water contents that vary 

along the rods can be examined using the approach previously applied to uncoated continuous-rod probes. 

Taking the definition of the response of a probe with nonconcentric gaps or coatings to the soil relative 

dielectric permittivity as defined by Equation 2-15. the measured length-weighted average relative dielectric 

permittivity is defined from Equation 2-5 as. 

(2-28) 
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It has been shown above in the development of Equation 2-6 that in order to return the correct length­

weighted average water content. the intervaJ soil relative dielectric permittivity must be averaged as K/ =. 

Equation 2-28 only satisfies thls condition if w""' = 0 or K""' = K.,,,. conditions describing the absence of a 

gap. Similarly~ if K.,;1 does not vary with depth. the relationship simplifies to the averaging model and the 

measured relative dielectric permittivity can be calibrated to the water content with Equation 2-15. Except for 

these conditions, the averaging method does not define the length-weighted average of the square root of the 

soil relative dielectric permittivity. 

The influence of a gap or coating on the measured length-weighted average water content can be 

examined for the example probe configuration. From Equation 2-15, the weighting factors for Equation 2-28 

defining the contributions of the rings and soil are 0.163 and 0.837, respectively. Consider a 100 cm long 

column of soil with a volumetric water content of 0.05 except for a 20 cm layer in which the water content is 

uniform. but has a value ranging from 0.05 to 0.40. 
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Figure 2-9. Length-weighted average water content calculated for rods with and without 

gaps or coatings for the example layered column. 

Equation 2-15 defines the soil relative dielectric pennittivity corresponding to the measured length­

weighted average relative dielectric pennittivity caJculated with Equation 2-28. The water content can be 
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calculated from this soil relative dielectric pennittivity with Equation 2-8. Similarly. Equations 2-5 and 2-8 

can be used to detennine the ·water content measured under the same conditions for rods uithout gaps or 

coatings. Figure 2-9 compares the average water content calculated for the example probe \\ith an air-filled 

gap. a water-filled gap. a PVC coating and with no gap or coating. Given that rods with a gap or coating are 

more sensitive in low water content conditions (Figures 2-S through 2-8). a change in the water content in a 

dry region will have a greater impact on the measured travel time than the same change in the water content of 

a wetter region. Therefore. if the water content varies along the rods. coated continuous-rod probes will 

always underestimate the average soil water content regardless of the relative dielectric pennittivity of the 

material filling the gap. The error increases with a decrease in the relative dielectric pennittivity of the 

medium filling the gap: a water-filled gap does not have a significant effect on the measured average water 

content. Furthermore. this analysis shows that even if a coated continuous-rod probe is fully calibrated 

following the appropriate averaging model or based on a direct ~-perimental calibration. axially variable water 

contents will not be properly represented by the measured relative dielectric permittivity. As a result to 

accurately measure the volume-averaged water content with coated-rod probes it is imperative to minimize the 

variability in the water content along the probes. In most natural conditions. the axial variability in the water 

content can be reduced by installing rods horizontally in the horizontal plane or by limiting the length of 

vertical rods. 

Discontinuous gaps along continuous rods may introduce further inaccuracies into the measured 

relative dielectric permittivity. As shown in Figure 2-4. the presence of an air gap in an interval can entirely 

dominate the measured travel time through the interval. Therefore. if a gap is present along pan of the rods. 

the water content in that region will be greatly underrepresented in the length•weighted average water content. 

Similarly. a change in the relative dielectric permittivity of the fluid filling the gap. perhaps due to water 

filling the gap as the pressure of the water phase increases with time. may have a greater effect on the 

measured travel time than the entire range of variability of the soil water content in the medium. These 

observations underscore the imponance of careful installation of continuous rods to avoid the fonnation of 

gaps. 

The relative dielectric permittivity measured by uncoated continuous•rod probes in a medium with a 

homogeneous water content distribution is independent of the geometry of the probe (Figures 2-6 and 2-8). 

Although the response of coated rod probes is sensitive to the coating thickness and rod diameter. it is 

insensitive to the rod separation. As a result. like uncoated rods, perfectly vertical emplacement of the rods to 

ensure a constant rod separation along the probe is not critical to measure the correct length•weighted average 

water content 
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2.3.6 Summary and Conclusions 

In the application of IDR the tra\'el time of a guided electromagnetic wave through a medium is 

measured to determine the average soil water contenL A square root averaging model of the soil relative 

dielectric permittivity has been shown to confonn to the relationship determined empirically by Topp et al. 

[1980). This agreement e.~lains the ability of TOR rods without gaps or coatings to measure the length­

weighted average water contenL 

The presence of gaps around TOR rods has long been recognized as a potential source of 

measurement error. Based on an analytical description of the response of continuous-rod waveguides to 

heterogeneous media presented by Annan [1977b]. it has been shown that an inverse dielectric averaging 

model applies to media distributed heterogeneously as nonconcentric rings around the probes in the plane 

perpendicular to the probes. If a two point calibration is to be used for coated probes. this inverse averaging 

model should be applied and calibration points should be chosen close to the range of ex-pected measured 

values. For probes with geometries that cannot be approximated by the bipolar coordinate system proposed by 

Annan [ 1977b ]. a more complete calibration based on a series of calibration points measured simultaneously 

with standard continuous-rod probes and the alternative design during the drainage of a homogeneous soil 

profile should be used. 

The sensitivity of a TOR probe to the water content is defined as the change in the measured travel 

time for a unit change in the average soil water content. Based on this definition. the sensitivity of TOR 

probes with no gap to soil water contents that vary along the rods is shown to be constant regardless of the 

water content distribution. In contrast, the presence of a gap or coating results in greater probe sensitivity in 

regions of lower water content atong the rods. Furthennore. probe sensitivity has been shown to increase with 

decreasing gap thickness. increasing gap relative dielectric permittivity and increasing rod diameter. The rod 

separation does not have a significant effect on the probe sensitivity. 

Due to the greater sensitivity of rods with fluid-filled gaps or coatings in lower water content 

conditions. water contents that vary along the probes will always be underestimated. even if the coated probes 

are calibrated exactly to the soil water content in a homogeneous medium. The degree of error introduced will 

increase with a decrease in the relative dielectric permittivity of the coating. 

The results of these analyses suggest that uncoated continuous-rod probes should be installed in a 

manner designed to minimize water content variations in the transverse plane between the rods. As a resul4 

for most field applications. probes should be installed vertically or horizontally in the horizontal plane; rods 

should not be installed horizontally, stacked in the vertical plane. Coated continuous•rod probes should be 

installed in a manner that also minimizes water content variations along the probes either by minimizing the 

length of vertical rods or by installing the rods horizontally in the horizontal plane. 

The analytical relationships developed here are only strictly applicable to media distributed in 

symmetric nonconcentric rings around continuous rods. For thin concentric gaps, this geometry probably 
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provides a reasonable approximation of the probe response. Most rods with probe materials in the 

measurement volume. such as coatings or gaps. will have some component of inverse averaging. so the general 

conclusions presented here should apply to a wide variety of alternative probe designs. An empirical analysis 

to determine the sensitivity of probes that are not amenable to analytical description is described. 
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3. CHAPTER THREE 

THE ELECTRICAL CONDUCTMTY RESPONSE OF CONTINUOUS-ROD TDR PROBES 

3.1 Motivation 

In the previous chapter. the spatial weighting of water contents along and transverse to continuous­

rod IDR probes was described. The nature of the spatial weighting leads to measured relath·e dielectric 

pennittivities that correspond with the correct length-weighted average water content along uncoated 

continuous-rod TOR probes. To use continuous-rod probes to monitor solute concentrations. it is necessary to 

demonstrate that their EC response corresponds with the length-weighted solute concentration as well. This 

has been demonstrated under spatially unifonn water content conditions [Kachanoski et al .. 1992}. As a first 

step toward demonstrating the ability of 1DR to monitor solute concentrations under spatially variable water 

content conditions. the dependence of the EC response ofIDR on the water content must be defined. The goal 

of the experiments presented in this chapter is to determine the dependence of the EC response of uncoated 

continuous-rod probes on the water content under both controlled laboratory conditions and in the field. The 

ability of continuous-rod probes to monitor the average solute concentration under conditions of independently 

variable water contents and solute concentrations along the probe are discussed based on these findings. 

3.2 Laboratory Column Experiment 

3.2.1 Experimental Objectives 

Initial research into the use of the attenuation of TDR pulses through electrical conduction to measure 

soil properties focused on the response of probes to changes in the EC of the pore water in saturated soil 

samples [Dalton et al .. 1984; Topp et aJ.. 1988). Nadler et al. [ 1991 J compared the EC responses of a two-rod 

probe with a balun to a three-rod probe without a balun in samples of a silty loam mixed with a saline 

solutions to six spatially uniform water contents ranging from 0.07 to 0.28. They calculated the EC using both 

the L TI and GT methods as well as three older methods of EC analysis. In addition. they examined the EC 

and water content responses of probes inserted through two layers of media of differing water contents. In 

response to the work of Nadler et al. (1991). Heimovaara [1992) showed that. in theory. the GT and LTI 

methods of analysis are identical. Ward et al. (1994) presented EC measurements in a fine sand packed to 

four water contents ranging from 0.05 to 0.2S. Nadler et al. (1991] showed a linear relationship between the 

EC response and independent measurements of the bulk EC of the medium; Ward et al. [1994) showed a 

linear relationship between the EC response and the concentration of an electrolytic solute in the pore water 
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under uniform water content conditions. However. neither of these relationships presented sufficient data to 

define the dependence of the TOR-measured EC on the water contenL Heimovaara et al. [ 19951 applied a 

theoretical relationship between the bulk EC and the water content [Mualem and Friedman. 1991 I to monitor 

solute movement under variable water content conditions with 1DR. Risler et al. [1996) monitored the EC 

with TOR during cyclic wetting and drainage of an electrolytic solution. finding a linear dependence of the 

TOR-measured EC on the water content over a nanow range of water contents. 

The objective of this experiment was to e.umine. under controlled laboratory conditions. the 

relationship between the TOR-measured EC and the water content over a wide range of soil water contents and 

pore water salinities. In addition. the ability of two-rod probes both with and without baluns and three- rod 

probes without baluns to characterize the bulk EC of the medium was tested. 

3.2.1 Experimental Design 

The dependence of the TOR-measured EC on the water content was examined in a sand-filled 

column. A homogeneous medium was used to avoid the complications caused by reflections from material 

boundaries in layered columns as seen by Nadler et al. [1991). The use of a clean sand eliminated the 

contributions of surface conductance to the measured EC and the influence of bound water on water content 

determinations [Dasberg and Hopmans. 1992). The fine- to medium-grained sand was collected from 

Canadian Forces Base Borden. Ontario. Canada. as part of ongoing experiments at the site. To achieve 

complete drainage of the sand without the need for a pressure plate at the base of the colwnn. a 2m long 

polyvinyl chloride (PVC) column was used with a banging water table placed 20 cm below its base. Based on 

the drainage curve for the sand, shown on Figure 3-1, the upper half of the column should have drained freely 

to near residual water content. A sealed end cap fitted with a 0.952 cm diameter Swagelock fitting covered the 

base of the column; a steel screen placed in the fitting retained the sand. 

Three horizontal metal rods were used for TOR measurements (Figure 3-1). Longer rods increase the 

separation in time of the characteristic reflections from the beginning and end of the rods on a TOR wavefo~ 

improving the precision of propagation velocity determinations. Therefore, a relatively large diameter (20 cm) 

PVC column was used to allow for the use of longer TDR rods than are commonly used in column 

experiments. Each rod was 22.5 cm in length. with a diameter of 0.25 cm; the rod separation was 1.5 cm. 

Four probe configurations were used: TDR12, TDR13. TDR12n and TDR123. Table 3-1 summarizes the 

configurations of the probes. 
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Probe Rods Used Balun 

TDR12 l. 2 Yes 

TDR13 l. 3 Yes 

TDRlln l. 2 No 

TDR123 1. 2. 3 No 

Table 3-l. Configurations of the 1DR probes used for the colwnn ~,x:riment. 

For probe TDR12. rods I and 2 were connected to the cable tester through a balun (ANZAC TP-103 

impedance matching transformer). Twin-wire shielded cable (#9090 Belden) connected the rods to the balun 

and the balun was placed directly on a cable tester (Tektronix 1502B). A 2.9 m long twin-wire cable was used 

to separate the reflections from the balun from the characteristic reflections from the beginning and end of the 

rods on the wavefonn. Similarly, rods I and 3 were connected to the cable tester through a balun to form 

probe TDR13. Rods 1 and 2 were also connected directly to the cable tester through RG-58 C/U coaxial cable 

without a balun (TORI 2n). The coaxial cable was 2.9 meters long for direct comparison to the designs using a 

balun and the twin-wire cable. For probe TDR123. rods I. 2 and 3 were directly connected to the cable tester 

through a coaxial cable. To improve the connection between the rods and the coaxial cable for TDR123. a 

small metal plate was used to connect the outer shield of the cable to rods 1 and 3; the central conductor of the 

cable connected directly to rod 2. For probe IDRI2n. the plate connected rod 2 to the cable shield and the 

central conductor of the coaxial cable connected to rod 1. This variety of probe designs, all measuring within 

nearly the same volume of the porous mediu~ allowed for direct comparison of the perfonnance of three-rod 

probes described by Zegelin et al. [1989) to standard two-rod probes [Topp et al .. 1982}; in addition. the 

impact of baluns on the EC response of two-rod probes couJd be assessed. Software written by Redman ( 199S) 

collected the waveforms on a personal computer via an RS232 cable for later analysis. 

For the Tektronics 1S02B cable tester. Zu is a constant output impedance of SO ohms. Given that the 

characteristic impedance of a probe. Zo. is independent of the properties of the surrounding medium [Baker 

and Spaans. 1993). the GT analysis (Equation 1-13) can be simplified to include only a single. probe-specific 

calibration constant. 

(3-1) 
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Similarly. if the temperature remains constant throughout the e>..-perimenL the L Tl method can be 

simplified to. 

(3-2) 

where cN is a probe-specific calibration constant and Rt is the impedance. Rather than measuring the voltage 

or impedance at a single point on the waveform. an average over a time window was used to eliminate the 

influence of small perturbations. Assuming that the output voltage from the cable tester. Vo. is constant. 

Heimovaara [1992) showed that the GT and LTI analyses are identical. Therefore. only the simpler. LTI 

analysis is examined here. 

Heimovaara et al. (1995) showed that the series resistance of the cable leading to the probes must be 

considered when determining the EC of the medium sunounding TDR rods. Including this series resistance 

gives. 

_!_= RL =--1-+_1_. (3-3} 
(j IIWciltnr (j cab/6 

where a is the inverse of the total resistivity measured by the TOR instrument. crmedium is the inverse of the 

resistivity of the medium surrounding the probe, and O"catiie is the inverse of the equivalent series resistivity of 

the cable leading to the probes. _ 

The EC of the medium is then defined by. 

RL I ---=---- (3-4) 
(j medium C N C1 cabl~ 

Simple electrolytic solutions, like KCI in deionized water. are known to show a near-linear 

relationship between the solute concentration and the EC of the solution [Barthel et al.. 1980 ]. A regression 

of the EC measured with a conductivity cell as a function of the concentration of KCI in deionized water was 

highly linear with an r2 value of0.9998 for KCI concentrations ranging from 0.0 to 4.8 g/1. 

3.2.l Calibration of Continuous-rod Probes in Saline Solutions 

The conductivity response of a TDR probe is commonly calibrated in saline solutions because it is a 

simple method by which the probes can be calibrated for a wide range of EC conditions while maintaining 
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spatially unifonn conditions throughout their sample volume. Initially. wavefonns were collected \\ith the 

rods ex-tending through the far wall of the unpacked colwnn filled with a series of KCI solutions. Equauon 34 

describes linear relationships between the late time impedance. Rt. and the inverse of the EC of the calibration 

solution for a fluid-filled column. The slope of the linear relationship is directly related to the constant cN and 

the intercept defines the inverse of the equivalent resistivity of the cable. balun and COMectors between the 

cable tester and the probe. 

Figure 3-2 shows the inverse of the probe response used for the L TI analysis as a function of the 

inverse of the EC of the calibration solution for the four IDR probe configurations. Linear regressions of 

Equation 3-4 to the data are shown; all regressions show r2 values greater than 0.997. The slopes define 

values of Ct,c of 1.185. 0.938. 0.215. and 0.326 m·1 for probes TDR12. TDR13. TDR12a and TDR123. 

respectively. Corresponding values for the equivalent resistivity of the cable and connectors for the probes are 

0.41. 0.36. 0.55. and 0.25 ohm-m. 
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Figure 3-2. Calibration of the EC response used for the L TI analysis and determination of 

the equivalent resistivity of the IDR cables for four probe designs. 
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J.2.4 Dependence of the TDK-measured EC on the Pore Water EC 

After calibration in saline solutions. the column was packed with Borden sand. To achie\'e uniform 

packing, the sand was dropped through crossed screens held above the surface of the sand pack using a 

technique similar to that described by Wygal [ 1963]. With the column packed. the rods were driven into the 

column until they were flush with the far column wall. After packing. the column was flooded with deionized 

water by slowly raising the water table from below the base of the column to a point above the surface of the 

sand. The column remained saturated for seven days to leach any highly soluble components. Then the 

column was drained and flooding was repeated. 

With the water table near the surface of the coh.1mn. a saline solution was ponded at the surface of the 

saturated column and allowed to infiltrate. Solution was added continuously until the waveform collected with 

probe TDR123 remained constant in time. indicating that the saline solution had replaced the resident pore 

water above the base of the sample volume of the lDR probes. Then the hanging water table was lowered to 

the initial position below the base of the column and both the EC and the water content were monitored with 

all of the TOR probes as the column drained. By measuring continuously during free drainage. a large 

number of paired water content and EC measurements was collected. allowing for a full description of the 

relationship between the TOR-measured EC and the water content. After each solution drained. the column 

was reflooded from below and the procedure was repeated for the next solution. using a total of seven KCI 

solutions with EC values ranging from 0.06 to 0.63 Sim. (KCI concentrations of0.38 to 4.08 g/1). Five of the 

solutions were flooded a second time to examine the repeatability of the TOR measurements. 

Maintaining uniform conditions throughout the sample volume avoids any complications introduced 

by spatial weighting of variable water contents and EC values within the sample volumes of the probes. For 

the homogeneous sand in the column. the water content and EC should be constant with elevation at any given 

time during drainage over the 3 cm maximum rod separation. Agreement among the water content values 

measured with the two- and three-rod probes confirmed that the water content was spatially uniform 

throughout the measurement volume. 

Given that Equation 1-7 was developed for clean sands. this relationship was used to describe the 

dependence of the water content on the bulk EC. Combining Equations 1-7 and 3-4 shows the dependence of 

the corrected late time impedance. R 'L on the pore water EC and the water content. 

(3-5) 

Assuming that the porosity is unifonn among the sample areas of the rods. for a given water content 

condition. Equation 3-5 describes a linear relationship between the inverse of the corrected late time 
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impedance and the pore water EC with a zero intercept Figures 3-3 through 3-5 show paired measurements 

of the late time impedance and pore wacer EC collected at three water contents \\ith probes TDR12. TDRl:!n 

and IDR123, respectively. The results for probe TDR13 are very similar to those shown for 1DR12. Linear 

regressions to the data show near zero intercepts of 0.0018. -0.0010. and -0.0003 Sim. respectively. To 

account for the small. nonzero intercepts seen on Figures 3-3 through 3-5. Equation 3-5 can be rewritten as. 

(3-6) 

From the form of Equation 3-6, the constant. b, appears to represent an additional series resistance. However. 

the negative fitted values have no physical meaning as a resistance. Therefore. it is unclear what this constant 

represents. and may simply indicate some artifact of the method of EC analysis. 
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Figure 3-3. Inverse of the corrected late time impedance collected with probe TDRI2 as a 

function of the pore water EC for three water contents: 0.15, 0.22 and 0.30. Linear 

regressions to the data are shown. 
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function of the pore water EC for three water contents: 0.15. 0.22 and 0.30. Linear 
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Figure 3-5. Inverse of the corrected late time impedance collected with probe TDR123 as a 

function of the pore water EC for three water contents: 0.15. 0.22 and 0.30. Linear 

regressions to the data are shown. 

3.2.5 Dependence of the EC Response on the Soil Water Content 

Figures 3-3 through 3-5 show that the slope of the linear relationships between the corrected TOR EC 

and the pore water EC is dependent on the water content of the medium. Therefore. a functional relationship 

between the slope and the water content is necessaiy to define the pore water EC from the EC and water 

content responses obtained with TDR. 

From Equation 3-5, the slope of the relationship between the corrected TDR EC and water content is 

defined as, 

(3-6) 
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Taking the logarithm of both sides of Equation 3-6 gives. 

logS =nlog0 + log;-" =nlogB + B. (3-7) 

where the constants (>. m. and n are replaced by B for convenience. 

Slopes were determined for each probe for nine water content conditions ranging from 0.15 to 0.30 

during drainage of the seven flushing solutions. Figure 3-6 shows the logarithm of the slopes determined for 

each probe as a function of the logarithm of the water content 
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Figure 3-6. Paired measurements of the logarithm of the slope of the corrected TOR EC as a 

function of the pore water EC and the logarithm of the water content for probes TDR12. 

TDR12n. and TDR123. Linear regressions to the data are shown. 

The data shown on Figure 3-6 are highly linear for all of the probes with r2 values in excess ofO.99. 

The results for TDR13 are very similar to those found for TDR12. For clarity of Figure 3-6. they have not 

been shown. 
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3.2.6 Applicability of Archie's Model 

The linear relationships shown on Figure 3--6 support the use of an equation of the form of Equation 

1-7 to descnoe the dependence of the EC on the water content for the sand used in the experimenL For each 

probe. the value of n in Equation 1-7 is defined as the slope of the linear regression on Figure 3-6. Values of 

2.02. 2.18. 1.78 and 1.69 were found for probes TDR12. TDR13, TDR12n. and TDR123. respectively. These 

results clearly demonstrate the nonlinear dependence of the EC on the water content over the full range of 

water content values. These fitted values of n are reasonably consistent with the approximate value of 2 found 

for clean sands by Archie [1942}. However9 the exponent should represent a property of the porous medium~ 

therefore. the differences among the probes indicate that the probe design does have an influence the EC 

response. It is likely that the linear dependence of the EC on the water content reported by found Risler et al. 

[1996] is a result of the limited range of water contents (approximately 0.25 to 0.35) over which the 

measurements were made. 

The fitted values for the constant. B. in Equation 3-7 were 0.117, 0.249. 0.068. and 0.069 for probes 

TDR12. TDR13. IDR12n and lDR123. respectively. This parameter also represents properties of the porous 

medium and. therefore. should be constant among the probes. However. given that the value of B incorporates 

the value of n, it is unclear whether the variability shows further dependence of the EC response on the probe 

design. 

Given the EC of each flushing solution. the corrected TOR EC can be calculated by substituting the 

fitted parameters found through linear regression into Equation 3-6. 

(. )-1 l R I 
-,-= _L --- =a.,Jr,m-n +h=aw(:rl08 +b. 
RL CN ucable 

(3-7) 

Figures 3-7 through 3-9 compare the corrected TDR EC measured during drainage of the seven 

flushing solutions to the TOR EC calculated using Equation 3-7. 
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Figure 3-7. Measured and calculated values of the corrected TOR EC for seven flushing 

solutions as a function of water content: TDR12. 
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Figure 3-9. Measured and calculated values of the corrected TDR EC for seven flushing 

solutions as a function of water content: TDRI23. 

Although the intercepts_seen on Figures 3-3 through 3-5 are nearly zero. they must be incorporated in 

Equation 3-7 to represent the bulk EC correctly. To demonstrate this, Figures 3-10 and 3-11 show the 

measured and calculated values of the TOR-measured EC both with and without inclusion of the intercept, b, 

for probe TDR12. Given that the intercept has the greatest impact in low EC conditions. only the lower range 

of corrected TOR EC values are shown. 
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Figure 3-11. Measured and calculated values of the corrected TOR EC for seven flushing 

solutions as a function of water content: 1DR12. Calculated values include intercept. b. 

3.2. 7 Summary and Conclusions 

For all of the probe designs. calibration of the EC response of continuous•rod probes in saline 

solutions can define the equivalent resistivity of the cable and connectors between the TDR instrument and the 

probe and the calibration constant for the late time impedance analysis. Measurement during drainage 

provides a complete data set that allows for full definition of the dependence of the TOR-measured EC on the 

water content. For the clean sand used in this e:\-periment. the relationship was well described by the simple. 

nonlinear expression determined by Archie [1942J. Although the fitting parameters varied with probe design. 

the response of all of the probes was well described over a wide range of water contents and pore water EC 

conditions. 
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J.3 Field Investigation Using Vertically-installed Continuous-rod Probes 

3.3.1 Experimental Objectives 

Previous studies of the dependence of the EC response of TOR on the water content have been 

performed under controlle<L laboratory conditions. These e.,-periments used short rods installed in a manner 

that minimized water content variations along the rods. Of all of the previously published e>..-periments 

designed to study the EC response of lDR. only Nadler er al. [ 1991 I made measurements under conditions of 

variable water content along the rods. However. their experiment was designed to study the effects of these 

water content distributions on the water content response of 1DR; the influence of soil layering on the EC 

response was not discussed. In con~ field e>:periments commonly use longer rods that may be subject to 

variations in the water content along their Ien~ especially during transient flow and in heterogeneous 

media. The first objective of this investigation is to examine the dependence of the EC response of long 

continuous-rod probes on the water content in the field. 

The results of the previous laboratory e.,-perimem showed a nonlinear relationship between the TOR. 

measured EC and the water content In contrast. the dependence of the bulk EC on the pore water EC is 

linear. Therefore~ if the water content varies along the rods. the average EC measured will reflect a weighted 

average of the pore water EC that gives greater weighting to regions of higher water contents. This differs 

from the water content response which has been shown to give the correct length•weighted water content 

under spatially variable water content conditions [Topp et al., 1982a). The relationship between the bulk EC 

and the water content will be reexamined based on the results of this field study to judge the viability of solute 

concentration monitoring with long. continuous-rod probes in the field. 

3.J.2 Length-weighted Averaging of the Bulk Electrical Conductivity 

For a clean san~ the surface conduction is negligible and Equation 1-8 simplifies to, 

(3-8) 

There is a linear relationship between u.., and the concentration of a solute per unit volume of pore 

water, C, for simple solutions such as potassium chloride {KCI) in water [Barthel, et al., 1980), 

O"w = aC+b. (3-9) 
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For controlled transport experiments, C is the concentration of an electrolytic tracer. The constant b. 

represents the EC of the water in which the tracer is dissolved. For laboratory e~-periments using solutions in 

deionized water, b is nearly zero. However, the scale of field e.,-periments generally requires the use of 

available municipal or irrigation waters which commonly have a measurable EC due to any dissolved ions 

present before amendment with the tracer. 

Combining Equations 1-7 and 3-9 defines the relationship between the tracer concentration and the 

bulk EC of a sand, 

(3-10) 

Alternatively, combining Equations 3-8 and 3-9 gives. 

(3-11) 

Assuming that the resistance of the medium between the lDR rods can be approximated as 

independent resistors in parallel, based on the geometry of the transmission line. the EC response of TOR will 

represent the length-weighted average bulk EC of the medium over the probe. The response for a probe 

divided into i segments can be defined from Equation 3-10 as. 

L l·U· I I L L; C; 0 7 ¢ 'f'-n LL; 07 ¢, 'f'-n 
i ; +b; u=a =a 
LL; °LL; 'J:.L; 

(3-12) 

i i i 

where L, is the length of probe segment i. 

The probes can be divided into any number of segments such that C and 8 are uniform within each 

segment. In each segment, the product of C and 8 equals the tracer mass per unit volume of porous medi~ 

M. Substitution of this product into Equation 3-12 gives. 

~ L-M-(}1J-l,1.f!1-n ~ L-fl!,1.'!'-n 
~ I I I 'l'I ~ I I '1'1 

u=a; +b-; ____ _ (3-13) 
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An expression relating the bulk EC to the water content and solute mass can also be developed from 

Equation 3-11 based on the EC model of Rhoades et al. [ 1976 J. 

(3-14) 

A preliminary demonstration of the validity of Equations 3-13 and 3-14 is provided by the findings of 

Kachanoski et al. [1992]. They applied a tracer pulse onto a saturated. repacked column Wlder steady-state 

flow and monitored the EC with a pair of TOR rods installed along the axis of the column. For the 

homogeneous col~ both the water content and the porosity were spatially uniform; the solute concentration 

varied spatially due to dispersion during tranSport. For these conditions. Equations 3-13 and 3-14 can be 

simplified to. 

tL;Mt 
u = aen-l;m-n ---+be1'(,m-n. and 

'rl; 
i 

(3-15) 

The first term on the right hand side of both equations is a constant times the length-weighted 

average value of M. M ; the remaining terms are constants. As the tracer pulse traveled along the rods. the 

total mass of the tracer in the measurement volume of the rods was constan~ resulting in a constant value of 

M with time. The results of Kachanoski et al. [ 1992) showed that the EC response also remained constant 

from the time that the tracer pulse was released until the leading edge of the dispersed pulse reached the ends 

of the rods. confirming that the TOR-measured EC is directly related to the length-weighted average bulk EC 

of the medium along the probe. 

In fanning Equations 3-12 through 3-14. it has been assumed that aR, bR, m and n are constant along 

the rods. However. these constants are soil-specific~ therefore. for highly heterogeneous media, this 

assumption may be invalid. leading to a nonunique relationship between the IDR-measured EC and M . 

Even if aR and bR, are constant throughout the medium. Equation 3-14 does not lead to a unique relationship 
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between the EC response of continuous-rod probes and M if the water content varies along the length of the 

rods. For equation 3-13 to lead to a unique relationship n must equal one. In additio~ the porosity must be 

spatially uniform along the rods or the exponents, m and n must be equal. Equation 3-13 with a value of n 

greater than one and Equation 3-14 both overweight the value of Min higher water content intervals in the 

length-weighted average. The preceding laboratory e:\-periment showed a value of n equal to two in Equation 

3-13. Additional complications will arise in soils with significant surface conductivity. further limiting the 

applicability of TOR for solute monitoring. Based on this analysis. it appears that the lDR-measured EC will 

only correspond to the value of M under very restrictive conditions. 

In practice. IDR has been shown to measure tbe correct flux concentration of a tracer in the field. 

even in a highly heterogeneous medium [Rudolph et al .. 1996]. These results are based on the monitoring of a 

short-duration tracer pulse released in a steady-state flow field as suggested by Kachanoski et al. [1992). 

Under these conditions, the pulse only occupies a short vertical interval at any time. minimizing the spatial 

variability in the water content in the region where the tracer is present; the limited e.,1ent of the pulse 

generally reduces the effects of spatial variability in the water content or the calibration constants on the 

length-weighted averaging. Therefore. these resuJts do not demonstrate conclusively the ability of IDR to 

measure a bulk EC that corresponds with the average solute mass per unit volume of porous medium or the 

average solute concentration in the pore water. 

3.3.3 Experimental Design 

Field experiments were conducted to examine the EC response of continuous-rod TOR probes under 

spatially variable water content and pore water EC conditions. The experimental site was located on Canadian 

Forces Base Borden. Ontario. Canada. The aquifer material is a homogeneous. welJ-soned, fine- to medium­

grained sand with no significant clay fraction [MacFarfnne. 1983]. The low clay fraction leads to minimal 

surface conduction. making the site well-suited to solute concentration monitoring by electrical conductivity 

methods. 

The top meter of the soil was excavated to provide an undisturbed surface and the entire site was 

covered with a greenhouse to eliminate natural recharge. The water table wa.s located 2.2 m below the 

excavated surface. Two calibrated 3 m by 3 m drip-line irrigation systems were placed on the surface of the 

site; one provided controlled infiltration of unamended municipal water, the other provided infiltration of KCI 

tracer solutions at the same flux. The drip points within the 3m by 3m area were located on a 15 cm by 15 cm 

grid. 

Six pairs of continuous-rod IDR waveguides were installed vertically at the ground surface using a 

hand drill. The rod-pairs were 40. 60, 80, 100. 120 and 140 cm in length. Each rod-pair was comprised of 
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0.4 cm diameter steel welding rods separated by 3 cm. The distance between rod-pairs was 15 cm and the 

total area occupied by the rod-pairs at the ground surface was 15 cm by 30 cm. The rod-pairs were connected 

through twin-wire shielded cable (#9090 Belden) to a balun (ANZAC TP-103 impedance matching 

transfonner) that was placed directly on a cable tester (Tektronics 1502B). A program written at the Waterloo 

Center for Growidwater Research [Redman. J 99.fJ transferred the IDR waveforms from the cable tester to a 

personal computer through an RS-232 serial interface. 

The soil 'W3S preflushed with municipal source-water with no added tracer (EC = 0.040 Sim) to 

displace any resident pore water and then allowed to drain. After five days of drainage. the municipal water 

irrigation system was restarted and IDR waveforms were collected with all of the rod-pairs during the advance 

of the wetting front. Paired measurements of the bulk EC and the water content were calculated from the 

waveforms and are referred to as the Infiltration data set. When the wavefonns were constant in time for the 

longest rod-pair. indicating that steady-state flow had been established. fresh-water infiltration ceased and 

infiltration of a KCl tracer (EC = 0.085 Sim) was started through a separate irrigation system at the same fllLx. 

Waveforms collected during the advance of this tracer step fonn the Transpon data set. Infiltration of the 

tracer-amended solution continued until the waveforms were constant in time for the longest rod-pair. 

indicating that the tracer solution had displaced the resident pore water. Then the irrigation system was 

turned off and both the water content and the bulk EC were monitored during drainage; this data set is referred 

to as Drainage!. Finally. all of these steps were repeated using a tracer solution with an EC of 0.142 Sim to 

produce the Drainage2 data set 

3.3.4 Experimental Results 

Combining Equations 3-1 and 3-12 gives the relationship between the EC response used for the GT 

analysis and the water contents and tracer concentrations along the rod-pair. 

(3-17) 

The water contents determined from the wavefonns collected with all six rod-pairs during Drainage! 

are shown on Figure 3-12. Even for the relatively uniform site conditions. there was measurable spatial 

variability in the water content with depth throughout the drainage evenL 
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Figure 3-12. The water content as a function of the length of the rod-pair during Drainage!. labeled 

with the elapsed time since the beginning of drainage. 

The solute concentration was spatially unifom1 during drainage following steady-state infiltration. 

allowing simplification of Equation 3-17 to. 

(3-18) 
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Assuming that the porosity was also spatially uniform results in a direct relationship between the EC response 

and the length-weighted average of the water content raised to the exponent. n. Follov..ing a procedure similar 

to that followed for the laboratory experiment described above. we fit Equation 3-18 to paired measurements of 

the water content and the EC response used for the GT analysis. [ ( 2Vo jV f - 1) / L] . collected with the si.-x 

rod-pairs during Drainage 1. 
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Figure 3-13. The EC response used for the GT analysis as a function of the water content measured 

with all six rod-pairs during Drainage 1. Linear regressions of Equation 3-18 to the EC responses and 

the water contents are shown as straight lines. 

In contrast to the laboratory results presented above, the field data (Figure 3-13) show highly linear 

relationships between the EC response and the water content for each rod-pair; the linear fits to the data, 

shown as solid lines on Figure 3-13, all have~ values in excess of0.99. There were also linear relationships 

between the EC response used for the L TI analysis. [ 1/ R L J, and the water content These highly linear 

relationships justify the use of the EC model of Archie l 1942) with n equal to one. It is unclear why these 

findings disagree with those found in the previous laboratory experiment. Figure 3-13 also shows that the 
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slopes of the linear calibrations differed among the probes. These differences are due to small differences in 

the separation of the rods among the rod-pairs that occur despite efforts to install the probes carefully in the 

field site. These variable separations lead to different values of the constants cN and CGT in the GT and L TI 

analyses (Equations 3-1 and 3-2) for each rod-pair. 

Letting n equal 1 based on the observed linearity of the responses shown on Figure 3-13 and 

assuming that the porosity, m and n are spatially uniform gives, 

(3-19) 

For drainage following steady-state infiltration. C is spatially uniform giving. 

( J 
""L;B-1 2V, k I 

- - 0 -1 =(AC+B)i =(AC+B)B. 
L VJ "f.l; 

i 

(3-20) 

A similar expression can be developed for the LTI analysis from Equations 3-2 and 3-14. 

(3-21) 

Linear regressions of Equation 3-20 to the EC and water content responses of each probe for the 

Infiltratio~ Drainage! and Drainage2 data sets (Figure 3-14) show nonzero intercepts. Figure 3-14 clearly 

shows that the EC response is independent of the tracer concentration at a low water content approximately 

equal to the residual water content. 8,... as determined in the laboratory by Nwan/...wor (1982]; this value is 

shown as a vertical dotted line on Figure 3-14. A constant can be added to Equation 3-20 to account for this 

response, 

(3-22) 

We refer to the quantity. {B- Br), as the length-weighted average mobile water content, Bm. 

However, it is important to note that although the value of 0,. is very similar to the residual water content of the 
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medium measured in the laboratory [Nwankwor. 1982) it is only a fitting parameter. Further investigation is 

necessary to determine relationships between this parameter and other soil properties. 
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Figure 3-14. The EC ~nse used for the GT analysis as a function of the water content measured 

with the 60 cm rod-pair during Infiltration, Drainage! and Drainage2. Linear regressions of 

Equation 3-20 to the EC responses and the water contents are shown as straight lines. The residual 

water content is shown as a vertical dotted line. 

Figure 3-15 shows paired measurements of the EC response used for the LTI analysis and the water 

content both measured with the 60 cm rods for the Infiltration. Drainage! and Drainage2 data sets. This 
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analysis does not result in a clear separation among the EC responses for the different pore water EC 

conditions at low water contents. Therefore. we applied the GT method for all further analyses. This result 

disagrees with the findings of the preceding laboratory e.,-periment which suggests that the L TI analysis should 

be applied for probes with baluns. The disagreement between the findings under laboratory and field 

conditions reiterates the imponance of carefully examining the method of EC analysis for each application. 

8"J 
·;; 
>,. = = < ... 
~ 
~ -= -.. 

cS 
"CS 
~ 
~ = 
~ 

"' = = ca. 
~ 
~ 

CZ:: 
u 
r..,;i 

0.045 

0.040 c Infiltration 

0.035 
0 Drainage! 

A Drainage2 
0.030 

eo.02s 
-= = :::.0.020 

0.015 

0.010 

0.005 

0.000 

0.05 0.1 0.15 0.2 0.25 0.3 

Water Content., cm3/cm3 

Figure 3-15. The EC response used for the LTI analysis as a function of the water content measured 

with the 60 cm rod-pair during Infiltration. Drainagel and Drainage2. Linear regressions of 

Equation 3-22 to the EC responses and the water contents are shown as straight lines. 

The slope of the relationship between the EC response used for the GT analysis and the length­

weighted average mobile water content is plotted for each probe as a function of the tracer concentration on 

Figure 3-16. The slopes, intercepts and r2 values of the linear regressions included on the figure are shown on 

Table 3-3. For each probe, the constants A and B in Equation 3-22 equal the slope and intercept of the 

regression, respectively. 
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40cm 60cm 80cm 100cm 120cm 140cm 

slope.A 0.113 0.140 0.097 0.074 0.070 0.077 

intercept, B 0.036 0.046 0.047 0.030 0.0339 0.029 

R:2 0.998 0.996 0.976 0.967 0.995 0.963 

Table 3-3. Linear regressions of the slope of Equation 3-227 (AC+B). to the tracer concentration for 

all six rod-pairs. 
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Figure 3-16. The slope of the relationship between the EC response used for the GT analysis and the 

water content as a function of the tracer concentration measured with all six rod-pairs during 

Infiltration. Drainage I and Drainage2. Linear regressions of the slope to the tracer concentration are 

shown as straight lines. 
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Based on Equation 3-22. the EC response is related to the length-weighted averages of the tracer mass 

and water content by. 

where M,,, is the tracer mass per unit volume of the porous medium in the mobile water. Rearranging 

Equation 3-19 to define Mm gives~ 

_!_(-
2

Vr_o - 1J- B-8 - d 
L V m I Mm= __ .;;.__ _____ _ 

A 
(3-24) 

The Transport data set is comprised of paired measurements of the water content and EC during the 

advance of a tracer step released onto a steady-state~ unsaturated flow field. The water content measured 

during transport is shown as the O hour profile on Figure 3-12 and remained constant throughout the 

e:x-perimenL The average tracer concentration in the mobile pore water in the sample volume is related to the 

EC response used for the GT analysis by, 

l (2V. J -- -
0 

- 1 - BfJ - d 
M M L Vt ,,, 

C - - - _m_ - ----------
m - 0 - 8,,. - ABm 

(3-25) 

Figure 3-17 shows the tracer concentrations calculated using Equation 3-25 for all six rod-pairs 

during the advance of the solute step. The calculated concentrations at the beginning of the tracer step are in 

good agreement with the concentration of the unamended municipal water (C=O). The calculated 

concentrations are within 10% of the applied tracer concentration for most of the probes at the end of the 

tracer step. The differences between the known and measured concentrations arise from the variations of the 

probe responses about the linear regressions shown on Figures 3-14 and 3-16. This level of accuracy should be 

acceptable for many field investigations of solute transport under transient flow conditions. 
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Figure 3-17. The tracer concentration calculated from the responses of all six rod-pairs during the 

advance of a tracer step using Equation 3-21. The tracer concentration of the municipal water was 

zero; the applied step had a KCI concentration of 0.29 g/1. shown as a dotted horizontal line. 

J.3.5 Summary and Conclusions 

In contrast to the laboratory results presented above. the field results show a linear relationship 

between the TOR-measured bulk EC and the water content for constant pore water EC conditions. As a result. 

an expression can be defined that relates the EC and water content responses of TOR to the length-weighted 

average solute mass per unit volume of porous medium. This expression can be applied regardless of the 

distribution of the soil water for a wide range of tracer concentrations. allowing for the monitoring of solute 

transport under transient flow conditions. However. in a highly heterogeneous medium. with electrical 

properties that vary along the rods. it is unlikely that there will be a unique relationship between the average 

solute mass and the TOR-measured bulk EC. limiting the applicability of long. continuous-rod probes for 

solute concentration monitoring. Further investigation is required to extend these findings to soils with 

significant surface conductivities. 
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4. CHAYrER FOUR 

ALTERNATIVE TDR PROBES 

4.1 Motivation 

Standard. continuous-rod probes have been shown to average both the water content and bulk EC 

along their length. In the laboratory, short probes can be inserted through the walls of columns horizontally in 

the horizontal plane to minimize the variability of the water content between the rods. ensuring accurate 

averaging of the water content throughout the sample volume. This placement will also minimize water 

content variations along the rods. allowing for electrolytic tracer concentration determinations from the EC 

and water content responses despite the nonlinear dependence of the bulk EC on the water content observed in 

the laborat01y. 

Field applications of TOR face several limitations that do not apply under laboratory conditions. 

Limited access to the subsurface generally requires vertical emplacement of continuous-rod probes at the 

ground surface. As a result. water content profiling with continuous-rod probes requires interval differencing 

of the water content measured with several rod pairs. the disadvantages of which have been discussed in 

section 1.2.3. Similarly, it has been shown that the bulk EC can be related to the resident solute concentration 

only if the electrical properties of the medium are uniform over the length of the rods. This required spatial 

unifonnity is unlikely over the venicaJ ex1ent of longer rod-pairs in heterogeneous medi~ limiting the ability 

to measure solute concentrations to monitoring short duration solute pulses to shallow depths. In addition to 

these limitations. continuous-rod probes are subject to large energy losses through electrical conduction. 

restricting the maximum depth of investigation. Finally. the minimum rod length required to identify clearly 

the reflections from the ground surface and the ends of the rods precludes water content measurement very 

near the ground surface. 

Alternative IDR probes have been designed to address the limitations that continuous-rod probes face 

in the field. Each probe has advantages and limitations; no current probe design can fulfill all sampling 

needs. The first objective of this investigation is to design an alternative probe that is capable of measuring 

both the water content and the bulk EC over small vertical intervals to allow for water content and solute 

concentration profiling in the field under both steady-state and transient flow conditions. The second goal is 

to develop a quantitative method for defining the sample area and sensitivity of any published alternative 

probe based solely on a description of the geometry of the probe and the dielectric permittivity of any 

nonmetallic probe materials to allow for direct comparison of probe performance and optimization of probe 

designs. 
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4.2 Previously Published Probe Designs 

Alternative TOR probes perform any of four functions: profile the water content and/or bulk EC with 

depth, limit conductive losses to increase the maximum depth of measurement. and measure the water content 

near the ground surface. All of the published alternative probes arc variations on the coaxial or multiple 

parallel rod design. Assuming that the phase velocity is equal to the propagation velocity. the EM pulses 

travel as plane waves along these conductors. Then, the response of a probe can be described based solely on 

the response of a r:presentative cross section of the probe in the transVerse plane. as shown analytically for 

coated continuous-rod probes above. These responses can be summed along a probe to describe the response 

of the probe to axially variable water contents. Representative cross sections of the published alternative 

probes are shown below. 

4.2.1 Standard Cootinuous--rod Probes 

Standard continuous-rod IDR probes are comprised of two or three parallel metal rods [Topp et al .. 

l 982~ Zegelin et al., 1989]. The configuration of the probes in the plane perpendicular to the long axis of the 

rods can be defined by the diameter of the rods. D. and the separation between the centers of the outermost 

rods. s. as shoMl on Figure 4-1. In practice. the diameter of rods ranges from 1 mm to greater than 1 cm. 

depending upon the application. 

s-----=--

• , D 
r<= ==, 

Figure 4-1. Cross-section of a continuous-rod probe. 

4.2.2 Topp and Davis Multilevel Probe 

Figure 4-2 shows the earliest published waveguide specifically designed to profile the water content 

with depth [Topp and Davis, 1985]. The probes included a series of changes in the diameter of the rods along 

their length. Each change in the rod diameter causes a change in the impedance of the probe. resulting in an 

identifiable reflection on the waveform. The travel time between these reflections defines the water content in 
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the regions between each discontinuity. This is the only published alternative probe that does not include 

nonmetallic components. 

Within each segmen~ the cross-section of the probe is identical to that shown for standard 

continuous-rod probes on Figure 4-1. Therefore. the response of this probe will not be analyzed separately; 

rather. the results for the continuous-rod probes can be applied directly to this design. The number of intervals 

that can be measured with these probes is limited because the energy reflected at each discontinuity decreases 

the energy remaining to identify successive characteristic reflections. Furthermore .. multiple reflections arise 

when the energy reflected from a deeper discontinuity encounters a shallower discontinuity as it travels back 

towards the pulse generator, making interpretation of the waveforms difficult for large numbers of depth 

intervals. 

Ground Surface 

Figure 4-2. Schematic diagram of a cross section along the rods of the Topp and Davis 

[ 198S] probe for water content profiling. 

4.2.3 Coated Continuous-rod Probes 

The simplest modification to continuous-rod probes to decrease conductive losses through electrical 

conduction is the application of electrically resistive coatings to the rods. The configuration of a coated rod 

probe includes the diameter. D. and separation. S. of the rods and the outer diameter of the coating, G. as 
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shown on Figure 4-3. Note that the coatings are concentric with the rods and do not conform exactly to the 

bipolar geometry of Annan [ 1977b). 
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Figure 4-3. Cross-section of a coated continuous-rod probe. 

4.2.4 Book et al. Multilevel Probe 

More complex probes have been designed based on the use of electrically-switched shorting diodes 

[Hook et el., 1992]. A series of these elements are embedded in a dielectric material placed between two or 

three parallel rectangular metal rods. Using the diodes to sequentially shon-circuit the rods. the travel time 

can be determined over several different rod lengths. A cross-section of the probe between the diodes is shown 

on Figure 4-4; the probe dimensions are described by the height. H. and wid~ W of the rods and the 

separation of the centers of the outermost rods. S. The published design showed a rod separation of 2.5 cm 

and rod widths and heights on the order of l cm and 0.5 c~ respectively. These probes avoid the limitations 

of multiple physical discontinuity probes by only activating a single discontinuity at any time. The water 

content of each region is determined by inteival differencing of successive water content measurements; but. 

because the soil water content measurements are made beneath a single surface point. the problem of 

attribution of horizontal water content variability to the vertical profile is eliminated. Hook et el. [ 1992) also 

showed that shorting improves the accuracy of travel time determinations. However. to limit costs, probes are 

commonly constructed with few diodes. limiting the number of depth intervals over which the probe measures 

the water content. In additio~ the electrical shorting removes the infonnation used for EC measurement 
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Figure 4-4. Cross section of the Hook et al. [ 1992] probe for water content profiling. 

4.2.5 Redman and D~yck Probe 

Redman and D'Ryck (1994] described a probe including a series of short continuous rod-pairs 

attached to the outside of a large diameter (5 cm) PVC access tube. The rod-pairs are connected to the surface 

by a shielded wire located inside the access tube. A representative cross section of the probe in the transverse 

plane is shown on Figure 4-S. 
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Figure 4-5. Cross section of the Redman and D' Ryck [ 1994) probe for water content and EC 

profiling. 
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The probe configuration is defined by the rod diameter. D. the inner and outer diameters of the access 

tube. JD and OD. and the angular separation of the rods on the surface of the access tube. a. This probe has 

been shown to measure the water content for a series of nonoverlapping depth intervals; in theory. it should be 

able to profile the bulk EC as well. 

4.2.6 White and Zegelin Surf ace Probe 

White and Zegelin [1992] designed an alternative probe to measure the water content at the ground 

surface based on a semi-coaxial design. This probe should be able to measure the bulk EC at the near surface 

as well. A cross section of the White and Zege/in [1992] probe is shown on Figure 4-6. The probe includes a 

central rod of diameter. D, a metallic half-shield with inner diameter. S. and two wings that extend a distance. 

W. along the ground surface. The thickness of the wings and shield is t. The published probe had dimensions 

of D. Sand W of 1. 4 and 4 cm. respectively and the space between the central rod and the shield was filled 

with beeswax. 

s 

~ ground 
t 1 ~ iC :Ill, surface 

D w 

■ Dielectric Material ■ Metal Rod 

Figure 4-6. Cross section of the White and Zegelin [1992} probe for water content and EC 

measurement at the ground surface. 
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4.2. 7 Selker et aJ. Surf ace Probe 

A cross section of the Se Iker et al. ( 1993] probe is shown on Figure 4-7. The probe includes two 

rectangular metal rods ofwid~ W. and height. H. embedded in a dielectric probe body. The rods extend past 

the base of the probe a distance Ho and their centers are separated by a distance. S. The probe body has a 

height, Hb. and a width. Wb. The published probe design had dimensions of 1.2S cm for Hb. 2 cm for Wb. 1.5 

mm for H. O. 75 mm for Ho and 1 cm for S: this design used electrically shorted rods. precluding EC 

measurement. 
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Figure 4-7. Cross section of the Se/ker et al. [1993J probe designed to measure the water 

content at the ground surface. 

To increase the rod length while maintaining a small overall probe size (on the order of 10 cm by IO 

cm). Selker et al. [ 1993) arranged a pair of rods in a serpentine pattern along the base of the probe. as shown 

on Figure 4-8. The bends in the rods result in changes in the rod separation along the probe; the effects of 

these bends cannot be quantified based on a representative cross section through the rods. 
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Figure 4-8. Plan view of the base of the Selker et al. [ 1993) probe. 

4.3 Design of an Altemative Multilevel Probe 

4.3.1 Multilevel Probe Design 

A multilevel IDR probe was designed to measure the water content over isolated regions of the 

subsurface based on the analytical description of the spatial sensitivity of TOR probes presented by Knight 

(1992) and on the design of the multiple impedance discontinuity probes of Topp and Davis [1985]. The 

probe uses a pair of identical rods that are lowered through two parallel access tubes. As shown in Figure 4-9. 

each multilevel rod is comprised of two sections: a small diameter. coated wire that is connected to the pulse 

generator through a balun and a larger diameter target rod. The target rod is uncoated: polyethylene tubing 

with an outer diameter approximately equal to that of the target rods is fitted over the coated wires. 

80 



From pulse generator 

-----..-Coated Wire 

I 
I 
I 
I 
I 
I 
I ., 

Polyethylene tubing 

PVC Access tube 

Water-filled gap 

Target rod 

Figure 4-9. Schematic diagram of one of the pair of multilevel rods and access tubes. 

The reflections from the impedance discontinuity caused by the change in the rod diameter at the 

point of connection of the wires to the target rods and from the ends of the target rods can be identified on the 

wavefonn. The travel time between these reflections defines the velocity of propagation through the sample 

interval. The use of a single impedance discontinuity minimizes the problems associated with multiple 

discontinuities seen by Topp and Davis [1985) and measurement through access tubes allows for placement of 

the target rods at any desired depth. 

s 

--= G ... ,D ► 

■ Dielectric Material Metal Rod □ Gap 

Figure 4-10. Cross-section of the alternative multilevel TDR probe. 
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A cross-section of the probe in the plane perpendicular to the access tubes is sho"n on Figure 4-10. 

The configuration is defined by the diameter of the rods. D. their separation. S. and the inner and outer 

diameters of the access tubes. G and W. respectively. 

Knight (1992) defined the weighting factors in the plane perpendicular to a twin-rod probe placed in a 

homogeneous medium. These weighting factors. based on the energy distribution of the electric field around 

the rods. define the weighting of regions of the medium surrounding the rods in the averaging of the relative 

dielectric permittivity by IDR Figure 4-11 shows the weighting factors that would apply around the small 

diameter wires and larger diameter target rods if they were insened directly into a homogeneous medium 

without access tubes or coatings. The shaded regions on Figure 4-10 show the dimensions of the access tubes. 

target rods and wires used for the prototype probe described below. The weighting factors in the medium 

outside of the access tubes are larger around the target rods than around the small diameter wires. 

demonstrating the increased sensitivity of the probe to the medium in the target region. The probe sensitivity 

is focused between the access tubes. Knight [1992) presented an equation to define the cumulative sensitivity 

within a pair of circles of a given diameter surrounding the rods. For the dimensions of the prototype probe. 

13% of the sensitivity of the probe in the target interval is contained within the region that would be occupied 

by the access tubes; 31 % of the energy around the wires is contained within the access tubes. 

The preceding analysis of the response of coated continuous•rod probes. showed that the presence of 

low relative dielectric permittivity coatings on TDR rods results in greater restriction of the probe sensitivity to 

the region adjacent to the surface of the rods. The wires are coated with a plastic housing and polyethylene 

tubing; therefore. as the pulse travels along the wires. the energy of the electric field should be concentrated 

within the access tubes. making the probe insensitive to the properties of the surrounding soil. To increase the 

sensitivity within the target region. the bottoms of the access tubes were sealed and the tubes were filled with 

water. The presence of a high dielectric material in contact with the target rods increases the sensitivity of the 

probes to the surrounding medium. as shown for water-filled gaps on Figure 2-S. As a result. as the pulse 

travels along the target rods. some of the energy of the electric field will reside within the access tubes and 

some will e:\.1end to the surrounding mediwn. causing the propagation velocity along the target rods to be a 

function of the relative dielectric permittivity of the porous medium. 
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Figure 4- l l. Weighting factors that would exist along a line perpendicular to the axes of the wires 

and target rods if they were installed directly into the medium without access tubes or coatings. 

A balun was placed on the pulse generator to connect the shielded twin-wire transmission line to the 

coaxial output of the IDR unit. The shielding on the wires minimizes the sensitivity of the probe to the 

conditions above the ground surface. However. the wires must be unshielded and separated for a length that is 

at least equal to the depth of the top of the target rods below ground surface when placed at the deepest 

sampling depth to allow for placement of the target rods in the access tubes. Variations in the separation of 

the unshielded wires will change the impedance of the probey leading to unwanted reflections on the 

wavefonn. Within the access tubes,. the polyethylene tubing fitted over the coated wires helps to center the 

wires and maintain a unifonn separation. A surface guide (Figure 4-12) was designed to minimize variations 

in the separation of the wires above the ground surface. 
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To cable tester 

To access tubes 

Figure 4-12. Schematic diagram of the surface guide for the multilevel probe. 

The multilevel probe allows for great flexibility in the design of a water content monitoring program. 

The rods can be removed from the access tubes and replaced with rods of a different length to aJter the sample 

volume of the probe at any time. In additio~ like a neutron probe. the target rods can be lowered 

incrementally to any depth within the access tubes to profile with any desired vertical sampling interval. 

4.3.2 Prototype Probe Design 

Following preliminary laboratory testing. a prototype multilevel TDR probe was built for testing in 

the field using readily available components. Thick-wallecl 1/2 inch (2.67 cm) OD. Schedule 80 PVC access 

tubes were used for ease of installation. The target rods were 20 cm long sections of 0.95 cm OD steel tubing. 

A 3 m long section of Belden 9090 82 channel VHF-UHF-FM shield~ 0.1 cm OD twin-wire cable was 

connected to a Tektronix 15028 cable tester through a balun (ANZAC TP-103 impedance matching 

transformer). An additional 3 m section of the cable. stripped of the outer shield to allow for separation of the 

inner \\ires and housed in flexible 0.95 cm OD polyethylene tubing. extended to the top of the target rods. 
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Two 1/2 inch { 1. 77 cm) OD chlorinated PVC tubes were slotted along their length and fastened to a wooden 

base as a surface guide . 

.f.4 Water Content Response of the Alternative M11/tilnel TDR Probe 

4.4. l Field Experimental Design 

A field experiment was conducted to test the ability of the multilevel probe to profile the water 

content and bulk EC with depth. The field site used to examine the EC response of continuous-rod probes. 

shown previously. was used for this experiment as well. 

Six pairs of multilevel TOR access tubes were installed to a depth of 2.5 m. Each access tube was 

installed in a pilot hole created by driving a 0.9S cm OD steel rod into the soil using a rock drill and a surface 

guide to ensure vertical placement The spacing between the access tubes was 5 cm for each pair. Three 

access tube pairs (ML2. Ml.A and MLS) were located 50 cm from a 5.08 cm diameter screened PVC well. the 

remaining three access tube pairs (MLI. ML3 and Ml...6) were 1 m from the well. as shown on Figure 4-13. 

0 
MLl 

ML6 

00 

Continuous-rod 
Probes 

ML4 Q Q . / Q Q ML5 
••• • • • • •• • • 

ML2 

Figure 4-13. Locations of the standard and multilevel probes on the field site. 

00 
ML3 

Six pairs of continuous-rod waveguides were installed between probe MI.A and the central well using 

a hand drill. The lengths of the continuous-rod pairs were 40. 60, 80. 100, 120 and 140 cm. Each rod had a 
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diameter of0.4 cm and each rod-pair had a separation of3 cm. The distance between rod pairs was 15 cm and 

the total area occupied by rod pairs at the ground surface was 15 cm by 30 cm. 

A program written at the Waterloo Center for Groundwater Research [Redman, 1994] transferred the 

IDR waveforms from the cable tester to a personal computer through an RS-232 serial interface for both the 

continuous-rod and multilevel IDR probes. 

The water content was measured with a neutron probe (CPN Hydroprobe 503DR with an Am24 l/Be 

SO mCi source) as well. By inserting aluminum tubing. sealed at the bottom. in the central screened well. the 

water content could be logged continuously across the water table without submerging the neutron probe. 

Neutron counts were averaged over 64 seconds and recorded manually. 

4.4.2 Multilevel Probe Wavefonns 

Despite the availability of automated waveform analysis software. visual inspection of TOR 

waveforms is critical to judge the quality of the response of a TDR probe. Figure 4-14 shows a waveform 

collected from the prototype probe under fully drained conditions with the center of the target rods placed 3 5 

cm below the ground surface. Three near-horizontal regions are labeled on the waveform corresponding to the 

reflections launched as the pulse propagated along the surface guides. along the small-diameter wires in the 

access tubes. and along the target rods. 

The travel times to the top and bottom of the target rod define the velocity of propagation through the 

target region. Therefore. the point of transition from the wires to the target rod and the final reflection at the 

end of the target rods (ti and t2 on Figure 4-14, respectively) must be identifiable on the waveform. The 

intersection points were located using automated analysis software based on the straight-line intersection 

method described by Topp et al. (1982). To clearly separate the reflections from the ground surface and the 

top of the target rods, the top of the target rods had to be at least 20 cm below the ground surface. The target 

rods must also be long enough to separate the reflections from the top and bottom of the measurement region 

on the wavefonn; target rods as short as 15 cm could be used. but 20 cm or longer target rods gave more 

consistent results over the range of measurement depths and water contents. 
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Figure 4-14. Waveform collected with the prototype multilevel probe under fully drained conditions 

with the center of the target rod placed 35 cm below the ground surface. 

The maximum depth of measurement achievable with a TOR probe is limited by the quality of the 

reflection from the ends of the target rods (t2 on Figure 4-14). A comparison of waveforms collected from four 

depths (Figure 4-15). shows that the terminal reflection becomes less sharp with increased depths of 

investigation. This smoothing is likely caused by conductive losses that preferentially remove the high 

frequency components of the pulse and by the influence of the balun on the 6 m long wires. Despite the 

degradation of the tenninal reflection with depth. the relative dielectric permittivity measured by the 

multilevel probe was repeatable to a maximum depth (center of the target rod) of 2.25 m. Increased depths of 

investigation may be possible if improved baluns are used [Spaans and Baker, 1993 ]. 
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Figure 4-15. Wavefonns collected with the multilevel probe MIA with the center of the target rods 

placed 35. 115. 175 and 235 cm below ground surface under fully drained conditions. 

The differences among the waveforms collected under val}'ing water content conditions gives a 

qualitative measure of the sensitivity of the water content response of a TOR probe. Figure 4-16 shows two 

waveforms collected under fully drained conditions before and after an infiltration event and a third wavefonn 

collected during steady-state infiltration. The center of the target probe was located 85 cm below the ground 

surface for all of the measurements. The length of the target rod is unchanged; therefore. the difference in the 

travel time between the characteristic reflections at the top and bottom of the target rods is due to changes in 

the relative dielectric permittivity of the medium surrounding the access tubes. The clear difference in the 

wavefonns in response to the change in the soil water content compared to the minimal differences between 

the two waveforms collected under fully drained conditions demonstrates both the sensitivity of the multilevel 

probe to the soil water content and the repeatability of the probe response. Closer examination shows that all 

three waveforms are very similar as the pulse travels through the surface guide. There is a greater reduction in 

the amplitude of the wavefonn as the pulse enters the access tubes under constant infiltration than seen after 

drainage due to a stronger reflection at the ground surface because of the larger impedance mismatch under 

higher water content conditions. Finally. the minimal change in the travel time from the ground surface to the 
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top of the target rods (tl on Figure 4-14) demonstrates that the probe is nearly insensitive to the properties of 

the medium above the target rods. 
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Figure 4-16. Waveforms collected with multilevel probe MI.A with the center of the target rods 

placed 85 cm below ground surface under fully drained and steady-state in.filtration conditions. 

4.4.3 Continuous-rod Probe Wavefonns 

Figure 4-17 shows sample waveforms collected with continuous-rod probes under fully drained 

conditions and during steady-state infiltration. Unlike the multilevel probe. the travel time is a function of 

both the water content of the medium and the length of the rods as seen by comparing the wavefonns collected 

with 40 cm and 80 cm rod-pairs under drained conditions. The difference in the travel time for the 80 cm 

long rod-pair from fully drained to steady-state infiltration conditions gives a qualitative measure of the 

sensitivity of these probes. However, the absolute difference in travel time cannot be compared directly to that 

measured with the multilevel probe because the absolute change in the travel time is greater for longer rod 

lengths for a given change in the relative dielectric permittivity of the surrounding medium. A potential 

problem that arises with continuous-rod probes can be seen on the waveform labeled "80 cm rods. wetting 
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front" collected with the 80 cm long rod-pair when the wetting front was located less than 80 cm below the 

ground surface. The inflection located at approximately 30 ns on the waveform is due to the impedance 

mismatch caused by the change in the water content across the wetting fronL When the wetting front 

approaches the ends of the rods. this event can obscure the reflection from the ends of the rods. making water 

content analysis difficult In contrast. the smoother waveforms shown for the multilevel probe are very 

amenable to automated analysis. 
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Figure 4•17. Waveforms collected with the 40 and 80 cm continuous-rod probes under fully drained 

conditions and with the 80 cm rods under steady-state in.filtration conditions and during the advance 

of a wetting front. 
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4.4.4 Two-point Calibration of the Water Content Response 

To match the five nonoverlapping intervals between the ends of the continuous-rod probes. 

measurements were made with the multilevel probe with the 20 cm long target rods centered at 50. 70. 90. 110 

and 130 cm depth. The water content for each continuous-rod pair was detennined using Equation 1-3. Then.. 

the difference in the water contents between any two rod-pairs was calculated using Equation 1-4. In this 

manner. the water content could be determined with the continuous rods for sample volumes that were similar 

to those of the multilevel probes. 

The preceding analysis of a coated twin-rod probe with a nonconcentric water-filled annulus and a 

nonconcentric outer PVC coating around each rod showed that the probe response corresponded to a weighted 

average of the inverses of the relative dielectric pennittivities of the soil and the probe materials. Although the 

water-filled gap and access tubes are placed concentrically around the target rods for the multilevel probe. this 

model is assumed to describe the probe response. The weighted averaging of dielectric pennittivities in the 

transverse plane that applies to the multilevel probe can be described from Equation 2-15 as. 

K -1 K-l K-l K-l 
m = Wwater water+ Wpvc PVC+ Wsoi/ soil· (4-1) 

where K,., is the measured relative dielectric permittivity and Wwo141,.. wpvc. and W.so;1• are the weighting factors 

describing the fractional contribution of each component to the probe response. The values of the weighting 

factors are based on the geometry of the rods. water filled annulus and PVC access tubes. Assuming that the 

weighting factors are independent of the water content of the medi~ Equation 4-1 can be simplified to a 

linear relationship between K,,, and Kso,1• 

l m 
-=--+b. 
Kn, Ksoil 

(4-2) 

The slope of this relationship. m. is the inverse of the fractional weighting of the soil in the averaging of the 

relative dielectric penninivities of the soil and probe materials. w10iJ. 

From the linear relationship shown in Equation 4-2. the response of the multilevel probe can be 

calibrated under two known soil water content conditions. Based on the pressure-water content relationship of 

the Borden site material [Nwankwor. 1982] and the depth of the water table. the soil should have eventually 

drained to a residual saturation of 0.068 over the shallowest meter of the subsurface; the saturated water 

content of the medium was 0.37. To avoid excessive evaporative dtying near the ground surface. the drainage 

profiles were measured after only five days of drainage following steady-state infiltration. The relative 

dielectric permittivity measured with the multilevel probe near the ground surface after drainage was 
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correlated to the residual water content. An average of the responses measured from 10 cm below to 10 above 

the water table were conelated to the saturated water content. A similar linear calibration was applied to the 

neutron pro~ given that the response of neutron probes has been shown to be linearly related to the soil water 

content [Kramer et al., 1992). 

Each of the multilevel TDR probes required a separate calibration to the relative dielectric 

permittivity of the soil. Table 4-1 shows the slopes and intercepts found for each probe from the two-point 

calibration to Equation 4-2. The table also includes the probe--specific soil weighting factors calculated as the 

inverse of the slope. 

ML1 ML2 ML3 ML4 ML5 ML6 

Slope, m 3.40 3.08 2.99 3.63 3.27 3.40 

Intercept. b -0.18 -0.15 -0.17 -0.22 -0.20 -0.20 

Wsoi1 0.29 0.32 0.34 0.28 0.31 0.29 

Table 4-1. Results of application of two-point calibrations to the six multilevel probes. 

The weighting factors show that approximately 30% of the total response of the prototype probe is 

due to the soil surrounding the access tubes in the target region. The weighting factors are controlled by the 

geometry of the multilevel probe. As shown in the analysis of coated probes presented in Chapter 2. the use of 

thinner access tubes made of higher relative dielectric permittivity materials would greatly increase the 

sensitivity of the probes. This analysis also showed that the response of coated rods was not highly sensitive to 

their separation. The differences in probe geometries among the six probes used in this experiment are largely 

related to variations in the separation of the access tubes. The similarity among the weighting factors suggests 

that all of the multilevel probes were installed with nearly the same separation for the experimental site 

conditions. Consistent installation in highly heterogeneous soils would be more difficult. 

4.4.5 Measured Water Content Profiles under Drained Conditions 

The drained water content profile was measured three times with multilevel probe MIA: with a pump 

operating in the central well (BK102). and under drained conditions before (BKIO 1) and after (BKI0S) 

pumping. 
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Figure 4-18. Water contents determined from responses of multilevel probe l\,1L4 under fully drained 

conditions as a function of the elevation above the water table collected during operation of the 

central pumping well (BK102) and both before (BKlOl) and after (BKlOS) pumping. 

For direct comparisons among these data sets. the water contents calculated using Equations 1-3 and 

4-2 are plotted against the elevation above the water table in Figure 4-18. The results show the high degree of 

repeatability and the vertical sampling resolution attainable with the multilevel probe. 

93 



E 
"" .. 
II -~ • -.. 
II -• • ~ 
;> 
c:> 
~ • --= DI ·z = 

160 
l 06-

140 --• 0--
..a 

I oMLil 
~ --120 -- I 0111 I C l\,fi..2 11116 
<a.- i 100 GaJK 6ML3 ... I a • .,. 

- l\fi.A 
I 

OCS> I 

80 <a I 

-«DB xMLS I -osr 
»,-:J 

oML6 I 60 XCNI/Jll 
»: ra>O- I 

C /Dir. I 
'1 0 - z I 

40 C 60 - X I 
C IP 0 X I 

ii AX 0 
I -" a, 

20 t .. 0 I 

! 
0 c ■ ! Co-

ce J 

0 ! 

0 0.1 0.2 0.3 0.4 0.5 i 

I 
Volumetric water content 

Figure 4-19. Water content determined from responses of the six multilevel probes under fully 

drained conditions as a function of the elevation above the water table. 

Figure 4-19 shows the water contents calculated from the responses of all six multilevel TOR probes 

under fully drained conditions. Although there is some variability in the deeper. higher water content regions. 

the agreement among the probes through most of the profile is very good. 
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Figure 4-20. Water contents detennined from the responses of multilevel probe MI..4. the neutron 

probe, and by interval differencing of the responses of the continuous-rod probes under fully drained 

conditions as a function of the elevation above the water table. The water contents determined in the 

laboratory by Nwankwor [ 1982] are plotted as a function of the water-phase suction in cm of water as 

a solid line. 

Figure 4-20 shows the water content profiles measured with the continuous rods, the neutron probe 

and multilevel probe ML4 under fully-drained conditions. Both the multilevel and neutron probes show good 

agreement with the laboratory measured drainage curve presented by Nwankwor [1982). The neutron probe 

profile is slightly smoother. possibly due to its larger sampling volume. Interval differencing of the continuous 

rod responses shows general agreement with the other methods; however. the depth of investigation was 

insufficient for full comparison. 

4.4.6 Calibration of the Water Content Response during Drainage 

The water contents calculated from the responses of the 40 cm long continuous-rod probes using 

Equation 1-3 suggest that the drained water content may have been greater than the residual waler content 

measured in the lab: this would introduce error into the absolute water contents calculated using the two-point 
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calibrations of the multilevel and neutron probes. Therefore. a more complete method of calibration of the 

multilevel probe was e.xamined. 
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Figure 4-21. Inverse of the relative dielectric pennittivity measured with multilevel probe :MI..4 with 

the target rods centered 90 cm below the ground surface as a function of the inverse of the relative 

dielectric permittivity measured with the 80 cm continuous•rod probe collected during drainage. The 

linear regression of the data to Equation 4-2 is shown as a solid line. 

After establishing steady~state infiltration conditions with the dri~line irrigation system. the water 

content was monitored during drainage with an 80 cm long pair of continuous rods. and with multilevel probe 

MI..4 and the neutron probe both centered at 90 cm depth. TI1e water table was located 2.2 m below the 

ground surface. For the relatively homogeneous site conditions. the water content should be nearly constant 

with elevation during drainage within a meter of the ground surface. allowing for direct comparison of all of 

the probe responses. Figure 4-21 shows a direct comparison of the inverse of the relative dielectric 

permittivity measured with the 80 cm continuous-rod pair to the inverse of the relative dielectric pennittivity 

measured with the multilevel probe centered at 90 cm depth. The figure also includes a linear regression of 

Equation 4-2 to the data. The data are well represemed by the linear relationship with an r value of 0.96. 
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The slope and intercept of this relationship are 3.25 and -0.20. respectively. which compare reasonably well 

with those found by the two-point calibration for probe Ml...4 sho\\n in Table 4-1. 

The linearity of the relationship between the inverses of K,,. and K!IOil justifies the application of 

Equation 4-2 to describe the response of the multilevel probe despite the concentric gap geometry of the 

probes. However. as e,i.-plained in the preceding analysis of coated rod probes. the inverse dielectric mixing 

model underlying this equation leads to incorrect averaging of the water content if the water content varies 

along the rods. For the multilevel probe. this potential error can be minimized by using the shonest target 

rods that will still clearly separate the characteristic reflections defining the travel time through the target 

interval and by altering the design to maximize the soil weighting factor. 
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Figure 4-22. Inverse of the relative dielectric pennittivity measured with the multilevel probe MIA 

with the target rods centered 90 cm below the ground surface as a function of the inverse of the 

relative dielectric permittivity calculated from the water content measured during drainage with the 

neutron probe centered at 90 cm below ground surface. 
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A comparison of the responses of the multilevel TDR and neutron probes is shown on Figure 4-22. 

The linear two-point calibration was used to determine the \\'ater content from the neutron probe response. 

Equation 1-2 was then applied to relate these water contents to the relative dielectric permittivity of the soil. 

K.oa. There is a highly linear relationship between the inverses of K,,,. and K.,u with a linear regression to 

Equation 4-2 showing an r2 value of 0.96. The slope and intercept of the regression are 3.56 and -0.23. 

respectively. which are in very close agreement with those found using the linear two-point calibration of 

probe ML4 shown in Table 4-1. 

4.4. 7 Measured Water Content Profiles during Infiltration 

The drip-line irrigation system provided constant flux infiltration onto the fully-drained soil. During 

infiltratio~ the water content was measured with depth using the continuous-rod probes. the neutron probe 

and multilevel probe :MI..4. 

Volumetric water content 

0.05 0.1 0.15 0.2 0.25 0.3 0.35 

40 -t-------.------+-.----;--e-: .. k--+-----+----~ 

50 T 
60 

70 

80 

90 

100 

110 

120 

130 

140 

Labeled time 

129 149 

Figure 4-23. Volumetric water content calculated during infiltration plotted as a function of the 

length of the continuous-rod probes. Profiles are labeled with the elapsed time. in minutes. since the 

beginning of infiltration. 
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The water content measured \\ith each continuous-rod probe is plotted against the length of the rod­

pair on Figure 4-23. Each rod-pair measures the average water content from the ground surface to the end of 

the rods; therefore. the water content measured with all of the rod-pairs increased immediately with the onset 

of infiltration. The water content increased in time for all of the rod-pairs until late time when the profiles 

become nearly constant in time. At each depth. the water content increased continuously in time until steady­

state flow was established. 
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Figure 4-24. Volumetric waler content calculated by interval differencing of the responses of the 

continuous-rod probes during infiltration plotted as a function of the center of the nonoverlapping 

depth interval. Profiles are labeled with the elapsed time. in minutes. since the beginning of 

infiltration. 

Equation 1-4 must be applied to the continuous-rod results to produce water content profiles. Some of 

the interval differenced profiles detem1ined from the continuous-rod measured water contents are shown on 

Figure 4-24. The data show the wetting front advancing in time. Except for a negative water content 

determined at 90 cm depth after 70 minutes of infiltratio~ the minimum and maximum water contents are in 
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reasonably good agreement y,ith the residual and saturated water contents found in the laboratory. However. 

the water content does not increase continuously in time for each depth and the water content beneath the 

wetting front does not remain constant before the arrival of the wetting front. clearly demonstrating the 

limitations of water content profiling with continuous-rod probes. 
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Figure 4-25. Volumetric water content calcuJated during infiltration plotted as a function of the depth 

of the center of the neutron probe. Profiles are labeled with the elapsed time. in minutes. since the 

beginning of infiltration. 

Water content profiles collected with the neutron probe are shown on Figure 4-25. In contrast to the 

interval-differenced continuous-rod profiles. the water content increases continuously at each depth and the 

water content at depth is constant before the arrivaJ of the wetting front. The probe clearly shows the advance 

of the wetting front throughout the profile. establishing a final water content of approximately 0.27. 
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Figure 4-26. Volumetric water content calculated during infiltration plotted as a function of the depth 

of the center of the target rods of multilevel probe ~4. Profiles are labeled with the elapsed time. in 

minutes~ since the beginning of infiltration. 

The results of monitoring the advance of the wetting front with multilevel probe fvfi...4 are shown on 

Figure 4-26. The water contents are nearly constant with time below the wetting front and the ·water content 

rises consistently with time at each depth. The wetting profiles are less smooth than those measured by the 

neutron probe. Specifically, there appears to be a consistent low water content at 90 cm depth that was also 

identified with the continuous-rod probes. The wavefonns do not have any unusual reflections at this dep~ 

suggesting that this may be a true measure of the water content distribution that the neutron probe failed to 

identify due to its larger sample volume. 
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Figure 4-27. Comparison of the volumetric water content calculated from the responses of multilevel 

probe Ml..4 to those calculated from the neutron probe responses during infiltration plotted as a 

function of the depth of the center of the probes. Profiles are labeled with the elapsed time. in 

minutes. since the beginning of infiltration. 

Several water content profiles measured with the neutron probe and multilevel probe MI.A are 

compared on Figure 4-27. The water contents differ slightly. perhaps due to differences in the sample sizes of 

the instruments or in the exact times of measurement. However. the location of the wetting front is very 

similar for both probes throughout the infiltration event. 

4.4.8 Summary and Conclusions 

An alternative multilevel TOR probe has been designed based on the description of the spatial 

sensitivity of TOR probes presented by Kmght (1992). The probe is only sensitive to the surrounding medium 

over a limited depth interval. Six prototype probes built using readily available components showed a 

consistent sensitivity to the soit receiving approximately 30% of the total probe response from the medium 

around the access tubes in the sample interval. 
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Two methods of field calibration are shown. Water content profiles calculated from the responses of 

the multilevel probe are compared to those detennined \\ith continuous-rod TDR probes and a neutron probe 

during the advance of a wetting front. The neutron probe produced the most consistent water content profiles 

with highly repeatable water contents below the wetting front. The multilevel probe showed more variability 

in the water contents below the wetting front: however. the multilevel probe also showed consistent. small 

scaJe variations in the water content with depth that may not have been present in the neutron profile due to its 

larger sample volume. The location of the wetting front with time was very similar for the neutron and 

multilevel probes. Interval differencing of continuous rod measured water contents did not produce 

satisfactory water content profiles. 

4.S Bulk Electrical Conductivity Response of an Alternative Multilevel Probe 

4.5. J Field Experimental Design 

In addition to profiling the water content with depth. the limited sensitivity of the alternative 

multilevel TOR probe to a distinct depth interval should allow for profiling of the bulk EC. A field 

experiment was perfonned to examine the EC response of the multilevel probe. The soil was preflushed with 

the municipal source-water with no added tracer (EC = 0.040 Sim) to displace any resident pore water and 

then allowed to drain. After five days of drainage. municipal-water flushing was restarted and continued until 

steady-state flow was established. Then. a KCI tracer {EC = 0.085 S/m) was applied through a separate 

irrigation system at the same flu."< and waveforms were collected during the advance of the tracer step. When 

the tracer front passed the ends of the rods. the infiltration gallery was turned off and waveforms were 

collected during drainage. The municipal-water flushing. tracer step and drainage were repeated using a 

solution with an EC of 0.142 Sim. Finally. a long duration (45 minute) pulse ofKCI tracer (EC= 0.142 Sim) 

was applied during steady-state flow. Waveforms were collected with the multilevel probe during each of 

these experimental steps. 

4.5.2 Continuous-rod Probe Wavefom1S 

Energy losses are cumulative along TOR rods. Therefore. longer rod-pairs will show greater 

reductions in the amplitudes of the reflections on the wavefonn than shorter rod-pairs placed in the same 

medium. Figure 4-28 shows wavefonns collected with the six continuous-rod pairs after 19S minutes of 

steady-state infiltration of a tracer solution (EC = 0.142 Sim). The final amplitude of the waveform generally 

decreased \\ith increasing rod lengths. However. there is no clear relationship between the rod length and the 

final amplitude. demonstrating that the response of each rod-pair must be independently calibrated to 
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detennine the EC of the medium. The small amplitude of the characteristic reflection from the ends of the 140 

cm rods (located at approximately 45 ns on the figure) suggests that further conductive losses due to an 

increase in the water content, pore water EC or rod length would make an accurate measure of the travel time 

of the pulse along the rods impossible. 
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Figure 4-28. Wavefom1s collected with continuous-rod probes. labeled by their length. after 

195 minutes of steady-state infiltration of a tracer solution (EC = 0.142 Sim). 
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Figure 4-29. Waveforms collected with an 80 cm long continuous-rod probes during the 

advance of a tracer step (EC = 0.142 S/m) under steady-state infiltration. Waveforms are 

labeled with the elapsed time since the beginning of the application of the tracer step. 

Figure 4-29 shows waveforms collected with the 80 cm rod-pair during the advance of a tracer step 

under steady-state infiltration. The travel time between the characteristic reflections at the ground surface and 

at the end of the rods. referred to as the water content window on Figure 4-29. remained constant for the 

steady-state infiltration conditions. The final amplitude of the waveforms decreased with time because the 

total mass of the tracer in the measurement volume of the rods increased as the tracer step advanced. 

increasing the average solute concentration along the rods. 
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Figure 4-30. Wavefom1S collected with an 80 cm long continuous-rod probe during drainage 

of a tracer solution. Wavefonns are labeled with the elapsed time from the beginning of 

drainage. 

Figure 4-30 shows wavefonns collected with the 80 cm rod-pair during drainage following steady­

state infiltration of a tracer solution (EC= 0.142 Sim}. Both the relative dielectric permittivity and the bulk 

EC of the medium decreased as the medium drained~ the pore water EC remained constant throughout the 

drainage event. The decrease in the duration of the water content window with the decreasing relative 

dielectric permittivity during drainage is evident on the wavefonns. The increase in the final amplitude of the 

·waveform with decreasing water content is also clear. 

4.5.3 Multilevel Probe Waveforms 

The quality of the waveforms collected with any TDR probe for water content measurement can be 

judged on the clarity of the characteristic reflections that define the water content window. The calibrations of 

the water content response of the multilevel probes shown above are applied to calculate the water content 

from the multilevel waveforms. The sensitivity of the amplitude of the waveform to changes in the water 

content and pore water EC demonstrate the ability of a probe to monitor the bulk EC. 
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The depth of placement of the target rods alters the response of the multilevel probe. Figure 4-31 

shows v.-aveforms collected with the mu!tile\'el probe \\ith the target rods placed at three different depths after 

143 minutes of infiltration of the KCI solution {EC == 0.142 Sim). The travel time to the top of the water 

content measurement window increased as the rods were lowered in the access tubes because a section of the 

small diameter wire was lowered from the low dielectric air into the higher dielectric water-filled access tubes. 

The wavefonns collected from all three target rod depths show very similar durations of the water content 

window. There is no clear relationship between the shapes and amplitudes of the waveforms and the depth of 

measurement suggesting that each depth will have to be calibrated separately to the EC of the medium. 
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Figure 4-3 l. Wavefom1S collected with the multilevel probe. labeled by the depth of the 

center of the target rods. after 143 minutes of steady-state infiltration of a tracer solution (EC 

= 0.142 Sim). 

Even under steady-state infiltration of the tracer solution. the terminal reflection collected with the 

target rods centered at 130 cm depth is very clear. In contrast. the reflection from the ends of the 140 cm long 

continuous rods (Figure 4-28) is just large enough to be identified reliably. This difference demonstrates that 

the insensitivity of the multilevel probes to the region above the target rods can be an advantage when 

monitoring water contents at depth in electrically conductive media. 
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Figure 4-32. Waveforms collected with multilevel probe with the target rods centered at 90 

cm depth during the advance of a tracer step (EC = 0.142 Sim) under steady-state 

infiltration. Wavefonns are labeled with the elapsed time since the beginning of application 

of the tracer step. 

The duration of the water content measurement window on the wavefonns collected with the 

multilevel probe centered at 90 cm depth remained constant during the advance of the tracer solution (Figure 

~-32). The final amplitudes of the wavefonus decreased with time as the total mass of tracer between the 

target rods increased. The decrease in the final amplitude is far less pronounced than that seen with the 

continuous rods because of the minimal lengths of the target rods and the insulating effects of the access tubes. 

Isolation of the probe sensitivity to the medium in the target region is demonstrated by the near constant 

amplitude of the waveforms at the travel time corresponding to the beginning of the water content window 

despite the increase in tracer mass above the target region. In addition. the amplitude at late time on the 

waveform during the first 90 minutes of infiltration of the tracer step is nearly constant; there is a rapid 

decrease in the late-time amplitude over the ne:\.1 60 minutes. demonstrating that the probe was sensitive to the 

presence of the tracer mass within the target region. 
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Figure 4-33. Wavefonns collected with the multilevel probe with the target rods centered at 

90 cm depth during drainage. labeled with the elapsed time from the beginning of drainage. 

Wavefonns collected with the multilevel probe with the target rods centered at 90 cm depth during 

drainage following steady-state infiltration of the tracer solution are shown on Figure 4-33. There is no 

consistent change in the amplitude at late times on the waveform (t > 50 ns) with changes in the water 

content. However. a decrease in the water content does cause a consistent increase in the amplitudes of the 

wavefonns over the section of the wavefom1 following the water content measurement window (t < SO ns). 

Most methods of EC analysis require amplitude measurements made at late time on the TOR waveforms [Topp 

et al .. 1988. Nadler et al.. 1991). For a more consistent response. we relate the bulk EC of the medium to the 

inverse of the average impedance. in ohms. measured from 45 to SO ns on the wavefonn following the 

approach of Nadler et al. [ 1991 ). 

4.5.4 Dependence of the Bulk EC Response on the Water Content 

Figure 4-34 shows paired measurements of the EC response of the multilevel probe and the water 

content Unlike the results shown in the field for continuous-rod probes. there is a nonlinear relationship 

between the EC measured by the multilevel probe and the water content for spatially uniform pore water EC 
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conditions. As a result. there will not be a unique relationship between the EC response of the multile\'el 

probe and the length-weighted average solute mass if the water content varies along the probes. Therefore. the 

target rods should be as short as possible to minimize spatial variability of the water content within the sample 

volume. 
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Figure 4-34. Paired measurements of the water content and the average the inverse of the 

impedance measured with multilevel probe MIA at five depths during drainage. 

The design of the multilevel probe includes an electrically resistive polyvinyl chloride coating around 

the target rods. The water content response of rods with dielectric coatings follows an inverse dielectric 

mixing model. leading to a linear relationship between the inverse of the measured relative dielectric 

permittivity and the inverse of the relative dielectric permittivity of the medium. Tius finding arises from the 

description of the averaging of dielectric pennittivities around the rods based on a solution of Laplace's 

equation. Given that the electric field around the rods is also described by Laplace's equatio~ a similar 

averaging of the electrical conductivities of the materials surrounding the target rods is expected. Figure 4-35 

shows the inverse of the EC response as a function of the inverse of the water content for all five target rod 

depths. The linear regressions shown on the figure all show r2 values greater than 0.97. 
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Figure 4-35. Inverses of the water content and the average impedance (1/ohms) measured 

with the multilevel probe at five depths during drainage. 

Based on the linear relationships shown on Figure 4-3S. if the pore water EC is constant. the EC 

response of a given probe. crmR, is related to the water content. e. by. 

(4-3) 

where the probe specific constants a1 and c1 are independent of the water content. but a, is a function of the 

pore water EC. 

4.5.S Dependence of the Bulle EC Response on the Pore Water EC 

To complete the calibration of the EC response to the water content and pore water EC. the EC and 

the water content were measured with the multilevel probe during steady-state infiltration of three different 

KCI solutions (0.040, 0.085 and 0.142 Sim). The water content varied slightly among the infiltration events. 

From Equation 4-3, if the pore water EC is constant. the TOR-measured EC values measured at some water 

content. e. can be corrected to the value that would be measured at a common water content of 0.25 using. 
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I = I ( ) +01(025-8). 
C1 TDR ( 0.25) CT TDR (J 

(4-4) 

Table 4-2 shows the slopes. intercepts and goodness of fit values of linear regressions of the inverse of 

the water content corrected TOR-measured EC as a function of the inverse of the EC of the pore water. er.. 
measured with a standard conductance cell. 

slope intercept r 
50cm 0.142 62.78 0.917 

70cm 0.150 S9.1 0.988 

90cm 0.143 59.7 0.999 

110cm 0.153 59.5 0.999 

130cm 0.174 59.7 0.999 

Table 4-2. Linear regressions of the inverse of the TOR-measured EC as a function of the inverse of 

the pore water EC. 

The linearity of the relationships shown on Table 4-2 suggests a relationship of the f onn. 

a2 = --+c2. (4-5) 
UTDR CT w 

where the soil-specific constant. a~. is a function of the water content; ci is independent of both the water 

content and the pore water EC. 

4.5.6 Determination of the Pore Water EC from the Probe Responses 

Equations 4-3 and 4-5 can be combined to relate the EC response to the water content and pore water 

EC as. 

I m 
---=--+b. 

()qw UTDR 
(4-6) 
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For each probe. m equals the slope reponed on Table 4-2 multiplied by the constant water content of 0.25: b is 

equal to the intercept shown on Table 4-2. Equation .i-6 can be rearranged to define the pore water EC from 

the EC and water content responses of the probe as. 

(4-7) 

4.5.7 Independent Calibration of the EC Response 

Mal/ants et al. [ 1996) compared three methods of calibrating the EC response of TOR probes: 

independent calibration of the EC response. normaliz.ation to the response of a long-duration tracer step. and 

numerical integration of a tracer pulse. These methods are compared for the multilevel probe below. 
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Figure 4-36. The pore water EC calculated using the independent probe calibration method. 
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The preceding analysis leads to an independent calibration of the EC response of the multilevel probe. 

Figure 4-36 shows the pore water EC calculated using Equation 4-7 and the constants shown on Table 4-2 for 

the waveforms collected during the advance of a tracer step (EC = .085 Sim). The breakthrough curves show 

the arrival of the tracer mass at each depth with time. At early times. the calculated pore water EC values vary 

about the known EC of the municipal water. At the end of the tracer step application.. all of the probes 

overestimate the calculated pore water EC. 

4.5.8 Nonnalization of the EC Response using a Tracer Step 

The EC response of the multilevel probe can be calibrated specifically for the conditions of the tracer 

step. Under steady-state flow, the water content remains constant for each depth throughout the e~-periment. 

Preceding the tracer step, the medium was preflushed with the unamended municipal water. resulting in a 

constant pore water EC throughout the medium of 0.040 Sim. Assuming that the resident pore water was 

replaced completely by the tracer by the end of the e.,"J)CrimenL the pore water EC will be spatially uniform 

and equal to 0.084S Sim. For these conditions. the EC response at each depth can be correlated with the pore 

water EC using a two point calibration to these two known pore water EC values. 

Figure 4-37 shows the pore water EC values determined using the long-duration tracer step method of 

calibration. The multilevel probe clearly defines the arrival of the solute front at each depth. The measured 

EC remains constant for the initial 45 minutes of tracer step application. demonstrating that the multilevel 

probe is only sensitive over a limited depth range. However. the pore water EC does not achieve a constant 

value by the end of the tracer step. even for the shallowest target rod depth. The slowly increasing pore water 

EC values calculated with time after the arrival of the tracer front may be due to redistribution of the tracer 

mass into inactive regions of the flow field. This mass redistribution. even in a clean sand. demonstrates the 

main limitation to the two point probe calibration as discussed by Mal/ants et al. [1996]. However. this level 

of probe sensitivity to the resident tracer mass also shows the potential usefulness of the multilevel probe for 

solute monitoring. 
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Figure 4-37. The pore water EC calculated with the long-term solute step calibration 

method. 

4.5.9 Calibration by Numerical Integration of a Tracer Pulse 

Ward et al. [ 1994) demonstrated that the EC response of horizontally installed rods can be calibrated 

to return the resident mass by numerical integration of the probe responses during the advance of a tracer 

pulse; Mal/ants et al. [ 1996] found that this method produced the most accurate probe calibrations for a 

relatively homogeneous soil. To produce a measurable solute pulse in the field. we applied municipal water 

until steady-state flow was achieved. followed by a 45 minute pulse of tracer-amended water (EC = 0.142 

Sim). followed by further infiltration of the municipal water. To increase the density of the data se~ we 

monitored the EC rapidly with the target rods at a single depth of 90 cm below ground surface. The results of 

applying this method of calibration to the responses of the multilevel probe are shown on Figure 4-38. The 

calculated EC values are unchanged before the arrival of the pulse. rise to a reasonable value and then return 

to the background level. clearly demonstrating the ability of the probe to monitor the bulk EC over a limited 

depth range. Unfonunately. no independent measure of the tracer concentration was made for independent 

calibration of the probe response during this pulse e~-periment. 
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Figure 4-38. The pore water EC calculated with the numerical integration method. 

4.5. 10 Summaiy and Conclusions 

A comparison of the responses of continuous-rod TOR probes and a prototype alternative multilevel 

TOR probe shows that the waveforms of standard continuous-rod probes are more sensitive to changes in the 

pore water EC and water content than those produced by the multilevel probe. The decreased sensitivity of the 

multilevel probe is due to the short target rod length and the electrical insulation of the access tubes. 

There is a linear relationship between the inverse of the water content and the inverse of the EC 

response of the multilevel probe under constant pore water EC conditions. There is also a linear relationship 

between the inverses of the EC response and the pore water EC for a given water content. Based on these 

findings. we describe a general calibration of the EC response to the water content and pore water EC that 

allows for determination of the pore water EC from the probe responses. Calibrating the EC response with a 

long-duration solute step gives improved solute breakthrough curves at each depth. Finally. the numerical 

integration method of calibration produces e.xcellent results for monitoring the resident solute concentration. 

The E~ response of the multilevel probe is nearly insensitive to the properties of the medium above 

the target region. offering the possibility of solute concentration profiling. The reduced sensitivity of the 

multilevel probe above the target region also allows for EC and water content monitoring in media that are too 

electrically conductive for measurement witb standard continuous-rod TDR probes. In addition. the probe 

clearly identified solute breakthrough within the target region and may have detected redistribution of the 

solute mass to inactive regions of the flow field as well. 
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4.6 Numerical Analysis of TDR Probes 

4.6.1 Numerical Approach 

Due to the geometry of TOR probes. analytical descriptions of the effects of heterogeneous 

distributions of dielectric materials in the uansverse plane have been possible only for a few restrictive cases. 

Annan ( 1977a) derived an analytical fommla for the response of coaxial probes with concentric circular gaps 

around the inner and outer conductors. For the two-rod probe with nonconcentric circular gaps around the 

rods, Annan (1977b] also found an analytical result. Knight et al. [1994) presented an analytical solution for 

the case in which a continuous-rod probe is placed with the centers of the rods located on the boundary 

between two media with different relative dielectric permittivities. 

To address the limitations of the existing analytical solutions. Knight et al. [ 1997] presented a steady­

state. two-dimensional finite element numerical solution of Laplace's equation to analyze the response of TOR 

probes to dielectric materials distributed in the plane perpendicular to the rods. This approach uses the 

numerically determined electrostatic potential distribution and boundary fluxes based on the finite element 

numerical model of Pinder and Frind ( 19721 to calculate the equivalent relative dielectric permittivity 

measured by TOR 

The time harmonic electric field along a transmission line can be derived from the potential function. 

For a IDR pulse applied to parallel rods embedded in a heterogeneous medium. the pulse velocity is governed 

by the electrostatic potential. ;. in the plane perpendicular to TOR rods. which satisfies a generalization of 

Laplace· s equation in the (x.y) plane. 

{4-8) 

The domain .a has a boundary S consisting of an e~1emaJ boundary S3• and. in the case of a two-rod probe. two 

internal boundaries, s, and Si. as shown in Figure 4-39. The relative dielectric permittivity varies over the 

region as K=K(x,y). A direct parallel can be drawn to the equation for the steady-state flow of water. for which 

K and ; in Equation 4-8 are replaced by the hydraulic conductivity and hydraulic head. respectively. This 

analogy allows for the use of existing groundwater flow software to analyze the electrostatic problem for TOR 
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Figure 4-39. Domain used for the numerical model. 

In the solution. the potential. (>. is set to constant values of Vi on S1 and Vi on Si. In his analysis. 

Knight [1992) implicitly assumed that at large distances from the probe the boundary condition was such that 

the energy decayed to zero. This assumption is physically reasonable. as discussed by Whalley ( 1993) and 

White et al. [1994) who investigated the question of the boundary condition at infinity in more detail. In the 

numerical approac~ a sufficiently large domain was chosen such that the energy flow across the outer 

boundary will be negligible, giving the boundary condition. 

(4-9) 

where n is the outward pointing unit normal vector on the S3. 

In the development of the numerical solution. Knight et al. ( 1997] define a vector. F. as. 

F = -t/J(KVt/J). (4-10) 

Applying the divergence theorem to F over the domai~ n. and the swfaces S1• S2 and S3 gives, 

-Jf V • (¢(KV¢))dA = -f ¢(KV¢)· ndS. (4-11) 
a s 
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Expanding the left hand side gives. 

-ff ,pV-(KV,p)dA- ff (KV,p)•(V,p)dA = -I ;(KVf/J)· ndS. (4-12) 
Q C S 

The first term on the left hand side is equal to zero by Equation 4-8. Eliminating this term and 

expanding the surface integral to integrals over the three boundaries gives. 

ff (KV ;)-{V ,p)dA = f ;(KV ,p) • ndS + f ,p(KV ,p) • ndS + f ,p(KV ,p) • ndS. (4-13) 

C ~ ~ ~ 

Applying the surface boundary conditions gives. 

(4-14) 

The total energy in the electrostatic field, W. is defined as. 

(4-15) 

where &o is the relative dielectric permittivity of free space. 

For a two-rod probe in a lossless medium. a no-flu.~ outer boundary requires that the flux out of one 

interior boundary must equal the flux into the other interior boundary for the electrostatic case. Therefore. the 

two integrals on the right hand side of Equation 4-15 have opposite sign and equal magnitude. As a result. 

Equation 4-15 can be simplified to. 

(4-16) 

Equation 4-16 describes the total electrostatic energy in a medium with a spatially heterogeneous K. 

For a domain with a uniform relative dielectric pennittivity. K,9• the resulting potential is ,p0 (x,y) and 

Equation 4-16 simplifies to. 
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(4-17) 

As in Knight [1992). a value of K., can be defined such that the total energy in the field with this 

uniform relative dielectric permittivity is equal to the total energy in the field with a spatially variable relative 

dielectric permittivity. K(r"v). for the same boundary conditions. 

(4-18) 

From Equation 4-18 an ~-pression defining K., for the equivalent homogeneous distribution is. 

(4-19) 

Notice that this expression is independent of the voltages V1 and V2. Therefore. when caJcuJating K., from 

Equation 4-19. the voltages applied to s, and S-: can be taken to be I and -1. respectively. without loss of 

generality. A similar development is possible for any number of rods. regardless of the shapes or distribution 

of the rods. 

Knight [ 1992] developed an anaJ}ticaJ expression for the spatial sensitivity of TOR probes based on 

the distribution of energy in the electrostatic field. He defined a spatial weighting factor at each point in the 

domain. w(r,Y). equal to the square of tJ1e gradient of tJ1e potential in the heterogeneous medium divided by the 

integral of the square of the voltage gradient for a homogeneous medium (with any arbitrary K value) and the 

same boundary conditions. 

w(x y)-[~'!6(x,y))2 / 
' - /ff[V¢0{x,y)] 2 dxay • 

(4-20) 
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where (l(r,y) is the potential in the heterogeneous medium and ,o(.r.y) is the potential in the homogeneous 

medium. 

The value of K •• was chosen such that the total energies in the two media are equal~ 

(4-21) 

By combining Equations 4-20 and 4-21. the equivalent unifonn relative dielectric permittivity is defined as the 

spatially weighted sum of the relative dielectric permittivity values in the heterogeneous field over the domain, 

K.q =ff w(x,y)K(x,y)dxay. (4-22) 

It can be seen from the form of Equations 4-20 and 4-22 that the weighting function depends on the 

distribution of K(r_y) around the probe. Although his analysis allowed for the investigation of the spatial 

sensitivity of different rod geometries. the application of the analytical approach of Knight [ 1992) is restricted 

to uniform media with small perturbations in the relative dielectric permittivity in the transVerse plane. With 

the use of a numerical model .. this approach can be e:\1ended for more general applications. 

It is important to note that the spatial weighting factors defined by Knight [ 1992) are not equivalent to 

the weighting factors presented in Chapter 2 for the dielectric mixing models. To compare the two weighting 

factors. Equation 4-22 can be rewritten as two integrals. one over the areas occupied by the rings and the other 

over the soil outside of the rings, 

K.q = ff w(x,y)K(x,y)drdy + fJ w(x,y)K(x,y)dxdy. 
n,rgs so,I 

The relative dielectric pennittivity in the rings is unifonn. as is the relative dielectric permittivity outside of 

the rings. Therefore. Equation 4-23 can be simplified to. 

nngs soil 

A comparison of Equations 2-15 and 4-24 demonstrates the ditrerence between these weighting 

factors. In effect. the numerical approach assumes an arithmetic mean dielectric mixing modet regardless of 
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the distribution of dielectric media. and then calculates the weighting factors that must apply to the materials 

distributed throughout the transverse plane to return the correct average relative dielectric permittivity for the 

given distribution of materials and imposed boundary conditions. In order to achieve this. the weighting 

factors throughout the transverse plane are altered to account for both the distribution of materials and the 

relative dielectric pennittivities of those materials. In contrast. for a specific distribution of materials. the 

dielectric mixing model approach integrates the spatial weighting throughout each region that applies 

specifically for the probe geometry, materials distribution and boundary conditions. As a result of applying the 

mixing model that applies directly to the distribution of dielectric media. the weighting factors need only 

account for the geometry; therefore, the weighting factors for the dielectric mixing model are independent of 

the dielectric permittivities of the media in the transverse plane. 

The distributions of hydraulic potential and electrostatic potential in response to similar boundary 

conditions are both descnl>ed by Equation 4-8. Therefore, existing analytical or numerical groundwater flow 

models can be used to investigate the response of TOR pulses propagating along probes placed in a medium 

with a heterogeneous distribution of relative dielectric permittivity in the plane perpendicular to the rods. A 

two-dimensional. finite element groundwater flow model (Pinder and Frind. 1972 J was used to investigate the 

distribution of electrostatic potential in the plane perpendicular to TOR rods. A grid generator [McLaren. 

1996] created a triangular mesh within a rectangular domain. A zero flux boundaty condition was imposed on 

the nodes on the outer boundary of the domain. Two or three holes were cut in the mesh to represent the two 

or three rods of a TOR probe. For two-rod probes. the nodes on one rod were set to a constant potential of -1; 

the potential on the second rod was set to l. Nodes on the central rod of a three-rod probe were set to a 

constant potential of 1 with the outer rods set to -1. To model coated continuous-rod probes, nodes were 

located on circles around the rods to ensure that elemental properties could be defined separately for the 

coatings and for the surrounding medium. 

The numerical analysis allows for complete generality in both the geometry of the probe and the 

distribution of relative dielectric pennittivities in the transverse plane. The equivalent relative dielectric 

permittivity. K~,, is determined for any heterogeneous distribution of K using Equation 4-19. Initially, the 

potential distribution is determined for the specific rod geometry and boundary conditions for a medium with a 

constant relative dielectric permittivity. K0• For the homogeneous case. the potential distribution is not 

dependent on the value of the relative dielectric permittivity: therefore, any positive value for Ka can be chosen 

with the same result The denominator of Equation 4-19 is equivalent to the flux into the homogeneous 

system divided by Ko- The numerator of Equation 4-19 is equivalent to the flux out of the interior boundary 

for the heterogeneous relative dielectric permittivity distribution with the same boundary conditions. 
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4.6.2 Effects of Gaps and Coatings on Continuous Rod Probes 

Using this numerical analysis. Knight et al. [ 1997} found that the analytical solution due to Annan 

(1977b] for nonconcentric gaps (Equation 2-12) can be used as a good approximation to predict the effect of 

concentric gaps or coatings that completely surround twin rods. For two-rod probes, the impact of a coating of 

a given thickness and relative dielectric permittivity decreases with an increase in the rod diameter and. to a 

lesser degree. with an increase in the rod separation. A gap or coating of a given thickness and relative 

dielectric permittivity will have a greater impact on the response of a three-rod probe than on that of a two-rod 

probe with the same rod diameter and separation of the outermost rods. Finally. they showed that panial air 

gaps surrounding less than JO degrees of the rod circumference are not likely to affect the probe response 

significantly. 

4. 7 Sample Area of TDR Probes 

4.7.1 Definition of the Sample Area 

In addition to the ability to accurately measure a soil property. the volume of porous medium sampled 

is an important characteristic of any sampling method. The spatial weighting concept proposed by Knight 

[1992) and the numerical approach of Knight et al. [1997) can be used to define the area in the plane 

perpendicular to TOR rods that contributes to the response of a TDR probe. 

The sample volume is the region of the porous medium that contributes to the total probe response; 

changes in the propenies of the porous medium outside of this volume do not have a measurable influence on 

the response of the instrument. Ignoring any effects arising from the distribution of the electrostatic field at 

the ends of the rods, the sample volume is defined as tl1e projection along the length of the rods of the sample 

area in the plane perpendicular to the long axis of the rods. 

For convenience of calculation and use. sample areas are often defined using some regular shape such 

as an ellipse [Baker and Lascano. 1989) or circles [Knight. 1992) surrounding the rods. A sample area so 

defined is affected by the arbitrary choice of a regular shape. The numerical analysis allows for a more exact 

definition of the sample volume. Given the distribution of spatial weighting factors, the sample area enclosing 

the regions of greatest spatial sensitivity can be identified, thereby uniquely defining the smallest region 

contributing to the probe response. 

The numerical analysis of Knight et al. [ 1997) defines the weighting factor for each element in a 

finite element mesh for a representative cross section of any probe with a given distribution of relative 

dielectric permittivities in the surrounding porous medium. The weighting factors define the relative 

contribution per unit area of the medium located at each point in the plane. The sum of the product of the 
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elemental spatial weighting factors. w,. and elemental areas. A,. define the fraction of the total probe response 

contributed by any area within the domain. To uniquely define the sample area containing the regions of 

highest sensitivity, the product of w, and A; is summed beginning with those elements with the highest 

weighting factors, w,;. and continuing over progressively less heavily-weighted elements until the desired 

percent of the total response. f. is achie\'ed. 

w 
f = 100%* rw;A;. (4-25) 

Whi 

The elements included in the summation define the area contributing any fraction of the total probe response. 

In reality. the sensitivity of a continuous-rod probe will decrease to an unmeasurcable level some 

distance from the rod surfaces. In the numerical analysis. the region contn"buting 100% of the probe response 

will. by definition. fill the entire finite element domain. regardless of the size of the domain. Therefore. some 

large fraction of the total contribution must be chosen to define the sample area. The 90% level was chosen to 

represent the sample area in this study because it was the highest level that was insensitive to the size of the 

finite element domain. The SO and 70% sample areas are also shown to demonstrate the distribution of probe 

sensitivity within the sample volume. 

4.7.2 Continuous-rod Probes 

Continuous-rod TOR probes are comprised of two or three parallel metal rods. As shown in Figure 4-

1. the separation of the outer rods. S. and the rod diameter. D. define the representative cross section of 

standard continuous-rod probes. 

Figure 4-40 shows the equipotentials surrounding two- and three-rod probes with separation to 

diameter ratios (S-.D) of 5 and IO. For direct comparison. only one quadrant is shoMt for each configuration. 

For conventional probes in a homogeneous medium. the distribution of equipotentials is independent of the 

relative dielectric permittivity of the medium: the potential distribution is only a function of the probe 

geometry. Analogously. under steady state. one-dimensional downward flow through a saturated. 

homogeneous soil column with fixed potential boundary conditions~ the distribution of equipotentiaJs is 

independent of the magnitude of the hydraulic conductivity of the porous medium. The spatial weighting 

factors are based on the square of the gradient of the potential. Therefore. for conventional rods in a 

homogeneous medium. the weighting factors and. therefore. the sample area are only a function of the probe 

geometry. 
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I IV 

-Metal Rods 

II III 

Figure 4-40. Equipotentials surrounding conventional rod probes wi~ (I) two rods. S:D=IO. 

{II) two rods. S:D=S. (Ill) three rods. S:D=S. (IV) three rods. S:D= 10. 

The sample areas determined for two- and three-rod conventional probes with S:D values of 5 and lO 

are compared in Figure 4-41. Comparison of cases I and II shows that the sample area of two-rod probes is 

controlled by the separation of the rods: an increase in the rod diameter for a constant rod separation 

marginally improves the uniformity of the distribution of sensitivity within the sample area. For the 

dimensionless plots sho~ the sample area of a two-rod probe with the same rod diameter as case I and half 

the separation can be envisioned as case II reduced in both directions by a factor of 2. In other words. as 

suggested by Knight [1992}, the spatial sensitivity of a continuous-rod probe in a homogeneous K field can be 

defined uniquely for a given rod separation to diameter ratio. Case IV shows the results of adding a third rod 

to the probe shown as case I. The three-rod design has a drastically reduced the sample area. The size of the 

sample area of a three-rod probe is controlled by the rod separation as well: however. for a constant rod 
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separation. the sample area and uniformity of the probe sensithity decrease with an increase in the rod 

diameter. 

I IV 

-Metal Rods 

III 

Figure 4-41. Percent sample areas of conventional rod probes with. (I) two rods. S:.D=IO. 

(II) two rods. S:D=S. (III) three rods. S:D=S. (IV) three rods. S:D=IO. 

4.7.3 Coated Continuous•rod Probes 

Electrically resistive coatings can be applied to metal TDR rods to reduce signal losses through 

electrical conduction; these coating materials generally have low relative dielectric pennittivities. Figure 4-3 

shows the representative cross section of coated rod probes. The separation of the outer rods. s. the rod 

diameter. D, and the outer diameter of the rod coatings. G, define the probe configuration. For generality. the 

probe dimensions are described using nondimensional ratios of the separation and coating outer diameter to 
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the rod diameter. S-.D and G:D. respectively. We use a relative dielectric penninh,;ty for the coatings of 2.8. 

equal to that of PVC measured at 3 GHz [Alusil and Zacek. 19861. 

Annan [1977b) recognized that the equipotentials around wicoated two-rod probes. sho\\on in Figure 

4-40. conform to the bipolar coordinate system. He considered nonconcentric. circular air- or water-filled gaps 

with their boundaries placed on equipotentials. In the bipolar coordinate system. these gaps are perfectly in 

series with the soil an<l therefore. do not change the shape of the equipotentials. As a result. the distribution 

of equipotentials around rods with nonconcentric circular gaps or coatings can be treated analytically using a 

bipolar coordinate transformation. Although the shape of the equipotentials is unchanged. if the relative 

dielectric pennittivity of the gap or coating is fixed. the gradients throughout the system will be a function of 

the relative dielectric permittivity of the surrounding medium. Therefore. unlike conventional rod probes. the 

sampling area of coated continuous-rod probes will be a function of both the probe geometry and the dielectric 

perrnittivities of the medium and of the coating. For the analogy drawn to the one-dimensional vertical soil 

column discussed above. this is equivalent to placing a horizonlal layer of a different material in the column: 

the resulting equipotentials will still be horizontal. but tbe gradients throughout the column will be a function 

of the hydraulic conductivities of both the added layer and the original medium. Knight et al. [ 1997) showed 

numerically that the analytical solution of Annan [ 1977b) closely approximates the apparent relative dielectric 

permittivity measured by rods with concentric coatings. demonstrating that concentric circular coatings are 

approximately in series with the soil. Similarly. thin coatings around three-rod probes approximately confonn 

to the equipotentials shown in Figure 4-40. suggesting that the coatings on three-rod probes are also nearly in 

series with the soil. 
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Figure 4-42. Percent sample areas of coated two-rod probes with~ S:D= l O. G:D= 1.1 

surrounded by a porous medium with a relative dielectric pennittivities of (I) s. (II) 7.5. (III) 

12 and (IV) 18. 

Figure 4-42 shows the sample areas of coated continuous-rod probes with an S:D of 10 and a G:D of 

1.1 as a function of the relative dielectric penniuivity of tbe surrounding medium. The gradient of the 

potential through the PVC coating increases with increases in the relative dielectric permittivity of the 

surrowiding medium. increasing the relative weighting of the coating in the spatial average. As a result. the 

sample area for this configuration of coated continuous-rod probes is limited to a very small region adjacent to 

the rods for soil dielectric permittivities greater than 15. corresponding to a water content of 0.276 by Equation 

1-3. 
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Figure 4-43. Percent sample areas of two-rod coated probes surrounded by a porous medium 

with a relative dielectric pem1ittivicy of 10 with.. (I) S:D= IO. G:D= 1.1. (II) S:.D=S. 

G:D=l.05. (Ill) S:D=S. G:D=Ll. (IV) S:D=S. G:D=l.1. 

The configuration of a coated continuous-rod probe influences the impact of rod coatings on the 

sample area. Figure 4-43 shows four configurations of two-rod coated probes. Comparison of cases I and II 

shows that. as with the uncoated continuous-rod probes. the size of the sample area is controlled by the rod 

separation. Table 4-3 details the reduction in the sample area caused by the rod coatings. The area of 

surrounding medium sampled by each of the two-rod coated probe configurations shown on Figure 4-43 was 

calculated. The ratio of the size of this sample area to the size of the sample area for the same configuration 

with no coating present describes the relative area sampled by the coated probes. Comparison of the results for 

configurations I and II on Figure 4-43 show that for a constant rod separation. the use of larger diameter rods 
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has little influence on the impact of a coating of a given thickness. The sample area decreases \\ith an 

increase in the thickness of the coating. as seen by comparing the resuJts for configurations ll and III on 

Figure 4-43. Notice that the dimensionless descriptions of configurations III and IV are identical. only the 

absolute size of the rods and coatings differ. These configurations differ from case I in the rod separation only. 

Comparison of the relative sample areas of configurations I. lli and IV shows thaL for a given rod diameter 

and coating thickness. a decrease in the rod separation causes a greater reduction in the relative sample area 

size. In summary. using thin coatings. high relative dielectric pennittivity coating materials and a large rod 

separation will minimize the reduction in the sample area due to coatings on two-rod probes. These results 

must be balanced with the results for uncoated rods that showed that the probe sensitivity will be more 

uniformly distnbuted if the ratio of the rod separation to the rod diameter is small 

NondimensionaJ Parameters Figure Configuration(s) Coated Area/ Uncoated 

Area 

S:D=lO. G:D=l.l. 2 rod 4-43 I .32 

S:D=S. G:D=l.05. 2 rod 4-43 II .33 

S:D=S. G:D=l.l. 2 rod 4-43 III.IV .23 

S:O=10. G:D=l.l, 3 rod 4-44 V .41 

S:D=S. G:D=l.05. 3 rod 4-44 VI .92 

S:D=S. G:D=l.l. 3 rod 4-44 VII.VIII .54 

Table 4-3. Effects of coatings on the sample area of continuous-rod TOR probes. 

The impacts of the configuration of a three-rod coated probe on the sample area differ from those of 

two-rod probes. Figure 4-44 shows four configurations of three-rod coated probes; Table 4-3 includes the 

relative sample areas of these probes. As with uncoated three-rod probes. the sample size is controlled by the 

rod separation. Thin. high relative dielectric pem1ittivity coatings will reduce the impact of coatings on the 

sample size. In contrast to the two-rod probes. the relative sample area of three rod probes increases with a 

decrease in the rod separation or an increase in the rod diameter. 
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VII 
Figure 4-44. Percent sample areas of three-rod coated probes surrounded by a porous 

medium with a relative dielectric pemtittivity of 10 (I) S:D=lO. G:D=l.l. {II) S:D=S. 

G:D=l.05. (Ill) S:D=S. G:D=l.l, (IV) S:D=5. G:D=l.l. 
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4.7.4 Hook et al. Multilevel Probe 

Hook et al. [19921 designed a probe to measw-e the water content profile below a single surface 

location. The probe includes rectangular metal rods and a nonmetallic probe body housing remotely•activated 

shorting diodes. As shown in Figure 4-3. tl1e height H. \\idlh. W. and separatio~ S.. of the rods define the 

representative cross section of the probe. A unitless description of the probe dimensions as ratios of the rod 

height to the rod wid~ H:W. and the rod separation to the rod wid~ S:W. is used here. The probe body is 

assumed to have a relative dielectric pennittivity equal to that of PVC. 

I 
0.0 

0.0 0.0 

.II 

IV 

- Metal Rods 

E] PVC Body 

III 

Figure 4-4S. Equipote11tials surrounding Hook et al. [ 1992) probes wi~ (0 two rods,. 

H:W=l. S:W=4. (Il) two rods. H:W=2. S:W=9. (III) two rods. H:W=0.5. S:W=I.5. (IV) three 

rods. H: W= I. S: W=4 if tbe nonmetallic probe body was not present 
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Figure 4-45 shows the equipocentiaJs chat would surround the metallic rods used in four 

configurations of the Hook et al. [ 19921 probe placed in a homogeneous porous medium if the rods were 

inserted into the medium with no nonmetallic probe body presenl. The shapes of the equipotentials are similar 

to those around the circular rods shown in Figure 4-40. However. the equipotentiaJs in the region between the 

rectangular rods are straight lines. parallel to the edges of the rods. The boundaries of the probe body are 

perpendicular to these equipotentials; therefore. relative to the geometry of the probe. the probe body is placed 

in parallel with the surrounding medium. The geometry of this probe is analogous to a vertical column 

undergoing one dimensional. steady-state saturated flow that includes a vertical soil layer with a different 

hydraulic conductivity. The addition of this layer will not change the distribution of equipotentials throughout 

the column. Therefore. the gradient of the potential will be spatially uniform.. leading to a constant spatial 

weighting and an arithmetic averaging of the hydraulic conductivities. Funhennore. this result applies 

regardless of the hydraulic conductivities of tbe layer and of the background material. As a result. the sample 

area of the probe is independent of the relative dielectric permittivities of the probe body and the surrounding 

porous medium. 

The sample area of a Hook et al. [ 1992] probe is controlled by the configuration of the probe. The 

sample areas of four designs with a constant overall probe size are shown in Figure 4-46. Two-rod probes 

have much larger sample areas than the three-rod design. Among these two-rod designs. the sample area 

increases with decreases in the width of the rods. Three other two-rod designs were analyzed to determine 

which design parameters controlled tbe size of the sample area. Configurations I and V. shown on Figure 4-

47. have the same rod separation and height \\1th different rod widths: configurations I and VII differ onJy in 

their rod separations. Direct comparison of the sample areas of these designs shows that the rod separation 

controls the sample size; changes in the rod ,,idtb only introduce slight changes in the distribution of probe 

sensitivity. Similarly, comparison of configurations VI and VII shows that the sample area is not highly 

sensitive to the rod height. In summary, to maximize tbe sample area while maintaining a reasonable 

distribution of probe sensitivity. two-rod probes with large rod separations and small rod widths and heights 

should be used. 
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Figure 4-46. Percent sample areas of Hook et al. (1992} probes surrounded by a porous 

medium with a relative dielectric pem1itti\,ity of 10 with. (I) two rods. H:W=l. S:W=4. (II) 

two rods. H:W=2, S:W=9. (III) two rods. H:W=0.5. S:W=l.5. (IV) three rods, H:W=l, S:W=4. 

134 



I 

V 

VII 

-Metal Rod 

C]PVCBody 

VI 

Figure 4-47. Percent sample areas of Hook et al. (1992) probes surrounded by a porous 

medium with a relative dielectric permittivity of 10 with. ([) two rods. H: W= 1. S: W=4, (V) 

two rods, H:W=2, S:W=8. (VI) two rods, H:W=l. S:W=2. (VII) two rods, H:W=2. S:W=4. 

4.7.5 Alternative Multilevel TOR Probe 

Like coated continuous-rod probes. the alternative multilevel TOR probe places the probe materials 

approximately in series with the surrounding medium. As a result. this probe and other designs that include 

coatings on the metal rods should consider the results presented for coated continuous-rod probes. 

Specifically. two-rod designs should be used rather than three-rod designs. Thin. high relative dielectric 

permittivity gaps and access tubes will increase the sample size of the probe in the target region. Probe 
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sensitivity above the target region will be minimized by using small diameter wires surrounded by materials 

with low dielectric pennittivities. Finally. as \\ith a neutron probe. the sample size of the altemath·e 

multilevel probe will be a function of the water content of the medium. decreasing with an increase in the 

water content. 

4. 7 .6 Redman and D~yck Multilevel Probe 

Redman and D'Ryck (1994) designed a probe to measure the water content profile. The probe is 

comprised of a PVC access tube with two metal rods attached to its exterior. as shown in Figure 4-4. The 

probe dimensions include the inner diameter. ID. and outer diameter. OD. of the access tube .. the rod diameter. 

D. and the angle between the rods on the surface of the access tube. a. Nondimensional parameters based on 

the ratios of the ID and OD to the rod diameter are used to describe the probe designs here. 

The solid lines on Figure 4-48 show the sample areas of the probe configuration presented by Redman 

and U Ryck [ 1994] and of a configuraLion \\ith a smaller angular separation of the metal rods. both 

surrounded by a medium with a relative dielectric pennittivity of 10. The sample area is controlled by the 

separation of the metal rods. which is a function of the outer diameter of the access tubes and the angular 

separation of the rods. The probe sensitivity is concentrated in close proximity to the rods. For larger rod 

separations. much of the probe sensitivity becomes restricted to two nonoverlapping areas. The figure also 

includes the sample area of configuration I surrounded by a porous medium with a relative dielectric 

pennittivity of 25. showing that the sample area is nol highly sensitive to the relative dielectric permittivity of 

the medium. The sample area is also insensitive lo the rod diameter and the inner diameter of the access tube 

(not shown). 
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Figure 4-48. Percent sample areas of Redman and DeRyck [ 1994) probes with (I) an OD:D 

of l 1. l. ID:D of 13.4 and a of 110 degrees surrounded by a porous medium with a relative 

dielectric permittivity of 10 (solid line) or a Kso,1 of 25 (dashed line). (II) an OD:D of l l. 1. 

ID:D of 13.4 and a of 45 degrees surrounded by a porous medium with a relative dielectric 

pennittivity of 10. 
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4.7.7 Selker et al. Surface Probe 

Se/ker et al. (1993) designed a probe to measure the water content at the ground surface. The probe 

is comprised of metal rods embedded in an acrylic body. As shown in Figure 4-6. in cross section.. the probe 

body has a height. Hb. and a width. Wb. The rectangular rods have a width. W. a height. H. and are separated 

by a distance. S. The height of the rods e:\1ending out of the base. into the soil. is Ha. Unitless dimensions 

relative to the width of the rods are used to describe the probe dimensions. Acrylic (Ple.xiglas) has a relative 

dielectric pemtlttivity of2.7 at 3xl08 Hz [von Hippe/. 1954). 

In a homogeneous medi~ the equipotentials around the rectangular rods without any surrounding 

probe materials would be the same as those shown in Figure 4-45. The probe design described by Selker et al. 

[1993) had an H0:H of 0.5. Talcing the porous medium to be homogeneous and the probe body to be large 

compared to the rod separation. the rods for this probe lie on the boundary between two uniform half-spaces. 

This boundary is perpendicular to the equipotentiaJs around the rods; therefore. the soil and probe body are in 

parallel with respect to the probe geomeuy and the measured relative dielectric permittivity will be the 

arithmetic average of the K of the probe materials and K10,1. Funhermore. the sample area will be independent 

of the relative dielectric pennittivities of the porous medium and the material used for the probe body. 

Numerical analysis has shown that the sample areas of probes with fully embedded rods (H0 = 0.0) such as 

case II on Figure 4-49 are insensitive to the relative dielectric pemtittivities of the medium and probe body as 

well. 

Figure 4-49 compares the sample areas of two probes with consistent design parameters. differing 

only in the fraction of the rod e.,1ending imo the soil. Although the sample area of the probes is marginaHy 

reduced by fully embedding the rods in the probe body. the advantage of minimizing disturbance to the soil 

will outweigh this result for many applications. The results also show the size of the probe body required to 

isolate the probe from the influence of the conditions above the ground surface. 
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Figure 4-49. Percent sample areas of Se Iker et al. [ I 993 I probes above a porous medium 

with a relative dielectric penniuivity of 10 \\ith. (I) two rods. H:W=I. S:W=4. Ho:W=O.S. 

Wb:W=1. Hb:W=3.S (II) two rods. H:W=I. S:W=4. H0 :W=O.O. Wb:W=1. Hb:W=3.S. 

The sample areas of nonintrusivc probes (H0 = 0.0) with reduced rod heights or increased rod 

separations were also investigated. Comparison of case II on Figure 449 and case III on Figure 4-50 shows 

that reducing the height of the rods has no etrccl on the sample area or the distribution of probe sensitivity in 

the medium; however, this design allows for the use of a smaller probe body. Case IV on Figure 4-50 is 

identical to case II on Figure 4-19 except that the separation of the rods has been increased slightly. As a 

resul~ the sample volume has increased. but the probe sensitivity has become concentrated beneath the rods 

and a larger probe body is required. 
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Figure 4-50. Percent sample areas of Selker et al. [ 19931 probes above a porous medium 

with a relative dielectric penniuivity of 10 with. (III) two rods. H: W=0.25, S: W=4, 

Ha:W=O.S, Wb:W=1. Hb:W=3.5 (IV) two rods. H:W=l, S:JJr"=5. Ho:W=O.O, Wb:W=1, 

Hb:W=3.S. 

4. 7.8 White and Zegelin Probe 

White and Zegelin (1992) designed a probe to measure the water content at the ground surface based 

on a semicoaxiaJ design. Figure 4-5 shows a representative cross section of the probe. The outer diameter of 

the semicircular shield. S. diameter of the semicircular rod. D. shield thickness. t. and length of wings 

extending from the body, W, define the probe configuration. Unitless dimensions are defined relative to the 

diameter of the central rod. Beeswax. with a relati\'C dielectric permiuivity of 2.4 at lxl08 Hz (von Hippe/, 

1954), fills the gap between the rod and the shield. 
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Figure 4-51. Percent sample areas of White and Zegelin [ 1992) probes above a porous 

medium with a relative dielectric pennittivity of 10 with. en S:D=J. W:D=J.S. t:D=0.2. {II) 

S:D=3. W:D=0.0, t-.D=0.2 

The sample area of the probe configuration reponed by White and Zegelin [ 1992) is shown as case I 

on Figure 4-51. The sample area in tbe porous medium is confined to the region beneath the shield. only 

e::-..1ending a short distance along the wings. Remm,ing the wings (case II) leads to a reduced sample size that 

is concentrated at the edges of the central rod. Maintaining a constant shield inner radius. the size of the 

sample area is unchanged by reducing the rod radius (case III. Figure 4-S2). However. the smaller rod results 

in a more even distribution of probe sensitivity in the porous medium. A similar design. using a rectangular 

rod and shield is shown as case IV: this probe has a slightly smaller sample area, but does not require wings. 
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Figure 4-52. Percent sample areas of White and Zegelin [1992) probes above a porous 

medium \\ith a relative dielectric pcnnittivity of 10 with. (III) S:D=S. W:D=2.5. t:D=0.2. 

(IV) rectangular probe. S:D=5. W:D=2. t:D=0.2 

4.7.9 Summary and Conclusions 

The numerical analysis of Knight et al. ( 1997) and the definition of spatial sensitivity of Knight 

[ 1992) combine to provide a powerful tool for designing probes for specific water content measurement 

objectives. The results of applying this analysis to published alternative probes has shown the strengths and 

limitations of each design as well as identi(ving design changes to improve the probe responses. 

The sample area of two-rod convemional probes is controlled by the separation of the rods: an 

increase in the rod diameter \\ith a constant rod sepanuion only causes a slight increase in the sample area and 

a minor improvement in the distribution of sensitivity within the sample area. The addition of a central rod 

drastically reduces the sample area. For three-rod probes. an increase in the rod diameter for a given rod 

separation reduces the sample area. 

The influence of the nonmetallic components of alternative probes on the sensitivity of the sample 

area to the relative dielectric permittivity of the surrounding porous medium has been explained. Coated 

continuous-rod probes and the alternative multile\'el probe presented in this chapter place the probe materials 

in series with the porous medium relative to the probe geometry. As a result. these probe designs have sample 

areas that vary with the relative dielectric permilli\'ity of the surrounding medium. Even PVC coatings with a 

thickness as small as one twentieth of the rod diameter restrict the sample area of coated continuous-rod 

probes to the region immediately adjacent to the coatings for a soil with a volumetric water content greater 



than 0.28. The presence of coatings has a greater impact on the sample area of coated two-rod probes than on 

the sample area of three-rod probes: but. coated two-rod probes still have larger sample areas than coated 

three-rod designs. For two-rod probes. the impact of coatings on the sample area decreases for probes with 

thin coatings, high relative dielectric permittivity coating materials. and large rod separations. Decreased 

coating thicknesses. increased relative dielectric pem1ittivities of the coating material. decreased rod 

separations and increased rod diameters minimize the impact of coatings on the sample area of coated three­

rod probes. These results e.,1end to other probe designs that include coatings on the metal rods. 

The sample area of a Hook ec al. [ 1992) probe with uncoated metal rods is not a function of the 

dielectric permittivity of the medium or tbe material used for U1e probe body. The separation of the metal rods 

controls the size of the sample area~ reducing the rod height and width improves the distribution of sensitivity 

within the sample area. Similarly, the separation of the metal rods on the surface of the access tubes controls 

the sample area of Redman and DeRyck [ 199.J J probes. 

The sample areas were calculated for two alternative probes designed to measure the soil water 

content at the ground surface [White and Zegelin. 1992: Selker et al.. 1993). Nonintrusive configurations of 

these probes have similar sample areas. concentrated beneath the probe. very close to the ground surface. The 

size of the probe body required to isolate the Selker et al. [ 1993) probe from the air above the soil must be 

altered for each probe configuration: the coaxial design of White and Zegelin [1992) only requires the 

inclusion of short wings on the ground surface to eliminate Ute influence of the conditions above the soil 

surface. The size of the sample area of the Selker et al. [ 1993) probe increases \\ilh an increase in the rod 

separations~ however. the resulting sample area becomes focused in two regions beneath the rods. Increasing 

the diameter of the outer shield increases the sample area of the White and Zegelin [ 1992 J probe: decreasing 

the diameter of the central rod improves the distribution of probe sensitivity within the sample area. 

4.8 Sensitivity of TDR Probes 

4.8. l Numerical Determination of Probe Sensitivity 

TOR probes must perform three functions: connection to a coaxial line from a cable tester, 

transmission of a voltage pulse through a sample. and tem1ination at the end of the probe. The following 

analysis focuses solely on the influence of the probe design on the pulse propagation through the sample. 

Most of the published alternative probe designs include nonmetallic components. These components 

commonly have a relative dielectric permittivity that contrasts strongly with that of the surrounding soil. 

Given that these materials are located within the sample volume of the probes, the measured apparent relative 

dielectric permittivity will be some average of the relative dielectric permittivities of the probe materials and 

the soil. 
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In this study. the numerical analysis of Knight et al. [ 19971 is used to determine the apparent relative 

dielectric permittivity. K,,,. that a representath·e cross section of an alternative probe would measure under a 

wide range of relative dielectric pennittivities of tbe surrow1ding porous medium. These results are used to 

construct calibration curves of calculated values of K,,, versus gi,·en values of K.,;1 for several configurations of 

each alternative probe. Differences in the calibration curves among configurations of a single probe 

demonstrate the sensitivity of the response of that probe to changes in each design parameter. In additioa 

these calibration curves are related to the probe sensiti\'ily as defined in Chapter 2. 

The numerically determined calibration curves are compared with published laboratory or field 

calibrations where available. In addition. the numerical and direct calibrations are compared with analytical 

solutions if applicable. These comparisons are limited by the ability to describe the probe with a single cross 

section. Variations in the probe geometry. typically at the top of the probe. and end effects at the termination 

of the probe cannot be modeled with this approach. Recommendations are made based on the modeling results 

with the assumption that the optimization of an alternative probe will require a minimization of the impacts of 

these other. poorly understood influences. 

4.8.2 Continuous-rod Probes 

Standard continuous-rod probes do not ha,·e any nonmetallic probe materials in the sample volume~ 

therefore. the apparent relative dielectric permittivity of a representative cross section of conventional rods in a 

homogeneous medium is equivalent to the relati\'e dielectric permittivity of that medium. regardless of the 

probe configuration. Each alternative probe c-Jlibration curve includes the response of continuous-rod probes 

for comparison. 

4.8.3 Coated Continuous-rod Probes 

Figure 4-53 shows the relative dielectric permiuivity that would be measured with coated continuous­

rod probes as a function of the relative dielectric pcrmillivity of the surrounding medium. Applying thinner 

coatings increases the measured relative dielectric pcrmiuivities. Two-rod probes have greater responses than 

three-rod designs. An increase in the ratio of the rod separation to the rod diameter (S:D) with a constant 

coating to rod diameter ratio (G:D) gives a response that more closely approximates the response of uncoated 

continuous-rod probes for two-rod probes; a decreased S:D improves the response of three-rod designs. All of 

the coated probe configurations show a nonlinear response to changes in K.,,1. This nonlinearity results from 

the placement of the probe materials in series with the soil relative to the probe geometry. 

A direct calibration of coated continuous-rod probes has not been presented in the literature. 

However. as discussed above. Knight et al. 119971 demonstrated that the numerical analysis of the response of 

coated continuous-rod probes agrees with an anal)tical solution presented by Annan ( 1977b). 
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Figure 4-53. Numerically determined calibration curves for coated continuous-rod probes. 

(1) S:D=l0. G:.D=Lt 2 rods: (2) 5,':D=5. G:D=U. 2 rods: (3) S:D=S. G:D=l.05. 2 rods. (4) 

S:D=I0. G:D=l.l. 3 rods: (5) S:D=S. G;D=l.l. 3 rods: and (C) conventional metal rod 

probe. 

4.8.4 Alternative Multilevel TDR Probe 

Calibration curves for the alternative multilevel TOR probe described above are shown in Figure 4-

54. The base case has water-filled tubes. an .S':D of 5. n G:D of l .83. and a W:D of 2.8. representing tn inch 

ID (1.27 cm) SCH80 PVC access tubes \\ith 0.76 cm OD metal rods. Filling the annulus between the rods and 

the access tubes with air rather than water causes a drastic reduction in U1e apparent relative dielectric 

permittivity measured by the probe. A thinner-walled probe with a G:D of 2.08. representing 1/2 inch ( 1.27 

cm) SCH40 PVC access tubes. perfonns better than Lile base case probe. Increasing the S-.D also improves the 

probe response. All configurations show a nonlinear response to changes in the soil relative dielectric 

pennittivity because the probe materials are placed in series with tl1e surrounding porous medium. 

The apparent relative dielectric perminivi1ics measured with the alternative multilevel probe are 

plotted as a function of the soil relative dielectric permittivity dctem1ined with the conventional rods on Figure 

4-54 as well. The relative dielectric pem1ittivitics measured with the probe with water-filled access tubes have 

been presented previously on Figure 4-10. The rcl:nive dielectric permittivity was also calculated from 

waveforms collected with the probe with air-filled access tubes during the field testing of the probe. The 
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numerical analysis correctly predicts the drastic reduction in apparent relative dielectric permitti\ity measured 

with air-filled access tubes. It is unclear why the response of the water-filled probe is not as well represented 

by the numerical model. Under low water content conditions. the discrepancy between the measured and 

modeled relative dielectric pcrmittivites may be due to inaccuracies in the determination of travel times from 

the alternative probe waveforms: these inaccuracies arc e.~cerbated by the shon travel times measured for the 

short rod lengths (20 cm) under low water content conditions. 
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Figure 4-54. Numerically determined and field-measured calibration curves for our 

multilevel probe. (I) S:D=5. Ci:D=l.35. W:D=2.08. water-filled access tubes: (2) S:D=S. 

G:D=l.35. W:D=2.08. air-filled access lubes: (3) S:D=lO. G:D=l.35. W:D=2.08. water-filled 

access tubes; (4) S:D=S. G:D=l.53. W:D=2.08. water-filled access tubes: (C) conventional 

metal rod probe; (open squares) field measurements with air-filled access tubes; and (filled 

squares} field measurement with water-filled access tubes. 

4.8.5 Redman and D'Ryck Multilevel Probe 

Calibration curves calculated for the Rec/man and DeRyck [ 1994) probe. Figure 4-55, show a linear 

response to changes in KUJa- The base case probe hus an ID:D of 11. l, an OD:D of 14.27. and rods separated 
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by an angle. a. of 110 degrees. The probe response is insensitive to the rod diameter. angle of separation and 

thickness of the access tube walls. 
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Figure 4-55. Numerically determined and laboratory-measured calibration curves for the 

Redman and DeRyck [ 1994) probe. (l) /D:D=l 1.1. OD:D=l4.3. a=ll0; (2) /D:D=6.9. 

OD:D=l4.3, a=l 10; (3) /D:D=l l. l. OD:D=14.3. a=45; (4) /D:D=7.4. OD:D=9.5. a=l 10~ 

(C) conventional metal rod probe: and (dashed line) laboratory calibration. 

Redman and D~yck presented the results of a laboratory calibration of their probe using mi~1ures of 

water. ethanol and hexane. Tltis calibration procedure has the advantages of providing numerous calibration 

points over a wide range of relative dielectric pcrmiuivities while allowing for a convenien~ accurate 

measurement of the relative dielecr.ric permittivity of tbe surrounding medium in a coaxial cell. The 

numerical and direct calibrations show linear rcl.1tionships between K,,, and the relative dielectric permittivity 

of the medium with similar slopes; but. the direct calibration shows consistently higher measured relative 

dielectric pennittivities than those predicted by lhe numerical model. The direct calibration shows that the 

probe will measure an apparent relative dielectric permittivity greater than the soil relative dielecr.ric 

permittivity for Km;1 values as high as 6. Given thal lhe probe materials have relative dielectric permittivities 

less than 3. this result suggests that the some aspccl of the probe design or waveform interpretation has 

resulted in an overestimation of the apparent relative dielectric permittivity in the measured data. 
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4.8.6 Hook et al. Multilevel Probe 

The Hook et al. (1992) probe also shows a linear response to the soil relative dielectric permittivity 

(Figure 4-S6). The base case has two rods with an H: IV of I and an S: W of 2. The apparent relative dielectric 

pennittivity decreases with a decrease in S: Ir or t~1e inclusion of a central rod. A decrease in H: W improves 

the probe response. 

In their analysis of the response of their probe. Hook et al. ( 1992] presumed that a linear relationship 

existed between the travel time measured by their probe. 1,,,. and the travel time that would be measured by a 

continuous-rod probe. ''"' 

(4-26) 

where A and Bare defined by Hook et al. [1992) as the offset and interaction efficiency. respectively. 

This assumption leads to the following relationship between the measured and soil relative dielectric 

penninivities for a probe of lengta L. 

K =B 1K _ 2cAB
1 

,Y- +(cABJ
1 

"' soil L '1 I\. sn1I L (4-27) 

The authors apply this model using a two poinc calibration of the probe in air and in water. Although 

this calibration procedure has the advantage of being e.asy to pcrfom1. it would be more appropriate to calibrate 

the probe with two fluids with relative dielectric pcnnitti\0ities closer to the range of relative dielectric 

pennittivities of typical soils. 

The measured calibration curves for two segments of a strip line probe with cross sections 

approximately equivalent to the modeled case 4 are included on Figure 4-56. The direct calibration is similar 

to the modeled response although the predicted app:trcnl relative dielectric pennittivities are consistently lower 

than the measured values. As with the Rec/man ancl DeRyck [ 1994 J probe. measured relative dielectric 

permittivities higher than the soil relative dielectric pcm1ittivity suggest some error in the measured 

propagation velocity unless the probe materials hm·c a relative dielectric permittivity that is unusually high for 

plastics. For this probe. the improved interpretation of the terminal reflection using the shorting diodes 

suggests that the discrepancy is due to the interpretation of the location of the beginning of the probe, 

represented by the constani A. 

The highly linear relationship between Km and K:,0,1 determined numerically suggests that the 

assumption underlying the fonn of Equation 4-26 is not appropriate. Given that the probe materials and 



surrounding porous medium are placed in parallel for this design. the calibration relationship should be of the 

fonn of an arithmetic averaging model. 

K"' = W so,/ K sot/ + ( J - W sorl )K prob, • (4-27) 

where KproM and K.,il are the relative dielectric pcnnitti\'ities of tbe probe materials and the surrounding soil 

and w so,/ is the weighting factor on the soil. Therefore. the square of the interaction efficiencies reponed by 

Hook et al. [1992) approximately describe the fractional sensitivity of their probes to the soil. 
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Figure 4-56. Numerically determined and laboratory-measured calibration curves for the 

Hook et al. [1992) probe. (1) H:tr=I. S:W=2. two rods; {2) H:W=I. S:W=4. two rods; (3) 

H:W=l. S:W=4. 3 rods: (-1) H:W=o.5. S:W=2. 2 rods: (C) conventional metal rod probe; 

(open squares) laboratory calibrntion of strip line probe segment 1; and (closed squares) 

laboratory calibration of strip line probe segment 2. 

4.8.7 Selker et al. Swface Probe 

The base case Selker et al. [ l 993 I surface probe has two square rods with an S: W of 3. H,,: W and 

W,,: Ware equal to 4.5 and 9. respectively and the rods do not extend below the base of the box into the soil (H0 
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= O). As shown in Figure 4-S7, the probe measures higher apparent dielectric permittivities if S-.D is increased 

or H: Wis decreased; a third rod decreases the K,,. values. 
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Figure 4-S7. Numerically determined and laboratory-measured calibration curves for the 

Selker et al. (1993) surface probe. (1) H:W=l, Ho:W=O. S-.D=3, Wb:W=9, Hb:W=4.S. 2 rods; 

(2) H:W=I, Ho:W=O.S, S:D=3. Wb:W=9. Hb:W=4.5, 2 rods; (3) H:W=0.25, Ho:W=O, S:D=3, 

Wb:W=9, Hb:W=4.S, 2 rods; (4) H:W=l. Ho:W=O, S:D=S, Wb:W=9. Hb:W=4.S. 2 rods; (5) 

H:W=l. Ho:W=O, S:D=S. Wb:W=9, Hb:11'=4.S, 3 rods; (C) conventional metal rod probes; 

and ( +) laboratory calibration. 

If the box surrounding the rods in the Se Iker et al. [ 1993) surface probe is sufficiently large to 

eliminate the influence of the surrounding air and half of the rod height extends into the soil, the probe 

response can be defined by a simple analytical description of rods placed on the boundary between two half­

spaces of different relative dielectric permittivities. Knight et al. [1994) showed that for this case the apparent 

relative dielectric pennittivity, K0 , will follow, 

Ka= O.SKP +05Ks, (4-28) 

where K, and K., are the relative dielectric pennittivities of the probe body and soil. respectively. As seen in 

Figure 4-57. the modeled apparent relative dielectric pennittivities agree with the analytically detennined 
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linear response ranging from 3.9 to 13.9 for the case 2 design. Selker et al. [1993) fit a second order 

pol}nomiaJ to values of the apparent relative dieJectric pennittivity measured with a case 2 probe configuration 

and gravimctrically determined soil water contents measured in a quartz sand. Although this function 

descnl>ed the relationship between the sets of measured values adequately, it is an inappropriate fonn for 

general use because it bas a maximum at a water content of 0.31. For compariso~ the measured water 

contents were replaced with soil relative dielectric pennittivities using Equation 1-2. The numerical and 

analytical approaches do not agree with the measured response of the Selker et al. [ 1993] probe. Potential 

differences may be due to overestimating the appropriate physical length of the probes because of their 

serpentine layout of the metal rods on the face of the probe (see Figure 4-8), poor contact with the soil surface. 

or inaccuracies in the gravimetrically detennined soil water contents used for calibration. 

4.8.8 White and Zegelin Probe 
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The semicoaxial design of this surface probe is not highly sensitive to the probe dimensions. 
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Figure 4-S8. Numerically determined calibration cuives for the White and Zegelin (1992) 

surface probe, (1) OD:D=3, W:D=3.S, t:D=0.17, KfitF2.4; (2) OD-.D=3, W:D=3.5, t:D=0.17, 

Kfi1F2.8; (3) OD:D=S, W:D=2.S. t:D=0.17. Kfi,F2.4; (4) OD-.D=S. W:D=O.O, t:D=0.17, 

Kfi1F2.4. rectangular rod and shield~ and (C) conventional metal rod probes. 

151 



Figure 4-58 shows the responses of several con.figurations of the White and Zegelin (1992) probe. 

The probe response improves if PVC (K=2.8) is used to fill the gap between the conductors rather than 

beeswax (K==2.4). Increasing the diameter of the shield decreases the response of the probe. However. a 

rectangular probe de.ggn with the increased OD:D shows an improved response. The outer conductor acts as a 

constant potential boundary; therefo~ the thickness of the shield.. t. has no effect on the probe response (not 

shown). 

4.8.9 Comparison of Probe Sensitivities 

Equation 2-24 defines the sensitivity of a probe from the slope of a plot of the square root of the 

measured relative dielectric permittivity as a function of the square root of the relative dielectric permittivity of 

the soil. A similar development defines the sensitivity as a function of the slope of the numerically determined 

calibration curves. dK,,, I dKm;t. as. 

dt - dK,,, dt dK.soil - dK,,, La [K:;. 
df) dK._, dK.,,. d0 dK.., c VT. (4-29) 

For direct comparison among the probe designs. sensitivities were calculated for probes of an arbitrary length 

of I m. These sensitivities are plotted as a function of the water content on Figure 4-59. 

The results demonstrate that all of the alternative probes show a reduced sensitivity compared to 

conventional probes. Most of the probes show near constant sensitivity over the range of soil water contents. 

Only the coated continuous-rod probes and the alternative multilevel probe show clearly varying sensitivities; 

as discussed in the development of the analytical solution above, this behavior is due to the placement of 

nonmetallic probe materials in series with the surrounding medium with respect to the probe geomeuy. Only 

those probes that show a sensitivity that is independent of the water content will measure the correct length­

weighted water content if the water content varies along their length. 
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Figure 4-59. Sensitivities of conventional and alternative 1DR probes as a function of the 

volumetric soil water content. (star - solid line) PVC coated continuous-rod probes case 1~ 

(star .. dashed line) PVC coated continuous-rod probes case 2; (diamond - solid line) our 

multilevel probe case l; (diamond - dashed line) our multilevel probe case 2; (plus - solid 

line) the Hook et al. [1992) probe case 1; (plus - dashed line) the Hook et al. (1992} probe 

case 4; (circle - solid line) Redman and DeRyck [1994] probe case I; (circle - dashed line) 

Redman and DeRyck [1994} probe case 3; (triangle .. solid line) Selker et al. [1993] probe 

case l; (triangle - dashed line) Se/ker et al. [1993} probe case 4; (square - solid line) the 

White and Zege/in [1992) probe case I; (square - dashed line) the White and Zegelin [1992} 

probe case 3. 

The numerical calibration curves presented on Figures 4-53 through 4-58 show that all of the 

alternative probe designs measure relative dielectric pemtittivities lower than those that would be measured 

with standard, continuous-rod probes. The optimal probe design will combine a high probe response to 

minimize the impact of travel time measurement errors and a high sensitivity to distinguish among soil water 

contents with greater precision. 
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4.8.10 Summary and Conclusions 

The probe response and the level and uniformity of the probe sensitivity are only partial criteria for 

the choice of a design of a TOR probe. Other factors affecting the selection of a probe design may include the 

minimization of conductive losses. the desired sample area. the ease of interpreting travel times from the 

wavefo~ the achievable vertical resolution of the water content or EC profile and the ease of installation for 

the site soil. However. some general recommendations on probe design can be made based on the results 

presented above. 

Conventional probes have the highest probe response and the highest. most constant sensitivity. 

Therefore, conventional probes should be used for all applications unless specific measurement objectives 

require the use of an alternative probe design. 

The presence of thin coatings on rods greatly influences the behavior of the probes. Even this simple 

design results in a dependence of the probe sensitivity on the soil water content To minimize their impact. 

rod coatings should be as thin as possible and constructed from high relative dielectric permittivity materials. 

Furthermore. given that the response of coated continuous-rod probes is a function of the separation to 

diameter ratio, the separation must be constant along the length of the rods. unlike conventional rods. 

The alternative multilevel IDR probe presented above is a specialized case of a coated rod probe. 

This design offers very precise venical resolution of the water content profile. However, because of the strong 

dependence of the sensitivity on the soil water content this probe should not be used in conditions of highly 

variable water contents over the length of the metal rods. The access tubes should be water-filled to maximize 

the sensitivity and probe response. 

The use of low-loss coaxial cables within the access tubes of the Redman and DeRyck [ 1994] probe 

can allow water content profiling to extended depths, even in electrically conductive soils. Using large rods 

separated by a small angle will marginally improve the probe response. 

The case 4 Hook et al. [1992} probe with two thi~ wide blades with a large separation shows the 

greatest sensitivity and highest measured apparent dielectric pennittivites of all of the alternative probes 

modeled. The rods can be electrically shorted. allowing for the depth profiling of water content beneath a 

single surface point. In addition. shorting improves the in1erpretation of the pulse travel time. leading to more 

accurate water content determinations. To maximize the response and sensitivity of this probe, the rods 

should have a width equal to or greater than their height. only two rods should be used and the rod separation 

should be large. The main limitation on the use of this probe will be conductive losses in electrically 

conductive soils because the metal rods are in direct contact with the soil along their entire length. 

Both surface probe designs analyzed show near-constant probe sensitivities, regardless of the water 

content of the medium. The Se Iker et al. [ 1993) probe configurations modeled showed higher probe 

sensitivities. However. the serpentine probe layout on the base of the probe may introduce uncertainties into 

interpretations of the probe response. 
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There appear to be limitations to the accuracies of the published physical calibrations of alternative 

probes. Discrepancies between the modeled and observed responses may be due to the beha"ior of the EM 

wave at the ends of the rods. inaccuracies in the method of wavefonn analysis. limitations to the standard 

methods used for baseline water content measurements. or interactions between the pulse and the surrounding 

medium that are currently not understood and. therefore. not considered in the model. The mi"<ed fluid 

method descnbed by Redman and DeRyck [ 1994] appears to provide the best range of well~efined. controlled 

relative dielectric permittivities for laboratory calibrations. Measurement during drainage in a homogeneous 

medium offers the widest range of relative dielectric permittivities for calibration of larger probes in the field. 
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S. CHAPTER FIVE 

IMPLICATIONS FOR WATER CONTENT AND EC MONITORING WITH TDR 

The relative dielectric permittivity measured by TOR using standarc:l continuous-rod probes can 

be directly related to the water content of the surrounding medium without the need for soil-specific 

calioration in a wide range of soils. This property makes TOR a very useful tool for water content 

measurement in the field. In addition. the signal loss measured by TDR can be related to the bulk EC of 

the surrounding medi~ indicating their ability to monitor transport of electrolytic solutes. 

TOR is used in both the laboratory and the field to measure the water content and bulk EC. This 

wide range of applications requires a variety of probe designs; laboratory probes generally use thin rods. 

with small separations while field probes require thicker rods for ease of installation. Previous laboratory 

studies and analytical descriptions showed that the probe configuration affects the sample size and spatial 

distribution of probe sensitivity. The results of a numerical investigation presented here specifically show 

the sample area of two- and three-rod probes. Two-rod probes have a much larger sample area with a 

more unifonnly distributed sensitivity than three-rod probes. In addition. the analysis shows that the 

sample area of two-rod probes is largely controlled by the rod separation; an increase in the rod diameter 

improves the uniformity of the spatial distribution of probe sensitivity. The sample area of a continuous­

rod probe is independent of the soil water content if the water content is uniform throughout the sample 

area. 

To infer the concentration of an electrolytic solute from the TOR measured water content and EC 

under spatially and temporally variable water content conditions requires an understanding of the 

relationship between the lDR-measured bulk EC and the soil water content. The results of this work 

demonstrate the dependence of the EC response of standard. continuous-rod TDR probes on the soil water 

content. In addition, the laboratory results presented here show that two-rod probes either with or without 

baluns can be used to measure the bulk EC as well as three-rod designs. The results of a field experiment 

show that the EC response of long. continuous-rod probes can be related directly to the solute mass 

residing between the rods, even if the water content and pore water EC are spatially variable. This 

finding suppons the application of 1DR to solute monitoring under transient flow conditions. 

In the field, standard continuous-rod probes are commonly installed vertically from the ground 

surface, measuring the water content and the bulk EC over large sample volumes. As a result, these 

probes face limitations in profiling either the water content or the bulk EC with depth. Similarly, the long 

metal rods face excessive power losses through electrical conduction, limiting the maximum depth of 

investigation using TOR. Finally. the standard probes require a minimum length of approximately 10 cm 

to clearly identify the reflection from the ends of the rods. making water content measurement in the very 
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shallow subsurface impractical. Several alternative IDR probes have been designed to address these 

limitations. 

Despite the availability of alternative probes for specific measurement needs. there is still a need 

for a probe that can profile both the water content and the bulk electrical conductivity with depth. A 

probe is presented that can make these measurements with a very fine vertical profiling interval. A field 

trial shows that the water content profiling capabilities of the probe are comparable to a neutron probe. In 

addition. the probe is shown to be able to monitor the advance of a pulse of an electrolytic solute. Using 

this probe. solute transport can be studied over discrete depth intervals in the field under transient flow 

conditions. 

Most of the published alternative probe designs have nonmetallic probe components within their 

sample area As a result. the relative dielectric permittivity measured by the probes will be some average 

of the relative dielectric permittivities of the probe components and the surrounding soil. Thus. each 

probe requires a specific calibration to relate the measured relative dielectric permittivity to the soil water 

content Unfortunately, building and calibrating alternative probes is difficult and time consuming. 

making optimization of the probe design difficult. This investigation presents a numerical approach to 

defining the sensitivity of an alternative TDR probe based on a representative cross section through the 

probe. In addition to allowing for the direct comparison of the performance of alternative probes. this 

approach can be used to optimize the design of a probe without the need for multiple calibrations. In 

addition. the dependence of probe sensitivity on the soil water content can be determined numerically; this 

is an important quality of a probe because any probe with a water content-dependent sensitivity will not 

measure the correct length-weighted average water content if the water content varies along its length. 

Recommendations are made for changes in the configurations of all published alternative probes to 

improve their sensitivities. 

The sample area of each of the alternative probes was determined numerically. This approach 

adds an additional criterion on which to compare probe designs and by which a probe design can be 

optimized for specific sampling objectives. Given that most nonmetallic probe components are plastics. 

with very low relative dielectric pennittivities. the sample areas of probes that place their nonmetallic 

components in series with the soil will vary with the soil water content. becoming smaller with increases 

in the soil water content. Probes that place their nonmetallic components in parallel have larger, more 

uniformly distributed sensitivities that are less dependent on the relative dielectric permittivity of the 

surrounding medium. Design changes are recommended for all published probes to increase their sample 

size, increase the uniformity of the spatial distribution of their sensitivity and to reduce the dependence of 

their sample size on the soil water content. 
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